FDLE
Alcohol Testing Program

AGENCY INSPECTION REPORT — INTOXILYZE'R: 8000

Serial Number: BO-00D0BE7
Software: B8l00.27

Alcohol Testing Program -

Agency: MONROE COUNTY S0

Yime of Inspection: 05:16 bate of Inspection: 09/16/2016

Check or Test YES NO
Date and/or Time Adjusted ' R
1 No

Diagnostlc Check (Pre-Imnspection): OK

Yes
Alcochel Free Subject Test: 0.000

i No

Mouth Alcohol Test: Sleope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

. Yes
Aicohol Free 0.05g/210L Tast G.08g/210%, Test ©0.209/210%, Test . | 0.08 g/310L
Test (g/210L) . (g/210L) {g/210L) © 1 ] by Gas Ktd Test
{gf210L) Lot#:201507A Lotd 2016017 Lot#:201505A v 1 {gf210L)
" Exp: 07/14/2017 Exp: GL/26/201% Bxp: 05/12/2017 - | Lotk 1816818
. ' Bxpr (02/13/2018

0.000 0.049 0.079 0.203 0,089
¢.000 0.049 0.080 0.204 0.080
g.a0Q 0.049 0,080 0.204 : 0.080

Numbeyr of gSimulators Used: 5

Remparhs :

AP/ M A: Range Ruceeded. E{"%‘;D gESf_DuA{, Mot Atcodo, CNSIJ;G- THE Mkp
£ * RA
EXegrpen THed —Re€rsriee (T Mo issuE, 365 /71

The above instrument complies { X |} does pot comply { 3 with Chapter 11p-8, FaC.

I cortify that I heold 4 valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspectios in acc:ordaucz‘ with the provisions of Chaptexr 115-8, FAC,

g%g L( JON B BUFF

’ Signature and Printad Nama

08/16/2016
Date

FDLE[ATP Form 40 — March 2004




da Departmé vooniorcement 2018

Alcohol Testiﬁg Program FDLE

: Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: MONROE COUNTY S.0.
Time of Inspection: 04:35

Serjial Number: 80-001254

pate of Inspection: 09/16/2016 Software: 8100.27

Check or Test YES ND
Date and/or Time Adjusted )
‘ No
Diagnostic Check (Pre-Inspaction): OK , ; o
: You
Alcohiel Free Subject Pest: 0.000 :
: o ] Yes
Mouth Alcohol Test: Slope Not Met i
b {1
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OX
;| Yes

| Alcohol Free

0.05g/210L Test

0.08g/210L Tast

0,20g/210L Test

0,08 g/210n

Test . {g/210L) {g/210KL) {g/2105) T Pry Gas Std Test
{g/2i0L) : Lot#: 2015073 Lot#:201601F Lot#: 201505 : (y/210L)
©o- Exp: 07/1472017 Exp: 0L/26/2018 Exp: 0571272017 Lot#:1816818
_ ! | ®Bxp: 02/13/2018
0.000 0.051 0.08¢0 0.201% 0.080
8.000 0.050 0.081 0.203 0.079
0.000 6.080 0.203 0.079

0.051

Bumber of Simulators UYsed: 5

Remarks:
SPARE-~-GOING OUT FOR ANNUAL DEPT INSP

The above iastrument camplies { X ) does not comply ( } with Chapter 11p-8, FAC.

I certify that I hold & valid Florida DPepartment of Law Enforcement Agency Inspector Permit and that I
performed this ins isn in accordgnce with the provisions ef Chaptaxr 11D-8, FaC. !

$suilnd

h " Signature and Printed NMame

JON B HUFF

08/16/2016
Date

FDLE/ATP Form 40 - March 2004




orida Llepartment « W e
Ajcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8C00

FDLE
Alcohol Testing Program

‘Serial Number: B0-000870
Software: 8100.27

Agency: MONROE COUNTY SO

Time of Inspection: 03:15 Date of Inspection: 09/15/2016

Check or Test YES NO
Date and/or Time Adiusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subjact Test: 0.000 o
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yos
Diagnostic Chack (Post-Inspection): GK
Yes
Rlechsl Free 0.05g/210L Test 0.08g/210L Test 0.20g/210% Test 0.08 g/210L
Test {g/210L} {g/210L} {g/2101) Dry Gas Btd Test
: T Lot 5015074 Lot#;201601F Lot#: 7015054 (9/216L)
Exp: 07/14/2017 Exp: D1/76/2018 Bzp: 05/12/2017 Lot#:279870
..... : Exa; 02/04/2019
0,u00 0,054 0,081 0.205 4.030
0.000 0.050 G.082 0.206 0.080
F 0.000 0.051 0.082 0.204 0.080

Ramber of Simulators Used: 5

Romarks:
p

The akove instrument complies {( %X ) doos not conply ¢ ) with Chapter 11Ih-8, Fac.

I certify that I hold a valid Florida Depariment of Law Enforcement Agency Inspector Permit and that I
pecformed +h

inspection in accordance wiih the provisions of Chapter 11D-8, FAC.

3368 Y

Signature and Printed Name

JON B HUFF

09/15/2016
Date

FDLEIATP Farm 40 —~ March 2004




FDLE
Alcohol Testing Program

Alohol Testing Fmgram

AGENCY INSPECTION REPORT ~ INTOXILYZER 8000

Serial Number: BO-000368
Software: B100.27

Agency: MONROE COUNTY SO

Time of Inspection: 0Z:36 Date of Inspection: 09/15/2016

Check or Test ' YES NO
Date and/or Time Adjusted '
Ro
Diagnostic Check (Pre-Inspection}: OK
| Yes
Alcohol Free Subject Test: (.000
Yes
Mouth Alcohol Test: Slope Not Met
Yeos
Interferent Detect Test: Interferent Detect )
| Yes
Diagnostic Check (Post-Inspection): OK i
I Yes
alcohol Free G.059/210L Test 0.0Bg/210L Test 0.209/210L Test "0.08 g/210L
weet {g/210L) (g/210L) (g/210L) Dry Gas 9¢d Tost
(g/210L} Lot#: 2015075 Lot$:201601F Lotks 201505 {g/210L)
Exp: §1/14/2017 Exp: 01/25/2018 Exp: 05/12/2017 Lot$:279870
_ Exp: 02/04/2019
g.a00 0.050 .080 0.203 G.081
0.0600 0.051 {,082 0.203 0.481
9.000 6.051 0.082 0.204 0.081

Humber of Simulators Used: 5 -

Romarks:
KV-IN SERVICE

The above instrument complies ¢ X )} doas not comply { } with Chapter 11D-8, FAC.

X certify that I hold a vslid Florida Pepartment of Law Enforcement Agency Inspector Permit and that I

performed this ing, tion in accordgnce with the provisions of Chapter 11p-8, FAC.

35.63 T,L/ JOW B HUFEF
¢ " Signature and Frinted Nama

¢a/15/2018
bate

FOLEATP Form 40 - March 2004




ent ol VE 3 CCHICNIt “OCT T 40018
Alcohol Testing Program FDLE

—— Alcohol Testing p
AGENCY INSPECTION REPORT - INTOXILYZER 8000 g Frogram

Agencyt MONROE COUNTY S0
Time of Inspection: 01:58

SBerial Number: 80-000869

Date of Inspaction: 09/15/2016 Boftware: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diaghostic Check (Pre-Inspection): OK

Yes
Alcohel Free Subject Test: 0.000

Yes
Mouth Alcchol Test: Slope Nok Met

Yosg
Interferent Detect Test: Interferent Detect T

Yes
| Diagnostic Check (Post~Inspection): OK

Yesg

Alcohol Free

0.05g/210]1, Test

4.08Bg/210L Test

0.20g/210L Tegt

0.08 g/210L

Test {g/210L) (g/ 2105} {G/210L) Bry Gas Std Test
(g/210L) Lot$:201567A 10t£1201641F Lot¥:201505A (g/210L)

Expr 07/14/2017 Exp: 01/26/2018 Expz 05/12/2017 Lotdr 279870
_ Exp: 02/04/2019
§.000 0,051 G.081 0,204 L C.082
0.500 0.0581 0.082 0.204 0.082
0.000 0,851 9.082 0.205 t.082

Fumbexr of Simulators Used: 5

Ramarks s
KV SPARE-GOING OUT FOR ANNUAL DEPT INSP

The above instrument complies { X ) does not comply ( } with chapter 11p-B, FAC.

I vertify that I hold a valid Plorida Department of Law Enforcement Agency Ingpecior Permit and that 1
performed this inspection in accox%:s;a with the provisions of Chapter 1in-8, FAC.

mg 4 JON B HUFF
! ' Bignakture and Printed Wame
09/15/20%¢

Date

FDLEIATP Form 40 — March 2004




FDLE
Aicohol Testing Program

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

i
Serial Number: 80-006471
Software: 8100.27

Agency: MONROE COUNTY SO

Time of Isnspection: 00:38 Date of Inspection: 09/16/2016

Check or Test YES NO
Date and/or Time Adjusted 1
i No
Diagnostic Check (Pre-Inspection):
. ' (1 Yes
Aloohol Free Subjact Test: 0.000
't Yes
Mouth Alcohol Test: Slope Not Met !
¥as
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection):
. Yos
Alcohol Free. 0.05¢/210L Test G.08g/210L Tast 0.20g/210L Teat - ¢ 1.0.08 g/zioL
Tost {(g/2100) (g/21i8L} {g/210L} - sl Dry Oas Btd Test
(g/210L) Lot#:201507A Lot#:201601F Lot#1201505A : {g/210L3
Bxp: 07/14/2017 Exp: 01/26/2018 Exp: 05/12/2017 ! | Lot#:091602
Exp: 06/05/2017
0.000 0.048 0.077 0.200 0.078
¢.000 0.048 0.077 0.202 0.077
0.000 0.048 0.077 0.201 0.078

Rumbey of Himulators Used: 5

Remarks : A ;
SPARE»GDING QUT FOR ANNUAL DEPT INSE i

The ahove instrnment complies { X ) doss not comply { 3} with Chapter 115w3,1FAC.

I certify that @ hold a wvalid F1or54a bepariment of Law Enforcement Agoncy Inspactor Permit and that I
performed fhis ingpection in accoe ance with the provisions of Chapter 11pD-8, FaC,

8sk8 /11

i {

FIHJEAIPE%ﬂp40~AﬂMth2004

JOK B HUFF

Signatura and Prinied Name

09/16/2016
Date




