amenD
Florida Department of Law Enforcement

Alcohol Testing Program

JUNTT 2016

FDLE
AGENCY INSPECTION REPORT - INTOXILYZER 800QQcohoi Testing Program

Agency: DAYTONA BEACH SHORES Serial Number: 80-001242

Time of Inspection: 05:26 Date of Inspection: G6/07/2016 Software: B100.27
Check or Test YES NO
Date and/or Time Adjusted

No
piagnoestic Check (Pre-Inspection): OK
Yes
Alcohel Free Subject Test: 0.000
tes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
No
/’:‘K‘\—-—‘\\
Alcohol Free 0.05g/210L Test 0.DBg/210L Test 0.20Gg/210% Test !g)pe’§/21on )
Test {g/210L} {g/210L} | ¢g/2i0L) Ty Gas Std Tes
{4/210L) Lot#:201507a Lot#:2015Q2¢ Lot#:201505A {g/210L)
Exp: 07/14/2017 Exp: 02/24/2017 Exp: 05/12/2017 Lot#:
Exp:
0.000 0.048 0.077 0.170 / 0.18%
6.000 0.048 0.077 0.191 / 0.187 |
[ 0.000 0.049 0.078 0.193 / 0.19¢ /

Number of Simulators Used: 1

Remarks:
20: Control Outside Polerance, Control Outside Tolerance.
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The above instrument complies ( % } dges not comply ( } with Chapter 11p-8, FAL.
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valid Florids Department of Law Enforcement Rgency Ingpsctor Permit and that T
Fal,

infaccopdafve with the provigions of Chapler 1108,
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Signature and Printed Name

06/07/2016
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