904 7665058

Agency: JACKSONVILLE S5O

MCC MAIN OFFICE

02:43:20p.m.  04-23-2016 R E C Edgv E ﬁ

APR 2 9 2016

FDLE
Alcohol Testing Program

AmMender
Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Serial Numbher: 80-001272

Time of Inspection: 08:42 Date of Inspection: 04/28/2016 Software: 8100.27
L Check or Test YES NC
Date and/or Time Adjusted
Ho

piagnostic Check (Pre-Inspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Deteot Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

"Alcobol Fres

0.05g/210L Test

0.08g/210L Test

0.20g9/210L Test

.08 g/210L

Test {g/2L0L) (gf21.0L) {g/210L} Dry Gaz Htd Test
(g/21ﬁm Lot#:201411K Lot#:12015026 Lot#:201408B {g/210L)
Bxp: 11/25/2016 Bxp: 02/24/2017 Bxp: 08/12/2016 Lot#:24515080R2
Rxp: 10/05/2017
0.000 G.050 0.077 0.187 / ©0.198 | 0.082
0.000 0.050 0.077 / 0.1%9 | 0.081
0.000 0.050 0.078 / 0.200 | 0.081

Rumber of Bimulators Used: ©

Remarka:
CHECK FOR

>

bates: clek fom BFT (WK ReETeT ok,

The above instrument complies { I

fest 7L

} does mot comply ( } with Chapter 11D-8, FAC,

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspaction iz accozgdn

/y"h with the provisions of Chapter 1lD-8, FAC,
C MO#— 247 ROBERT D THOMASON

Signature and Printed Name

04/28/2018
Pate

FDLE/ATP Form 40 ~ March 2004



504 7665058

Agency: JACKXSONVILLE S0
Time of Ingpection: 12:37

[Arbr DD “Taespe 1o o RECEIVED
Florida Department of Law Enforcement 4PR 01 2016
Alcohol Testing Program EDLE

ol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 80@&0h

Sarial Number: B0-001278

bate of Inspection: 03/31/2016 Softwara; 8100.27

Check or Test YES NO
Date and/or Time Adjusted
Ko

Diagnostic Check (Pre-Ianspection): OK

Yes
Alcohol Fraee Subject Teat: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect '

Yes
bDiagnostic Check (Post-Inspection): OK

Yesz
Alcohol frae G.05g/210%L Tast 0.08g/110L Teskt 0.20g/210L Test 0.08 g/210L
Tast {g/210KL) (g/aL0L} {g/210L}) Dry Gas Btd Tast
(9/210L) Lot#:201411K Lot# 2015020 Lot#:201408B {g/210L)

Bxp: 11/28/2016 Exp: 02/24/2017 Exp: 08/12/2016 Lot#: 15615080A2
€ Rarasvé Bxp: 07/05/2017

0.000 0.050 0.077 0.196 0.081
0.C¢00 0.049 0.078 0.199 0.081
0.9000 0.050 0.079 | ¢.200 4.081

Number of Simulators Used: 5

Remarks:

“,——"
lupeh Wrong AL o~ .06 e - Cornset DE [ F2¢-20t0

The above instrument complies { X

1 certify that I hold a walid Flori
porformed this ingpection in accoxda

R

~3e b

} doss not gomply ( ) with Chapter 1ip-&, FAC.

epartment of Law Euforcement Agency Inspector Permit and that I
ovisicnz of Chapter 11lD-8, PAL,

2red

ROBERT D THOMASON

[~ Signature and Printed Nama

03/331/2016
Date

FDLE/ATP Form 40 - March 2004



