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Florida Department of Law Enforcement oV 16 1 B

Alcohol Testing Program FoLE

DEDARTMENT INSPECTION REPORT - INTOXILYZER Sofg Testing Program

Rgency: COLLTIER COUNTY SO Serial Number: 80-001651
Time of Inspection: 10:54 Date of Inspection: 11/03/2016 Software: B100.27
Check or Test YES NO Check or Test YES NO
Diagneostic Check Date and/or Tinme Adjusted
{(Pre-Inspection): OK Yes ¥o
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcochel Test:

Test: 0.000 Yeg Slope Not Met Yesr
Interferent Detect Test: biagnostic Check

Interferent Detect Yes {(Post-Ingpection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Tast {g/2101L} {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A " | Lot#:201601F Lot#:201505A | (g/210L)

Bxp: 07/14/2017 Exp: 01/26/2018 BExp: 05/12/2017 F Lot#:AG600504
Exp: 01/05/2018

0.000 0.05% Q.OBl 0.202 0.078

0.000 0.051 0.080 0.203 0.078

0.000 0.051 0.081 0.203 0.078

0.000 0.052 0.081 0.203 0.079

0.000 0.051 0.081 0.202 0.080

0.000 0.052 0.081 0.203 0.079

0.000 0.051 0.080 0.202 0.079

0.000 0.051 0.081 0.203 0.080

0.000 0.052 0.080 0.202 0.079

0.000 0.052 0.080 0.202 0.080

Standard Deviations | 0.0005 0.8005 ¢.0005 0.0C08 l

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.000S5 Number of Simulators Used: 5

Remarks:

The above instrument complies { X ) does not comply ( ) with Chapter 11B-8, FAC.

l gl Ay it DAVID E REYES-RIVERA
Signature and Printed Name

11/03/2016
Date
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RECEIVED
Florida Department of Law Enforcement  aus 15 2016

Alcohol Testing Program EDLE
Aicohoﬂésting Progran:
DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: COLLIER COUNTY S50 Serial Number: 80-001651
Time of Iuspection: 12:19 Date of Imspection: 08/08/2016 Software: 8100.27
Check or Test YES NC Check or Test YES NG
biagnostic Check Date and/or Time Adjusted
{Pre-Inspection): OK Yes No
Minimum Sample Volume | Barometric Pressure Sensor

Check: OK Yes Check: QK L Yas

Alcchol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210%L Test 0.08g/210L Test 0.20g/210L Test ¢.08 g/210L

Test {g/210L) {g/2L0L) (g/210L:} Dry CGas Std Test
(g/210L) Lot#:201507A Lot#:2016C1F Lot#:2015053 {g/210L)

Exp: 07/14/2017 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:AG600504
_ Exp: 01/05/2018

0.600 0.050 0.079 0.202 ' 0.080

0.000C ©.051 0.679 0.2902 0.080C

6.000 0.051 0.079 0.202 0.080

0.000 0.051 0.080 0.202 0.080

0.000 0.051 0.080 0.202 0.080 5\2,95)7»\
0.000 0.051 0.080 0.201 0.081

C.000 0.051 0.080 D.202 0.081

9.000 0.051 0.080 0.202 L 0.080

0.000 0.051 0.081 0.202 0.080

0.000 ¢.051 0.080 0.202 0.681

Standard Deviations | 0.0003 ¢g.0006 0.0003 ¢.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210%L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above énstrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.
ction in accordance with the provisions of Chapter 11B-3, FAC.

17 _____DAVID B REYES-RIVERA
Signature and Printed Name

08/08/2016
Date




