
80-000228CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FDLE

01/17/2020 10:55:34

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/22/2020 11:25

Air Blank 10:55

Air Blank 0.000 10:55

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FDLE

02/12/2020 17:45:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/04/2020 12:44

Air Blank 0.000 17:44

Control Test 0.193 17:44

Air Blank 0.000 17:45

FDLE

02/12/2020 17:49:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/04/2020 12:45

Air Blank 0.000 17:47

Control Test 0.073 17:48

Air Blank 0.000 17:49

FDLE

02/12/2020 18:03:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/04/2020 12:45

Air Blank 0.000 18:02

Control Test 0.075 18:03

Air Blank 0.000 18:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ALACHUA COUNTY SO

04/22/2020 10:43:53

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/22/2020 10:51

Air Blank 0.000 10:43

Control Test 0.080 10:43

Air Blank 0.000 10:43

ALACHUA COUNTY SO

07/20/2020 12:49:34

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/20/2020 14:08

Air Blank 0.000 12:48

Control Test 0.042 12:49

Air Blank 0.000 12:49

ALACHUA COUNTY SO

07/20/2020 12:51:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/20/2020 14:08

Air Blank 0.000 12:50

Control Test 0.044 12:51

Air Blank 0.000 12:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

OKALOOSA COUNTY SO

12/29/2020 09:28:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/29/2020 11:34

Air Blank 0.000 09:27

Control Test 0.000 09:28

Air Blank 0.000 09:28

OKALOOSA COUNTY SO

12/29/2020 09:30:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/29/2020 11:34

Air Blank 0.000 09:29

Control Test 0.047 09:30

Air Blank 0.000 09:30

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

VALPARAISO PD

08/24/2020 22:57:36

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/25/2020 00:35

Air Blank 0.000 22:56

Control Test 0.000 22:57

Air Blank 0.000 22:57

VALPARAISO PD

09/11/2020 22:56:34

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/23/2020 05:15

Air Blank 0.000 22:55

Control Test 0.000 22:56

Air Blank 0.000 22:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ESCAMBIA COUNTY SO

05/11/2020 11:07:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/11/2020 12:53

Air Blank 11:06

Air Blank 0.000 11:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ESCAMBIA COUNTY SO

07/13/2020 08:22:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/13/2020 10:17

Air Blank 0.000 08:21

Control Test 0.045 08:22

Air Blank 0.000 08:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

12/05/2020 23:43:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/06/2020 01:42

Air Blank 0.000 23:42

Control Test 0.173 23:43

Air Blank 0.000 23:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ALACHUA COUNTY SO

07/20/2020 12:54:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/20/2020 14:02

Air Blank 0.000 12:53

Control Test 0.047 12:53

Air Blank 0.000 12:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

OKALOOSA COUNTY SO

02/20/2020 16:07:00

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/27/2020 11:56

Air Blank 0.000 16:06

Control Test 0.081 16:06

Air Blank 0.000 16:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HAMILTON COUNTY SO

11/29/2020 17:02:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/01/2020 07:44

Air Blank 0.000 17:01

Control Test 0.000 17:01

Air Blank 0.000 17:02

HAMILTON COUNTY SO

12/30/2020 16:56:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/05/2021 04:09

Air Blank 0.000 16:55

Control Test 0.077 16:56

Air Blank 0.000 16:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000773CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAFAYETTE CO SO

04/01/2020 07:32:30

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/01/2020 14:05

Air Blank 07:32

Air Blank 0.000 07:32

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

07/02/2020 08:56:05

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/02/2020 13:08

Air Blank 0.000 08:55

Control Test 0.000 08:55

Air Blank 0.000 08:56

FL HIGHWAY PATROL

07/02/2020 08:57:43

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/02/2020 13:08

Air Blank 0.000 08:56

Control Test 0.000 08:57

Air Blank 0.000 08:57

FL HIGHWAY PATROL

07/02/2020 08:59:13

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/02/2020 13:08

Air Blank 0.000 08:58

Control Test 0.000 08:58

Air Blank 0.000 08:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

07/02/2020 09:00:45

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/02/2020 13:08

Air Blank 0.000 08:59

Control Test 0.082 09:00

Air Blank 0.000 09:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GULF BREEZE PD

12/29/2020 08:12:02

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/04/2021 13:32

Air Blank 0.000 08:11

Control Test 0.081 08:11

Air Blank 0.000 08:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST LUCIE COUNTY SO

05/06/2020 14:47:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/21/2020 14:12

Air Blank 0.000 14:46

Control Test 0.200 14:47

Air Blank 0.000 14:47

ST LUCIE COUNTY SO

05/06/2020 14:49:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/21/2020 14:12

Air Blank 0.000 14:48

Control Test 0.202 14:49

Air Blank 0.000 14:49

ST LUCIE COUNTY SO

06/26/2020 08:21:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/29/2020 10:13

Air Blank 0.000 08:20

Control Test 0.049 08:21

Air Blank 0.000 08:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST LUCIE COUNTY SO

06/26/2020 08:23:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/29/2020 10:13

Air Blank 0.000 08:22

Control Test 0.081 08:23

Air Blank 0.000 08:23

ST LUCIE COUNTY SO

06/26/2020 08:25:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/29/2020 10:13

Air Blank 0.000 08:24

Control Test 0.201 08:24

Air Blank 0.000 08:25

ST LUCIE COUNTY SO

09/01/2020 10:58:13

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/15/2020 10:13

Air Blank 0.000 10:57

Control Test 0.078 10:57

Air Blank 0.000 10:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST LUCIE COUNTY SO

09/01/2020 10:59:54

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/15/2020 10:13

Air Blank 0.000 10:59

Control Test 0.078 10:59

Air Blank 0.000 10:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST LUCIE COUNTY SO

09/23/2020 15:01:38

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/22/2020 15:39

Air Blank 0.000 15:00

Control Test 0.080 15:01

Air Blank 0.000 15:01

ST LUCIE COUNTY SO

09/23/2020 15:04:43

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 10/22/2020 15:39

Air Blank 0.000 15:03

ITP Check 0.078 15:04

Air Blank 0.000 15:04

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GULF COUNTY SO

07/09/2020 17:01:15

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/15/2020 16:01

Air Blank 0.000 17:00

Control Test 0.075 17:00

Air Blank 0.000 17:01

GULF COUNTY SO

07/09/2020 17:03:20

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/15/2020 16:01

Air Blank 0.000 17:02

Control Test 0.195 17:02

Air Blank 0.000 17:03

GULF COUNTY SO

07/09/2020 17:05:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/15/2020 16:01

Air Blank 0.000 17:03

Control Test 0.196 17:04

Air Blank 0.000 17:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GULF COUNTY SO

07/09/2020 17:07:03

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/15/2020 16:01

Air Blank 0.000 17:05

Control Test 0.073 17:06

Air Blank 0.000 17:07

GULF COUNTY SO

07/09/2020 17:14:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/15/2020 16:01

Air Blank 0.000 17:13

Control Test 0.044 17:14

Air Blank 0.000 17:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARION COUNTY SO

02/24/2020 15:39:54

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 14:25

Air Blank 0.000 15:38

Control Test 0.000 15:39

Air Blank 0.000 15:39

MARION COUNTY SO

04/07/2020 07:42:10

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/09/2020 10:46

Air Blank 07:41

Air Blank 0.000 07:42

MARION COUNTY SO

07/23/2020 08:37:48

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/23/2020 09:38

Air Blank 0.000 08:36

Control Test 0.080 08:37

Air Blank 0.000 08:37

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARION COUNTY SO

07/23/2020 08:39:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/23/2020 09:38

Air Blank 0.000 08:38

Control Test 0.197 08:39

Air Blank 0.000 08:39

MARION COUNTY SO

07/23/2020 08:41:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/23/2020 09:38

Air Blank 0.000 08:40

Control Test 0.197 08:40

Air Blank 0.000 08:41

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKE COUNTY S.O.

06/05/2020 15:19:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 15:18

Control Test 0.078 15:19

Air Blank 0.000 15:19

LAKE COUNTY S.O.

06/05/2020 15:21:00

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 15:20

Control Test 0.079 15:20

Air Blank 0.000 15:21

LAKE COUNTY S.O.

06/05/2020 15:22:31

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 15:21

Control Test 0.079 15:22

Air Blank 0.000 15:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKE COUNTY S.O.

06/20/2020 16:30:36

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 16:29

Control Test 0.077 16:30

Air Blank 0.000 16:30

LAKE COUNTY S.O.

06/20/2020 16:31:55

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 16:31

Control Test 0.000 16:31

Air Blank 0.000 16:31

LAKE COUNTY S.O.

06/20/2020 16:33:14

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 16:32

Control Test 0.077 16:32

Air Blank 0.000 16:33

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKE COUNTY S.O.

06/20/2020 16:34:47

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 16:33

Control Test 0.076 16:34

Air Blank 0.000 16:34

LAKE COUNTY S.O.

06/20/2020 16:36:46

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 16:35

Control Test 0.077 16:35

Air Blank 16:36

Air Blank 0.000 16:36

LAKE COUNTY S.O.

06/20/2020 16:38:05

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 16:37

Control Test 0.077 16:37

Air Blank 0.000 16:38

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKE COUNTY S.O.

06/20/2020 22:07:07

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 22:06

Control Test 0.078 22:06

Air Blank 0.000 22:07

LAKE COUNTY S.O.

06/20/2020 22:09:21

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 22:08

Control Test 0.077 22:08

Air Blank 0.000 22:09

LAKE COUNTY S.O.

06/20/2020 22:11:06

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 17:58

Air Blank 0.000 22:10

Control Test 0.078 22:10

Air Blank 0.000 22:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

01/19/2020 14:04:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 00:17

Air Blank 0.000 14:03

Control Test 0.000 14:04

Air Blank 0.000 14:04

LEESBURG P.D.

01/19/2020 14:06:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 00:17

Air Blank 0.000 14:05

Control Test 0.000 14:06

Air Blank 0.000 14:06

LEESBURG P.D.

01/19/2020 14:08:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 00:17

Air Blank 0.000 14:07

Control Test 0.000 14:08

Air Blank 0.000 14:08

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

10/28/2020 18:56:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 21:19

Air Blank 0.000 18:55

Control Test 0.000 18:55

Air Blank 0.000 18:56

LEESBURG P.D.

10/28/2020 18:58:26

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 21:19

Air Blank 0.000 18:57

Control Test 0.000 18:57

Air Blank 0.000 18:58

LEESBURG P.D.

10/28/2020 19:00:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 21:19

Air Blank 0.000 18:59

Control Test 0.046 19:00

Air Blank 0.000 19:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

10/28/2020 19:03:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 21:20

Air Blank 0.000 19:01

Control Test 0.078 19:02

Air Blank 0.000 19:03

LEESBURG P.D.

11/11/2020 23:32:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/12/2020 01:09

Air Blank 0.000 23:31

Control Test 0.000 23:32

Air Blank 0.000 23:32

LEESBURG P.D.

11/11/2020 23:34:55

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/12/2020 01:09

Air Blank 0.000 23:33

Control Test 0.036 23:34

Air Blank 0.000 23:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

11/11/2020 23:36:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/12/2020 01:09

Air Blank 0.000 23:35

Control Test 0.042 23:36

Air Blank 0.000 23:36

LEESBURG P.D.

11/11/2020 23:40:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/12/2020 01:09

Air Blank 0.000 23:39

Control Test 0.036 23:40

Air Blank 0.000 23:40

LEESBURG P.D.

11/11/2020 23:45:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/12/2020 01:09

Air Blank 0.000 23:43

Control Test 0.046 23:44

Air Blank 0.000 23:45

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

11/18/2020 12:01:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:55

Air Blank 0.000 12:00

Control Test 0.047 12:00

Air Blank 0.000 12:01

LEESBURG P.D.

11/18/2020 12:03:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:55

Air Blank 0.000 12:01

Control Test 0.000 12:02

Air Blank 0.000 12:03

LEESBURG P.D.

11/18/2020 12:06:38

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:55

Air Blank 0.000 12:05

Control Test 0.077 12:06

Air Blank 0.000 12:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

12/04/2020 16:07:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/04/2020 18:08

Air Blank 0.000 16:06

Control Test 0.078 16:07

Air Blank 0.000 16:07

LEESBURG P.D.

12/04/2020 16:09:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/04/2020 18:08

Air Blank 0.000 16:08

Control Test 0.047 16:09

Air Blank 0.000 16:09

LEESBURG P.D.

12/04/2020 16:11:38

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/04/2020 18:08

Air Blank 0.000 16:10

Control Test 0.000 16:11

Air Blank 0.000 16:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEESBURG P.D.

12/04/2020 16:14:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/04/2020 18:08

Air Blank 0.000 16:12

Control Test 0.200 16:13

Air Blank 0.000 16:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARION COUNTY SO

06/24/2020 08:17:48

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/24/2020 11:00

Air Blank 0.000 08:16

Control Test 0.078 08:17

Air Blank 0.000 08:17

MARION COUNTY SO

12/21/2020 12:42:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/21/2020 14:50

Air Blank 0.000 12:41

Control Test 0.000 12:42

Air Blank 0.000 12:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

01/22/2020 09:21:31

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/27/2020 14:31

Air Blank 09:21

Air Blank 0.000 09:21

MARTIN COUNTY SO

05/07/2020 22:31:29

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 0.000 22:30

Control Test 0.000 22:31

Air Blank 0.000 22:31

MARTIN COUNTY SO

05/07/2020 22:34:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 0.000 22:33

Control Test 0.007 22:34

Air Blank 0.000 22:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

05/07/2020 22:35:34

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 22:35

Air Blank 0.000 22:35

MARTIN COUNTY SO

05/07/2020 22:37:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 0.000 22:36

Control Test 0.000 22:36

Air Blank 0.000 22:37

MARTIN COUNTY SO

05/07/2020 22:39:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 0.000 22:38

Control Test 0.051 22:39

Air Blank 0.000 22:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

05/07/2020 22:42:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 0.000 22:40

Control Test 0.080 22:41

Air Blank 0.000 22:42

MARTIN COUNTY SO

05/07/2020 22:44:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:10

Air Blank 0.000 22:43

Control Test 0.200 22:43

Air Blank 0.000 22:44

MARTIN COUNTY SO

07/02/2020 02:07:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 20:08

Air Blank 0.000 02:06

Control Test 0.079 02:06

Air Blank 0.000 02:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

08/09/2020 21:07:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/09/2020 22:21

Air Blank 0.000 21:05

Control Test 0.198 21:06

Air Blank 0.000 21:07

MARTIN COUNTY SO

08/09/2020 21:10:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/09/2020 22:21

Air Blank 0.000 21:08

Control Test 0.079 21:09

Air Blank 0.000 21:10

MARTIN COUNTY SO

08/09/2020 21:12:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/09/2020 22:21

Air Blank 0.000 21:11

Control Test 0.050 21:12

Air Blank 0.000 21:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

08/09/2020 21:15:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/09/2020 22:21

Air Blank 0.000 21:13

Control Test 0.000 21:14

Air Blank 0.000 21:15

MARTIN COUNTY SO

08/09/2020 21:17:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/09/2020 22:21

Air Blank 0.000 21:16

Control Test 0.000 21:16

Air Blank 0.000 21:17

MARTIN COUNTY SO

09/16/2020 20:59:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/16/2020 22:43

Air Blank 0.000 20:58

Control Test 0.198 20:59

Air Blank 0.000 20:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

09/16/2020 21:01:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/16/2020 22:43

Air Blank 0.000 21:00

Control Test 0.079 21:01

Air Blank 0.000 21:01

MARTIN COUNTY SO

09/16/2020 21:03:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/16/2020 22:43

Air Blank 0.000 21:02

Control Test 0.049 21:02

Air Blank 0.000 21:03

MARTIN COUNTY SO

09/16/2020 21:06:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/16/2020 22:43

Air Blank 0.000 21:05

Control Test 0.000 21:06

Air Blank 0.000 21:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

09/16/2020 21:15:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/16/2020 22:44

Air Blank 0.000 21:14

Control Test 0.009 21:15

Air Blank 0.000 21:15

MARTIN COUNTY SO

09/16/2020 21:17:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/16/2020 22:44

Air Blank 0.000 21:16

Control Test 0.000 21:16

Air Blank 0.000 21:17

MARTIN COUNTY SO

10/01/2020 01:05:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:03

Control Test 0.000 01:04

Air Blank 0.000 01:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

10/01/2020 01:07:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:06

Control Test 0.000 01:06

Air Blank 0.000 01:07

MARTIN COUNTY SO

10/01/2020 01:09:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:08

Control Test 0.000 01:09

Air Blank 0.000 01:09

MARTIN COUNTY SO

10/01/2020 01:17:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:16

Control Test 0.000 01:16

Air Blank 0.000 01:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

10/01/2020 01:19:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:18

Control Test 0.049 01:19

Air Blank 0.000 01:19

MARTIN COUNTY SO

10/01/2020 01:21:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:20

Control Test 0.078 01:20

Air Blank 0.000 01:21

MARTIN COUNTY SO

10/01/2020 01:23:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/01/2020 02:22

Air Blank 0.000 01:22

Control Test 0.198 01:22

Air Blank 0.000 01:23

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

10/01/2020 05:17:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 05:16

Control Test 0.000 05:17

Air Blank 0.000 05:17

MARTIN COUNTY SO

10/01/2020 05:23:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 05:21

Control Test 0.049 05:22

Air Blank 0.000 05:23

MARTIN COUNTY SO

10/01/2020 05:32:50

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 05:31

Control Test 0.008 05:32

Air Blank 0.000 05:32

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

11/16/2020 21:20:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 21:19

Control Test 0.201 21:20

Air Blank 0.000 21:20

MARTIN COUNTY SO

11/16/2020 21:22:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 21:21

Control Test 0.201 21:22

Air Blank 0.000 21:22

MARTIN COUNTY SO

11/16/2020 21:25:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 21:23

Control Test 0.080 21:24

Air Blank 0.000 21:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

11/16/2020 21:27:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 21:26

Control Test 0.049 21:26

Air Blank 0.000 21:27

MARTIN COUNTY SO

11/16/2020 21:29:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 21:28

Control Test 0.000 21:28

Air Blank 0.000 21:29

MARTIN COUNTY SO

11/16/2020 21:31:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/18/2020 14:45

Air Blank 0.000 21:30

Control Test 0.000 21:30

Air Blank 0.000 21:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/03/2020 23:32:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:26

Air Blank 0.000 23:31

Control Test 0.000 23:32

Air Blank 0.000 23:32

MARTIN COUNTY SO

12/03/2020 23:35:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:26

Air Blank 0.000 23:34

Control Test 0.047 23:35

Air Blank 0.000 23:35

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PANAMA CITY PD

11/30/2020 10:53:19

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/30/2020 13:38

Air Blank 0.000 10:52

Control Test 0.079 10:52

Air Blank 0.000 10:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000887CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP A

11/05/2020 12:48:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/05/2020 14:46

Air Blank 0.000 12:47

Control Test 0.000 12:47

Air Blank 0.000 12:48

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000906CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FISH & WILDLIFE CC

08/31/2020 12:32:01

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/10/2020 15:23

Air Blank 0.000 12:31

Control Test 0.080 12:31

Air Blank 0.000 12:32

FISH & WILDLIFE CC

08/31/2020 12:38:07

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 09/10/2020 15:23

Air Blank 0.000 12:37

ITP Check 0.081 12:37

Air Blank 0.000 12:38

FISH & WILDLIFE CC

09/01/2020 09:17:36

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 09/10/2020 15:23

Air Blank 0.000 09:16

ITP Check 0.082 09:17

Air Blank 0.000 09:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000906CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FISH & WILDLIFE CC

09/01/2020 14:47:36

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/29/2021 15:58

Air Blank 0.000 14:46

Control Test 0.080 14:47

Air Blank 0.000 14:47

FISH & WILDLIFE CC

10/08/2020 13:10:18

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 01/29/2021 15:58

Air Blank 0.000 13:09

ITP Check 0.081 13:09

Air Blank 0.000 13:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000907CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MANATEE COUNTY SO

12/14/2020 10:24:16

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/17/2020 13:04

Air Blank 0.000 10:23

Control Test 0.071 10:23

Air Blank 0.000 10:24

MANATEE COUNTY SO

12/15/2020 13:58:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/17/2020 13:04

Air Blank 0.000 13:57

Control Test 0.041 13:57

Air Blank 0.000 13:58

MANATEE COUNTY SO

12/15/2020 14:00:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/17/2020 13:04

Air Blank 0.000 13:59

Control Test 0.178 14:00

Air Blank 0.000 14:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PORT ST JOE PD

07/09/2020 15:44:03

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:42

Control Test 0.034 15:43

Air Blank 0.000 15:44

PORT ST JOE PD

07/09/2020 15:46:26

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:45

Control Test 0.038 15:45

Air Blank 0.000 15:46

PORT ST JOE PD

07/09/2020 15:48:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:47

Control Test 0.071 15:48

Air Blank 0.000 15:48

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PORT ST JOE PD

07/14/2020 15:45:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:44

Control Test 0.071 15:44

Air Blank 0.000 15:45

PORT ST JOE PD

07/14/2020 15:49:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:48

Control Test 0.071 15:48

Air Blank 0.000 15:49

PORT ST JOE PD

07/14/2020 15:51:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:50

Control Test 0.000 15:51

Air Blank 0.000 15:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PORT ST JOE PD

07/14/2020 15:53:29

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:52

Control Test 0.195 15:52

Air Blank 0.000 15:53

PORT ST JOE PD

07/14/2020 15:58:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:57

Control Test 0.071 15:58

Air Blank 0.000 15:58

PORT ST JOE PD

07/14/2020 16:00:47

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:59

Control Test 0.071 16:00

Air Blank 0.000 16:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PORT ST JOE PD

07/16/2020 15:11:04

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:10

Control Test 0.078 15:10

Air Blank 0.000 15:11

PORT ST JOE PD

07/16/2020 15:13:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:12

Control Test 0.000 15:13

Air Blank 0.000 15:13

PORT ST JOE PD

07/16/2020 15:15:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:14

Control Test 0.073 15:15

Air Blank 0.000 15:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PORT ST JOE PD

07/16/2020 15:17:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:16

Control Test 0.074 15:17

Air Blank 0.000 15:17

PORT ST JOE PD

07/16/2020 15:19:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:18

Control Test 0.000 15:19

Air Blank 0.000 15:19

PORT ST JOE PD

07/16/2020 15:21:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/04/2020 12:34

Air Blank 0.000 15:20

Control Test 0.043 15:21

Air Blank 0.000 15:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEE COUNTY SO

03/18/2020 07:52:16

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/08/2020 10:59

Air Blank 0.000 07:51

Control Test 0.081 07:51

Air Blank 0.000 07:52

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LEE COUNTY SO

07/08/2020 12:05:53

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/14/2020 11:44

Air Blank 0.000 12:04

Control Test 0.048 12:05

Air Blank 0.000 12:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

04/08/2020 10:45:42

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/08/2020 11:57

Air Blank 0.000 10:44

Control Test 0.079 10:45

Air Blank 0.000 10:45

COLLIER COUNTY SO

04/29/2020 14:49:29

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/30/2020 13:54

Air Blank 0.000 14:48

Control Test 0.078 14:48

Air Blank 0.000 14:49

COLLIER COUNTY SO

10/20/2020 10:42:46

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 10:41

Control Test 0.078 10:42

Air Blank 0.000 10:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

11/05/2020 16:23:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 16:22

Control Test 0.050 16:22

Air Blank 0.000 16:23

COLLIER COUNTY SO

11/05/2020 16:26:14

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 16:25

ITP Check 0.079 16:25

Air Blank 0.000 16:26

COLLIER COUNTY SO

11/05/2020 16:27:38

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 16:26

ITP Check 0.079 16:27

Air Blank 0.000 16:27

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

11/05/2020 16:33:50

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 16:32

Control Test 0.048 16:33

Air Blank 0.000 16:33

COLLIER COUNTY SO

11/05/2020 16:41:54

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 16:41

ITP Check 0.080 16:41

Air Blank 0.000 16:41

COLLIER COUNTY SO

11/05/2020 16:44:23

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/10/2020 15:07

Air Blank 0.000 16:43

Control Test 0.079 16:43

Air Blank 0.000 16:44

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

12/10/2020 12:59:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/14/2020 14:39

Air Blank 0.000 12:58

Control Test 0.000 12:58

Air Blank 0.000 12:59

COLLIER COUNTY SO

12/10/2020 13:01:18

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/14/2020 14:39

Air Blank 0.000 13:00

ITP Check 0.078 13:00

Air Blank 0.000 13:01

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

02/14/2020 13:59:06

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/24/2020 10:35

Air Blank 0.000 13:58

Control Test 0.081 13:58

Air Blank 0.000 13:59

COLLIER COUNTY SO

02/14/2020 14:01:24

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 02/24/2020 10:35

Air Blank 0.000 14:00

ITP Check 0.080 14:00

Air Blank 0.000 14:01

COLLIER COUNTY SO

02/24/2020 09:05:49

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/24/2020 10:35

Air Blank 0.000 09:05

Control Test 0.082 09:05

Air Blank 0.000 09:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

07/14/2020 15:40:07

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/19/2020 09:02

Air Blank 0.000 15:39

Control Test 0.080 15:39

Air Blank 0.000 15:40

COLLIER COUNTY SO

09/01/2020 14:53:21

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/02/2020 13:10

Air Blank 0.000 14:52

Control Test 0.080 14:52

Air Blank 0.000 14:53

COLLIER COUNTY SO

11/16/2020 16:40:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/17/2020 13:59

Air Blank 0.000 16:39

Control Test 0.000 16:40

Air Blank 0.000 16:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

11/16/2020 16:43:55

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/17/2020 13:59

Air Blank 0.000 16:43

ITP Check 0.079 16:43

Air Blank 0.000 16:43

COLLIER COUNTY SO

12/03/2020 14:32:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 15:45

Air Blank 0.000 14:31

Control Test 0.000 14:32

Air Blank 0.000 14:32

COLLIER COUNTY SO

12/03/2020 14:34:14

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/03/2020 15:45

Air Blank 0.000 14:33

ITP Check 0.080 14:33

Air Blank 0.000 14:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

11/03/2020 11:10:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/05/2020 10:56

Air Blank 0.000 11:09

Control Test 0.000 11:09

Air Blank 0.000 11:10

COLLIER COUNTY SO

11/03/2020 11:12:54

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/05/2020 10:56

Air Blank 0.000 11:12

ITP Check 0.081 11:12

Air Blank 0.000 11:12

COLLIER COUNTY SO

12/07/2020 15:05:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/08/2020 14:58

Air Blank 0.000 15:04

Control Test 0.000 15:04

Air Blank 0.000 15:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

12/07/2020 15:07:30

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/08/2020 14:58

Air Blank 0.000 15:06

ITP Check 0.080 15:07

Air Blank 0.000 15:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GLADES COUNTY S.O.

01/21/2020 18:56:12

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/23/2020 23:38

Air Blank 0.000 18:55

Control Test 0.078 18:55

Air Blank 0.000 18:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GLADES COUNTY S.O.

01/21/2020 18:54:12

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/23/2020 23:57

Air Blank 0.000 18:53

Control Test 0.076 18:53

Air Blank 0.000 18:54

GLADES COUNTY S.O.

01/21/2020 18:57:37

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/23/2020 23:57

Air Blank 0.000 18:56

Control Test 0.076 18:57

Air Blank 0.000 18:57

GLADES COUNTY S.O.

07/16/2020 10:13:06

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/20/2020 18:49

Air Blank 0.000 10:12

Control Test 0.076 10:12

Air Blank 0.000 10:13

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GLADES COUNTY S.O.

07/16/2020 10:15:27

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/20/2020 18:49

Air Blank 0.000 10:14

Control Test 0.076 10:14

Air Blank 0.000 10:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

CLEWISTON P.D.

03/21/2020 23:06:33

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/07/2020 13:34

Air Blank 0.000 23:05

Control Test 0.085 23:06

Air Blank 0.000 23:06

CLEWISTON P.D.

03/23/2020 06:17:57

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/07/2020 13:34

Air Blank 0.000 06:17

Control Test 0.079 06:17

Air Blank 0.000 06:17

CLEWISTON P.D.

03/23/2020 06:19:22

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 04/07/2020 13:34

Air Blank 0.000 06:18

ITP Check 0.079 06:18

Air Blank 0.000 06:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

CLEWISTON P.D.

04/06/2020 10:46:51

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/07/2020 13:34

Air Blank 0.000 10:46

Control Test 0.077 10:46

Air Blank 0.000 10:46

CLEWISTON P.D.

05/22/2020 23:54:37

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/23/2020 14:42

Air Blank 0.000 23:53

Control Test 0.078 23:54

Air Blank 0.000 23:54

CLEWISTON P.D.

05/22/2020 23:56:26

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 10/23/2020 14:42

Air Blank 0.000 23:55

ITP Check 0.079 23:55

Air Blank 0.000 23:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

CLEWISTON P.D.

05/23/2020 00:23:24

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/23/2020 14:42

Air Blank 0.000 00:22

Control Test 0.079 00:22

Air Blank 0.000 00:23

CLEWISTON P.D.

05/23/2020 21:07:49

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/23/2020 14:42

Air Blank 0.000 21:06

Control Test 0.079 21:07

Air Blank 0.000 21:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TITUSVILLE P.D.

02/26/2020 20:56:06

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/26/2020 22:42

Air Blank 0.000 20:55

Control Test 0.082 20:55

Air Blank 0.000 20:56

TITUSVILLE P.D.

03/08/2020 16:09:26

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/08/2020 17:31

Air Blank 0.000 16:08

Control Test 0.082 16:08

Air Blank 0.000 16:09

TITUSVILLE P.D.

04/10/2020 17:21:28

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/10/2020 18:36

Air Blank 0.000 17:20

Control Test 0.081 17:20

Air Blank 0.000 17:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TITUSVILLE P.D.

09/30/2020 19:23:24

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/02/2020 14:03

Air Blank 0.000 19:22

Control Test 0.082 19:22

Air Blank 0.000 19:23

TITUSVILLE P.D.

10/27/2020 19:06:33

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/27/2020 20:37

Air Blank 0.000 19:05

Control Test 0.081 19:06

Air Blank 0.000 19:06

TITUSVILLE P.D.

10/27/2020 19:15:10

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/27/2020 20:37

Air Blank 0.000 19:14

Control Test 0.000 19:14

Air Blank 0.000 19:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COCOA PD

09/08/2020 19:24:21

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/19/2020 18:59

Air Blank 0.000 19:23

Control Test 0.070 19:23

Air Blank 0.000 19:24

COCOA PD

09/08/2020 19:29:13

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/19/2020 18:59

Air Blank 0.000 19:28

Control Test 0.070 19:28

Air Blank 0.000 19:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

01/31/2020 00:48:09

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/05/2020 16:52

Air Blank 0.000 00:47

Control Test 0.076 00:47

Air Blank 0.000 00:48

PINELLAS COUNTY SO

01/31/2020 00:51:32

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 02/05/2020 16:52

Air Blank 0.000 00:50

ITP Check 0.077 00:51

Air Blank 0.000 00:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

03/29/2020 11:50:40

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 03/30/2020 09:28

Air Blank 11:50

Air Blank 0.000 11:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

INDIALANTIC P.D.

01/28/2020 11:08:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/28/2020 13:22

Air Blank 0.000 11:07

Control Test 0.000 11:08

Air Blank 0.000 11:08

INDIALANTIC P.D.

01/28/2020 11:10:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/28/2020 13:22

Air Blank 0.000 11:09

Control Test 0.047 11:10

Air Blank 0.000 11:10

INDIALANTIC P.D.

02/27/2020 13:33:27

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/27/2020 16:16

Air Blank 0.000 13:32

Control Test 0.081 13:32

Air Blank 0.000 13:33

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

INDIALANTIC P.D.

02/27/2020 14:03:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/27/2020 16:16

Air Blank 0.000 14:02

Control Test 0.047 14:03

Air Blank 0.000 14:03

INDIALANTIC P.D.

03/17/2020 13:36:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/17/2020 16:11

Air Blank 0.000 13:35

Control Test 0.045 13:35

Air Blank 0.000 13:36

INDIALANTIC P.D.

03/17/2020 13:50:50

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/17/2020 16:11

Air Blank 0.000 13:49

Control Test 0.046 13:50

Air Blank 0.000 13:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

INDIALANTIC P.D.

04/28/2020 11:04:33

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/28/2020 13:51

Air Blank 0.000 11:03

Control Test 0.048 11:03

Air Blank 0.000 11:04

INDIALANTIC P.D.

05/30/2020 12:07:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/30/2020 13:56

Air Blank 0.000 12:05

Control Test 0.048 12:06

Air Blank 0.000 12:07

INDIALANTIC P.D.

06/29/2020 11:19:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/29/2020 13:20

Air Blank 0.000 11:18

Control Test 0.047 11:18

Air Blank 0.000 11:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

INDIALANTIC P.D.

07/21/2020 13:28:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/21/2020 18:05

Air Blank 0.000 13:27

Control Test 0.047 13:28

Air Blank 0.000 13:28

INDIALANTIC P.D.

08/26/2020 12:28:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/26/2020 14:21

Air Blank 0.000 12:26

Control Test 0.047 12:27

Air Blank 0.000 12:28

INDIALANTIC P.D.

09/29/2020 11:39:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/29/2020 14:12

Air Blank 0.000 11:37

Control Test 0.047 11:38

Air Blank 0.000 11:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

INDIALANTIC P.D.

10/20/2020 11:34:59

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/20/2020 13:41

Air Blank 0.000 11:33

Control Test 0.047 11:34

Air Blank 0.000 11:34

INDIALANTIC P.D.

11/24/2020 13:24:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/25/2020 11:33

Air Blank 0.000 13:23

Control Test 0.047 13:24

Air Blank 0.000 13:24

INDIALANTIC P.D.

12/22/2020 11:38:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/22/2020 12:58

Air Blank 0.000 11:36

Control Test 0.046 11:37

Air Blank 0.000 11:38

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PALM BAY P.D.

01/15/2020 22:56:13

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/28/2020 17:13

Air Blank 0.000 22:55

Control Test 0.078 22:55

Air Blank 0.000 22:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

JACKSONVILLE SO

03/12/2020 14:52:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/25/2020 05:52

Air Blank 0.000 14:51

Control Test 0.078 14:52

Air Blank 0.000 14:52

JACKSONVILLE SO

07/26/2020 03:12:26

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/29/2020 14:03

Air Blank 0.000 03:11

Control Test 0.079 03:11

Air Blank 0.000 03:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

06/24/2020 17:08:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:05

Air Blank 0.000 17:06

Control Test 0.000 17:07

Air Blank 0.000 17:08

PINELLAS PARK PD

06/24/2020 17:09:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:05

Air Blank 0.000 17:08

Control Test 0.000 17:09

Air Blank 0.000 17:09

PINELLAS PARK PD

06/24/2020 17:11:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:05

Air Blank 17:10

Air Blank 17:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

06/24/2020 17:12:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:05

Air Blank 0.000 17:11

Control Test 0.047 17:12

Air Blank 0.000 17:12

PINELLAS PARK PD

06/24/2020 17:15:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:05

Air Blank 0.000 17:13

Control Test 0.077 17:14

Air Blank 0.000 17:15

PINELLAS PARK PD

06/24/2020 17:17:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:05

Air Blank 0.000 17:15

Control Test 0.195 17:16

Air Blank 0.000 17:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

07/27/2020 16:59:20

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 17:57

Air Blank 0.000 16:58

Control Test 0.000 16:58

Air Blank 0.000 16:59

PINELLAS PARK PD

07/27/2020 17:01:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 17:57

Air Blank 0.000 16:59

Control Test 0.000 17:00

Air Blank 0.000 17:01

PINELLAS PARK PD

07/27/2020 17:02:53

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 17:57

Air Blank 0.000 17:01

Control Test 0.046 17:02

Air Blank 0.000 17:02

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

07/27/2020 17:03:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 17:57

Air Blank 17:03

Air Blank 0.000 17:03

PINELLAS PARK PD

07/27/2020 17:06:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 17:57

Air Blank 0.000 17:04

Control Test 0.076 17:05

Air Blank 0.000 17:06

PINELLAS PARK PD

07/27/2020 17:09:03

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 17:57

Air Blank 0.000 17:07

Control Test 0.191 17:08

Air Blank 0.000 17:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

08/19/2020 17:03:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/19/2020 18:27

Air Blank 0.000 17:02

Control Test 0.000 17:03

Air Blank 0.000 17:03

PINELLAS PARK PD

08/19/2020 17:05:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/19/2020 18:28

Air Blank 0.000 17:04

Control Test 0.000 17:05

Air Blank 0.000 17:05

PINELLAS PARK PD

08/19/2020 17:07:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/19/2020 18:28

Air Blank 0.000 17:06

Control Test 0.046 17:07

Air Blank 0.000 17:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

08/19/2020 17:09:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/19/2020 18:28

Air Blank 0.000 17:08

Control Test 0.077 17:09

Air Blank 0.000 17:09

PINELLAS PARK PD

08/19/2020 17:11:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/19/2020 18:28

Air Blank 0.000 17:10

Control Test 0.195 17:11

Air Blank 0.000 17:11

PINELLAS PARK PD

09/08/2020 18:12:12

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/08/2020 19:11

Air Blank 0.000 18:11

Control Test 0.000 18:11

Air Blank 0.000 18:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

09/08/2020 18:15:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/08/2020 19:11

Air Blank 0.000 18:14

Control Test 0.000 18:15

Air Blank 0.000 18:15

PINELLAS PARK PD

09/08/2020 18:17:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/08/2020 19:11

Air Blank 0.000 18:16

Control Test 0.046 18:16

Air Blank 0.000 18:17

PINELLAS PARK PD

09/08/2020 18:19:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/08/2020 19:11

Air Blank 0.000 18:18

Control Test 0.076 18:18

Air Blank 0.000 18:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

09/08/2020 18:21:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/08/2020 19:11

Air Blank 0.000 18:20

Control Test 0.194 18:21

Air Blank 0.000 18:21

PINELLAS PARK PD

10/07/2020 13:02:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 13:54

Air Blank 0.000 13:01

Control Test 0.000 13:02

Air Blank 0.000 13:02

PINELLAS PARK PD

10/07/2020 13:04:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 13:54

Air Blank 0.000 13:03

Control Test 0.000 13:04

Air Blank 0.000 13:04

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

10/07/2020 13:05:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 13:54

Air Blank 13:05

Air Blank 13:05

PINELLAS PARK PD

10/07/2020 13:07:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 13:54

Air Blank 0.000 13:06

Control Test 0.046 13:07

Air Blank 0.000 13:07

PINELLAS PARK PD

10/07/2020 13:10:03

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 13:54

Air Blank 0.000 13:08

Control Test 0.077 13:09

Air Blank 0.000 13:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

10/07/2020 13:12:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 13:54

Air Blank 0.000 13:10

Control Test 0.192 13:11

Air Blank 0.000 13:12

PINELLAS PARK PD

11/11/2020 08:14:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/11/2020 09:08

Air Blank 0.000 08:13

Control Test 0.000 08:13

Air Blank 0.000 08:14

PINELLAS PARK PD

11/11/2020 08:16:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/11/2020 09:08

Air Blank 0.000 08:15

Control Test 0.000 08:15

Air Blank 0.000 08:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

11/11/2020 08:18:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/11/2020 09:17

Air Blank 0.000 08:17

Control Test 0.045 08:17

Air Blank 0.000 08:18

PINELLAS PARK PD

11/11/2020 08:20:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/11/2020 09:17

Air Blank 0.000 08:19

Control Test 0.077 08:20

Air Blank 0.000 08:20

PINELLAS PARK PD

11/11/2020 08:23:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/11/2020 09:17

Air Blank 0.000 08:22

Control Test 0.197 08:22

Air Blank 0.000 08:23

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

12/15/2020 16:30:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:05

Air Blank 0.000 16:29

Control Test 0.000 16:29

Air Blank 0.000 16:30

PINELLAS PARK PD

12/15/2020 16:33:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:05

Air Blank 0.000 16:32

Control Test 0.000 16:32

Air Blank 0.000 16:33

PINELLAS PARK PD

12/15/2020 16:35:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:06

Air Blank 0.000 16:34

Control Test 0.046 16:34

Air Blank 0.000 16:35

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

12/15/2020 16:37:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:06

Air Blank 0.000 16:36

Control Test 0.077 16:36

Air Blank 0.000 16:37

PINELLAS PARK PD

12/15/2020 16:39:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:06

Air Blank 0.000 16:38

Control Test 0.124 16:38

Air Blank 0.000 16:39

PINELLAS PARK PD

12/15/2020 16:47:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:06

Air Blank 0.000 16:46

Control Test 0.188 16:46

Air Blank 0.000 16:47

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS PARK PD

12/15/2020 16:49:21

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:06

Air Blank 0.000 16:48

Control Test 0.186 16:48

Air Blank 0.000 16:49

PINELLAS PARK PD

12/15/2020 17:18:03

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 16:06

Air Blank 0.000 17:16

Control Test 0.196 17:17

Air Blank 0.000 17:18

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

01/13/2020 05:11:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:05

Air Blank 0.000 05:10

Control Test 0.049 05:10

Air Blank 0.000 05:11

HIGHLANDS COUNTY SO

01/13/2020 05:14:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:05

Air Blank 0.000 05:12

Control Test 0.199 05:13

Air Blank 0.000 05:14

HIGHLANDS COUNTY SO

01/13/2020 05:16:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:05

Air Blank 0.000 05:15

Control Test 0.077 05:16

Air Blank 0.000 05:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

01/13/2020 05:19:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:05

Air Blank 0.000 05:17

Control Test 0.000 05:18

Air Blank 0.000 05:19

HIGHLANDS COUNTY SO

02/13/2020 01:09:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:05

Air Blank 0.000 01:08

Control Test 0.047 01:08

Air Blank 0.000 01:09

HIGHLANDS COUNTY SO

02/13/2020 01:11:38

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:05

Air Blank 0.000 01:10

Control Test 0.195 01:11

Air Blank 0.000 01:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

02/13/2020 01:14:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:05

Air Blank 0.000 01:12

Control Test 0.074 01:13

Air Blank 0.000 01:14

HIGHLANDS COUNTY SO

02/13/2020 01:15:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:05

Air Blank 0.000 01:14

Control Test 0.076 01:15

Air Blank 0.000 01:15

HIGHLANDS COUNTY SO

02/13/2020 01:18:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:06

Air Blank 0.000 01:16

Control Test 0.000 01:17

Air Blank 0.000 01:18

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

03/18/2020 06:01:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 07:18

Air Blank 0.000 05:59

Control Test 0.048 06:00

Air Blank 0.000 06:01

HIGHLANDS COUNTY SO

03/18/2020 06:03:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 07:19

Air Blank 0.000 06:02

Control Test 0.199 06:02

Air Blank 0.000 06:03

HIGHLANDS COUNTY SO

03/18/2020 06:05:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 07:19

Air Blank 0.000 06:04

Control Test 0.077 06:05

Air Blank 0.000 06:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

03/18/2020 06:07:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 07:19

Air Blank 0.000 06:06

Control Test 0.000 06:07

Air Blank 0.000 06:07

HIGHLANDS COUNTY SO

07/17/2020 01:34:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 02:17

Air Blank 0.000 01:33

Control Test 0.195 01:34

Air Blank 0.000 01:34

HIGHLANDS COUNTY SO

07/17/2020 01:37:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 02:17

Air Blank 0.000 01:36

Control Test 0.075 01:36

Air Blank 0.000 01:37

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

07/17/2020 01:39:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 02:17

Air Blank 0.000 01:38

Control Test 0.047 01:39

Air Blank 0.000 01:39

HIGHLANDS COUNTY SO

07/17/2020 01:42:20

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 02:17

Air Blank 0.000 01:41

Control Test 0.000 01:41

Air Blank 0.000 01:42

HIGHLANDS COUNTY SO

08/24/2020 01:43:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 02:29

Air Blank 0.000 01:42

Control Test 0.047 01:43

Air Blank 0.000 01:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

08/24/2020 01:47:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 02:29

Air Blank 0.000 01:46

Control Test 0.077 01:46

Air Blank 0.000 01:47

HIGHLANDS COUNTY SO

08/24/2020 01:50:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 02:29

Air Blank 0.000 01:49

Control Test 0.198 01:50

Air Blank 0.000 01:50

HIGHLANDS COUNTY SO

09/20/2020 00:48:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 02:14

Air Blank 0.000 00:47

Control Test 0.077 00:48

Air Blank 0.000 00:48

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

09/20/2020 00:51:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 02:14

Air Blank 0.000 00:50

Control Test 0.199 00:51

Air Blank 0.000 00:51

HIGHLANDS COUNTY SO

09/20/2020 00:54:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 02:14

Air Blank 0.000 00:52

Control Test 0.000 00:53

Air Blank 0.000 00:54

HIGHLANDS COUNTY SO

09/20/2020 00:56:29

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 02:14

Air Blank 0.000 00:55

Control Test 0.047 00:55

Air Blank 0.000 00:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

JACKSONVILLE SO

07/15/2020 00:57:05

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/15/2020 02:25

Air Blank 0.000 00:56

Control Test 0.078 00:56

Air Blank 0.000 00:57

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

NASSAU CO SO

01/23/2020 13:29:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/23/2020 15:54

Air Blank 0.000 13:28

Control Test 0.076 13:29

Air Blank 0.000 13:29

NASSAU CO SO

01/23/2020 13:31:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/23/2020 15:54

Air Blank 0.000 13:30

Control Test 0.047 13:30

Air Blank 0.000 13:31

NASSAU CO SO

01/23/2020 13:35:14

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/23/2020 15:54

Air Blank 0.000 13:34

Control Test 0.077 13:34

Air Blank 0.000 13:35

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

01/13/2020 05:07:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:37

Air Blank 0.000 05:06

Control Test 0.049 05:07

Air Blank 0.000 05:07

HIGHLANDS COUNTY SO

01/13/2020 05:10:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:37

Air Blank 0.000 05:09

Control Test 0.198 05:09

Air Blank 0.000 05:10

HIGHLANDS COUNTY SO

01/13/2020 05:12:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:37

Air Blank 0.000 05:11

Control Test 0.077 05:12

Air Blank 0.000 05:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

01/13/2020 05:15:33

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:37

Air Blank 0.000 05:14

Control Test 0.000 05:15

Air Blank 0.000 05:15

HIGHLANDS COUNTY SO

01/13/2020 05:17:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/13/2020 06:37

Air Blank 0.000 05:16

Control Test 0.000 05:17

Air Blank 0.000 05:17

HIGHLANDS COUNTY SO

02/13/2020 02:06:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:59

Air Blank 0.000 02:05

Control Test 0.000 02:06

Air Blank 0.000 02:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

02/13/2020 02:09:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:59

Air Blank 0.000 02:07

Control Test 0.046 02:08

Air Blank 0.000 02:09

HIGHLANDS COUNTY SO

02/13/2020 02:11:33

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:59

Air Blank 0.000 02:10

Control Test 0.076 02:11

Air Blank 0.000 02:11

HIGHLANDS COUNTY SO

02/13/2020 02:13:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:59

Air Blank 0.000 02:12

Control Test 0.190 02:13

Air Blank 0.000 02:13

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

02/13/2020 02:14:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:59

Air Blank 02:14

Air Blank 0.000 02:14

HIGHLANDS COUNTY SO

02/13/2020 02:16:33

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/13/2020 02:59

Air Blank 0.000 02:15

Control Test 0.191 02:16

Air Blank 0.000 02:16

HIGHLANDS COUNTY SO

03/18/2020 05:57:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 06:42

Air Blank 0.000 05:56

Control Test 0.050 05:57

Air Blank 0.000 05:57

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

03/18/2020 06:00:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 06:42

Air Blank 0.000 05:59

Control Test 0.080 06:00

Air Blank 0.000 06:00

HIGHLANDS COUNTY SO

03/18/2020 06:03:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 06:42

Air Blank 0.000 06:01

Control Test 0.000 06:02

Air Blank 0.000 06:03

HIGHLANDS COUNTY SO

03/18/2020 06:05:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/18/2020 06:42

Air Blank 0.000 06:04

Control Test 0.198 06:04

Air Blank 0.000 06:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

07/17/2020 00:44:16

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 01:35

Air Blank 0.000 00:43

Control Test 0.196 00:43

Air Blank 0.000 00:44

HIGHLANDS COUNTY SO

07/17/2020 00:46:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 01:35

Air Blank 0.000 00:45

Control Test 0.077 00:46

Air Blank 0.000 00:46

HIGHLANDS COUNTY SO

07/17/2020 00:49:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 01:35

Air Blank 0.000 00:47

Control Test 0.048 00:48

Air Blank 0.000 00:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

07/17/2020 00:51:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 01:35

Air Blank 0.000 00:50

Control Test 0.000 00:51

Air Blank 0.000 00:51

HIGHLANDS COUNTY SO

08/24/2020 01:41:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 03:25

Air Blank 0.000 01:40

Control Test 0.048 01:41

Air Blank 0.000 01:41

HIGHLANDS COUNTY SO

08/24/2020 01:45:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 03:25

Air Blank 0.000 01:43

Control Test 0.078 01:44

Air Blank 0.000 01:45

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

08/24/2020 01:47:34

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 03:25

Air Blank 0.000 01:46

Control Test 0.000 01:47

Air Blank 0.000 01:47

HIGHLANDS COUNTY SO

08/24/2020 01:50:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 03:25

Air Blank 0.000 01:48

Control Test 0.197 01:49

Air Blank 0.000 01:50

HIGHLANDS COUNTY SO

09/20/2020 00:40:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 01:37

Air Blank 0.000 00:39

Control Test 0.079 00:40

Air Blank 0.000 00:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGHLANDS COUNTY SO

09/20/2020 00:44:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 01:37

Air Blank 0.000 00:42

Control Test 0.197 00:43

Air Blank 0.000 00:44

HIGHLANDS COUNTY SO

09/20/2020 00:46:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 01:37

Air Blank 0.000 00:45

Control Test 0.000 00:46

Air Blank 0.000 00:46

HIGHLANDS COUNTY SO

09/20/2020 00:49:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/20/2020 01:37

Air Blank 0.000 00:48

Control Test 0.046 00:48

Air Blank 0.000 00:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

01/24/2020 05:53:37

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/27/2020 09:05

Air Blank 0.000 05:52

Control Test 0.081 05:53

Air Blank 0.000 05:53

POLK COUNTY SO

01/24/2020 05:55:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 09:05

Air Blank 0.000 05:54

Control Test 0.000 05:55

Air Blank 0.000 05:55

POLK COUNTY SO

01/24/2020 11:36:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 09:05

Air Blank 0.000 11:35

Control Test 0.000 11:36

Air Blank 0.000 11:36

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

02/24/2020 17:29:08

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/25/2020 08:44

Air Blank 0.000 17:28

Control Test 0.081 17:28

Air Blank 0.000 17:29

POLK COUNTY SO

02/24/2020 17:31:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 08:44

Air Blank 0.000 17:29

Control Test 0.000 17:30

Air Blank 0.000 17:31

POLK COUNTY SO

02/24/2020 17:32:54

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 08:45

Air Blank 0.000 17:31

Control Test 0.196 17:32

Air Blank 0.000 17:32

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

02/24/2020 17:34:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 08:45

Air Blank 0.000 17:33

Control Test 0.081 17:34

Air Blank 0.000 17:34

POLK COUNTY SO

03/25/2020 09:31:15

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/27/2020 11:19

Air Blank 0.000 09:30

Control Test 0.081 09:30

Air Blank 0.000 09:31

POLK COUNTY SO

03/25/2020 09:33:38

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/27/2020 11:19

Air Blank 0.000 09:32

Control Test 0.196 09:33

Air Blank 0.000 09:33

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

03/25/2020 09:36:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/27/2020 11:19

Air Blank 0.000 09:35

Control Test 0.000 09:36

Air Blank 0.000 09:36

POLK COUNTY SO

04/25/2020 10:17:52

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/27/2020 15:35

Air Blank 0.000 10:17

Control Test 0.082 10:17

Air Blank 0.000 10:17

POLK COUNTY SO

04/25/2020 10:19:55

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:35

Air Blank 0.000 10:18

Control Test 0.000 10:19

Air Blank 0.000 10:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

04/25/2020 10:21:55

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:35

Air Blank 0.000 10:20

Control Test 0.079 10:21

Air Blank 0.000 10:21

POLK COUNTY SO

04/27/2020 12:27:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:35

Air Blank 0.000 12:25

Control Test 0.000 12:26

Air Blank 0.000 12:27

POLK COUNTY SO

04/27/2020 12:29:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:35

Air Blank 0.000 12:27

Control Test 0.081 12:28

Air Blank 0.000 12:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

05/26/2020 10:37:40

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/27/2020 15:43

Air Blank 0.000 10:36

Control Test 0.079 10:37

Air Blank 0.000 10:37

POLK COUNTY SO

05/26/2020 10:40:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 15:43

Air Blank 0.000 10:38

Control Test 0.201 10:39

Air Blank 0.000 10:40

POLK COUNTY SO

05/26/2020 12:17:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 15:43

Air Blank 0.000 12:15

Control Test 0.078 12:16

Air Blank 0.000 12:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

05/26/2020 12:19:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 15:43

Air Blank 0.000 12:17

Control Test 0.047 12:18

Air Blank 0.000 12:19

POLK COUNTY SO

05/26/2020 12:21:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 15:43

Air Blank 0.000 12:19

Control Test 0.000 12:20

Air Blank 0.000 12:21

POLK COUNTY SO

05/26/2020 12:44:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 15:43

Air Blank 0.000 12:43

Control Test 0.079 12:44

Air Blank 0.000 12:44

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

06/25/2020 10:33:31

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/25/2020 12:46

Air Blank 0.000 10:32

Control Test 0.079 10:33

Air Blank 0.000 10:33

POLK COUNTY SO

06/25/2020 10:35:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/25/2020 12:46

Air Blank 0.000 10:34

Control Test 0.078 10:34

Air Blank 0.000 10:35

POLK COUNTY SO

07/28/2020 09:21:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:48

Air Blank 0.000 09:20

Control Test 0.196 09:20

Air Blank 0.000 09:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

08/24/2020 09:40:51

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/24/2020 11:13

Air Blank 0.000 09:40

Control Test 0.079 09:40

Air Blank 0.000 09:40

POLK COUNTY SO

08/24/2020 09:42:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 11:13

Air Blank 0.000 09:41

Control Test 0.048 09:42

Air Blank 0.000 09:42

POLK COUNTY SO

08/24/2020 09:45:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 11:13

Air Blank 0.000 09:44

Control Test 0.078 09:45

Air Blank 0.000 09:45

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

09/23/2020 10:05:49

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/23/2020 11:44

Air Blank 0.000 10:05

Control Test 0.080 10:05

Air Blank 0.000 10:05

POLK COUNTY SO

09/23/2020 10:08:55

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/23/2020 11:44

Air Blank 0.000 10:07

Control Test 0.078 10:08

Air Blank 0.000 10:08

POLK COUNTY SO

10/21/2020 10:08:26

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/21/2020 11:55

Air Blank 0.000 10:07

Control Test 0.196 10:07

Air Blank 0.000 10:08

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

11/23/2020 09:17:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/23/2020 11:34

Air Blank 0.000 09:16

Control Test 0.000 09:16

Air Blank 0.000 09:17

POLK COUNTY SO

12/18/2020 10:06:43

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/18/2020 13:43

Air Blank 0.000 10:05

Control Test 0.080 10:06

Air Blank 0.000 10:06

POLK COUNTY SO

12/18/2020 10:09:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/18/2020 13:43

Air Blank 0.000 10:08

Control Test 0.000 10:08

Air Blank 0.000 10:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

GULFPORT PD

08/22/2020 18:12:37

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/22/2020 19:42

Air Blank 0.000 18:11

Control Test 0.080 18:12

Air Blank 0.000 18:12

GULFPORT PD

08/22/2020 18:14:33

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/22/2020 19:42

Air Blank 0.000 18:13

Control Test 0.000 18:14

Air Blank 0.000 18:14

GULFPORT PD

08/22/2020 18:16:32

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 08/22/2020 19:42

Air Blank 0.000 18:15

ITP Check 0.081 18:16

Air Blank 0.000 18:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HOLLYWOOD PD

03/11/2020 10:47:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/11/2020 11:59

Air Blank 0.000 10:46

Control Test 0.000 10:47

Air Blank 0.000 10:47

HOLLYWOOD PD

06/11/2020 11:22:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/15/2020 14:37

Air Blank 0.000 11:21

Control Test 0.000 11:22

Air Blank 0.000 11:22

HOLLYWOOD PD

12/10/2020 10:26:55

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/10/2020 11:42

Air Blank 0.000 10:26

Control Test 0.078 10:26

Air Blank 0.000 10:26

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TARPON SPRINGS PD

08/19/2020 11:38:42

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/19/2020 15:02

Air Blank 11:38

Air Blank 0.000 11:38

TARPON SPRINGS PD

08/26/2020 15:37:26

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/26/2020 16:26

Air Blank 0.000 15:36

Control Test 0.049 15:36

Air Blank 0.000 15:37

TARPON SPRINGS PD

08/26/2020 15:39:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/26/2020 16:26

Air Blank 0.000 15:38

Control Test 0.082 15:38

Air Blank 0.000 15:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TARPON SPRINGS PD

09/29/2020 14:13:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/29/2020 14:57

Air Blank 0.000 14:11

Control Test 0.049 14:12

Air Blank 0.000 14:13

TARPON SPRINGS PD

09/29/2020 14:15:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/29/2020 14:57

Air Blank 0.000 14:13

Control Test 0.079 14:14

Air Blank 0.000 14:15

TARPON SPRINGS PD

09/29/2020 14:16:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/29/2020 14:57

Air Blank 14:15

Air Blank 0.000 14:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TARPON SPRINGS PD

09/29/2020 14:17:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/29/2020 14:58

Air Blank 0.000 14:16

Control Test 0.199 14:17

Air Blank 0.000 14:17

TARPON SPRINGS PD

12/29/2020 07:01:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/30/2020 14:12

Air Blank 0.000 06:59

Control Test 0.080 07:00

Air Blank 0.000 07:01

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

01/30/2020 23:52:03

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/05/2020 17:06

Air Blank 0.000 23:51

Control Test 0.054 23:51

Air Blank 0.000 23:52

PINELLAS COUNTY SO

01/30/2020 23:54:07

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 02/05/2020 17:06

Air Blank 0.000 23:53

ITP Check 0.082 23:53

Air Blank 0.000 23:54

PINELLAS COUNTY SO

10/29/2020 19:47:07

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/05/2020 11:35

Air Blank 0.000 19:46

Control Test 0.081 19:46

Air Blank 0.000 19:47

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

10/29/2020 19:48:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/05/2020 11:35

Air Blank 19:48

Air Blank 0.000 19:48

PINELLAS COUNTY SO

10/29/2020 19:50:30

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/05/2020 11:35

Air Blank 0.000 19:49

Control Test 0.081 19:50

Air Blank 0.000 19:50

PINELLAS COUNTY SO

10/29/2020 19:52:01

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/05/2020 11:35

Air Blank 0.000 19:51

Control Test 0.081 19:51

Air Blank 0.000 19:52

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

10/29/2020 19:53:40

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/05/2020 11:35

Air Blank 0.000 19:52

Control Test 0.081 19:53

Air Blank 0.000 19:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

DADE CITY PD

06/24/2020 09:33:02

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 06/24/2020 10:56

Air Blank 0.000 09:32

ITP Check 0.088 09:32

Air Blank 0.000 09:33

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LARGO PD

02/26/2020 20:03:33

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/27/2020 10:20

Air Blank 0.000 20:02

Control Test 0.080 20:03

Air Blank 0.000 20:03

LARGO PD

07/14/2020 10:19:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/14/2020 14:44

Air Blank 0.000 10:18

Control Test 0.000 10:18

Air Blank 0.000 10:19

LARGO PD

07/14/2020 10:21:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/14/2020 14:44

Air Blank 0.000 10:20

Control Test 0.000 10:20

Air Blank 0.000 10:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LARGO PD

12/07/2020 13:02:21

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/07/2020 13:54

Air Blank 0.000 13:01

Control Test 0.000 13:01

Air Blank 0.000 13:02

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

01/24/2020 06:12:45

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/27/2020 09:22

Air Blank 0.000 06:11

Control Test 0.075 06:12

Air Blank 0.000 06:12

POLK COUNTY SO

01/24/2020 06:17:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 09:22

Air Blank 0.000 06:16

Control Test 0.079 06:17

Air Blank 0.000 06:17

POLK COUNTY SO

01/24/2020 11:41:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 09:22

Air Blank 0.000 11:40

Control Test 0.200 11:41

Air Blank 0.000 11:41

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

02/24/2020 17:46:23

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/25/2020 10:11

Air Blank 0.000 17:45

Control Test 0.077 17:45

Air Blank 0.000 17:46

POLK COUNTY SO

02/24/2020 17:48:59

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 10:11

Air Blank 0.000 17:47

Control Test 0.046 17:48

Air Blank 0.000 17:48

POLK COUNTY SO

03/25/2020 09:51:30

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/27/2020 12:33

Air Blank 0.000 09:50

Control Test 0.075 09:50

Air Blank 0.000 09:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

03/25/2020 09:53:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/27/2020 12:33

Air Blank 0.000 09:52

Control Test 0.197 09:52

Air Blank 0.000 09:53

POLK COUNTY SO

03/25/2020 09:55:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/27/2020 12:33

Air Blank 0.000 09:54

Control Test 0.000 09:54

Air Blank 0.000 09:55

POLK COUNTY SO

04/25/2020 10:25:10

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/27/2020 15:28

Air Blank 0.000 10:24

Control Test 0.075 10:24

Air Blank 0.000 10:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

04/25/2020 10:27:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:28

Air Blank 0.000 10:25

Control Test 0.198 10:26

Air Blank 0.000 10:27

POLK COUNTY SO

04/27/2020 12:42:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:28

Air Blank 0.000 12:41

Control Test 0.199 12:42

Air Blank 0.000 12:42

POLK COUNTY SO

05/26/2020 10:43:29

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/26/2020 14:40

Air Blank 0.000 10:42

Control Test 0.078 10:42

Air Blank 0.000 10:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

05/26/2020 10:45:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/26/2020 14:40

Air Blank 0.000 10:44

Control Test 0.000 10:45

Air Blank 0.000 10:45

POLK COUNTY SO

05/26/2020 10:48:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/26/2020 14:40

Air Blank 0.000 10:47

Control Test 0.076 10:47

Air Blank 0.000 10:48

POLK COUNTY SO

05/26/2020 12:16:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/26/2020 14:40

Air Blank 0.000 12:15

Control Test 0.075 12:16

Air Blank 0.000 12:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

05/26/2020 12:18:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/26/2020 14:40

Air Blank 0.000 12:17

Control Test 0.000 12:18

Air Blank 0.000 12:18

POLK COUNTY SO

05/26/2020 12:21:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/26/2020 14:40

Air Blank 0.000 12:20

Control Test 0.074 12:20

Air Blank 0.000 12:21

POLK COUNTY SO

06/25/2020 10:31:17

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/25/2020 12:19

Air Blank 0.000 10:30

Control Test 0.077 10:30

Air Blank 0.000 10:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

06/25/2020 10:33:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/25/2020 12:19

Air Blank 0.000 10:32

Control Test 0.197 10:33

Air Blank 0.000 10:33

POLK COUNTY SO

06/25/2020 10:38:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/25/2020 12:20

Air Blank 0.000 10:37

Control Test 0.077 10:38

Air Blank 0.000 10:38

POLK COUNTY SO

07/28/2020 09:19:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:45

Air Blank 0.000 09:17

Control Test 0.000 09:18

Air Blank 0.000 09:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

07/28/2020 09:21:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:45

Air Blank 0.000 09:20

Control Test 0.045 09:20

Air Blank 0.000 09:21

POLK COUNTY SO

07/28/2020 09:24:50

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:45

Air Blank 0.000 09:23

Control Test 0.076 09:24

Air Blank 0.000 09:24

POLK COUNTY SO

08/24/2020 09:29:18

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/24/2020 11:29

Air Blank 0.000 09:28

Control Test 0.078 09:28

Air Blank 0.000 09:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

08/24/2020 09:31:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 11:29

Air Blank 0.000 09:30

Control Test 0.000 09:31

Air Blank 0.000 09:31

POLK COUNTY SO

09/23/2020 10:03:12

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/23/2020 12:01

Air Blank 10:02

Air Blank 0.000 10:03

POLK COUNTY SO

09/23/2020 10:04:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/23/2020 12:01

Air Blank 0.000 10:03

Control Test 0.079 10:04

Air Blank 0.000 10:04

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

09/23/2020 10:07:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/23/2020 12:01

Air Blank 0.000 10:06

Control Test 0.047 10:06

Air Blank 0.000 10:07

POLK COUNTY SO

10/21/2020 10:03:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/21/2020 11:59

Air Blank 0.000 10:02

Control Test 0.000 10:03

Air Blank 0.000 10:03

POLK COUNTY SO

10/21/2020 10:05:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/21/2020 11:59

Air Blank 0.000 10:04

Control Test 0.000 10:05

Air Blank 0.000 10:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

11/23/2020 09:18:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/23/2020 12:17

Air Blank 0.000 09:17

Control Test 0.000 09:18

Air Blank 0.000 09:18

POLK COUNTY SO

11/23/2020 09:21:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/23/2020 12:17

Air Blank 0.000 09:20

Control Test 0.047 09:20

Air Blank 0.000 09:21

POLK COUNTY SO

12/18/2020 10:08:58

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/18/2020 13:46

Air Blank 0.000 10:08

Control Test 0.081 10:08

Air Blank 0.000 10:08

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

12/18/2020 10:11:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/18/2020 13:46

Air Blank 0.000 10:09

Control Test 0.000 10:10

Air Blank 0.000 10:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

01/29/2020 15:00:54

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/30/2020 13:39

Air Blank 0.000 15:00

Control Test 0.076 15:00

Air Blank 0.000 15:00

PLANTATION PD

01/29/2020 15:03:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/30/2020 13:39

Air Blank 0.000 15:02

Control Test 0.050 15:03

Air Blank 0.000 15:03

PLANTATION PD

01/29/2020 15:05:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/30/2020 13:39

Air Blank 0.000 15:04

Control Test 0.080 15:05

Air Blank 0.000 15:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

01/29/2020 15:08:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/30/2020 13:39

Air Blank 0.000 15:07

Control Test 0.197 15:07

Air Blank 0.000 15:08

PLANTATION PD

02/20/2020 19:15:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/20/2020 20:16

Air Blank 0.000 19:13

Control Test 0.000 19:14

Air Blank 0.000 19:15

PLANTATION PD

02/20/2020 19:17:26

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/20/2020 20:16

Air Blank 0.000 19:16

Control Test 0.050 19:16

Air Blank 0.000 19:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

02/20/2020 19:19:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/20/2020 20:16

Air Blank 0.000 19:18

Control Test 0.079 19:19

Air Blank 0.000 19:19

PLANTATION PD

02/20/2020 19:22:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/20/2020 20:16

Air Blank 0.000 19:20

Control Test 0.198 19:21

Air Blank 0.000 19:22

PLANTATION PD

02/20/2020 19:23:46

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/20/2020 20:17

Air Blank 0.000 19:22

Control Test 0.074 19:23

Air Blank 0.000 19:23

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

02/20/2020 19:25:57

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/20/2020 20:17

Air Blank 0.000 19:25

Control Test 0.075 19:25

Air Blank 0.000 19:25

PLANTATION PD

03/30/2020 15:18:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/02/2020 10:04

Air Blank 0.000 15:17

Control Test 0.000 15:17

Air Blank 0.000 15:18

PLANTATION PD

03/30/2020 15:20:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/02/2020 10:04

Air Blank 0.000 15:19

Control Test 0.049 15:20

Air Blank 0.000 15:20

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

03/30/2020 15:23:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/02/2020 10:04

Air Blank 0.000 15:21

Control Test 0.080 15:22

Air Blank 0.000 15:23

PLANTATION PD

03/30/2020 15:25:21

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/02/2020 10:04

Air Blank 0.000 15:24

Control Test 0.196 15:24

Air Blank 0.000 15:25

PLANTATION PD

06/12/2020 14:00:32

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/27/2020 20:08

Air Blank 0.000 13:59

Control Test 0.079 14:00

Air Blank 0.000 14:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

06/12/2020 14:02:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/27/2020 20:08

Air Blank 0.000 14:01

Control Test 0.048 14:02

Air Blank 0.000 14:02

PLANTATION PD

06/12/2020 14:04:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/27/2020 20:08

Air Blank 0.000 14:03

Control Test 0.078 14:04

Air Blank 0.000 14:04

PLANTATION PD

06/12/2020 14:06:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/27/2020 20:08

Air Blank 0.000 14:05

Control Test 0.194 14:06

Air Blank 0.000 14:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

07/25/2020 11:54:40

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 11:53

Control Test 0.079 11:54

Air Blank 0.000 11:54

PLANTATION PD

07/25/2020 11:57:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 11:56

Control Test 0.000 11:56

Air Blank 0.000 11:57

PLANTATION PD

07/25/2020 11:59:14

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 11:58

Control Test 0.000 11:58

Air Blank 0.000 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

07/25/2020 12:01:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 12:00

Control Test 0.000 12:01

Air Blank 0.000 12:01

PLANTATION PD

07/25/2020 12:03:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 12:02

Control Test 0.195 12:03

Air Blank 0.000 12:03

PLANTATION PD

07/25/2020 12:12:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 12:10

Control Test 0.048 12:11

Air Blank 0.000 12:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

07/25/2020 12:15:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 12:14

Control Test 0.000 12:15

Air Blank 0.000 12:15

PLANTATION PD

07/25/2020 12:37:54

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 12:36

Control Test 0.078 12:37

Air Blank 0.000 12:37

PLANTATION PD

07/25/2020 12:39:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/25/2020 23:14

Air Blank 0.000 12:38

Control Test 0.050 12:39

Air Blank 0.000 12:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

08/27/2020 12:08:53

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/14/2020 16:19

Air Blank 0.000 12:08

Control Test 0.000 12:08

Air Blank 0.000 12:08

PLANTATION PD

08/27/2020 12:10:14

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/14/2020 16:19

Air Blank 0.000 12:09

Control Test 0.000 12:09

Air Blank 0.000 12:10

PLANTATION PD

12/23/2020 13:38:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/23/2020 15:17

Air Blank 0.000 13:36

Control Test 0.000 13:37

Air Blank 0.000 13:38

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

12/23/2020 13:41:38

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/23/2020 15:17

Air Blank 0.000 13:40

Control Test 0.023 13:41

Air Blank 0.000 13:41

PLANTATION PD

12/23/2020 13:45:18

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/23/2020 15:17

Air Blank 0.000 13:44

Control Test 0.079 13:44

Air Blank 0.000 13:45

PLANTATION PD

12/23/2020 14:24:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/23/2020 15:17

Air Blank 0.000 14:23

Control Test 0.049 14:23

Air Blank 0.000 14:24

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PLANTATION PD

12/23/2020 14:26:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/23/2020 15:17

Air Blank 0.000 14:25

Control Test 0.080 14:25

Air Blank 0.000 14:26

PLANTATION PD

12/23/2020 14:28:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/23/2020 15:17

Air Blank 0.000 14:27

Control Test 0.196 14:28

Air Blank 0.000 14:28

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

JACKSONVILLE SO

03/12/2020 09:44:16

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/12/2020 11:35

Air Blank 0.000 09:43

Control Test 0.079 09:43

Air Blank 0.000 09:44

JACKSONVILLE SO

12/09/2020 12:41:44

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/09/2020 13:37

Air Blank 0.000 12:40

Control Test 0.080 12:41

Air Blank 0.000 12:41

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

05/24/2020 16:35:11

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 06/01/2020 16:06

Air Blank 0.000 16:34

ITP Check 0.080 16:34

Air Blank 0.000 16:35

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

05/26/2020 10:39:00

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/27/2020 15:53

Air Blank 0.000 10:38

Control Test 0.080 10:38

Air Blank 0.000 10:39

POLK COUNTY SO

05/26/2020 10:41:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 15:53

Air Blank 0.000 10:40

Control Test 0.050 10:41

Air Blank 0.000 10:41

POLK COUNTY SO

06/25/2020 10:29:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/25/2020 13:48

Air Blank 0.000 10:28

Control Test 0.079 10:29

Air Blank 0.000 10:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

06/25/2020 10:31:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/25/2020 13:48

Air Blank 0.000 10:30

Control Test 0.049 10:31

Air Blank 0.000 10:31

POLK COUNTY SO

07/28/2020 09:18:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:50

Air Blank 0.000 09:17

Control Test 0.000 09:18

Air Blank 0.000 09:18

POLK COUNTY SO

07/28/2020 09:21:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:50

Air Blank 0.000 09:19

Control Test 0.080 09:20

Air Blank 0.000 09:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

07/28/2020 09:23:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/28/2020 10:50

Air Blank 0.000 09:22

Control Test 0.046 09:22

Air Blank 0.000 09:23

POLK COUNTY SO

08/24/2020 09:40:55

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/24/2020 11:23

Air Blank 0.000 09:40

Control Test 0.078 09:40

Air Blank 0.000 09:40

POLK COUNTY SO

08/24/2020 09:42:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 11:23

Air Blank 0.000 09:41

Control Test 0.203 09:42

Air Blank 0.000 09:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

08/24/2020 09:47:14

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 11:23

Air Blank 0.000 09:46

Control Test 0.000 09:46

Air Blank 0.000 09:47

POLK COUNTY SO

09/23/2020 10:03:30

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/23/2020 11:56

Air Blank 0.000 10:02

Control Test 0.079 10:03

Air Blank 0.000 10:03

POLK COUNTY SO

09/23/2020 10:06:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/23/2020 11:56

Air Blank 0.000 10:04

Control Test 0.201 10:05

Air Blank 0.000 10:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

10/21/2020 10:07:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/21/2020 11:50

Air Blank 0.000 10:05

Control Test 0.048 10:06

Air Blank 0.000 10:07

POLK COUNTY SO

11/23/2020 09:17:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/23/2020 11:47

Air Blank 0.000 09:16

Control Test 0.080 09:17

Air Blank 0.000 09:17

POLK COUNTY SO

12/18/2020 10:07:34

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/18/2020 13:39

Air Blank 0.000 10:06

Control Test 0.078 10:07

Air Blank 0.000 10:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

12/18/2020 10:10:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/18/2020 13:39

Air Blank 0.000 10:08

Control Test 0.049 10:09

Air Blank 0.000 10:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST JOHNS COUNTY SO

07/03/2020 17:35:37

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/22/2020 11:12

Air Blank 0.000 17:34

Control Test 0.081 17:35

Air Blank 0.000 17:35

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HAINES CITY PD

12/08/2020 14:06:30

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/21/2020 14:21

Air Blank 0.000 14:05

Control Test 0.060 14:05

Air Blank 0.000 14:06

HAINES CITY PD

12/08/2020 14:07:58

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/21/2020 14:21

Air Blank 0.000 14:07

Control Test 0.060 14:07

Air Blank 0.000 14:07

HAINES CITY PD

12/08/2020 14:09:43

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/21/2020 14:21

Air Blank 0.000 14:08

Control Test 0.060 14:09

Air Blank 0.000 14:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

CLERMONT P.D.

03/25/2020 10:46:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/30/2020 13:12

Air Blank 0.000 10:45

Control Test 0.048 10:46

Air Blank 0.000 10:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

07/01/2020 22:40:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 15:48

Air Blank 0.000 22:39

Control Test 0.000 22:39

Air Blank 0.000 22:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PANAMA CITY BEACH
PD

05/01/2020 10:38:32

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/04/2020 09:48

Air Blank 0.000 10:37

Control Test 0.000 10:38

Air Blank 0.000 10:38

PANAMA CITY BEACH
PD

08/01/2020 11:22:31

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/05/2020 08:17

Air Blank 0.000 11:21

Control Test 0.080 11:22

Air Blank 0.000 11:22

PANAMA CITY BEACH
PD

08/01/2020 11:24:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/05/2020 08:17

Air Blank 0.000 11:23

Control Test 0.078 11:24

Air Blank 0.000 11:24

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

04/13/2020 14:08:49

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/13/2020 16:11

Air Blank 0.000 14:08

Control Test 0.080 14:08

Air Blank 0.000 14:08

COLLIER COUNTY SO

04/13/2020 14:23:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 16:11

Air Blank 0.000 14:21

Control Test 0.000 14:22

Air Blank 0.000 14:23

COLLIER COUNTY SO

04/13/2020 14:31:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 16:11

Air Blank 0.000 14:29

Control Test 0.075 14:30

Air Blank 0.000 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

04/13/2020 14:33:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 16:11

Air Blank 0.000 14:32

Control Test 0.078 14:33

Air Blank 0.000 14:33

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

01/28/2020 15:10:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/28/2020 16:00

Air Blank 0.000 15:09

Control Test 0.047 15:10

Air Blank 0.000 15:10

AUBURNDALE PD

01/28/2020 15:12:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/28/2020 16:00

Air Blank 0.000 15:11

Control Test 0.077 15:12

Air Blank 0.000 15:12

AUBURNDALE PD

01/28/2020 15:14:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/28/2020 16:00

Air Blank 0.000 15:13

Control Test 0.195 15:14

Air Blank 0.000 15:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

02/26/2020 10:03:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/26/2020 11:05

Air Blank 0.000 10:02

Control Test 0.047 10:02

Air Blank 0.000 10:03

AUBURNDALE PD

02/26/2020 10:07:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/26/2020 11:05

Air Blank 0.000 10:06

Control Test 0.078 10:07

Air Blank 0.000 10:07

AUBURNDALE PD

02/26/2020 10:09:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/26/2020 11:05

Air Blank 0.000 10:08

Control Test 0.199 10:09

Air Blank 0.000 10:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

02/26/2020 10:15:59

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/26/2020 11:05

Air Blank 0.000 10:15

Control Test 0.080 10:15

Air Blank 0.000 10:15

AUBURNDALE PD

03/26/2020 07:34:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/30/2020 16:11

Air Blank 0.000 07:33

Control Test 0.047 07:34

Air Blank 0.000 07:34

AUBURNDALE PD

03/26/2020 07:36:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/30/2020 16:11

Air Blank 0.000 07:35

Control Test 0.077 07:36

Air Blank 0.000 07:36

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

03/26/2020 07:38:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/30/2020 16:11

Air Blank 0.000 07:37

Control Test 0.198 07:38

Air Blank 0.000 07:38

AUBURNDALE PD

04/20/2020 11:54:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/20/2020 15:54

Air Blank 0.000 11:53

Control Test 0.047 11:53

Air Blank 0.000 11:54

AUBURNDALE PD

04/20/2020 11:56:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/20/2020 15:54

Air Blank 0.000 11:55

Control Test 0.077 11:55

Air Blank 0.000 11:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

04/20/2020 11:58:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/20/2020 15:54

Air Blank 0.000 11:57

Control Test 0.197 11:57

Air Blank 0.000 11:58

AUBURNDALE PD

05/18/2020 12:10:14

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/19/2020 10:43

Air Blank 0.000 12:09

Control Test 0.045 12:09

Air Blank 0.000 12:10

AUBURNDALE PD

05/18/2020 12:12:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/19/2020 10:43

Air Blank 0.000 12:11

Control Test 0.071 12:11

Air Blank 0.000 12:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

05/18/2020 12:14:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/19/2020 10:43

Air Blank 0.000 12:13

Control Test 0.180 12:13

Air Blank 0.000 12:14

AUBURNDALE PD

05/18/2020 12:16:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/19/2020 10:43

Air Blank 0.000 12:14

Control Test 0.075 12:15

Air Blank 0.000 12:16

AUBURNDALE PD

05/18/2020 12:18:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/19/2020 10:44

Air Blank 0.000 12:17

Control Test 0.189 12:17

Air Blank 0.000 12:18

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

05/18/2020 12:20:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/19/2020 10:44

Air Blank 0.000 12:19

Control Test 0.193 12:19

Air Blank 0.000 12:20

AUBURNDALE PD

06/27/2020 08:10:47

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/27/2020 08:56

Air Blank 0.000 08:09

Control Test 0.080 08:10

Air Blank 0.000 08:10

AUBURNDALE PD

06/27/2020 08:12:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/27/2020 08:56

Air Blank 0.000 08:11

Control Test 0.045 08:12

Air Blank 0.000 08:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

06/27/2020 08:14:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/27/2020 08:56

Air Blank 0.000 08:13

Control Test 0.076 08:14

Air Blank 0.000 08:14

AUBURNDALE PD

06/27/2020 08:16:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/27/2020 08:56

Air Blank 0.000 08:15

Control Test 0.197 08:16

Air Blank 0.000 08:16

AUBURNDALE PD

07/27/2020 13:44:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 14:27

Air Blank 0.000 13:42

Control Test 0.047 13:43

Air Blank 0.000 13:44

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

07/27/2020 13:46:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 14:27

Air Blank 0.000 13:44

Control Test 0.077 13:45

Air Blank 0.000 13:46

AUBURNDALE PD

07/27/2020 13:48:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/27/2020 14:27

Air Blank 0.000 13:46

Control Test 0.198 13:47

Air Blank 0.000 13:48

AUBURNDALE PD

08/27/2020 07:29:59

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/27/2020 08:12

Air Blank 0.000 07:28

Control Test 0.047 07:29

Air Blank 0.000 07:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

08/27/2020 07:32:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/27/2020 08:12

Air Blank 0.000 07:31

Control Test 0.078 07:32

Air Blank 0.000 07:32

AUBURNDALE PD

08/27/2020 07:34:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/27/2020 08:12

Air Blank 0.000 07:33

Control Test 0.197 07:34

Air Blank 0.000 07:34

AUBURNDALE PD

10/27/2020 14:19:12

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 09:32

Air Blank 0.000 14:18

Control Test 0.000 14:18

Air Blank 0.000 14:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

10/27/2020 14:21:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 09:33

Air Blank 0.000 14:20

Control Test 0.048 14:20

Air Blank 0.000 14:21

AUBURNDALE PD

10/27/2020 14:23:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 09:33

Air Blank 0.000 14:21

Control Test 0.079 14:22

Air Blank 0.000 14:23

AUBURNDALE PD

10/27/2020 14:25:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 09:33

Air Blank 0.000 14:23

Control Test 0.199 14:24

Air Blank 0.000 14:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

10/27/2020 14:26:29

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/28/2020 09:33

Air Blank 0.000 14:25

Control Test 0.079 14:25

Air Blank 0.000 14:26

AUBURNDALE PD

11/24/2020 08:16:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/24/2020 16:17

Air Blank 0.000 08:14

Control Test 0.048 08:15

Air Blank 0.000 08:16

AUBURNDALE PD

11/24/2020 08:18:14

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/24/2020 16:17

Air Blank 0.000 08:16

Control Test 0.077 08:17

Air Blank 0.000 08:18

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

11/24/2020 08:20:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/24/2020 16:17

Air Blank 0.000 08:19

Control Test 0.199 08:19

Air Blank 0.000 08:20

AUBURNDALE PD

12/15/2020 16:30:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/15/2020 17:18

Air Blank 0.000 16:28

Control Test 0.046 16:29

Air Blank 0.000 16:30

AUBURNDALE PD

12/15/2020 16:32:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/15/2020 17:18

Air Blank 0.000 16:31

Control Test 0.078 16:31

Air Blank 0.000 16:32

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

AUBURNDALE PD

12/15/2020 16:34:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/15/2020 17:18

Air Blank 0.000 16:33

Control Test 0.196 16:33

Air Blank 0.000 16:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

01/24/2020 06:04:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 09:11

Air Blank 0.000 06:02

Control Test 0.200 06:03

Air Blank 0.000 06:04

POLK COUNTY SO

01/24/2020 11:38:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 09:11

Air Blank 0.000 11:37

Control Test 0.048 11:38

Air Blank 0.000 11:38

POLK COUNTY SO

02/24/2020 17:41:22

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/25/2020 09:48

Air Blank 0.000 17:40

Control Test 0.079 17:40

Air Blank 0.000 17:41

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

02/24/2020 17:43:29

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/25/2020 09:48

Air Blank 0.000 17:42

Control Test 0.000 17:43

Air Blank 0.000 17:43

POLK COUNTY SO

03/25/2020 09:46:29

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/27/2020 12:05

Air Blank 0.000 09:45

Control Test 0.078 09:45

Air Blank 0.000 09:46

POLK COUNTY SO

03/25/2020 09:48:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/27/2020 12:05

Air Blank 0.000 09:47

Control Test 0.049 09:47

Air Blank 0.000 09:48

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

03/25/2020 09:50:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/27/2020 12:05

Air Blank 0.000 09:49

Control Test 0.077 09:50

Air Blank 0.000 09:50

POLK COUNTY SO

04/25/2020 10:21:55

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/27/2020 15:19

Air Blank 0.000 10:21

Control Test 0.078 10:21

Air Blank 0.000 10:21

POLK COUNTY SO

04/25/2020 10:24:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:19

Air Blank 0.000 10:22

Control Test 0.050 10:23

Air Blank 0.000 10:24

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

04/25/2020 10:25:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:19

Air Blank 0.000 10:24

Control Test 0.000 10:25

Air Blank 0.000 10:25

POLK COUNTY SO

04/27/2020 12:37:16

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:19

Air Blank 0.000 12:35

Control Test 0.047 12:36

Air Blank 0.000 12:37

POLK COUNTY SO

04/27/2020 12:39:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/27/2020 15:19

Air Blank 0.000 12:38

Control Test 0.000 12:38

Air Blank 0.000 12:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

05/26/2020 10:36:45

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/27/2020 07:51

Air Blank 0.000 10:35

Control Test 0.080 10:36

Air Blank 0.000 10:36

POLK COUNTY SO

05/26/2020 10:39:36

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/27/2020 07:51

Air Blank 0.000 10:38

Control Test 0.000 10:39

Air Blank 0.000 10:39

POLK COUNTY SO

06/25/2020 10:23:08

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/25/2020 12:16

Air Blank 0.000 10:22

Control Test 0.080 10:22

Air Blank 0.000 10:23

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

06/25/2020 10:26:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/25/2020 12:16

Air Blank 0.000 10:24

Control Test 0.000 10:25

Air Blank 0.000 10:26

POLK COUNTY SO

06/25/2020 10:28:54

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/25/2020 12:16

Air Blank 0.000 10:27

Control Test 0.000 10:28

Air Blank 0.000 10:28

POLK COUNTY SO

09/23/2020 10:03:20

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/23/2020 11:39

Air Blank 0.000 10:02

Control Test 0.079 10:02

Air Blank 0.000 10:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

09/23/2020 10:05:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/23/2020 11:39

Air Blank 0.000 10:04

Control Test 0.000 10:05

Air Blank 0.000 10:05

POLK COUNTY SO

09/23/2020 10:08:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/23/2020 11:39

Air Blank 0.000 10:06

Control Test 0.000 10:07

Air Blank 0.000 10:08

POLK COUNTY SO

10/21/2020 10:07:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/21/2020 11:52

Air Blank 0.000 10:06

Control Test 0.079 10:06

Air Blank 0.000 10:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

POLK COUNTY SO

11/23/2020 09:20:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/23/2020 11:17

Air Blank 0.000 09:19

Control Test 0.199 09:19

Air Blank 0.000 09:20

POLK COUNTY SO

12/18/2020 10:09:26

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/18/2020 13:41

Air Blank 0.000 10:08

Control Test 0.079 10:08

Air Blank 0.000 10:09

POLK COUNTY SO

12/18/2020 10:12:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/18/2020 13:41

Air Blank 0.000 10:11

Control Test 0.201 10:11

Air Blank 0.000 10:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKE COUNTY SO

04/13/2020 10:46:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 11:56

Air Blank 0.000 10:45

Control Test 0.076 10:45

Air Blank 0.000 10:46

LAKE COUNTY SO

04/13/2020 10:48:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 11:56

Air Blank 0.000 10:47

Control Test 0.077 10:48

Air Blank 0.000 10:48

LAKE COUNTY SO

06/24/2020 16:01:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/24/2020 18:00

Air Blank 0.000 16:00

Control Test 0.098 16:01

Air Blank 0.000 16:01

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKE COUNTY SO

06/25/2020 19:51:44

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/11/2020 00:35

Air Blank 0.000 19:50

Control Test 0.080 19:51

Air Blank 0.000 19:51

LAKE COUNTY SO

06/25/2020 19:53:41

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 07/11/2020 00:35

Air Blank 0.000 19:52

ITP Check 0.080 19:53

Air Blank 0.000 19:53

LAKE COUNTY SO

07/10/2020 23:46:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/11/2020 00:35

Air Blank 0.000 23:44

Control Test 0.078 23:45

Air Blank 0.000 23:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COCOA P.D.

09/08/2020 18:38:53

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/19/2020 19:02

Air Blank 0.000 18:38

Control Test 0.073 18:38

Air Blank 0.000 18:38

COCOA P.D.

09/08/2020 18:45:24

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/19/2020 19:02

Air Blank 0.000 18:44

Control Test 0.072 18:44

Air Blank 0.000 18:45

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

SEMINOLE COUNTY S.O.

12/19/2020 00:45:07

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/31/2020 22:18

Air Blank 0.000 00:44

Control Test 0.083 00:44

Air Blank 0.000 00:45

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

03/28/2020 21:42:55

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/23/2020 21:08

Air Blank 0.000 21:41

Control Test 0.074 21:42

Air Blank 0.000 21:42

PINELLAS COUNTY SO

03/28/2020 21:47:31

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/23/2020 21:08

Air Blank 0.000 21:46

Control Test 0.078 21:46

Air Blank 0.000 21:47

PINELLAS COUNTY SO

05/13/2020 11:43:20

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/14/2020 15:28

Air Blank 0.000 11:42

Control Test 0.079 11:42

Air Blank 0.000 11:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

05/13/2020 11:49:20

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/14/2020 15:28

Air Blank 0.000 11:48

Control Test 0.079 11:48

Air Blank 0.000 11:49

PINELLAS COUNTY SO

07/31/2020 20:44:54

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/05/2020 22:44

Air Blank 0.000 20:44

Control Test 0.079 20:44

Air Blank 0.000 20:44

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

JACKSONVILLE SO

01/30/2020 10:33:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/30/2020 11:37

Air Blank 0.000 10:31

Control Test 0.186 10:32

Air Blank 0.000 10:33

JACKSONVILLE SO

03/12/2020 14:53:41

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/25/2020 08:07

Air Blank 0.000 14:52

Control Test 0.079 14:53

Air Blank 0.000 14:53

JACKSONVILLE SO

07/15/2020 00:56:14

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/15/2020 02:23

Air Blank 0.000 00:55

Control Test 0.077 00:55

Air Blank 0.000 00:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

JACKSONVILLE SO

09/25/2020 07:32:33

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/01/2020 10:29

Air Blank 0.000 07:31

Control Test 0.080 07:32

Air Blank 0.000 07:32

JACKSONVILLE SO

10/29/2020 11:01:12

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/16/2020 11:40

Air Blank 0.000 11:00

Control Test 0.080 11:00

Air Blank 0.000 11:01

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGH SPRINGS PD

02/28/2020 04:54:08

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/28/2020 05:56

Air Blank 0.000 04:53

Control Test 0.000 04:53

Air Blank 0.000 04:54

HIGH SPRINGS PD

02/28/2020 04:55:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/28/2020 05:56

Air Blank 0.000 04:54

Control Test 0.000 04:55

Air Blank 0.000 04:55

HIGH SPRINGS PD

02/28/2020 04:57:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/28/2020 05:56

Air Blank 0.000 04:56

Control Test 0.047 04:57

Air Blank 0.000 04:57

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGH SPRINGS PD

03/25/2020 23:52:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/24/2020 02:36

Air Blank 0.000 23:51

Control Test 0.000 23:52

Air Blank 0.000 23:52

HIGH SPRINGS PD

03/25/2020 23:54:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/24/2020 02:36

Air Blank 0.000 23:53

Control Test 0.048 23:54

Air Blank 0.000 23:54

HIGH SPRINGS PD

06/12/2020 23:53:34

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 23:52

Control Test 0.000 23:53

Air Blank 0.000 23:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGH SPRINGS PD

06/12/2020 23:55:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 23:54

Control Test 0.045 23:54

Air Blank 0.000 23:55

HIGH SPRINGS PD

06/12/2020 23:57:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 23:56

Control Test 0.073 23:57

Air Blank 0.000 23:57

HIGH SPRINGS PD

06/13/2020 00:05:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 00:03

Control Test 0.075 00:04

Air Blank 0.000 00:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HIGH SPRINGS PD

06/13/2020 00:07:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 00:06

Control Test 0.007 00:06

Air Blank 0.000 00:07

HIGH SPRINGS PD

06/13/2020 00:09:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 00:07

Control Test 0.198 00:08

Air Blank 0.000 00:09

HIGH SPRINGS PD

06/13/2020 00:10:54

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/17/2020 21:44

Air Blank 0.000 00:09

Control Test 0.075 00:10

Air Blank 0.000 00:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

BAKER COUNTY SO

04/29/2020 15:57:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/29/2020 17:10

Air Blank 0.000 15:56

Control Test 0.047 15:57

Air Blank 0.000 15:57

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001288CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

UNION COUNTY SO

03/04/2020 12:00:24

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 03/04/2020 12:20

Air Blank 0.000 11:59

ITP Check 0.085 11:59

Air Blank 0.000 12:00

UNION COUNTY SO

03/19/2020 15:48:16

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/29/2020 09:59

Air Blank 0.000 15:47

Control Test 0.080 15:47

Air Blank 0.000 15:48

UNION COUNTY SO

04/29/2020 09:12:35

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/29/2020 09:59

Air Blank 0.000 09:11

Control Test 0.079 09:12

Air Blank 0.000 09:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

UNION COUNTY SO

03/19/2020 15:53:41

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/29/2020 10:50

Air Blank 0.000 15:52

Control Test 0.079 15:53

Air Blank 0.000 15:53

UNION COUNTY SO

04/29/2020 08:57:19

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/29/2020 10:50

Air Blank 0.000 08:56

Control Test 0.079 08:56

Air Blank 0.000 08:57

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

WILLISTON PD

09/30/2020 16:16:57

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/30/2020 17:32

Air Blank 0.000 16:16

Control Test 0.078 16:16

Air Blank 0.000 16:16

WILLISTON PD

09/30/2020 16:18:52

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 09/30/2020 17:32

Air Blank 0.000 16:18

Control Test 0.078 16:18

Air Blank 0.000 16:18

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

WALTON COUNTY SO

01/04/2020 12:56:43

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 01/06/2020 23:35

Air Blank 0.000 12:55

ITP Check 0.080 12:56

Air Blank 0.000 12:56

WALTON COUNTY SO

01/04/2020 12:58:10

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/06/2020 23:35

Air Blank 0.000 12:57

Control Test 0.080 12:57

Air Blank 0.000 12:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

WALTON COUNTY SO

01/04/2020 13:10:45

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/07/2020 00:47

Air Blank 0.000 13:09

Control Test 0.080 13:10

Air Blank 0.000 13:10

WALTON COUNTY SO

04/22/2020 06:18:02

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/23/2020 11:09

Air Blank 0.000 06:16

Control Test 0.214 06:17

Air Blank 0.000 06:18

WALTON COUNTY SO

04/22/2020 06:31:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/23/2020 11:09

Air Blank 0.000 06:30

Control Test 0.204 06:31

Air Blank 0.000 06:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

WALTON COUNTY SO

04/22/2020 06:33:42

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/23/2020 11:09

Air Blank 0.000 06:32

Control Test 0.203 06:33

Air Blank 0.000 06:33

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

EUSTIS P.D.

01/21/2020 03:38:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/21/2020 04:56

Air Blank 0.000 03:37

Control Test 0.000 03:38

Air Blank 0.000 03:38

EUSTIS P.D.

01/21/2020 03:41:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/21/2020 04:56

Air Blank 0.000 03:40

Control Test 0.000 03:40

Air Blank 0.000 03:41

EUSTIS P.D.

06/22/2020 07:24:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/22/2020 08:13

Air Blank 0.000 07:23

Control Test 0.000 07:24

Air Blank 0.000 07:24

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

EUSTIS P.D.

08/08/2020 09:10:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/08/2020 09:57

Air Blank 0.000 09:09

Control Test 0.047 09:09

Air Blank 0.000 09:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

SARASOTA COUNTY SO

04/30/2020 10:18:11

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/30/2020 11:39

Air Blank 0.000 10:17

Control Test 0.078 10:17

Air Blank 0.000 10:18

SARASOTA COUNTY SO

04/30/2020 10:34:35

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 04/30/2020 11:39

Air Blank 0.000 10:33

ITP Check 0.083 10:34

Air Blank 0.000 10:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PINELLAS COUNTY SO

01/31/2020 00:12:01

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/05/2020 16:39

Air Blank 0.000 00:11

Control Test 0.063 00:11

Air Blank 0.000 00:12

PINELLAS COUNTY SO

01/31/2020 00:13:43

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 02/05/2020 16:39

Air Blank 0.000 00:12

ITP Check 0.080 00:13

Air Blank 0.000 00:13

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

NAS MAYPORT

06/19/2020 10:42:16

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/16/2020 12:04

Air Blank 0.000 10:41

Control Test 0.080 10:41

Air Blank 0.000 10:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ORANGE COUNTY S.O.

04/09/2020 15:47:19

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/09/2020 15:52

Air Blank 0.000 15:46

Control Test 0.080 15:46

Air Blank 0.000 15:47

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

03/06/2020 13:42:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/06/2020 15:29

Air Blank 0.000 13:41

Control Test 0.196 13:42

Air Blank 0.000 13:42

MARTIN COUNTY SO

03/06/2020 13:44:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/06/2020 15:29

Air Blank 0.000 13:43

Control Test 0.197 13:44

Air Blank 0.000 13:44

MARTIN COUNTY SO

03/06/2020 13:47:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/06/2020 15:29

Air Blank 0.000 13:45

Control Test 0.077 13:46

Air Blank 0.000 13:47

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

03/06/2020 13:49:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/06/2020 15:29

Air Blank 0.000 13:48

Control Test 0.047 13:48

Air Blank 0.000 13:49

MARTIN COUNTY SO

03/06/2020 13:51:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/06/2020 15:29

Air Blank 0.000 13:50

Control Test 0.000 13:50

Air Blank 0.000 13:51

MARTIN COUNTY SO

03/06/2020 13:54:03

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/06/2020 15:29

Air Blank 0.000 13:52

Control Test 0.000 13:53

Air Blank 0.000 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

04/04/2020 22:04:13

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/09/2020 14:30

Air Blank 0.000 22:03

Control Test 0.079 22:03

Air Blank 0.000 22:04

MARTIN COUNTY SO

07/03/2020 20:27:31

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:17

Air Blank 0.000 20:26

Control Test 0.079 20:26

Air Blank 20:27

Air Blank 0.000 20:27

MARTIN COUNTY SO

07/03/2020 20:29:47

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:17

Air Blank 0.000 20:28

Control Test 0.081 20:29

Air Blank 0.000 20:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

07/03/2020 20:32:50

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:17

Air Blank 0.000 20:32

Control Test 0.077 20:32

Air Blank 0.000 20:32

MARTIN COUNTY SO

07/03/2020 20:46:52

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:17

Air Blank 0.000 20:46

Control Test 0.077 20:46

Air Blank 0.000 20:46

MARTIN COUNTY SO

07/13/2020 22:23:24

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:17

Air Blank 0.000 22:22

Control Test 0.076 22:22

Air Blank 0.000 22:23

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

11/18/2020 15:19:06

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/03/2020 23:51

Air Blank 0.000 15:18

Control Test 0.078 15:18

Air Blank 0.000 15:19

MARTIN COUNTY SO

12/03/2020 22:11:57

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:51

Air Blank 0.000 22:10

Control Test 0.000 22:11

Air Blank 0.000 22:11

MARTIN COUNTY SO

12/03/2020 22:13:49

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:51

Air Blank 0.000 22:12

Control Test 0.000 22:13

Air Blank 0.000 22:13

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/03/2020 22:15:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:51

Air Blank 0.000 22:14

Control Test 0.000 22:15

Air Blank 0.000 22:15

MARTIN COUNTY SO

12/03/2020 22:17:58

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:51

Air Blank 0.000 22:16

Control Test 0.000 22:17

Air Blank 0.000 22:17

MARTIN COUNTY SO

12/03/2020 22:21:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:52

Air Blank 0.000 22:20

Control Test 0.047 22:21

Air Blank 0.000 22:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/03/2020 22:23:55

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:52

Air Blank 0.000 22:22

Control Test 0.079 22:23

Air Blank 0.000 22:23

MARTIN COUNTY SO

12/03/2020 22:26:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/03/2020 23:52

Air Blank 0.000 22:24

Control Test 0.200 22:25

Air Blank 0.000 22:26

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

CAPE CORAL PD

01/23/2020 11:42:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 12:14

Air Blank 0.000 11:41

Control Test 0.000 11:41

Air Blank 0.000 11:42

CAPE CORAL PD

01/27/2020 09:24:22

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/27/2020 12:14

Air Blank 0.000 09:23

Control Test 0.000 09:23

Air Blank 0.000 09:24

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

04/08/2020 10:46:13

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/08/2020 12:05

Air Blank 0.000 10:45

Control Test 0.079 10:45

Air Blank 0.000 10:46

COLLIER COUNTY SO

04/29/2020 14:39:29

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/30/2020 13:52

Air Blank 0.000 14:38

Control Test 0.079 14:38

Air Blank 0.000 14:39

COLLIER COUNTY SO

11/03/2020 11:12:47

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/04/2020 12:49

Air Blank 0.000 11:11

Control Test 0.000 11:12

Air Blank 0.000 11:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

11/03/2020 11:15:51

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/04/2020 12:49

Air Blank 0.000 11:14

ITP Check 0.077 11:15

Air Blank 0.000 11:15

COLLIER COUNTY SO

11/03/2020 11:24:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/04/2020 12:49

Air Blank 0.000 11:23

Control Test 0.047 11:24

Air Blank 0.000 11:24

COLLIER COUNTY SO

12/04/2020 12:50:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/04/2020 17:19

Air Blank 0.000 12:49

Control Test 0.000 12:50

Air Blank 0.000 12:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

12/04/2020 12:59:55

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/04/2020 17:19

Air Blank 0.000 12:59

ITP Check 0.078 12:59

Air Blank 0.000 12:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST PETERSBURG PD

03/09/2020 06:46:19

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/10/2020 15:33

Air Blank 0.000 06:45

Control Test 0.082 06:45

Air Blank 0.000 06:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

JACKSONVILLE SO

07/15/2020 00:53:48

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/15/2020 02:26

Air Blank 0.000 00:52

Control Test 0.078 00:53

Air Blank 0.000 00:53

JACKSONVILLE SO

11/25/2020 11:17:25

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/09/2020 11:56

Air Blank 0.000 11:16

Control Test 0.079 11:16

Air Blank 0.000 11:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

PORT ST LUCIE PD

08/26/2020 16:58:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/26/2020 17:41

Air Blank 0.000 16:57

Control Test 0.046 16:57

Air Blank 0.000 16:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002097CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

NAS JACKSONVILLE PD

12/31/2020 21:35:56

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/06/2021 04:19

Air Blank 0.000 21:34

Control Test 0.000 21:35

Air Blank 0.000 21:35

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

07/17/2020 10:39:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/17/2020 11:29

Air Blank 0.000 10:38

Control Test 0.080 10:38

Air Blank 0.000 10:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HERNANDO COUNTY SO

08/23/2020 22:46:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 08/24/2020 01:10

Air Blank 0.000 22:44

Control Test 0.082 22:45

Air Blank 0.000 22:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FERNANDINA BEACH PD

11/12/2020 09:41:12

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/13/2020 10:13

Air Blank 0.000 09:40

Control Test 0.081 09:40

Air Blank 0.000 09:41

FERNANDINA BEACH PD

11/12/2020 09:42:58

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/13/2020 10:13

Air Blank 0.000 09:42

ITP Check 0.083 09:42

Air Blank 0.000 09:42

FERNANDINA BEACH PD

11/13/2020 10:13:35

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 12/11/2020 17:33

Air Blank 0.000 10:12

Control Test 0.079 10:13

Air Blank 0.000 10:13

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FERNANDINA BEACH PD

11/13/2020 10:17:45

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/11/2020 17:33

Air Blank 0.000 10:16

ITP Check 0.079 10:17

Air Blank 0.000 10:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

LAKELAND PD

06/22/2020 10:20:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/22/2020 11:40

Air Blank 0.000 10:18

Control Test 0.195 10:19

Air Blank 0.000 10:20

LAKELAND PD

06/22/2020 10:23:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/22/2020 11:40

Air Blank 0.000 10:22

Control Test 0.197 10:22

Air Blank 0.000 10:23

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

02/07/2020 15:25:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/07/2020 18:33

Air Blank 0.000 15:24

Control Test 0.193 15:24

Air Blank 0.000 15:25

MARTIN COUNTY SO

02/07/2020 15:27:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/07/2020 18:33

Air Blank 0.000 15:26

Control Test 0.077 15:27

Air Blank 0.000 15:27

MARTIN COUNTY SO

02/07/2020 15:30:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/07/2020 18:33

Air Blank 0.000 15:29

Control Test 0.048 15:29

Air Blank 0.000 15:30

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

02/07/2020 15:32:34

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/07/2020 18:33

Air Blank 0.000 15:31

Control Test 0.000 15:32

Air Blank 0.000 15:32

MARTIN COUNTY SO

02/07/2020 15:34:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/07/2020 18:33

Air Blank 0.000 15:33

Control Test 0.000 15:33

Air Blank 0.000 15:34

MARTIN COUNTY SO

04/09/2020 10:56:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/09/2020 15:41

Air Blank 0.000 10:55

Control Test 0.193 10:56

Air Blank 0.000 10:56

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

04/09/2020 10:59:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/09/2020 15:41

Air Blank 0.000 10:57

Control Test 0.076 10:58

Air Blank 0.000 10:59

MARTIN COUNTY SO

04/09/2020 11:01:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/09/2020 15:41

Air Blank 0.000 10:59

Control Test 0.047 11:00

Air Blank 0.000 11:01

MARTIN COUNTY SO

04/09/2020 11:03:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/09/2020 15:41

Air Blank 0.000 11:01

Control Test 0.000 11:02

Air Blank 0.000 11:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

04/09/2020 11:05:12

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/09/2020 15:41

Air Blank 0.000 11:04

Control Test 0.000 11:04

Air Blank 0.000 11:05

MARTIN COUNTY SO

07/01/2020 22:27:39

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:26

Control Test 0.000 22:27

Air Blank 0.000 22:27

MARTIN COUNTY SO

07/01/2020 22:29:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:28

Control Test 0.000 22:29

Air Blank 0.000 22:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

07/01/2020 22:31:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:30

Control Test 0.007 22:31

Air Blank 0.000 22:31

MARTIN COUNTY SO

07/01/2020 22:33:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:32

Control Test 0.000 22:33

Air Blank 0.000 22:33

MARTIN COUNTY SO

07/01/2020 22:38:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:36

Control Test 0.000 22:37

Air Blank 0.000 22:38

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

07/01/2020 22:55:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:53

Control Test 0.050 22:54

Air Blank 0.000 22:55

MARTIN COUNTY SO

07/01/2020 22:57:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:56

Control Test 0.080 22:56

Air Blank 0.000 22:57

MARTIN COUNTY SO

07/01/2020 22:59:25

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 21:00

Air Blank 0.000 22:58

Control Test 0.201 22:58

Air Blank 0.000 22:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/04/2020 01:19:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:41

Air Blank 0.000 01:18

Control Test 0.000 01:19

Air Blank 0.000 01:19

MARTIN COUNTY SO

12/04/2020 01:22:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:41

Air Blank 0.000 01:21

Control Test 0.000 01:22

Air Blank 0.000 01:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

01/28/2020 19:52:02

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 02/07/2020 17:39

Air Blank 0.000 19:51

Control Test 0.079 19:51

Air Blank 0.000 19:52

MARTIN COUNTY SO

04/26/2020 21:17:33

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/08/2020 14:24

Air Blank 0.000 21:16

Control Test 0.080 21:17

Air Blank 0.000 21:17

MARTIN COUNTY SO

05/04/2020 22:01:18

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/08/2020 14:24

Air Blank 0.000 22:00

Control Test 0.081 22:00

Air Blank 0.000 22:01

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

05/04/2020 22:02:40

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/08/2020 14:24

Air Blank 0.000 22:01

Control Test 0.077 22:02

Air Blank 0.000 22:02

MARTIN COUNTY SO

05/07/2020 17:38:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/08/2020 14:24

Air Blank 0.000 17:37

Control Test 0.000 17:37

Air Blank 0.000 17:38

MARTIN COUNTY SO

06/03/2020 23:01:10

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/04/2020 00:17

Air Blank 0.000 23:00

Control Test 0.000 23:00

Air Blank 0.000 23:01

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

06/03/2020 23:03:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/04/2020 00:17

Air Blank 0.000 23:02

Control Test 0.007 23:03

Air Blank 0.000 23:03

MARTIN COUNTY SO

06/03/2020 23:05:54

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/04/2020 00:17

Air Blank 0.000 23:04

Control Test 0.051 23:05

Air Blank 0.000 23:05

MARTIN COUNTY SO

06/03/2020 23:08:23

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/04/2020 00:17

Air Blank 0.000 23:07

Control Test 0.082 23:07

Air Blank 0.000 23:08

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

06/03/2020 23:10:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 06/04/2020 00:17

Air Blank 0.000 23:09

Control Test 0.203 23:10

Air Blank 0.000 23:10

MARTIN COUNTY SO

07/02/2020 21:56:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:12

Air Blank 0.000 21:55

Control Test 0.078 21:56

Air Blank 0.000 21:56

MARTIN COUNTY SO

07/03/2020 00:05:27

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/09/2020 22:12

Air Blank 0.000 00:04

Control Test 0.078 00:04

Air Blank 0.000 00:05

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

09/18/2020 21:48:51

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/01/2020 02:10

Air Blank 0.000 21:48

Control Test 0.075 21:48

Air Blank 0.000 21:48

MARTIN COUNTY SO

12/04/2020 15:37:12

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 15:36

Control Test 0.000 15:36

Air Blank 0.000 15:37

MARTIN COUNTY SO

12/04/2020 15:39:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 15:37

Control Test 0.000 15:38

Air Blank 0.000 15:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/04/2020 18:59:38

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 18:58

Control Test 0.000 18:59

Air Blank 0.000 18:59

MARTIN COUNTY SO

12/04/2020 19:10:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:08

Control Test 0.049 19:09

Air Blank 0.000 19:10

MARTIN COUNTY SO

12/04/2020 19:11:53

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:10

Control Test 0.050 19:11

Air Blank 0.000 19:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/04/2020 19:13:40

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:12

Control Test 0.049 19:13

Air Blank 0.000 19:13

MARTIN COUNTY SO

12/04/2020 19:15:27

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:14

Control Test 0.050 19:14

Air Blank 0.000 19:15

MARTIN COUNTY SO

12/04/2020 19:21:50

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:21

Control Test 0.000 19:21

Air Blank 0.000 19:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/04/2020 19:23:59

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:22

Control Test 0.048 19:23

Air Blank 0.000 19:23

MARTIN COUNTY SO

12/04/2020 19:25:55

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:24

Control Test 0.048 19:25

Air Blank 0.000 19:25

MARTIN COUNTY SO

12/04/2020 19:27:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:26

Control Test 0.050 19:27

Air Blank 0.000 19:27

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

12/04/2020 19:29:28

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2021 09:13

Air Blank 0.000 19:28

Control Test 0.049 19:28

Air Blank 0.000 19:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006170CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

01/11/2020 00:31:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/11/2020 01:40

Air Blank 0.000 00:30

Control Test 0.193 00:30

Air Blank 0.000 00:31

MARTIN COUNTY SO

01/11/2020 00:33:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/11/2020 01:40

Air Blank 0.000 00:31

Control Test 0.076 00:32

Air Blank 0.000 00:33

MARTIN COUNTY SO

01/11/2020 00:34:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/11/2020 01:40

Air Blank 0.000 00:33

Control Test 0.045 00:34

Air Blank 0.000 00:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006170CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

01/11/2020 00:36:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/11/2020 01:40

Air Blank 0.000 00:35

Control Test 0.000 00:36

Air Blank 0.000 00:36

MARTIN COUNTY SO

01/11/2020 00:37:51

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/11/2020 01:40

Air Blank 00:37

Air Blank 00:37

MARTIN COUNTY SO

01/11/2020 00:39:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/11/2020 01:40

Air Blank 0.000 00:38

Control Test 0.000 00:39

Air Blank 0.000 00:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006170CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARTIN COUNTY SO

07/02/2020 02:11:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 07/02/2020 20:44

Air Blank 0.000 02:09

Control Test 0.048 02:10

Air Blank 0.000 02:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

HOMESTEAD PD

01/29/2020 13:17:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 01/29/2020 15:35

Air Blank 0.000 13:16

Control Test 0.047 13:17

Air Blank 0.000 13:17

HOMESTEAD PD

04/28/2020 09:29:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/28/2020 10:31

Air Blank 0.000 09:28

Control Test 0.046 09:29

Air Blank 0.000 09:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

OCALA POLICE DEPT

11/25/2020 19:17:46

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/25/2020 20:18

Air Blank 0.000 19:16

Control Test 0.193 19:17

Air Blank 0.000 19:17

OCALA POLICE DEPT

11/25/2020 19:20:04

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/25/2020 20:18

Air Blank 0.000 19:18

Control Test 0.076 19:19

Air Blank 0.000 19:20

OCALA POLICE DEPT

11/25/2020 19:22:30

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/25/2020 20:18

Air Blank 0.000 19:21

Control Test 0.050 19:21

Air Blank 0.000 19:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ESCAMBIA COUNTY SO

02/14/2020 19:25:07

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 02/14/2020 21:30

Air Blank 0.000 19:23

Control Test 0.000 19:24

Air Blank 0.000 19:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006472CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

04/03/2020 23:20:16

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/21/2020 23:29

Air Blank 0.000 23:19

Control Test 0.080 23:19

Air Blank 0.000 23:20

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MANATEE COUNTY SO

04/20/2020 08:04:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/21/2020 07:59

Air Blank 0.000 08:03

Control Test 0.050 08:04

Air Blank 0.000 08:04

MANATEE COUNTY SO

04/20/2020 08:06:50

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/21/2020 07:59

Air Blank 0.000 08:05

Control Test 0.080 08:06

Air Blank 0.000 08:06

MANATEE COUNTY SO

04/20/2020 08:08:53

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/21/2020 07:59

Air Blank 0.000 08:07

Control Test 0.201 08:08

Air Blank 0.000 08:08

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP MIAMI

07/14/2020 02:17:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/01/2020 04:35

Air Blank 0.000 02:16

Control Test 0.082 02:17

Air Blank 0.000 02:17

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP

05/22/2020 18:29:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/22/2020 22:32

Air Blank 0.000 18:28

Control Test 0.046 18:29

Air Blank 0.000 18:29

FHP

05/22/2020 19:52:37

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/22/2020 22:32

Air Blank 0.000 19:51

Control Test 0.046 19:52

Air Blank 0.000 19:52

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

05/22/2020 18:28:45

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/22/2020 22:37

Air Blank 0.000 18:27

Control Test 0.074 18:28

Air Blank 0.000 18:28

FL HIGHWAY PATROL

05/22/2020 18:31:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/22/2020 22:38

Air Blank 0.000 18:29

Control Test 0.195 18:30

Air Blank 0.000 18:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MANATEE COUNTY SO

12/15/2020 14:13:35

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/16/2020 08:05

Air Blank 0.000 14:12

Control Test 0.201 14:13

Air Blank 0.000 14:13

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FL HIGHWAY PATROL

07/27/2020 11:09:34

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/17/2020 12:08

Air Blank 0.000 11:08

Control Test 0.045 11:09

Air Blank 0.000 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP

09/04/2020 11:19:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/04/2020 13:30

Air Blank 0.000 11:18

Control Test 0.000 11:18

Air Blank 0.000 11:19

FHP

09/04/2020 11:21:14

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/04/2020 13:30

Air Blank 0.000 11:20

Control Test 0.000 11:20

Air Blank 0.000 11:21

FHP

10/04/2020 08:22:34

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 07:32

Air Blank 0.000 08:21

Control Test 0.078 08:22

Air Blank 0.000 08:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP

10/04/2020 08:25:11

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 07:32

Air Blank 0.000 08:23

Control Test 0.000 08:24

Air Blank 0.000 08:25

FHP

10/04/2020 08:27:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 07:32

Air Blank 0.000 08:26

Control Test 0.000 08:27

Air Blank 0.000 08:27

FHP

10/04/2020 08:29:32

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/07/2020 07:32

Air Blank 0.000 08:28

Control Test 0.000 08:29

Air Blank 0.000 08:29

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006762CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP L

05/06/2020 15:11:29

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/21/2020 13:58

Air Blank 0.000 15:10

Control Test 0.197 15:10

Air Blank 0.000 15:11

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP G

03/11/2020 17:55:44

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/11/2020 19:04

Air Blank 0.000 17:54

Control Test 0.075 17:55

Air Blank 0.000 17:55

FHP TROOP G

03/11/2020 17:58:05

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/11/2020 19:04

Air Blank 0.000 17:56

Control Test 0.048 17:57

Air Blank 0.000 17:58

FHP TROOP G

03/11/2020 18:00:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/11/2020 19:04

Air Blank 0.000 17:58

Control Test 0.188 17:59

Air Blank 0.000 18:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP G

03/11/2020 18:10:01

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/11/2020 19:04

Air Blank 0.000 18:08

Control Test 0.190 18:09

Air Blank 0.000 18:10

FHP TROOP G

04/13/2020 20:17:13

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 20:59

Air Blank 0.000 20:16

Control Test 0.046 20:16

Air Blank 0.000 20:17

FHP TROOP G

04/13/2020 20:19:17

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 20:59

Air Blank 0.000 20:18

Control Test 0.075 20:18

Air Blank 0.000 20:19

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP G

04/13/2020 20:21:20

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 04/13/2020 20:59

Air Blank 0.000 20:20

Control Test 0.194 20:20

Air Blank 0.000 20:21

FHP TROOP G

05/06/2020 18:50:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/11/2020 20:17

Air Blank 0.000 18:49

Control Test 0.043 18:50

Air Blank 0.000 18:50

FHP TROOP G

05/06/2020 19:02:16

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/11/2020 20:17

Air Blank 0.000 19:01

Control Test 0.047 19:01

Air Blank 0.000 19:02

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP G

05/06/2020 19:04:21

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/11/2020 20:17

Air Blank 0.000 19:03

Control Test 0.077 19:03

Air Blank 0.000 19:04

FHP TROOP G

05/06/2020 19:06:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 05/11/2020 20:17

Air Blank 0.000 19:05

Control Test 0.195 19:05

Air Blank 0.000 19:06

FHP TROOP G

09/28/2020 20:08:08

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/28/2020 21:13

Air Blank 0.000 20:06

Control Test 0.181 20:07

Air Blank 0.000 20:08

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP G

09/28/2020 20:21:59

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 09/28/2020 21:13

Air Blank 0.000 20:20

Control Test 0.194 20:21

Air Blank 0.000 20:21

FHP TROOP G

10/02/2020 19:36:09

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/02/2020 20:25

Air Blank 0.000 19:34

Control Test 0.185 19:35

Air Blank 0.000 19:36

FHP TROOP G

10/02/2020 19:47:18

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/02/2020 20:25

Air Blank 0.000 19:46

Control Test 0.191 19:46

Air Blank 0.000 19:47

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

FHP TROOP G

11/19/2020 18:59:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/19/2020 20:16

Air Blank 0.000 18:58

Control Test 0.048 18:59

Air Blank 0.000 18:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

BROWARD COUNTY SO

10/06/2020 04:41:43

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/08/2020 13:04

Air Blank 0.000 04:40

Control Test 0.059 04:41

Air Blank 0.000 04:41

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

02/27/2020 12:21:19

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/15/2020 13:54

Air Blank 0.000 12:20

Control Test 0.082 12:20

Air Blank 0.000 12:21

COLLIER COUNTY SO

09/23/2020 10:01:34

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/02/2020 12:51

Air Blank 0.000 10:00

Control Test 0.078 10:01

Air Blank 0.000 10:01

COLLIER COUNTY SO

11/05/2020 10:52:31

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/05/2020 12:53

Air Blank 0.000 10:51

Control Test 0.000 10:52

Air Blank 0.000 10:52

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

11/05/2020 10:54:07

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/05/2020 12:54

Air Blank 0.000 10:53

ITP Check 0.083 10:53

Air Blank 0.000 10:54

COLLIER COUNTY SO

12/08/2020 15:03:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/09/2020 10:56

Air Blank 0.000 15:02

Control Test 0.000 15:02

Air Blank 0.000 15:03

COLLIER COUNTY SO

12/08/2020 15:06:06

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/09/2020 10:56

Air Blank 0.000 15:04

Control Test 0.000 15:05

Air Blank 0.000 15:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

12/08/2020 15:07:40

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/09/2020 10:56

Air Blank 0.000 15:06

ITP Check 0.083 15:07

Air Blank 0.000 15:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

05/05/2020 11:18:41

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 05/06/2020 11:51

Air Blank 0.000 11:17

ITP Check 0.082 11:18

Air Blank 0.000 11:18

COLLIER COUNTY SO

05/05/2020 11:32:44

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 05/06/2020 11:51

Air Blank 0.000 11:31

ITP Check 0.082 11:32

Air Blank 0.000 11:32

COLLIER COUNTY SO

05/05/2020 11:37:38

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 05/06/2020 11:51

Air Blank 0.000 11:36

ITP Check 0.082 11:37

Air Blank 0.000 11:37

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

10/20/2020 10:42:56

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 11/10/2020 15:10

Air Blank 0.000 10:42

Control Test 0.079 10:42

Air Blank 0.000 10:42

COLLIER COUNTY SO

11/05/2020 16:20:00

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 11/10/2020 15:10

Air Blank 0.000 16:18

Control Test 0.048 16:19

Air Blank 0.000 16:20

COLLIER COUNTY SO

11/05/2020 16:21:31

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 11/10/2020 15:10

Air Blank 0.000 16:20

ITP Check 0.082 16:21

Air Blank 0.000 16:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

COLLIER COUNTY SO

12/10/2020 12:24:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/14/2020 14:41

Air Blank 0.000 12:23

Control Test 0.000 12:23

Air Blank 0.000 12:24

COLLIER COUNTY SO

12/10/2020 12:27:24

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 12/14/2020 14:41

Air Blank 0.000 12:26

Control Test 0.000 12:26

Air Blank 0.000 12:27

COLLIER COUNTY SO

12/10/2020 12:31:22

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 12/14/2020 14:41

Air Blank 0.000 12:30

ITP Check 0.082 12:30

Air Blank 0.000 12:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

CHARLOTTE COUNTY
SO

09/27/2020 07:28:43

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 10/28/2020 09:55

Air Blank 07:28

Air Blank 0.000 07:28

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARION COUNTY SO

01/28/2020 14:06:39

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/28/2020 15:19

Air Blank 0.000 14:05

Control Test 0.080 14:06

Air Blank 0.000 14:06

MARION COUNTY SO

05/26/2020 14:57:57

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 05/26/2020 21:35

Air Blank 0.000 14:57

Control Test 0.000 14:57

Air Blank 0.000 14:57

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

MARION COUNTY SO

08/27/2020 10:50:47

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 08/27/2020 12:12

Air Blank 0.000 10:50

Control Test 0.000 10:50

Air Blank 0.000 10:50

MARION COUNTY SO

10/28/2020 11:16:58

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 10/28/2020 12:32

Air Blank 0.000 11:16

Control Test 0.000 11:16

Air Blank 0.000 11:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007173CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

WALTON COUNTY SO

01/06/2020 21:00:57

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 01/06/2020 23:39

Air Blank 0.000 21:00

Control Test 0.078 21:00

Air Blank 0.000 21:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007252CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TREASURE ISLAND PD

03/20/2020 11:17:52

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/20/2020 13:06

Air Blank 0.000 11:16

Control Test 0.052 11:17

Air Blank 0.000 11:17

TREASURE ISLAND PD

03/20/2020 11:21:19

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/20/2020 13:06

Air Blank 0.000 11:20

Control Test 0.051 11:20

Air Blank 0.000 11:21

TREASURE ISLAND PD

03/20/2020 11:25:41

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/20/2020 13:06

Air Blank 0.000 11:24

Control Test 0.078 11:25

Air Blank 0.000 11:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007252CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

TREASURE ISLAND PD

03/20/2020 11:28:48

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/20/2020 13:06

Air Blank 0.000 11:27

Control Test 0.105 11:28

Air Blank 0.000 11:28

TREASURE ISLAND PD

03/20/2020 11:31:15

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/20/2020 13:06

Air Blank 0.000 11:30

Control Test 0.107 11:30

Air Blank 0.000 11:31

TREASURE ISLAND PD

03/20/2020 11:52:53

Agency:

Date/Time:

Standard Type: Wet Bath

Event Source: Local

Data Download Date/Time: 03/20/2020 13:06

Air Blank 0.000 11:51

Control Test 0.193 11:52

Air Blank 0.000 11:52

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

ST JOHNS SO

07/03/2020 17:34:28

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 07/22/2020 11:09

Air Blank 0.000 17:33

Control Test 0.079 17:33

Air Blank 0.000 17:34

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Control Test Electronic Data

Florida Department of Law Enforcement

Alcohol Testing Program

WALTON COUNTY SO

03/06/2020 13:36:26

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 03/12/2020 06:56

Air Blank 0.000 13:35

Control Test 0.078 13:35

Air Blank 0.000 13:36

WALTON COUNTY SO

03/06/2020 13:38:01

Agency:

Date/Time:

Standard Type: ITP

Event Source: Local

Data Download Date/Time: 03/12/2020 06:56

Air Blank 0.000 13:37

ITP Check 0.080 13:37

Air Blank 0.000 13:38

WALTON COUNTY SO

04/22/2020 01:42:34

Agency:

Date/Time:

Standard Type: Dry Gas

Event Source: Local

Data Download Date/Time: 04/22/2020 16:19

Air Blank 0.000 01:41

Control Test 0.077 01:42

Air Blank 0.000 01:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.


