B 0 -000ea] e,

Florida Department of Law Enforcement
Alcohol Testing Program

A
leop, DLE
Sti)
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "9 Progrs
m
Agency: FDLE Serial Number: 80-000228
Time of Inspection: 07:34 Date of Inspection: 11/24/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection}): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
) Yege
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201602D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.049 0.078 G196 0.080
0.000 0.048 0.079 0187 0.080
0.000 0.049 0.079 0.197 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

C’%ﬁ\* 2 Ca_u42 BRAD R COLLITO

S8ignature and Printed Name

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

FD
AGENCY INSPECTION REPORT - INTOXILYZER sod‘UCOho;Tesﬁrf;fp
ro
Serial Number: 80-000228 8ram
Software: 8100.27

RE CEj VED
Krog 2017

Agency: FDLE

Time of Inspection: 20:18 Date of Inspection: 10/08/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.049 0.079 0. 157 0.080
0.000 0.049 0.079 0.198 0.079
0.000 0.050 0.079 0.198 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in a;iordance with the provisions of Chapter 11D-8, FAC.

R ue

Signature and Printed Name

BRAD R COLLITO

¥+

10/08/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

Agency: FDLE
Time of Inspection: 19:56

Serial Number: 80-000228

Date of Inspection: 09/18/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
{ Yes
Alcohcl Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.049 0. 079 0.196 0.081
0.000 0.0459 0.080 0.197 0.081
0.000 0.049 0.080 0.197 0.080
Number of Simulators Used: 5
Remarks:
The akove instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAaAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

S:Vt “B. Cllidn 1192

Signature and Printed Name

BRAD R COLLITQ

09/18/2017
Date

FDLE/ATP Form 40 ~ March 2004
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Florida Department of Law Enforcement 45 5, -
Alcohol Testing Program Alcong, . FOLg
esy
AGENCY INSPECTION REPORT - INTOXILYZER 8000 9 R "09ram,

Agency: FDLE
Time of Inspection: 20:51

Serial Number: 80-000228

Date of Inspection: 08/22/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OX
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:28515080A2
Exp: 11/05/2017
0.000 0.048 0.079 0:.3109 0.078
¢.000 0.0458 0.080 0:199 0.077
0.000 0.049 0.080 0.199 0.077
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

%‘?'} (% ({),-.... 092 BRAD R COLLITO
' Signature and Printed Name

08/22/2017
Date

FOLE/ATP Form 40— March 2004



Agency: FDLE

FO- o8 gy,

Alcohol Testing Program

Florida Department of Law Enforcement

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Serial Number:

Time of Inspection: 20:38 Date of Inspection: 07/19/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

- No
Diagnostic Check (Pre-Inspection): OK

Yes

Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04,/05/2018 Lot#:28515080A2

Exp: 11/05/2017
€.000 0.049 0.079 0.198 0.078
0.000 0.050 0.07% 0.198 0.078

l0.0DD C.049 0.079 0.198 0.078

Number of Simulators Used: S

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

naz

BRAD R CQOLLITO

gt.fB L

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

07/19/2017

Date

80-000228
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Florida Department of Law Enforcement
Alcohol Testing Program

- e T ‘4c F?)
___———-—————-—-—————A———'———————__—f e
SGENCY INSPECTION REPORT — INTOXILYZER 8000 °"°’Tes,,,f£°
21 Number: 80-000228 o
o ek 3130 27 9ram

Agency: FDLE 06/13/2017 software:

Time of Inspection: 21:46 pate of Inspection:

Check or Test ) o .
Date and/or Time Adjusted

Diagnostic Check (Pre-Inspectioﬂ):

Alcohol Free Subject Test: 0.000

Mouth Alcohol Test: Slope Not Met

Interferent Detect Test: Interferent Detect

Diagnostic Check (Post-Inspection): OK

alcohol Fres 0.05g/210L Test 0 085/210L Test | 0.20g/210L Teut [ 0.08 g/210.
Test (g/210L) {g/210L) . lg/210L) Dry ‘as Stu Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201504C {g/2:0L)

Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04.05/201¢ Lot#: :B515 JAZ

Exp: +1/05,£017

0.000 0.049 0.080 0.198 0.078
0.000 0.049 0.080 0.198 0.078
0.000 0.049 0.080 0.199 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certif
perfemeg t!;r;at I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
s ?giglon b accordance with the provisions of Chapter 11D-8, FAC. S

qu
s BRAD R COLLITOC
Signature and Printed Name

06/13/2017

FDLE/ATP Form 40 — March 2004

R s R
i




Florida Department of Law Enforcement

Alcohol Testing Program A F
05017-98?(5
AGENCY INSPECTION REPORT - INTOXILYZER 8000 g Py,
Iran,
Agency: FDLE Serial Number: 80-000228
Time of Inspection: 18:28 Date of Imspection: 05/11/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
: Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201604C {g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:28515080A2
Exp: 11/05/2017
0.000 0.049 0.080 0.199 0.078
0.000 0.049 0.080 0.201 0.078
0.000 0.050 0.080 0.201 0.078
Number of Simulators Used: S
Remarks:
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

BRAD R COLLITO

05/11/2017

Date

FDLE/ATP Form 40 — March 2004

Signature and Printed Name
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000228
Software: 8100.27

Agency: FDLE

Time of Inspection: 01:12 Date of Inspection: 04/13/2017

Check or Test YES NO
Date and/or Time Adjusted
| No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201507A Lot#:201601F Lot#:201505A (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:28515080A2
Exp: 11/05/2017
C.000 0.048 0.078 0.1%4 0.079
0.000 0.048 0.080 0.198 8 6 .
| 0.000 | 0.048 0.079 0.199 0.079
Number of Simulators Used: 5
Remarks:
A F / M A: Range Exceeded.
The above instrument complies ( X )} does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that T
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

r‘%. A Al

ﬁ\ = Signature and Printed Name

BRAD R COLLITO

04/13/2017
Date

FDLE/ATP Form 40 - March 2004
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Florida Department of Law Enforcement M_E
Alcohol Testing Program A “b 20
INTOXILYZER 8000,

AGENCY INSPECTION REPORT -

Serial Number: 80-000228
Software: 8100.27

Agency: FDLE

Time of Inspection: 21:07 Date of Inspection: 03/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
- Yes
| Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test "] 06.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201505A (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:28515080A2
T Bxp: 11/05/2017
0.000 0.049 0.080 0..201 0.080
0.000 0.049 0.080 ¢.202 6.078
0.000 0.049 0.080 0.202 0.080

Number of Simulators Used: 5

Remarks:
A F / M A: Range Exceeded.

The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspectii in accordance with the provisions of Chapter 11D-8, FAC.

Qéf.l’r/gl 1192,

BRAD R CQLLITO

Signature and Printed Name

03/26/2017
Date

FDLE/ATP Form 40 — March 2004
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FDLE

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000228
03/25/2017

Software: 8100.27

Test g/210L Ti
Air Blank 0.000 00
Control Test 0.188 )]
Air Blank 0.000 00
Control Test 0.196 00
Air Blank 0.000 00
Control Test 0.197 00
Air Blank 0.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test 0.199 00
Air Blank 0.000 00
Control Test 0.197 00
Air Blank 0.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test 0.158 (810]
Air Blank 0.000 00
Control Test 0.198 0o
Air Blank 0.000 00
Control Test 0.198 00
Air RBRlank 0.000 felo}
Control Test 0.197 00
Air Blank 0.000 00
Control Test 0.198 fo]le]
Air Blank 0.000 00
Control Test £.188 00
Air Blank 0.000 00
Control Test 0.1¢88 00
Alr Blank 0.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test 0.198 00
Air Blank Q.000 00
Control Test 0.198 00
Air Blank 0.000 00
Control Test Stats

Average 0.1973

Std Dev 0.0023

Rel Std Dev (%) 1.1523

@a:f% C_nﬁg

Operﬁtor‘s Signature

:26
127
28
:28
129
:30
130
A%
132
+32
133
134
134
;35
:36
136
137
138
:38
139
140
40
:41
142
:43
143
44
145
:45
146
:47
:47
:48
:49
:49
150
+5E
ST
152
53
: 53
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Florida Department of Law Enforcement

; > ®. 201
Alcohol Testing Program Aoy, FOL d
N0 1, - F
AGENCY INSPECTION REPORT - INTOXILYZER 8000 n”m@nh@m
m

Serial Number: 80-000228
Software: 8100.27

Agency: FDLE

Time of Inspection: 20:50 Date of Inspection: 03/15/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201505A (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:28515080A2
Exp: 11/05/2017
0.0060 0.0459 0.079 0.201 / 0.201 0.080
0.000 0.049 0.080 0.201 [/ 0.204 >.079
0.000 0.0459 0.080 / 0.203 {0.079
Number of Simulators Used: 5
Remarks:
20: RFI Detect.
The above instrument complies ( X )} does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

W73 3RAD R COLLITO

Signature and Printed Name

03/15/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement 5 201

Alcohol Testing Program Alcong . FDLE
ol T

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000228
Software: 8100.27

>fing B Ogram

Agency: FDLE

Time of Inspection: 12:14 Date of Inspection: 02/15/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slcpe Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): 0K
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201505a (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:28515080A2
Exp: 11/05/2017
0.000 0.048 0.078 0.199 0.078
0.000 0.049 0.079 0.200 0.078
0.000 0.049 0.078 0.200 0.079
Number of Simulators Used: 5
Remarks:
A F / M A: Range Exceeded.
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performe is inspection in accordance with the provisions of Chapter 11D-8, FAC.
% CL/MZ BRAD R COLLITO
P4

\ ] Signature and Printed Name

02/15/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: FDLE Serial Number: 80-000228
Time of Inspection: 11:18 Date of Inspection: 02/02/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK
No

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Lot#:
Exp:

Number of Simulators Used:

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT. NOT

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this 1nspeE:ifQEin accordance with the provisions of Chapter 11D-8, FAC.

hCLﬁCL nu (;Eﬁ%
| CZ‘:E ,ranU“ '

The above instrument complies ( \YK\) does not comply (

A COMPLIANCE CHECK.

DANIELLE M BELL

) with Chapter 11D-8, FAC.

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

02/02/2017
Date

o

AE



