Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

RECEIVED
0CT 25 2017

FDLE

Alcohol Testing Program
INTOXILYZER 8000

Serial Number: 80-000759

Agency: FL HIGHWAY PATROL
Time of Inspection: 20:27 Date of Inspection: 10/03/2017 Software: 8100.27
Check or Test YES NO |
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611E Lot#:201604C (g/210L)

Exp: 03/07/201% Exp: 11/15/2018 Exp: 04/05/2018 Lot#:461551

Exp: 06/15/2019
0.000 0.047 0.077 0.194 0.080
0.000 0.048 0.077 0.196 0.081
0.000 0.048 0.078 0.197 0.081

Number of Simulators Used: 5

Remarks:
N/2&

The above instrument complies | X

I certify that I h
performed this ins

&

) do

tion in accordanij/g
A— & 21 _}“‘\

FDLE/ATP Form 40 — March 2004

es not ccmply |

ith the provisions of

) with Chapter 11D-8, FAC.

Chapter 11D-8, FAC.

Signature and Printed Name

10/03/2017
Date

SUSAN M BRRGE _

,B a valid Florida Department of Law Enforcement Agency Inspector Permit and that I



RECEIVED
Florida Department of Law Enforcement  sep 1 42017
Alcohol Testing Program EDLE

Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000759

Agency: FL HIGHWAY PATROL
Software: 8100.27

Time of Inspection: 09:23 Date of Inspection: 08/04/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcochol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:461951
Exp: 06/15/201%
0.000 0.046 0.078 04:397 0.080
0.000 0.047 0.077 Q197 0.0789
0.000 0.047 0.077 0.187 0.079
Number of Simulators Used: 5
Remarks:
NA
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify tjflat I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
is inspection iq/ ccordancg/yith the provisions of Chapter 11D-8, FAC.

S A

Sfénature and Printed Name

SUSAN M BARGE

05/04/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

AUL 2 § 2017
DLE

AGENCY INSPECTION REPORT - INTOXILYZER 806{gohol T

Agency: FL HIGHWAY PATROL Serial Number: 80-000759
Time of Inspection: 08:15 Date of Inspection: 08/22/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

(g/210L) (g/210L) Dry Gas Std Test

Test

{g/210L)

Lot#:201611B

Lot#:201702B

(g/210L)

(g/210L) Lot#:201603D
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:461651
Exp: 06/15/2019
0.000 0.046 0.078 0.201 0.079
0.000 0.0456 0.078 0.201 0.079
0.000 0.046 0.078 0.200 0.07%

Number of Simulators Used: 5

Remarks:
NA

The above instrument complies X

) does not comply (

) with Chapter 11D-8§,

I certify that/I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this,

spection in accor?;g&

,;%?Z?,4___ﬂ

e with the provisions of Chapter 11D-8, FAC.

SUSAN M BARGE

e FVE
é/_ et /

(=4

FDLE/ATP Form 40 — March 2004

~Signature and Printed Name

08/22/2017
Date

ECEIVED

asting Program




RECEIVED
AU~ 29 2017

FDLE
Alcohol T=stina Program

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-000759
Time of Inspection: 18:09 Date of Inspection: 07/20/2017 Software: B100.27
Check or Test | YES NO |
Date and/or Time Adjusted | ; '
| No |
Diagnostic Check (Pre-Inspection): OK . ? 1
- B | Yes ; |
Alcohol Free Subject Test: 0.000 | | |
. E Yes | J
Mouth Alcohol Test: Slope Not Met - : I !
o ) o ) Yes |
Interferent Detect Test: Interferent Detect | 1
. - il | ]
Diagnostic Check (Post-Inspection): OK [
o o ve |
Alcohol Free [ 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test [ 0.08 g/210L N
Test (g/210L) (g/210L) {(g/210L) Dry Gas Std Test J
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702E {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:46195] J
______ I - A —— ; Exp: 06/1°'
0.000 0.046 0.076 0.197 | 0.080
0.000 0.046 0% OT7F 0.1%98 0.079
0.099 | 0.046 J 0.076 0.198 0.080

Number of Simulators Used: &

Remarks:
N/A

The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that 1

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC
/Swaq NV, e

gg:ég;lﬁuii:;z::jaﬁ—_ﬂ”" _ JOANN
j Fr- /f" [

Signature and Printed Name

FDLE/ATP Form 40— March 2004



| _ RECEIVED
Florida Department of Law Enforcement JUL 26 2007

Alcohol Testing Program EDLE
AGENCY INSPECTION REPORT - INTOXILYZER 8008Phol Testing Program

Serial Number: 80-000759

Agency: FL HIGHWAY PATROL

Time of Inspection: 18:09 Date of Inspection: 07/20/2017 Software: 8100.27
Check or Test | YES NO
Date and/or Time Adjusted B ? ' N

No

Diagno;séi?éhé;:]—c (Pre-Inspection): OK i
Yes
Alcohol Free Subject Test: 0.000 - | ' |
| Yes |
Mouth Alcohol Test: Slope Not Met
) Yes
Interferent Detect Test: Interferent Detect ' 1‘
Yes ( |
Diagnostic Check (Post-Inspection): OK f ! '
N N | Yes | |
[Alcohol Free [ 0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test [ 0.08 g/210L ]
Test (g/219L) (g/210L) (9/210:_..) 7 Dry Gas Std Test J
(g/210L) Lot#:2061603D Lot#:201611E Lot#:201702E {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/201 Lot#:461951 |
\ . : | S | Exp: 06 lnooold B
0.000 . 0.046 0.078 0.197 0.080 ]
0.000 | 0.046 0.077 0.198 0.079 J'
| 0.000 | 0.046 0.076 0.198 0.080 J

Number of Simulators Used: &

Remarks:
N/A

The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

R A A Y
ﬁL’/”— ,/////, Signature and Printed Name ‘, EESV : “F
> 7

07/20/2017 — 7 2,
Date ///i’ LA a _j“")’"““—

FDLE/ATP Form 40 March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

GENCY INSPECTION REPORT - INTdXILYZER 8000

Agency: FL HIGHWAY PATROL . ' Serial Number: 8§0-000759
Time of Inspection: 12:33 Date of Inspection: 06/06/2017 Software: 8100.27
| Check or Test YES NO |
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK |
Yes |
Alcohol Free Subject Test: 0.000 1
Yes | |
Mouth Alcohol Test: Slope Not Met _j
Yes r
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
| Yes | ’
Alcohol Free 0.05g/210L Test 0.089/210L Test D.ZDg:’ZIOL Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot 201603D Lot#:201611B Lot#:2017028 (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:46195]
Exp: 06/15/2019
0.000 0.047 0.076 0.193 0.078
0.000 0.047 0.077 0.197 0.078
0.000 0.047 0.076 0.198 0.079
Number of Simulators Used: 3
Remarks:
N/A
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida De

tion in accordance wi

th the provisions of Chapter 11D-8, FAC.

SUSAN M BARGE

performed thisiﬁc
pH te
G sV Bty <

gnature and Printed Name

FDLE/ATP Form 40 — March 2004

1

01

06/06/20
e

Dat

partment of Law Enforcement Agency Inspector Permit and that I



Florida Department of Law Enforcement
Alcohol Testing Program

GENCY INSPECTION REPORT - INTO:XILYZER 8000

Serial Number: 80-000759
Software: 8100.27

Agency: FL HIGHWAY PATROL

|
Time of Inspection: 11:58 Date of Inspection; 06/06/2017

Check or Test j YES NO |
Date and/or Time Adjusted i
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
i Yes
Interferent Detect Test: Interferent Detect
: L Yes
Diagnostic Check (Post-Inspection): OK :
" ) - No
[Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g5/210L Test 0.08 g/210L
Test (g/210L) ' '(g/210L) (g/21DL) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#: Lot#: (g/210L)
Exp: 03/08/20]8 Exp: Exp: | Lot#:
Exp:
0.000
0.000 ;
L E——
0.000

Number of Simulators Used: 5

Remarks:
05: RFI Detect SOMEONE WALKED BY WITH A CELL PHONENon—complii:ffi:fgrj/}t—fa

The above instrument complies ( ) does not comply ( X ) with Chapter 11D-8, FAC.

old a valid Florida Department of Law Enforcement' Agency Inspector Permit and that I
tion in accordance with the provisions of Chapter 11D-B, FAC.

/ML 'gﬁﬂ,\ SUSAN M BARGE S

Sigfature and Printed Name

I certify that
performed this j

06/06/2017
Date

FDLE/ATP Form 40 — March 2004



RECEIVED
APR 10 2017

FDLE
Alcohol Testing Program

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-00075¢
Software: 8100,27

Agency: FL HIGHWAY PATROL

Time of Inspection: 21:01 Date of Inspection: 04/03/2017

| Check or Test YES | NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes o
Alcochol Free Subject Test: 0.000 T 41
Yes '
Mouth Alcohol Test: Slope Not Met wu*i*fﬂ
Yes AAAJ
Interferent Detect Test: Interferent Detect
Yes N )
| Diagnostic Check (Post-Inspection): OK o
4 . Yes SRR PEEOIR——
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507a Lot#:201502G Lot#:201505A (g/210L)
Exp: 07/14/2017 Exp: 02/24/2017 Exp: 05/12/2017 Lot#:461951
Exp: 06/15/2019 |
.000 0.046 0.076 0.197 0.080 '
0.000 0.047 0.077 0.197 0.079
0.000 0.046 0.077 0197 | 0.079
Number of Simulators Used: 5
Remarks:
NA
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

d a valid Florida Department of Law Enforcement Agency Inspector Permit ané that I
ion in accordance with the provisions of Chapter 11D-8, FAC.

7
7
,&'L_’_\__,,K?Q__'/.lzﬁ Mo ___SUSAN M BARGE .

ignature and Printed Name

I certify that 1I
performed this ins

04/03/2017
Date

FDLE/ATP Form 40 — March 2004



