RECEIVED

Florida Department of Law Enforcement 00T 25 2017
FDLE

AICOhOI TeStlng Program Alcohol Testing Proaram:
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: B80-000781

Agency: WASHINGTON COUNTY SO
Software: 8100.27

Time of Inspection: 20:36 Date of Inspection: 10/03/2017

| Check or Test YES | NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
| Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
| Yes
|Diagnostic Check (Post-Inspection): OK
| Yes
[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201703A Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:01316080A1
Exp: 02/05/2018
0.000 0.049 0.079 0.197 0.077
0.000 0.049 0.079 0.197 0.078
LE;OOO 0.050 0.080 0.197 0,077
Number of Simulators Used: 5
Remarks:
N/&
<ﬁ9xxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxzxxxxxxxxxxxxxxxxxxf>
The above instrument complies | X ) does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perforned thigZ¥hspection in accor nce with the provisions of Chapter 11D-8, FAC.

"f“i,ff:?' L1V it

o : - L= Signature and Printed Name

SUSAN M BARGE

10/03/2017

Date

FDLE/ATP Form 40 — March 2004



RECEIVED

Florida Department of Law Enforcement  Sep1 4201
Alcohol Testing Program FDLE

Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000781
Software: 8100.27

Agency: WASHINGTON COUNTY SO

Time of Inspection: 09:23 Date of Inspection: 09/04/2017

Check or Test YES | NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
L Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:01316080A1
Exp: 02/05/2018
0.000 0.049 0.075 0.198 0.076
0.000 0.049 0.079 0.199 0077
0.000 0.049 0.080 0.199 0.076

Number of Simulators Used: 5

Remarks:
NA
«5 IXAXAANXNXNY .
The above instrument complies ( X ) does not comply | ) with Chapter 11D-8, FAC.
I certify ™1 hold a valid Florida Department of Law Enforcement Agency Inspectcor Permit and that I
perfo his inspection in accordiﬁﬁe with the provisions of Chapter 11D-B, FAC.
i ”

SUSAN M BARGE

L, A A~ /7”7_jd/’/1/_c—-—« -

@ignature and Printed Name

08/04/2017
Date

FDLE/ATP Form 40 — March 2004



RECEIVED
Florida Department of Law Enforcement s 9 9 2017
Alcohol Testing Program FDLE

Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000781

Agency: WASHINGTON COUNTY SO

Time of Inspection: 08:05 Date of Inspection: 08/22/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcchel Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:01316080A1

Exp: 02/05/2018
0.000 0.049 0.081 0.204 0.076
0.000 0.049 0.081 0.203 0.076
0.000 0.::050 0.081 0.204 0.076

Number of Simulators Used: 5

Remarks:
N&

453xxxxxxxx*xx**xxxxxxxxxxiﬁ?ﬁxxxxxxxxxXEERRRXXXXXxxxﬁxxxxxxxxxxxxxxxxxxxxxxxxxzxxxxxxxxxxxxxxxxxxézgﬁ}qfﬁ7

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this ins ection in accordance with the provisions of Chapter 11D-8, FAC.

) 7
e /jjﬁdffz .

sidnature and Printed Name

SUSAN M BARGE

08/22/2017
Date

FDLE/ATP Form 40 — Muarch 2004



Florida Department of Law Enforcement
Alcohol Testing Program

RECEIvVED
AUG 2 9 2017
FDLE

AGENCY INSPECTION REPORT - INTOXILYZER 80NePhol Testing Program

Agency: WASHINGTON COUNTY SO Serial Number: 80-000781
Time of Inspection: 18:05 Date of Inspection: 07/20/2017 Software: 8100.27
Check or Test - | YES | No 1‘
Date and/or Time Adjusted } [
J No
Diagnostic Check (Pre-Inspection): OK ‘
B S - | Yes ! )
Alcochol Free Subject Test: 0.000 |
Yes ‘
i SR S = N — |
Mouth Alcohol Test: Slope Not Met
- ves |
Interferent Detect Test: Interferent Detect 1
— o | Yes |
Diagnostic Check (Post-Inspection): OK '
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test " | 0.08 g/210L :
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test [
(g/210L) Lot#:201603D Lot#:201611B Lot#:2017028 | tg/210L) ‘
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/201% Lot#:0131608041 ;
o 1 Exp: 02/0%/201 —]
0.000 0.048 0.079 0.198 | 0.078 |
0.000 0.049 0.079 0.19% | 0.078 1.
0.000 [0.045 0.079 0.198 | 0.078 |
Number of Simulators Used: ©
Remarks:
N/A
L150.0.8:4:0:0.0.8.0.0.0.0.0.800.00 008,8.83.80.600:6565.5.8.0:0.68:E60:9.6.9.8.5.90.0/0.0:0:09.0 005805 0:0.0:0:90 00880 0N 3 S0 AW S AP ORI
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
and that I

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit

:i)&/&%z-\.ﬁfgzz4’<h -

/g//Mﬂ o

performed this inspecticn in accordance with the provisions of Chapter 11D-8, FAC.

V-*A/Iﬁﬁ-— S

Signature and Printed Name

/

07/20/2017
Date

FDLE/ATP Form 30 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

RECEIVED
AUG 2 9.2017

FDLE

Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: WASHINGTON COUNTY SO Serial Number: B80-000781
Time of Inspection: 15:26 Date of Inspection: 06/03/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspectieon): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/270L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016711B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:013160E80A1
Exp: 02/05/2018
00 0.048 0.079 0.199 0.07¢
0.049 0.079 0.200 0.077
0.000 0.048 0.07¢ 0.199 0.077

Number of Simulators Used: 5

Remarks:
N/A

L110.6.:6.0.0.6.0.058.0.6.0.0.6.0.9.9.0.0.6.0:0.6,0.0.50.9.6.0:0.0.6.0.0.:6.6.9..6:0.0:0.0.6.:0.0.0.0.6.6.0.0 0.0.0.0.9.0.6.0.0.0.0.0.0.0.0:5.0 5. 600.CH ¥ 0.9.9.0.00 050 0599 0.9 T2

¥ Prinkcdd e, sl Shiow s A2~

=

The above instrument complies ( X ) does not comply | ) with Chapter 11D-8, FAC.
I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

I certify tha
inspection in accordance with the provisions of Chapter 11D-8, FAC.

performed thi

ISAR M BARGE -

-!/%z':/ffﬁw by e sl
“‘Signature and Printed Name

06/03/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

RECEIVED
JUL 26 2017

FDLE
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WASHINGTON COUNTY SO
Time of Inspection: 18:05

Date of Inspection:

07/20/2017

Serial Number:
Software:

Check or Test"'r;“___“__
Date and/or Time Adjusted

Diagnostic Check (Pre-Inspection): OK

Alcohol Free SubjectﬁTest: 0.000

Moutﬁwﬁicohol_EEQE?iSiopé Not Met

Interferent Detect Test:

L

Interferent Detect

Diagnostic cneck‘?ﬁaéi-iﬁéﬁéziién)= OK

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test
Test {g/210L) (g/210L) (g/210L)
(g/210L) Lot#:201603D Lot#:201611E Lot#:2017028
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019
0.000 | 0.048 0.079 0.198
0.000 [0.049 0.079 0.199
Lo.ooo | 0.0459 0.079 0.198
Number of Simulators Used: ©
Remarks:
N/2
L 31°0.9:9.9.6.6,.0.6.6.6.6.0.0.9. & u.HKKXKXEEXHXKXXXXXXXXXXXXKXXEEXKKXXXXXHXEXIElEHiILHEHH

The above instrument complies ( X

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

-
e T e

Tz Sl 7 e

FDLE/ATP Form 40 - March 2004

Signature and Printed Name

0

7

) does not comply (

/20/2017

Date

) with Chapter 11D-8,

JOANNA N BOWH

/

80-000781
8100.27

T

\ YES NO
g i i
| | No

Yes
Yes

Yes

S

Yes

I

Yes J

—

[ 0.08 g/210L
Dry Gas Std Test
(g/210L)
Lot#:013160E0A]

| Exp: 02/0%/201

| 0.078

| 0.078

| 0.078

—t ]

FAC.

Permit and that I

/ Sutvin L~

- A e #7 By



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

Agency: WASHINGTON COUNTY SO

INTOXILYZER 8000

Serial Number: 80-000781

Time of Inspection: 15:26 Date of Inspection: 06/03/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohcol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 02/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:01316080A1

Exp: 02/05/2018
©.000 0.048 0.079 199 0.07¢
0.000 0.049 0.079 G077
0.0G0 0.048 0.079 0.199 0.077

Number of Simulators Used: 5

Remarks:
N/2a

RS $8.0.6.86.095.9.9.6.06.6.6.0.0.8.¢3.0806.5.0.0.5:0.66.99.0.9.0.9.6.0:9.6.6.0.0.6.00.0.0.0.0.0.0.6.0.0.8.9.0.0.0.0.0.0:0.0 0 9.0.6.6.0°0 9. VH.010/¢ 9.6 6.0 4'3.6000'0 60 LS

-WF?M%L@'ﬁMCéq ”t”_ShavsbﬁLﬂﬁ

P

The above instrument complies ( X ) does not comply |( ) with Chapter 11D-8, FAC.

I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
inspection in accordancg with the provisions of Chapter 11D-8, FAC.

I certify tha
performed thi

Ll /?7 Ay —— SUSAN M BARGE

@ignature and Printed Name

C6E/03/2017
Date

FDLE/ATP Form 40 — March 2004



