. RECEIVED
Florida Department of Law Enforcement e

Alcohol Testing Program FOL.

Adeohol Testing Progi«:n
AGENCY INSPECTION REPORT - INTOXILYZER 8W8 © g

Serial Number: 80-000795
Software: 8100.27

Agency: GULF COUNTY SO

Time of Inspection: 11:41 Date of Inspection: 12/19/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:17817080A2
| Exp: 08/05/2019
0.000 0.050 0.080 0.199 0.079
0.000 0.050 0.080 0.200 0.079
0.000 0.051 0.081 0.201 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

pepnformed is _inspecti in accordance with the provisions of Chapter 11p-8, FAC.
0/]/'“’ '/g /u/é JAMES P BAXLEY
‘l ' T e

- Signature and Printed Name

12/19/2017
Date

FDLE/ATP Form 40 — March 2004



™ RECEIVED

Florida Lepartment of Law Enforcement nov 28 2017
Alcohol Testing Program FDLE

Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: GULF COUNTY SO Serial Number: 80-000795

Time of Inspection: 11:32 Date of Inspection: 11/21/2017 Software: 8100.27
| Check or Test | YES | o |
Date and/or Time Adjusted
i e ]
Diagnostic Check (Pre-Inspection): OK
(v | |
Alcohol Free Subject Test: 0.000
’ (vee | ]
Mouth Alcohol Test: Slope Not Met 1
I | ves |
Interferent Detect Test: Interferent Detect
[ tne (
Diagnostic Check (Post-Inspection): OK
L, ( Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ]
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1781708A2
Exp: 08/05/2019
0.078

| 0.000 0.049 [0.079 | 0.197 [
0.000 0.050 | 0.080 | 0.199 [0.078
0.000 0.050 | 0.080 | 0.199 | 0.078

Number of Simulators Used: S

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
accordance with the provisions of Chapter 11D-8, FAC.

performed pection
& /é JAMES P BAXLEY
Signature and Printed Name

¥1/21 /2017
Date

FDLE/ATP Form 40 — March 2004



RECEIVED

Florida Department of Law Enforcement st 13 017

* FDLE
AICOhOl TeStlng Program Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000795

Agency: GULF COUNTY SO
Software: 8100.27

Time of Inspection: 11:54 Date of Inspection: 09/06/2017

Check or Test | ¥YES | No |
Date and/or Time Adjusted
| o |
Diagnostic Check (Pre-Inspection): OK
’ Yes _]
Alcohol Free Subject Test: 0.000
' Yes -1
Mouth Alcohol Test: Slope Not Met
J Yes ’
Interferent Detect Test: Interferent Detect
| s j
Diagnostic Check (Post-Inspection): OK
( Yes 4]
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L /
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201403F Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/25/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:17817080A2
Exp: 08/05/2019
0.000 0.049 0.080 0.199 0.079 |
0.000 0.050 0.081 0.200 0.079 ]
0.000 0.050 0.082 0.200 0.079 ]

Number of Simulators Used: 5§

Remarks:
A F / M A:NO MOUTH ALCOHOL.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certjfy that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfofged this inspeetion in ageordance with the provisions of Chapter 11D-8, FAC.
P\t /Z.M JAMES P BAXLEY
L -

/ 4 / Signature and Printed Name

FDLE/ATP Form 40 — March 2004

09/06/2017
Date



Florida Department of Law Enforcement

Alcohol Testing Program

RECEIVED

SEP 18 2017
FDLE

AGENCY INSPECTION REPORT -

Agency: GULF COUNTY SO Serial Number: 80-000795
Time of Inspection: 22:17 Date of Inspection: 08/25/2017 Software: 8100.27
Check or Test YES NO ]
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcchol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.209/210L Test 0.08 g/210L 4441
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:20160305D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:17817080A2

Exp: 08/05/2019
0.000 0.050 0.081 0.200 0.079
0.000 0.050 0.081 0.201 0.079
0.000 0.051 0.081 0.201 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certif

perform this inspect

) does not comply (

) with Chapter 11D-8, FAC.

ce with the provisions of Chapter 11D-8, FAC.

JAMES P BAXLEY

that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

i

FDLE/ATP Form 40 — Ma

ion in accor
/éflﬁgi{/\t:ﬁizfij

rch 2004

Signature and Printed Name

08/25/2017

Date

Alcohol Testi
INTOXILYZER 8000 Ing Program



RECEIVED

Florida Department of Law Enforcement AUG 0 4 207

: o FDLE
Alcohol TeStlng Pro gram Alcohol Testing Progran;

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: GULF COUNTY SO Serial Numbev: 80.G007Y5
Time of Inspection: 15:05 Date of Inspectiion: 07/26/2017 Software: 81¢0.27

Lheck or Test . . ¥88 N ]
Date and/cr Time Adjusted i ! i
o { | %o |

l"r_ni—a?giﬁ;;;«;‘%?é— ‘Check (Pra- Inspection): O T e o
o - S e 2R ]
Alechel Free Subject Test: 0,000 g i |
R g 4 BOE 4 I
rMouth alcohol Test: Slope Not Met i i Q
; fl Yes ' J!
!"fﬁi'é?"flé?é?;g'i)_e_iect Test: Interferent Detect DR S f ' ]
,Diagnostic Check (Post-Inspection): OK i i !
b, = - U 0. ;< S R
[ Alcobol Free | 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test [ 0l0n g/iicn T
J Test (g/210L) (g/210L) , (g/219L)7 I'pry gas stq !
(¢/2101, Lot#:201603D Lot#:201611B | Lot#:201¢04c I f

! Exp: 03/08/2018 ‘ Exp: 11/15/2018 Exp: 04/0%/2018 | |

S e . i
0060 ' I

c.one  1oloes [ 0.081 [ 0.200

Nunber of Simulators Used: 5

Eemarks:

The above instrument complies ( X ) dees not comply ( ) with Chagter 1iD-3, Fac.
I hold a valid Florida Department of Law Enforcement Agency Inspsotor Pormit onnd fhat 7

1 cextify thet
the provisions of Chapter 1iD-8, FiC.

perfopmed this iaspecti in accogzdance with
| K
Mo f B,

N Signature and Printed Name

JRMES D BAXLEY

07/26/2017
Date

FDLEIATP Form 46 — March 2004



- - RECEIVE
Florida Department of Law hntorcememJUN 43 zmrD

cohol Testing Progran;
Al ting Progran  Foe
AGENCY INSPECTION REPORT - INTOXILYZER OWehel Testing Prograr

Serial Nwnber: §0-000795

Agency: GULF COUNTY SG

ime of Inspection: 15:20 Date of Inspection: 05/31/2017 Softwarxa: 8100.27
fc:he'ék or Test ) e | ves T Two
IDate and/or Time 2Adjusted | ;

- - : I B ‘
iDiagzsostic Check (Fre-Inspection): OK : | ]
— N e e o .. S N
Iﬁiurhol Free 5ubje t Test: 0.000 | i :
| [ Yesx 4_ i
S F—— e e e ol PR SR
Mouth Alcohel Test: Sleope Hot Met " { !'
g ————— W ;.. - 7 B |
it Detect Test: Tnterferent Detect | i
l i
© Check (Post-Inspection): OK . T
| |
S, ———— e e — ST T v S i R S |
T 'k;ﬂﬁ.OSg/ZlOL Test 0.08g/210L Test 7r0.205/7.'2—16571";:;:-“—] ] J03 Qr,10] - ,'
| {g/210L) (g/210L) ! (g/210L) i b 5 Std Test !
} Lotd:2014013D Lot#:201611R Lot#:201604C | (a/2101) |
| Bxp: 03/08/2018 Exp: 11/15/2018 !'Exp: 04/05/z2018 !Io‘“ 19€ 1505072 J
S N 4 e | B2 0 ]
JI '! 05} | 0.083 { 0.203 PO
| 0.051 0.084 [0.202 !
e s T aa——— Gy e—— it - o
I 1.1 J——. [ B0 18202 e
Number of Simulatcre Used: 5
Remarks:
The above instrument cemplies X ) does not comply ( ) with Chapter 11D-¥, ¥eo.

valid Florida Department of Law Enforcement Agency Iasprctey Permit and fhat 1

}a accordance with the provisions of CEb apter 1ib--8, FLOC.

- it 9 L et SR e e R 05 o EE A7
:;J,gndcure “and Erinted Nane

05/31/2017
Date

I certify that 1 lcl'd =
ed this iaspecti

FODLEIATE Form 40 - jdareh 20604



RECEIVED
Florida Department of Law Enforcement uar 23 7
Alcohol Testing Program FDLE

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 5000

Agency: GULF COUNTY SO Serial Number. £6-000793
Time of Inspection: 15:15 Date of Inspection: 04/27/2017 Software: €104,27

Check or Test 7 [ovEs | me ]
Date and/or Time Adjusted | E i
e | Mo J
‘Diagnostic Check (Pre-Inspection): OK i |
Uves i
‘Alcohol Free Subject Test: 0.000 - J‘f" I T
e e bves I J
Mouth Alcohol Test: Slope Not Met | | ;
B ————— ... N T .
iInterferent Detect Test: Interferent Detect : j |
b B ) | Yes | ‘
;Diagnostic Check (Post-Inspection): OK I
[2lcohol Free 0.059g/210L Test 0.08g/210L Test WNWE_RO-(,'/JI?L]J;I‘_qu T 008 g/7t0 1
r Test (g/210L) (g/210L) (g/210L)
’ (g/210L) Lot#:201603D Lot#:2016118 Lot#:2016040
Exp: s Exp: 11/15/2018 Exp: 04/0%/201R0

| o los[ogfaoig il 547 B _
I(J I'Uf’ 0.051 0.084 0.26G4
| O mm 0.051 0.084 0.203
e B SO Auioiculhes: SO M } s
I (*-w” 0.051 0.083 0202 P 0.4 /E

Numbar of Simulators Used: 5

lemarks:

The above instrument complies ( X ) does not comply ( ) with Chapter ILWRm-8, rFac.

I ecerraify that I hold a valid Florida Department of Law Enforcement gensy Inspocror Permon awd fhat
this inspection in cordance with the provisions of Chaptec L[in-8, rac.

& // | L etesg — - e _GAMES D NEUSIME

Signature and Printed Name

performe

04/27/2037
Date

FOLEIATE Form 40 — March 2004



. o RECEIV
Florida Department of Law Enforcement T 2;70

Alcohol Testing Program FDLE

AGENCY INSPECTION REPORT — INTOXILYZER 80gpe! Testing Progran;

Agency: GULF COUNTY S0 Serial Number. £0-000795
Time of Inspection: 15:15 Date of Inspection: 04/27/29017 Software: gl100.27

Féﬁg@ﬂé?mﬁﬁff: S S
i |
|

Date and/or Time Adjusted |

Diagnostic Check (Pre-Inspection): ok I T ’
Alcohol Frae B vm—————— : ... N S
Alcohol Free Subject Test: 0.000

fﬁEHEH”KIbohdI“}est: Slope Not Met

[ rent Detect Testi Tmterformii oo fffef'i ]
JInterferent Detect Test: Interferent Detect ; | j
Propssstissas .___————_.*___4‘**._“_.&__,,,‘_‘,_.,_.. SR, | ‘:(T_ lcomsenze
;Diagnostic Check (Post-Inspection): OK i : f
i ! |

s s o L 23 R S "

_6T56§7EIELLEEEE""""”fﬁfbﬁ"g?ﬁiﬁiu’

0.089/210L Test
(g/210L)
Lot#:zO]SlIB
Exp: 11/15/2014

0.059g/210L Test
(g/210L)
Lot#:201603D

(4/2101) DXy Gas St Test

Lot#:261604c {g/2101)

Exp: 04/9%/7018 Lot#:1961505000 )
XL 097052017 I

Alcohol Free
Test
(g/210L)

[ 0.000 0.20¢ o
0.000 0.203
0.000 0.202 |

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 1ln-8, rFac.

id Florida Department of ray Enforcement Agensy Inspeciop Permat and that i
cordance with the Provisions of Chapte:x Lin-g, rac.

o P N

Signature and Brintad Name

04/27/2017
Date



RECEIVED
Florida Department of Law Enforcement sz 93201
Alcohol Testing Program FDLE

R Alcohol Testing Program
AGENCY INSPECTION REPORT -~ INTOXILYZER 8000

Rgency: GULF CCUNTY $0 Serial Number: 80-00079%
Pime of Inspection: 14:44 Date of Inspection: 03/30/2017 Scftware: 8100.:27

| Check or Test
s e, e o
| Date and/or Time Adjusted

“ﬁia_ﬁoﬁaié"éﬁéé&“fPrenlnérection : OK
G { P

Alcohcl Free Subject Test: 0.000

!
{
{
|
fMoEIHkAlcohml Test Slope Not Met

Yes
e e i e e S e e TR - Sk
| Interferent Detcot Test: Interferent Detect
e , _l¥es |
Diagnostic Check (Post-Inspoection): OK , _r
b st e s e ———— SIS SRS VY ... W
| Aleohcl Free [ 0.053/210L Test 0.08g/210L Test 170.209/210L Test 0.03 g/i?hi”"""""}
Test l (g/210L) (g/210L) (e/210L) hry Gas 5td Test |
(g/73105) ! Lot#:201507A Lot#:201601F Lot#: 2615050 (g/210L) i
a { Evp: 07/14/2017 Exp: 01/26/20i8 Exp: 05/12/2017 Lot#:166] g
L : _ o Exp:_09/0 .
f 0.081 0.203
| n.081 0.204 (

The above dnstrumeni complies ( X ) does not comply { ) with Chapter 1iD-#, FAC.
I kald a valid Floridz Department of Law Enforscement Agency Inspector Pormiit and Lhat 2

I oecertify thac
in accordance with tne provisions of Chapter 11D-§, FAC.

this inspectj

JAMES A NEWSOME

Signature and Printed Neme

FODLEIATE Form 40 - March 2004



