R0 -L0Ees @R

Florida Department of Law Enforcement
; A £

Alcohol Testing Program ooy -,Q?zg

AGENCY INSPECTION REPORT - INTOXILYZER 8000

9 p"’gra,,,

Serial Number: 80-000822
Software: B8100.27

Agency: LAKE COUNTY S.O.

Time of Inspection: 02:51 Date of Inspection: 12/09/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): 0K
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK B
B Yes
(ﬁlcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas 3td Test
{(g/210L) Lot$#:201703A Lot#:201611R Lot#:201702B (g/220L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:34416080A2
Exp: 02/05/2019
0.000 0.048 0.078 0.3198 0.079
0.000 ¢.047 0.079 0.197 0.079
0.000 0.047 0.078 0.198 c.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X )} does not comply ( )} with Chapter 11D-8, FAC.

I cextify that I hold a valid Florida Department of lLaw Enforcement Agency Inspector Permit that I
performed thie ingpection in acoordance with the provigions of Chapter 11D-8, FAC.
qL.,V) e CRaaS, A CHESSHER / PTITCHER A/, Y37

23 Signatura and Printed Name 7

12/09/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement — 0ec 29 5,
Alcohol Testing Program Alcohoy 1 DLE
- estj
AGENCY INSPECTION REPORT - INTOXILYZER 8000 " ngram

Serial Number: 80-000822
Software: 8100.27

¢
Agendy: LAKE COUNTY S.0.

Time of Inspection: 01:51 Date of Inspection: 12/09/2017

Check or Test YES NO
| Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspectiomn): OK
- _yes
Alcohol Free Subject Test: 0.000
No
| Mouth Alcohol Test: Slope Not Met -
No
| Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0,05g/210% Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/2101) (g/210L) {(g/210L) Dry Gas Std Test
(g/210L) Lot Lot#: Lot#: {g/210L)
Exp: Exp: Exp: Loti:
Exp:
Number of Simulators Used: 5
Remarks:
A F / M A:SLOPE NQT MET.
Ls€e Ereok. 5{),7;7 12] 26 | 2017
,W:V‘_,‘q 1\ ,ﬂ,\ i)
U
The above instrument complies ( ) doee not comply ( }( ) with Chapter 11D-8, FAC.
I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and £ I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

C“{;hf St)ud“*czkaﬁpﬁﬁfgl\—

cupssuEr / prrcner M) LO 7

Signature and Printed Name

12/09/2017
Date

FDLE/ATP Form 40 - March 2004
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Florida Department of Law Enforcement

. o,
Alcohol Testing Program o1 70 Ol
n,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 7

Serial Number: 80-000822
Software: 8100.27

Agency: LAKE COUNTY S5.0.

Time of Inspection: 01:51 Date of Imspection: 12/09/2017

Q%W3w7

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
| Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK
No
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.209/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Loti:
Exp: |
Number of Simulators Used: 5
Remarks:
A F / M A:SLOPE NOT MET.
The abecve instrument complies ( ¥ ) does not comply ( ) with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law FEnforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

(s Do S, 0 _ g% CHESSHER / pITCHER@ﬂS7
[ 4

Signature and Printed Nama

12/09/2017
Date

FDLEZATP Form 40 — March 2004
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Florida Department of Law Enforcement oy, . /8L
. éZk;
Alcohol Testing Program Aleos, RO,
o e
/)
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ”9%%
m

Agency: LAKE COUNTY §.0. Serial Number: 80-000822

Time of Inspection: 21:32 Date of Inspection: 11/03/2017 Software: B8100.27

Check or Test YES NO

Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK
Yes

Alcohol Free Subject Test: 0.000
Yes

Mouth Alcohol Test: Slope Not Met
Yes

Interferent Detect Test: Interferent Detect
Yes

Diagnostic Check (Post-Inspection): OK
Yes

Alcohol Free
Test

0.05g/210L Test
(g/210L)

0.08g/210L Test
{g/210L)

0.20g/210L Test
(g/210L)

0.08 g/210L
Dxy Gas Std Test

{g/210L) Lot#:201703A Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:34416080A2
Bxp: 02/05/2019%
0.000 0.048 0.078 0.196 0.079
0.000 0.048 .079 0.19%6 0.079
0.000 0.049 0.078 0.197 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

} does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

(oo~ 9 < CHESSHER / PITCHER Pﬂl£ZK S
7 Signature and Printed Name 2
11/03/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

%0 - so0ga> @R

Alcohol Testing Program

AU,
Cbb017£Q22(4?
St

AGENCY INSPECTION REPORT

Agency: LAKE COUNTY §£.0.
Time of Inspection: 20:44

Date of Inspection: 10/25/2017

- INTOXILYZER 8000

v progr
U

Serial Number: 80-000822

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.209/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#1201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#134416080A2

Exp: 02/05/2019
0.000 0.049 0.079 0.196 0.079
0.000 0.049 0.079 0:197 0.079
0.000 0.049 0.080 0.197 0.679

Number of Simulatorxs Used: S

Remarks:

The above instrument complies ( X

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

) does not comply {

} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permi;7;2¢ that I
/

e E08 0. 5
=1

PITCHER / CHESSHER ,;%5?

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

10/25/2017

Date




Agency: LAKE COUNTY S5.0.
Time of Inspection: 11:07

0 -000132 &

'EERZE7VET)
Florida Department of Law Enforcement 27 201
Alcohol Testing Program Heono) 4 DL

g py,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 OGran,

Serial Number: 80-000822

Date of Inspection: 09/27/2017 Scoftware: 8100.27

Check or Test YES | NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspectiomn): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210%L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#1:34416080A2
Exp: 02/05/2019
0.000 0.048 0.078 0.196 0.080
0.000 0.048 0.079 0.196 0.079
0.000 0.048 6.079 0.196 0.079
Number of Simulators Used: 5
Remarks:
IN COMPLIANCE
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC,

I certify that T hold a wvalid Floxida Department of Law Enforcement Agency Inspector Permit and that T
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Y (0

BOWDEN / CHESSHER & o &.,Cﬁl-%\____
Fd

W o

/00

Signature and Printed Name

09/27/2017
Date

FDLE/ATP Form 40— March 2004
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Florida Department of Law Enforcement 2407

Alcohol Testing Program Aicohe, - FDLE

P
AGENCY INSPECTION REPORT — INTOXILYZER 8000 °U"0Prog,.

Agency: LAKE COUNTY S.0. Serial Number: 80-000822
Time of Inspection: 17:48 Date of Inspection: 08/23/2017 Boftware: 8100,27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes ]
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {Post-Inspection): OK
Yes __J
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test {g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:34416080A2
Exp: 02/05/2019
0.000 0.048 0.079 0.196 0.079
0.C00 0.048 0.079 0.196 0.078
0.000 0.048 0.079 0.196 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T

r ed this inspection in erda the provisions of Chapter 11D-8, FAC.
- ol
Of @l rﬁl%kfﬁzggéiggézggg;

t
'&i‘_"’/// Signature and Printed Name

PITCHER / LUPPINO

08/23/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement "y
: oA '-2 !
Alcohol Testing Program oy DU o
17 g
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Rmh@@mwmm

Serial Number: 80-000822
Software: 8100.27

i?!st:ISIEﬂESE)

Agency: LAKE COUNTY §.0.

Time of Inspection: 17:49 Date of Inspection: 07/21/2017

Check or Test 1 YES NO
Date and/or Time Adjusted
3 No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
) Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnogtic Check (Post-Inspection): OK
Yes
[Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:1201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:34416080A2
Exp: 02/05/2019
0.000 0.048 0.079 0.196 0.080
0.000 ¢.048 0.079 0.196 0.080
0.000 0.049 0.079 0.197 0.079
Numbexr of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply | ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid FL
performed i inspection in a

o 1695
&=

ida Department of Law Enforcement Agency Inspector Perxrmit and that I
orgdlapce,. with the provisions of Chapter 11D-8, FAC.

LUPPINO / PITCHER

Signature and Printed Name

07/21/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement  y,, , 3’2 VED
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Alcohol Testing Program Acop,., FDLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000 ' SSting Progr, |
am ’

Serial Number: B0-000822 i
Software: 8100.27

1 M

Agency: LAKE COUNTY S.0.

Time of Inspection: 12:05 Date of Inspection: 05/22/2017

| Check or Test YES NO i
Date and/or Time Adjusted !
No
Diagnostic Check (Pre-Imspection): OK
Yes "
Alcohol Free Subject Test: 0.000 J
Yes ﬁ
Mouth Alcohol Test: Slope Not Met i
Yes .
Interferent Detect Test: Interferent Detect f
) Yes '
Diagnostic Check (Post-Inspection): OK . ;
o ) ves | ;
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L i
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test i
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:34416080A2
Exp: 02/05/2019
0.000 0.048 0.079 0.197 0.080 i
0.000 0.048 6.079 0.197 0.081 i
0.000 0.0459 0.079 0.196 0.08¢0
Number of Simulators Used: 5
Remarkes:
The above instrument complies ( X ) does not comply ( ) with Chaptex 11D-8, FAC. E

I certify,that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
in accordance with the provisions of Chapter 11D-8, FAC.

g;l-_ \_eglg;:g:?~—

7l

Y0y S

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

05/22/2017

Date

MATTHEW BOWDEN / SANDRA CHESSHER




Florida Department of Law Enforcement

Alcohol Testing Program

Alcop, L OLE

AGENCY INSPECTION REPORT -

Agency: LAKE COUNTY S.0.

INTOXILYZER 8000

Serial Number: 80-000822

EStin
Q'Fﬁtkinan,

Time of Inspection: 16:04 Date of Inspection: 04/27/2017 software: B8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0,000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Aleohol Free 0.059/210L Test 0,08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L)} Dry Gas 8td Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
o Exp: 06/05/2018
0.000 0.047 0.078 0.195 0.079
0.000 0.047 0.078 0.195 0.079
0.000 0.047 0.078 | 0.196 0.079
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I cextify that I hold a valid Florida Depaztment of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-B, FAC,

SANDRA W CHESSHER

ML
YA o

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

04/27/2017
Date




Florida Department of Law Enforcement

W—-tsoRea Kid

. <
Alcohol Testing Program Aeone, 0 X
Sgp:
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Sr’f?gprog
ﬁgnv

Agency: LAKE COUNTY S5.0.

Serial Number: 80-000822

Time of Inspection: 12:09 Date of Inspection: 06/29/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0,000

Yes
Mouth Alcohol Test: Slope Wot Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0,08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Bxp: 04/05/2018 Lot#:34416080A2

Exp: 02/05/2019
0.000 0.048 0.078 0.198 0.081
0.000 0.048 0.079 0.195 0.081
0.000 0.048 0.079 0.195 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I cextify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

) does not comply (

) with Chapter 11D-8, FAC,

pW&ﬂ:%ion in ac¢coxdance with the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 40 —~ March 2004

Signature and Printed Name

06/25/2017

Date

BOWDEN / CHESSHER e OCS —
e

A, R




Florida Department of Law Enforcement

CO- 600822 @

a1y
Alcohol Testing Program Aleone . FOL &
/ Te
Blin P
O
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Qrap,
Agency: LAKE COUNTY S.0. Serial Number: 80-000822
Time of Inspection: 10:24 Date of Imnspection: 03/31/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcchel Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Insgpection): OK
Yes
[Alcohol Free [ 0.05g/210L Test | 0.08g/210L Test 70.20g/210L Test 0,08 g/210L
Test (g/210L) (g/210L) (g/210L) Dzy Gas Std Test
{g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:112716080A7
- I S Exp: 06/05/2018
0.0C0 0.047 0.078 0.154 0.079
0.000 0.048 0.078 0.19%94 0.078
0.000 0.048 0.079 0.196 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies { X

) does not comply (

} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

pexformed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Jaﬂf@p V/i®

A

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

03/31/2017

Date

sanDra W cuessuzr ooy S (L2 ~—
4



Florida Department of Law Enforcement

AGENCY INSPECTION REPORT - INTOXILYZER 8000

% 0-000%30 Kig

Alcohol Testing Program

Agency: LAKE COUNTY S8.0.
Time of Inspection: 09:18

Date of Imnspection: 02/27/2017

A Fy
0 Togl&
(s}

g

0
Serial Number: 80-000822 /&

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met -

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcochol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exps 04/05/2018 Lot#:12716080A7

Exp: 06/05/2018 ]
0.000 0.048 0.077 0.195 0.080
0.000 0.048 0.078 0.196 0.080
0.000 0.048 0.078 0.195 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

AT i

="

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

02/27/2017
Date

SANDRA W CHESSHER (mm o~ tado U950
7
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Florida Department of Law Enforcement Wy,
Alcohol Testing Program Alcone T:lng
li]
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Q.B;:qg,gm

Serial Number: 80-000822
Software: 8100,27

Agency: LAKE COUNTY 8.0.

Time of Inspection: 09:56 Date of Inspection: 01/30/2017

o= £
=

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Imspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alachel Free 0.05g/210L Test 0.08g/210L Test X 0.20g/210L Test 0.08 g/210L
Tast (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#1201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:112716080A7

Exp: 06/05/2018
0.000 0.048 0.078 0.196 0.079
0.000 0.049 0.079 0.196 0.079
0.000 0.049 0.079 0.197 0.079

Number of Simulators Used: 5

Remarks:

The above ingtrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed thie inmspection in accordance with the provisions of Chapter 11D-8, FAC,

¥/ 20t g 2 ) %

Y VXY

FDLE/ATP Form 40 ~ March 2004

SANDRA W CHESSHER
Signature and Printed Name

01/30/2017

Date




