30-~000%ay R,
RECE[VED

Florida Department of Law Enforcement %27,
Alcohol Testing Program Aleon,, - OLE

eStin
ro
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Sram

Serial Number: 80-000824
Software: 8100.27

Agency: LEESBURG P.D.

Time of Inspection: 09:54 Date of Inspection: 12/22/2017

| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
. Yes
Alcohel Free Subject Test: 0.040
Yes
Mouth Alcohol Test: Slope Not Met
. Yes o
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/21oL i
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(9/210L) Lot#:201703A Lot#:201611B Lot$:201702B (g/210L)
Exp: 03/07/201% Exp: 11/1%/2018 Exp: 02/23/2019 Lot#:01316080A2
Exp: 02/05/2018
0.000 0.049 0.077 0.194 0.080
0.000 0.049 0.077 0.196 0.080
0.000 0.049 0.078 6.197 0.080
Number of Simulators Used: 3 )
Remarks:
The above instrument complies { X ) does not comply ({ ) with Chapter 11D-B, ®AC.

I cert valid Florida Department of Law Enforcement Agency Inspector Permit and that ¥
perfofg in-accordance with the provisions of Chapter 11D-8, FAC.
/s /
1,7 JOBN G SOMMERSDORF
7 Signature and Printed Name

Date

FDLEIATP Form 40 — March 2004
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Florida Department of Law Enforcement

: e
Alcohol Testing Program

44&k%h057£$2)L£?
S

iy
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ”gph@@n
il
Agency: LEESBURG P.D. Serial Mumber: 80-000824
Time of Inspection: 11:14 Date of Inspection: 11/26/2017 Software: B8100.27
Check or Test YES NO
‘Date and/or Time Adjusted B
s No — -
Diagnosgib Check (Pre-Inspection): OK
Yes e
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect T N
e Yes L
Diéégostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.054/210L Test 0.084/210L Test 0.20g/210L Test 6.08 g/Z210L
Test (g/210L}) (g/210L) (g/210L} Dry Gas Std Test
(g/210L) Lot#:201703A LotH#:201611B Lot#:2017028 (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:013169B0A2
o Exp: 02/05/2u18 |
0.000 0.047 0.678 0.191 0.080 |
0.000 0.047 Q0.079 0.193 0.080
0.000 0.047 0.078 0.195 0.080

Number of Simulators Used: 3

Remarks:
AF /M A;

The above instrument complies (

R¥I Detect.

X ) does not comply ({ ) with Chapter 11DP-B, FAC.

I certify that 1.k d a valid Florida Department of Law Enforcement Ageacy Inspector Permit and that I

erformed thj
B Ny 1

e r

; i

L
R S

i

o

ction in accordance with the provisioas of Chapter 11D-8, FAC.

» R JOHW G SOMMFRSDORF
Signature and Printed Name

11/26/2017
Date

FDLEIATP Form 40 — March 2004



Florida Department of Law Enforcement "% 01,,
Alcohol Testing Program Aot T
"Ogrg

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000824
Software: 8100.27

Agency: LEESBURG P.D.

Time of Inspection: 17:23 Date of Inspection: 10/28/2017

Check or Test YES NO
Date and/or Time Adjusted
- No
_ﬁggbnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
_ Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
i Yes

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/2101L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201703A Lot#:201611B Lot#:201702B (g/210L}
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:013160B0A2
Exp: 02/05/2018
¢.000 0.037 / 0.048 | 0.077 0.193 0.080
0.000 0.038 / 0©.049 [ 0.077 0.195 0.079
0.000 0.038 / 0.049 [ 0.078 0.196 0.080

Number of Simulators Used: 3

Remarks:

05: Control Outside Tolerance.

The above instrument complies ( X

I 6 ify that I
perfprmed this i

>

spécfion in accordance with the provisions of Chapter 11p-8, PAC.

y does not comply (

CHECKED HOSES, TIGHTENED JAR, £4€ ean ~le g2

} with Chaptexr 11D-8, FAC.

valid Florida Department of Law Enforcement Agency Inspector Permit and that I

JOHN G SOMMERSDORF

£

37

FDLEIATP Form 40 — March 2004

10/28/2017
Date

Signature and Printed Name



¥ o-oootay W

Florida Department of Law Enforcement

O
. 4 pl ey
£
Alcohol Testing Program iz
AICOhOf TFDLE
AGENCY INSPECTION REPORT - INTOXILYZER 8000 estinqpro
. Qfan.
Agency: LEESBURG P.D, Serial Number: 80-000824
Time of Inspection: 03:38 Date of Inspection: 09/21/2017 Softwaxe: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
R Yes »

Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test £.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L} Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:01316080A2

Exp: 02/05/2018
0.000 0.047 0.077 0.195 ¢.081
0.000 0.048 0.078 0.196 0.080
0.000 0.048 0.078 0.198 0.080

Number of Simulators Used: 3

Remarks :

The above instrument complies { X ) does not comply {

JOHN G SOMMERSDORE

) with Chapter 11D-8, FAC.

T

“"Signature and Printed Name

0372172017
Date

FDLEIATP Form 40 — March 2004

~7fold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
idgpection in accordance with the provisions of Chaptexr 11D-8, FAC.



Florida Department of Law Enforcement

R0~ ODRAY Gwa—

F?EF(DESIL/ESZ)

Wg29 201
Alcohol Testing Program
g g Alcohol T:.DLE'
St
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ngpmmhm
Agency: LEESBURG P.D. Serial Number: 80-000824
Time of Inspectiom: 04:54 Date of Inspection: 08/29/2017 Software: B8100.27
Check or Test YES NO
Date and/or Time Adjusted
i No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostiec Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g9/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L} Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:01316080A2
Exp: 02/05/2018
0.000 0.047 0.078 0.19%6 0.081
0.000 0.048 0.078 0.198 0.080
0.000 0.047 0.079 0.199 0.080
Number of Simulators Used: 2
Remarks:
Int Det: ACETOME NOT DETECTED. }
Siwichadoe g, Av Fir Jaras daz

Apded 20 e P Aese CorneseTiond G

Yy

The above instrument complies ( X

) does mot comply (

} with Chapter 11D-8, FAC.

valid Florida Department of Law Enforcement Agency Inspector Permit and that I

ion in accordance with the provisions of Chapter 11D-8, FAC.

I certify that b a
pezfor@ thi <:s\

) : Err
sl e 757

JOHN G SOMMERSDORF

\

FOLEIATP Form 40 — March 2004

Signature and Printed Name

08/29/2017
Date



X0

~ 00D KA

A3

RECE N Ven

Florida Department of Law Enforcement 529,
Alcohol Testing Program

FqlLE?

esﬂng ij@
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Qram
Agency: LEESBURG P.D. Serial Nunber: 80-000824
Time of Inspection: 03:45 Date of Inspectien: 08/29/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnestic Check (Pre-Inspection): OK
—_— Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
No
Diagnostic Check {(Post-Inspection): OK
No
Alcohol Free 0.05qg/210L Test 0.08g/210L Test 0.20g/210L Test ¢.08 g/2i0L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Loth: Lot#: (g/210L)
ExXp: Exp: Exp: Lot#:
Exp:
0.000
0.00¢0
0.000
Number of Simulators Used: 3
Remarks: . ey
Int Det: . G»\Nu Uc:‘s cag_} b‘f oo Lol A@La <4 -k‘lﬂk!:ﬁlﬂf_frf-‘;h #ﬂ:a e LE,
7 ;
Ai'hTfth’}) A f‘!\ A bt Ccn—iu;-._u. Py f{]‘u!cw—t e ‘Ll\ oAt f‘L—IL—]]—‘ ,’\/__ Foee D

;{}I,L. !-(»"A_LL

¥

The above instrument complies ¢ X )} does not comply ¢

5-14 hare Cf,uf-—écf\u.u’ Afb(\-ed{ ?\/;J AP

) with Chapter 11D-8, PFAC.

I certif "hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perﬁrmed‘\ lfpectum in accordance with the provisions of Chapter 11D-8, FAC.

JOHN G SOMMERSDORF

Signature and Printad Name

08/24/2017
Date

FDLE/ATP Form 40 — March 2004



B0~ OUORAY QA RECEI'/
Florida Department of Law Enforcement  z, , <0

¢ ::,’/,7
Alcohol Testing Program ~ “eon,,, ;s
stip
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "Grap,

Serial Number: 80-000824

Agency: LEESBURG P.D.
Software: 8100.27

Time of Inspection: 23:54 Date of Inspection: 07/23/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK ]
Yes
Alcohal Free 0.05¢q/210L Test 0.08g/210L Test 0.20g/2101 Test 0.08 g/210L
Test (g/210L) (g/z210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201702B {g/210L)
Exp: 03/08/20138 Exp: 11/15/2018 Exp: 02/23/2019 Lot§:01316080A2
Exp: 02/05/2018
0.000 0.047 0.077 0.196 0.080
0.000 0.047 0.078 0.197 0.080
0.000 0.047 0.078 0.198 0.080

Number of Simulators Used: 3,

Remarks:

The above instrument -complies { X ) does not comply ( ) with Chapter 11D-B, FAC.

’

P
I ceptify i%gggiﬁhold a valid Florida Department of Law Enforcement Agency Inspector Fermit and that I
perf rﬁed tHis inspection in accordance with the provisions of Chapter 11p-8, FAC.

/s - .
4_“§:.*T£;_§; ) .¢£zjjf_n JOHN G SOMMERSDORF
/; . Signature and Printed Name

D7/23/2087
Date

FDLE/ATE Form 10 — March 2004
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Florida Department of Law Enforcement 27,
Alcohol Testing Program

!ubnfhﬂ'T!:Z)LEE

AGENCY INSPECTION REPORT -

Agency: LEESBURG P.

D.

Serial Number:

INTOXILYZER 8000

€syy,
m ﬂ%ﬂa”7

80-000B2¢

Time of Inspection: 09:38 Date of Imnspection: 06/20/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcochol Test: Slope Not Met i

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.08q/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/0B/2018 Exp: 11/15/2018 Exp: 02/23/201% Lotd#:01316080A2

Exp: 02/05/2018
¢.000 0.048 0.076 0.195 0.080
0.000 0.047 0.078 0.197 0.079
0.000 0.048 0.078 0.197 0.079

Number of Simulators Useod: 3

Remarks:

The above instrument complies ( X

I certify that I hol

perfoymed this fuspgé;
5 i I

) does not comply (

} with Chapter 11D-8, FAC.

a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

ion in accordance with the provisions of Chapter 11b-8, FAC.

JOHN G SOMMERSDORF =~

Lo PN T57

\
A

FDLE[ATP Form 40 — March 2004

Signature and Printed Name

06/20/2017

Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LEESBURG P.D.

Time of Inspection: 14:51 Date of Inspection: 05/17/2017 Software: 8100.27

Serial Number: 80-000824

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.0Bg/210L Test 0.209/210L Test 0.08 g/210L
Test (g/210L) {g/210L) {g/210L} Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot$#:01316080A2
Exp: 02/05/2018
0.0Q0 0.047 0.077 ¢.193 ¢.080
0.000 0.048 0.077 0.194 0.C8B0
0.000 0.048 0.078 0.195 0.080

Number of Simulators Used: 3

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-B, FAC.

] a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

I ceorti that}
poerfor thig fnspedfion in accordance with the provisions of Chapter 11D-8, FAC.

b ‘:’, (777

J

JOHN & SOMMERSDORFE
Signature and Printed Name

05/17/2017
Date

FDLE/ATP Form 40 — March 2004




B0~ OUORAY QA RECEI'/
Florida Department of Law Enforcement  z, , <0

¢ ::,’/,7
Alcohol Testing Program ~ “eon,,, ;s
stip
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "Grap,

Serial Number: 80-000824

Agency: LEESBURG P.D.
Software: 8100.27

Time of Inspection: 23:54 Date of Inspection: 07/23/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK ]
Yes
Alcohal Free 0.05¢q/210L Test 0.08g/210L Test 0.20g/2101 Test 0.08 g/210L
Test (g/210L) (g/z210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201702B {g/210L)
Exp: 03/08/20138 Exp: 11/15/2018 Exp: 02/23/2019 Lot§:01316080A2
Exp: 02/05/2018
0.000 0.047 0.077 0.196 0.080
0.000 0.047 0.078 0.197 0.080
0.000 0.047 0.078 0.198 0.080

Number of Simulators Used: 3,

Remarks:

The above instrument -complies { X ) does not comply ( ) with Chapter 11D-B, FAC.

’

P
I ceptify i%gggiﬁhold a valid Florida Department of Law Enforcement Agency Inspector Fermit and that I
perf rﬁed tHis inspection in accordance with the provisions of Chapter 11p-8, FAC.

/s - .
4_“§:.*T£;_§; ) .¢£zjjf_n JOHN G SOMMERSDORF
/; . Signature and Printed Name

D7/23/2087
Date

FDLE/ATE Form 10 — March 2004
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Florida Department of Law Enforcement,, "¢,
: (o]
Alcohol Testing Program ! 7es,,-,,§i
rogram

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000824
Software: 8100.27

Agency: LEESBURG P.D,

Time of Inspection: 09:17 Date of Inspection: 04/24/2017

Check or Test YES NO
Date and/or Time Adjusted '
No

Diagnostic Check {(Pre-Imspection)}: OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Imnspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20a/210L Test .08 g/210L
Test (g/210L} (g/210L) {g/210L) Dry Gas Std Test
{g/210L) Lot#:201602D Lot#:2016118 Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:01316080A2

Exp: 02/05/2018
0.000 0.047 0.077 0.192 0.079
0.000 0.047 0.078 0.194 0.079
0.000 0.048 0.078 0..195 0.079

Rumber cof Simulators Used: 3

Ramarks:

The above instrument complies ( X )} does pnot comply ( ) with Chapter 11D-8, FAC.

I certify, that }4 eld a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
r 727

pes, rme? his ipspection in accordance with the provisions of Chapter 11D-8, FAC.
L Wy 2757 JOHN G SOMMERSDORF
2 = Signature and Printed Name
Fd
04/24/2017
Date

FDLEIATP Form 40 — March 2004



B0~ OUORAY QA RECEI'/
Florida Department of Law Enforcement  z, , <0

¢ ::,’/,7
Alcohol Testing Program ~ “eon,,, ;s
stip
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "Grap,

Serial Number: 80-000824

Agency: LEESBURG P.D.
Software: 8100.27

Time of Inspection: 23:54 Date of Inspection: 07/23/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK ]
Yes
Alcohal Free 0.05¢q/210L Test 0.08g/210L Test 0.20g/2101 Test 0.08 g/210L
Test (g/210L) (g/z210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201702B {g/210L)
Exp: 03/08/20138 Exp: 11/15/2018 Exp: 02/23/2019 Lot§:01316080A2
Exp: 02/05/2018
0.000 0.047 0.077 0.196 0.080
0.000 0.047 0.078 0.197 0.080
0.000 0.047 0.078 0.198 0.080

Number of Simulators Used: 3,

Remarks:

The above instrument -complies { X ) does not comply ( ) with Chapter 11D-B, FAC.

’

P
I ceptify i%gggiﬁhold a valid Florida Department of Law Enforcement Agency Inspector Fermit and that I
perf rﬁed tHis inspection in accordance with the provisions of Chapter 11p-8, FAC.

/s - .
4_“§:.*T£;_§; ) .¢£zjjf_n JOHN G SOMMERSDORF
/; . Signature and Printed Name

D7/23/2087
Date

FDLE/ATE Form 10 — March 2004



Sb-coogay @8

_ RECEIVED
Florida Department of Law Enforcement 4%, 2017
Alcohol Testing Program Alcong ,FOLE

SH
AGENCY INSPECTION REPORT - INTOXILYZER 8000

"9 Prograp,

Serial Number: 80-000824
Software: 8100.27

Agency: LEESBURG P.D.

Time of Inspection: 22:38 Date of Inspection: 03/31/2017

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre~Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohel Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check {(Post-Inspection): 0K

Yes
Aicohol Free 0.05g9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L}) Ory Gas Std Test
{g/210L} Lot#:201603D Lot#:201601F Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:0131608042

Exp: 02/05/2018
0.000 0.048 0.077 0.189 / 0.195 | 0.080
0.000 0.048 0.077 0.1%94 / 0.196 | 0.080
0.000 0.048 0.078 0.195 / 0,196 | 0.080

Number of Simulators Used: 3

Remarks:

20: Control Outside Tolerance. RAN TEST TOO EARLY, RE-RAN.

AL e

The above instrument complies ( X

I certify that I _hold 4

Sy\?u e iR R&:“f’;’nuZS

@ (W

) does not comply (

performed this ‘nspeggibn in aCj}rdance with the provisions of Chapter 11D-8, FAC.

R )

‘

T e
Y T AT

CaLp el DO

JORN G SOMMERSDORF

!
&

FDLEIATP Form 40 — March 2004

8ignature and Printed Name

03/31/201%

Date

: bcf’h(l\w\t‘-«ﬂ 3P coen

} with Chapter 11D-8, FAC.

valid Florida Department of Law Enforcement Agency Inspector Permit arnd that I






