$0 - 0083 Qs

Florida Department of Law Enforcement

Alcohol Testing Program

Agency: UMATILLA PD(LAKE B0O)

-‘71!@:5' 5 al ¥ & sJL E

o B “Stin
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gpmmmn

Serial Number: B0-000836

Time of Inspection: 02:55 Date of Inspection: 12/09/2017 Boftware: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Imspection): OK

Yes
Alcohocl Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.085/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201703A Lot#:201611B Lot#:201702B (g/210L)

Exp:t 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:34416080A2

Bxp: 02/05/2019
0.000Q 0.047 0.078 0.197 0.079
0.000 0.048 0.077 0.198 0.079
0.000 0.048 0.077 0.199 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply (

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Pecr
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

C‘,u/(m._r:e‘mx_ sq

FDLE/ATP Form 40— March 2004

~ CHESSHER / PITCHER ﬁ4

) with Chapter 11D-8, FAC.

Signature and Printed Name

12/09/2017
Date

it and that I
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: UMATILLA PD(LAKE S0)
Time of Inspection: 21:28

Serial Number: 80-000836

Date of Inspection: 11/03/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohel Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yeg
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L} Dry Gas Std Test -
(g/210L) Lot#:201703A Lot#:201611B Lot#:201604C (g/ZlOL)i&"NLpd?aA'

Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Loti#:1271608A7 D

Expt 06/05/2018
0.000 0.050 0.079 0.187 0.079
0.000 0.050 0.080 0.197 0.079
0.000 0.050 0.080 0.197 0.079

Number of SBimulators Uged: 5

Remarks:

The above instrument complies ( X ) does not comply ) with Chapter 11D-8, FaC,
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-~8, FAC.

/Rnﬂ_.; O, N g5 CHESSHER / PITCHER @il

Signature and Printed Name

11/03/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement W

. Pf] ?:ay
Alcohol Testing Program ooy, Kp, 7
ﬁV;k’CZ£?
L7
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ”99,,0
5”3
Agency: UMATILLA PD(LAKE S0) Serial Numbexr: 80-000836 N
Time of Inspection: 21:28 Date of Inspection: 11/03/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohel Free Subject Test: 0,000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L} (g/210L) Dry Gas 8td Test
{g/210L) Lot#:201703A Lot#:2016118 Lot#:201604C {(g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1271608A7
Exp: 06/05/2018
0.000 0.050 0.079 0.197 0.079
0.000 0.050 0.080 0.197 0.078
0.000 0.050 0.080 0.197 0.079
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agenoy Inspector Permit_and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
)O%LLQ«-M.SQ_.. 159 CHESSHER / PITCHER Csvm
Signature and Printed Name il

11/03/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement oy,

F0-60033¢ @R

‘?EFZ:EFIbQSZ)

FDLE/ATP Form 40 — March 2004

10/25/2017
Date

Alcohol Testing Program F
g r'rog Alcon, » SDLE
tin
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gp m@a
Agency: UMATILLA PD{LAKE S0) Serial Number: 80-000836
Time of Inspection: 20:41 Date of Inspection: 10/25/2017 Software: 8100.27
Check oxr Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) {g/210L) Dry @Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1271608A7
Exp: 06/05/2018
0.000 0.049 0.080 0.198 0.079
0.000 0.050 0.081 0.198 c.07%
0.000 0.049 0.081 0.198 0.078
Number of Simulators Used: 5
Remarke:
The above instrument complies ( ¥ ) does not comply ( } with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permi nd that I
-performed this inspection in accordance with the provisions of Chapter 11D-8, FAC. \
G
- e, C 80, By, 5 PITCHER / CHESSHER MY, 7@
7 Signature and Printed Name LY e



Q- 000836 ke

Florida Department of Law Enforcement s y
. 20
Alcohol Testing Program Ueone, Ky
sy
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "99;-0%
m

Agency: UMATILLA PD(LAKE 80) Serial Number: 80-000836

Time of Inspection: 11:02 Date of Imspection: 09/27/2017 Software: B8100.27

Check or Test YES NO

Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK
Yes

Alcohol Free Subject Test: 0.000
Yes

Mouth Alcohol Test: Slope Not Met
Yes

Interferent Detect Test: Interferent Detect
Yes

Diagnostic Check (Post-Inspection): OK
Yes

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test {g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1271608A7
Exp: 06/05/2018
0.000 0.049 0.080 0.1396 0.079
0.00C 0.049 0.080 05197 0.079
0.000C 0.050 0.080 0.197 0.079

Number of Simulators Used: 5

Remarks:
IN COMPLIANCE

The above instrument complies ( X

} does not comply {

) with Chapter 11D-8, FAC,

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provigions of Chapter 11D-8, FAC.

%) 2%

Y

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

08/27/2017

Date

BOWDEN / CHESSHER Q()L,n_C:SQ»g_M:SlH“_
Z



X -owyze Qs _ REéE’VED
Florida Department of Law Enforcement , , a0
Alcohol Testing Program FDLE

Alcohorres
AGENCY INSPECTION REPORT - INTOXILYZER 8000_'

ting Program

Agency: UMATILLA PD(LAKE S0)
Time of Inspection: 17:41

Serial Number: 80-000836

Date of Inspection: 08/23/2017 Software: 8100.27

Check or Test _ YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1271608A7
Exp: 06/05/2018
0.000 0.048 0.079 0.194 0.078
0.000 0.048 0.080 0.196 0.07%
0.000 0.048 0.080 0.157 0.078
Number of Simulators Used: 5
Remarks:
The above inetrument complies ( X ) does not comply ( ) with Chaptex 11D-8, FAC.

I certify that I hold a valid Florida D
performed t i bl

p}lrtment of Law Enforcement Agency Inspector Permit and that I
the provisions of Chapter 11D-8, FAC.

LUPPINO / PITCHER

ﬁ@q Y937

Signature and Printed Name

- 08/23/2017
& Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement v ,

@ 0-000%30

Rgc -

Alcohol Testing Program Yeoney Ry 7
: o/ re‘w(g
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ° prog,am
Agency: UMATILLA PD(LAKE S0) Serial Number: 80-000836
Time of Inspection: 17:43 Date of Inspection: 07/21/2017 Software: 8100.27
Check orxr Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
. Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
' Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201602D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1271608A7
Exp: 06/05/2018
0.000 0.048 0.080 0.196 0.080
0.000 0.048 0.080 0.157 0.079
0.000 0.049 0.080 0.197 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply

) with Chapter 11D-8, FAC.

I certify that I hold a valid F érida Department of Law Enforcement Agency Inspector Permit and that I

iesinspection

FDLE/ATP Form 40 — March 2004

@ with the provisions of Chapter 11D-8, FAC.

PITCHER / LUPPINO

07/21/2017
Date

'signatura and Printed Name
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Florida Department of Law Enforcen}gznt ,
Alcohol Testing Program M0 Ty :'i"?

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000836
Software: 8100,27

Agency: UMATILLA PD(LAKE S0)

Time of Inspection: 11:37 Date of Inspection: 05/22/2017

Check or Test YES NO
Date and/or Time Adjusted i
No i
Diagnostic Check (Pre-Inspection): OK i
Yes !
Alcohol Free Subject Test: 0.000 :
: Yes i
Mouth Alcohol Test: Slope Not Met i
Yes
Interferent Detect Test: Interferent Detect i
’ Yes !
Diagnostic Check (Post-Inspection): OK i
Yes i
i
Alcohol Free 0.059/210L Test 0.0B89/210L Test 0.20g/210L Test 0.08 g/210L {
Test {g/210L) (g/210L) {g/210L) Dry Gas Std Test :
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L) !
Exp: 03/08/2018 Bxp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.048 0.080 0.196 0.080
0.000C 0.049 0.080 0.197 0.079 ;
0.000 0.049 I0.080 0.197 0.079 §
Number of Simulators Used: 5
Remaxks:
IN COMPLIANCE
;
The above imnstrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

pexfo, d/this nspeah;on in accordance with the provisions of Chapter 11D-8, FAC.
l/ So e CQ ok 4S e MATTHEW BOWDEN / SANDRA CHESSHER

’/V 8ignature and Printed Name

05/22/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement #» 29, O
Alcohol Testing Program 4@%% Rt My

&
AGENCY INSPECTION REPORT - INTOXILYZER 8000 %g”bg,,

8erial Number: B0-000B36
Software: 8100.27

Agency: UMATILLA PD(LAKE SO0)

Time of Inspection: 16:11 Date of Inspection: 04/27/2017

Check or Test YES NOC
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0,000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yesg
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (9/210L} {g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
e Exp: 06/05/2018
0.000 0.048 0.079 0.195 0.079
0.000 0.0489 0.080 €.198 0.079
LQ.OOD 0.049 0,079 0.196 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X )} does not comply ( ) with Chapter 11p-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11lD-8, FAC.

ﬂ%ﬁu@/w saNDRA W cHESSHER S5 et S Sh o TN

Signature and Printed Name

04/27/2017
Date

FDLE/ATP Form 40 — March 2004

e A e i i s o s




Florida Department of Law Enforcement

B0 - D30 W

Alcohol Testing Program

l?go .

AGENCY INSPECTION REPORT -

Agency: UMATILLA PD(LAKE 8Q)

INTOXILYZER 8000

Serial Number:

A4/
cobo; 7.9‘:4?( &
g

80-000836

/
Ay v, [/50

(%247

,q9h307

Time of Inspection: 10:32 Date of Inspection: 06/29/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met |
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes

Alcohol Free 0.05g/210L Test 1 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Tast (g/210L) | {g/210L} (g/210L) Dry Gas Btd Test
(g/210L) Lot#:201603D Lot#:1201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7

o Exp: 06/05/2018
0.000 0.049 0.080 0.196 0.080
0.000 0.049 0.080 0.197 0.080
0.000 0.049 0.0G80 0. 197 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply (

} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this ingpection in accordance with the provisions of Chapter 11D-8, FAC.

Mok /o)

06/29/2017
'~ Date

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

BOWDEN / CI:ESSHER(o-..s-._w-
7
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Florida Department of Law Enforcement
Alcohol Testing Program Alcony, FOLg
o 1

e
AGENCY INSPECTION REPORT - INTOXILYZER 8000 s”'?gp,.o%
]

Serial Number: 80-000836
Software: 8100.27

Agency: UMATILLA PD(LAKE S0)

Time of Inspection: 10:14 Date of Inspection: 03/31/2017

Check or Test _ YES NO
Date and/or Time Adjusted
__ _No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
B Yes
Mouth Alcohol Test: Slope Not Met
e » Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnogtic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) {(g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.047 0.078 0.193 0.079
0.000 0.048 0.079 0.1%4 0.079
0.00¢C 0.048 0.079 0.195 0.079
Number of Simulators Used: 5
Remarks;
The above instrument complies ( X ) does not comply { } with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enfoxcement Agency Inspectoxr Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

4200~ Mip©
A 2 S

SANDI W CHESSHER

d}“ 50-"—"
Signature and Printed Name 7

03/31/2017
Date

FDLE/ATP Form 40 — March 2004




Agency: UMATILLA PD{LAKE S0}
Time of Inspection: 09:10

X0 -00DE3(, s R
Ecg

Florida Department of Law Enforcement /%52
Alcohol Testing Program Alcohey .- OLE

SH)
AGENCY INSPECTION REPORT - INTOXILYZER 8000 & pmgfam

VED
2017

Berial Number: 80-000836

Date of Inspection: 02/27/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imspection): OK
Yes
Alcohol Free 0.05g/210L Test [ 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/2101) (g/210L) {g/210L}) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#1201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:112716080A7
I Exp: 06/05/2018
0.0C0 0.048 0.080 0.196 0.080
0.000 0.048 0.080 0.197 0.080
¢.000 0.049 0.080 0.197 0.080
Humber of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

ST o

O B

il S

SANDRA W CHESSHER %) o«
Signature and Printad Name 8

02/27/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement sy,

; 02017
Alcohol Testing Program Aloohey FOL
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ing Prograr,

Serial Numbex: 80-000836
Software: 8100.27

Agency: UMATILLA PD(LAKE BO)

Time of Inspection: 09:35 Date of Inspection: 01/30/2017

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Deteat

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcochol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:1201611B Lot#:201604C {g/210L)

Exp: 03/08/2018 Expt 11/15/2018 Exp: 04/05/2018 LotH112716080A7

Exp: 06/05/2018
0.000 0.048 0.078 0.195 0.07%
0.000 0.049 0.079 0.196 0.079
0.000 0.049 0.080 0.196 0.079

Humber of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspegtor Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Vi verl T V7 SANDRA W_CHESSHER /&M‘_‘l Sa
o0

Signature and Printed Name

01/30/2017
Date

FDLE/ATP Form 40 — March 2004




