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Florida Department of Law Enforcement %y, ,

Alcohol Testing Program ’

‘ F,
tim,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gprogram

Agency: OSCEOLA CORRECTIONS Serial Number: B0-000966
Time of Inspection: 20:44 Date of Inspection: 12/01/2017 Software: 8100.27
| Check or Test YES NO
| Date and/or Time Adjusted ]
No
Diagnostic Check (Pre-Inspection): OK
Yes
| Alcohol Free Subject Test: 0.000
| Yes
| Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
' Diagnostic Check (Post-Inspection): OK
- - B - Yes
Rlcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/2i0L
Test ! {g/210L} (g/210L}) (g/210L) Dry Gas Std Test
(g/210L) | Lot#:20 Lot#:201 Lot#:201702 (g/210L)
: FC 318 Exp: ! Exp: {2/2 3
0.0060C | ©0.048 0.079 0.20¢
G.0C 1 0.049 0.079 0.201
0.000 | 0.049 0.080 0.201

Number of

Remarks:
int | ADJUSTED.

The above instrument complies ( X )} does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfo this ipspection in accordance with the provisions of Chapter 11D-8, FAC.

A

e S

| DANIEL E

Signature and Printed Name

FDRLE/ATP Form 40 - March 2004
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Florida Department of Law Enforcemegt g,

oy K0y 7
Alcohol Testing Program RECS
9A
AGENCY INSPECTION REPORT — INTOXILYZER 8000 arsy,
Agency: OSCEOLA CORRECTIONS Serial Number: B0-000966

Time of Inspection: 18:22 Date of Inspection: 11/07/2017 Software: 8100.27
Check or Test YES NO
' Date and/or Time Adjusted
Diagnostic Check {(Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect -
Yes
Diagnostic Check (Post-Inspection): OK
_ Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.0060 0.048 0.07¢ 0.198 0.081
0.000 0.048 6.07¢9 0.198 0.C80
0.000 1@.048 0.079 0.198 0.C80

Number of Simulators Used: ©

Remarks:

The above instrument complies ( X )} does not comply | ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfo d thifs 1n5pectlon in accordance with the provisions of Chapter 11D-8, FAC.
......... o DANIEL F LYONS

Signature and Printed Name

GIjaul

Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement %7,
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS
Time of Inspection: 20:41

Date of Inspection: 10/18/2017

Serial Number:
Software: 8100.27

80-000966

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
- Yes
Diagnostic Check {Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test - | tg/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.049 0.077 0.194 0.080
0.000 0.049 0.078 0.1%96 0.081
0.000 0.049 0.078 0.198 0.081
Number of Simulators Used: ©
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

rtify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
'perf med tifis inspection in accordance with the provisions of Chapter 11D-8, FAC.

- o

DANTIEL E LYONS

I /

FDLE/ATP Form 40 — March 2004

Signature and Printed Name
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Florida Department of Law Enforcement s:» 2

Alcohol Testing Program

QE@
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Agency: OSCEOLA CORRECTIONS

Time of Inspection: 17:23

Date of Inspection: 09/28/2017

65
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ””anrogr

Serial Number: 80-000966

Software: 8100.27

2017

Sm

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05¢g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437

Exp: 10/30/2018
0.000 0.048 0.078 0.197 0.079
0.000 0.049 0.078 0.199 0.080
0.000 0.049 0.079 0.199 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I _certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfo d thigd inspection in accordance with the provisions of Chapter 11D-8, FAC.

=l J; /f/ﬂ_‘h DANIEL E LYONS
—_— V'// Signature and Printed Name

09/28/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement

: AUG 2 g P
Alcohol Testing Program 017
4/ h o/ Fq)LE'
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Tes mgg.
Ogr,
Agency: OSCEOLA CORRECTIONS Serial Number: B80-000966 gam
Time of Inspection: 00:41 Date of Inspection: 08/29/2017 Software: B8100.27
| Check or Test YES NO
‘Date and/or Time Adjusted
No
Aﬁiagnostic Check (Pre-Inspection): OK
B Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met _ '
§ Yes
Interferent Detect Test: Interferent Detect -
Yes
Diagnostic Check (Péét—lnspectidﬁf} OK
E' — — I S P R St Yes

Alcohol Free
Test

0.05g/210L Test
(g/210L)

0.08g/210L Test
(g/210L)

0.20g/210L Test
(g/210L)

0.08 g/210L
Dry Gas Std Test

| {(g/210L) Lot#:201603D Lot#:201611B8 Lot#:201604C {(g/210L)
! Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
o ooo 0.047 0.074 / 0.078 | 0.198 0.080
10.000 0.048 0.076 / 0.078 | 0.201 0.080
0.000 0.048 0.077 / 0.079 | 0.201 0.080

Number of Simulators Used: 5

Remarks:
08: Control Outside Tolerance.

OB  SOwuTont CHANGEYD

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I cert;fy that T hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

d thisyinspection in accordance with the provisions of Chapter 11D-8, FAC.
= __DANIEL E LYONS

Signature and Printed Name

08/29/2017
Date

FDLEATP Form 40 — March 2004
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RECEIVED
MAY 01 2017

FDLE
6lcohol Testing Program

Florida Department of Law Enforcement
Alcohol Testing Program
INTOXILYZER 800

Serial Number: 80-000966
Software: 8100.27

AGENCY INSPECTION REPORT -

Agency: OSCEOLA CORRECTIONS

Time of Inspection: 09:59 Date of Inspection: 04/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437

Exp: 10/30/2018
0.000 0.046 0.077 0.198 0.079
0.00C 0.047 0.077 0.199 0.079
0.000 0.048 0.077 0.198 0.079

Mumber of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

I certify at I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed ig~ipspection in accordance with the provisions of Chapter 11D-8, FAC.

ANGEL M DIAZ

Signature and Printed Name

04/26/2017
Date

FDLE/ATP Form 40 — March 2004



