R - 60t g D

Florida Department of Law Enforcement

: F
Alcohol Testing Program Alcongy 5. OLE
Tecs;
B Sting py,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Sram,
Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 20:46 Date of Inspection: 12/01/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
" No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
— S— —— Yes
Mouth Alcohol Test: Slope Not Met
B B Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test | 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:2016030 Lot#:2016118 Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:163437
) Exp: 10/30/2018
0.000 0.049 0.079 0.200 0.080
0.000 0.050 0.080 0.203 0.081
0.000 0.050 0.080 0.203 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.
I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfor thii inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E
Signature and Printed Name

LYONS

12/01/2017_
Date

FDLE/ATP Form 40 - March 2004
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Florida Department of Law Enforcement

01
Alcohol Testing Pr Veony, KOy
conoit 1estin rogram Tae, o&
= Sting
A g 7
AGENCY INSPECTION REPORT - INTOXILYZER 8000 091’6,,:,
Agency: OSCEOLA CORRECTIONS Serial Number: B0-000968
Time of Inspection: 18:27 Date of Inspection: 11/07/2017 Software: 8100.27
Check or Test N YES NO
Date and/or Time Adjusted
—————— - — S — Yes —
Diagnostic Check (Pre-Inspection): OK
A R Yes
Alcohol Free Subject Test: 0.000
B ) - Yes
Mouth Alcohol Test: Slope Not Met
Yes
| Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {(g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {(g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
o R S , Exp: 10/30/2018
0.000 0.049 0.080 0.198 0.079
C.000 0.049 0.080 0.199 0.080
0.000 0.049 0.080 0.200 0.080

Number of Simulators Used: 5

Remarks:
Time-Date changed.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certif that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed is ingbection in accordance with the provisions of Chapter 11D-8, FAC.

LF ka . DANTEL £ Ltons o

Signature and Printed Name

11/07/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement On

Alcohol Testing Program e ‘9,
040/ ﬁ:..“ l‘f..‘?{;
Y5, %
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ’b%
Gr
Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968 dhb

Time of Inspection:20:45 Date of Inspection:10/18/2017 Software: B8100.27
Check or Test YES NO
Date and/or Time Adjusted No
Diagnostic Check (Pre-Inspection): OK Yes
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect Yes
Diagnostic Check (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#: 201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot #: 163437

Exp: 10/30/2018

0.000 0.049 0.078 0.199 0.080
0.000 0.049 0.079 0.199 0.080
0.000 0.049 0.079 0.199 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply (

} with Chapter 11D-8B,

FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and

this inspection in accordance with the provisions of Chapter 11D-8B,

DANIEL E LYONS

FAC,

that performe
) Ly
W //

FOLEATP Form 40 - March 2004

Signature and Printed Name

10/18/2017

Date

Reprinted From Database




Florida Department of Law Enforcement 5t 5,

i p E
Alcohol Testing Program ohoy 74 OLe
Sting
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ‘ %%m
Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 14:51 Date of Inspection: 09/28/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {(Post-Inspection): OK
Yes
Alcohol Free 0.059g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 BExp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.000 / 0.047 0.075 0.192 0.079
0.000 0.000 / 0.046 0.075 0.194 0.079
0.000 0.000 / 0.047 | 0.076 0.194 0.080

Number of Simulators Used: 5

Remarks:
05: Control Outside Tolerance.

ANTUSTED F1TOIAGS

The above instrument complies ( X ) does not comply (

) with Chapter 11D-8, PFAC.

tify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
@ /h:.s inspection in accordance with the provisions of Chapter 11D-8, FAC.
/

DANIEL E LYONS

Signature and Printed Name

09/28/2017

Date

FDLE/ATP Form 40 — March 2004




Agency: OSCEOLA CORRECTIONS
Time of Inspection: 22:11

B0~ 000AEY Eve

Florida Department of Law Enforcement 4us 24 201
Alcohol Testing Program Aleohey ,FOLE

S esty)

AGENCY INSPECTION REPORT - INTOXILYZER 8000 ﬂgprogram

Serial Number: 80-000968

Date of Inspection: 08/28/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.048 0.078 0.200 0.080
0.000 0.048 0.078 0.200 0.080
0.000 0.049 0.078 0.202 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perférm;: thisjinspection in accordance with the provisions of Chapter 11D-8, FAC.

“

FDLE/ATP Form 40

DANIEL E LYONS

Jor

Signature and Printed Name

Muareh 2004
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Florida Department of Law Enforcemenf'=CF/VED

: AUG 0 4 2017
Alcohol Testing Program
FDLE
AGENCY INSPECTION REPORT - INTOXILYZER 80@Bol Testing Program

Agency: OSCEOLA CORRECTIONS
Time of Inspection: 11:54

Serial Number: 80-000968

Date of Inspection: 08/01/2017 Software: 8100.27

| Check or Test YES NO |
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.048 0.077 0.198 0.080
0.000 0.048 0.078 0.198 0.080
0.000 0.049 0.078 0.200 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

performed™this ingpection in accordance with the provisions of Chapter 11D-8, FAC.

< A0
/

T ce;;i{xj{hat I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

DANIEL E LYONS

\_,.-/

Signature and Printed Name

08/01/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement 4, 5
. 2017
Alcohol Testing Program Ao FDp e
coholr 3
i Sty
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ngprogra
e
Agency: OSCEOLA CORRECTIONS Serial Number: B80-000968
Time of Inspection: 11:54 Date of Inspection: 08/01/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
‘ - — e Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1623437
Exp: 10/30/2018
¢.0C0 0.048 0.077 0.198 0.080
0.000 0.048 0.078 0.198 0.080
0.000 0.049 0.078 0.200 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X } does not comply | ) with Chapter 11D-8, FAC.

performed™this inkpection in accordance with the provisions of Chapter 11D-8, FAC.

B & ce;iiijghat I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

P Sy N B - DANIEL E LYONS
je— // Signature and Printed Name
08/01/2017
Date

FDLE/ATP Form 40 — March 2004



SoTwet @s  pECEVED
Florida Department of Law Enforcement juL 11 201/
Alcohol Testing Program

FDLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 14:56 Date of Inspection: 07/11/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437

Exp: 10/30/2018
0.000 0.048 0.078 0.199 0.081
0.000 0.048 0.079 0.200 0.080
0.000 0.049 0.079 0.201 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certify that I hold a valid Florida De
performed this inspeXtion

AL

) does not comply (

) with Chapter 11D-8, FAC.

DANIEL E LYONS

partment of Law Enforcement Agency Inspector Permit and that T
jn accordance with the provisions of Chapter 11D-8, FAC.

o/

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

07/11/2017
Date

Alcohol Testing Proaram
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Florida Department of Law Enforcement UL 11 207

Alcohol Testing Program T
AGENCY INSPECTION REPORT - INTOXILYZER 800/§0h0l Testino Poram

Serial Number: 80-000968

Agency: OSCEOLA CORRECTIONS
Software: 8100.27

Time of Inspection: 14:04 Date of Inspection: 07/11/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/270L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: ExXp: Exp: Lot#:
Exp:
Number of Simulators Used: &
Remarks:
AF / Ma:
The above instrument complies ( X ) does not comply |{ } with Chapter 11D-8, FAC.

I certify that I heold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this i i ccordance with the provisions of Chapter 11D-8, FAC.

cmijji%o ’1;£2;1/65r7jyj

DANIEL E LYONS

Signature and Printed Name

07/11/2017_
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement JUL 12 200

Alcohol Testing Program _—
AGENCY INSPECTION REPORT - INTOXILYZER SOS‘EDhO,TeSﬁ”Q Program

Serial Number: B80-000968
Software: 8100.27

Agency: OSCEOLA CORRECTIONS

Time of Inspection: 14:04 Date of Inspection: 07/11/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): CK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {g/210L} Dry Gas Std Test
{g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Lot#:
Exp:
Number of Simulators Used: S
Remarks:
AF /M A:
Y :} ”
*&,\%‘ SNM[MA SolikRon NoT WsED FDG\. SAHPLE
)

The above instrument complies ( ,JP;S? does not comply (/)(f ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this imSpectidn in gccordance with the provisions of Chapter 11D-8, FAC.

r

,__,217/07%

DANIEL E LYONS

Signatuig and Printed Name

Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement Uy o 8 20,
: 7
Alcohol Testing Program
5108 Aeong, 5e DL
egy;
I‘Ing Pro
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ar m
Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection:20:44 Date of Inspection:06/27/2017 Software: B8100.27
Check or Test YES NO
Date and/or Time Adjusted No
Diagnostic Check (Pre-Inspection): OK Yes
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yae
Interferent Detect Test: Interferent Detect Yes
Diagnostic Check (Post-Inspection): OK Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#: 201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot #: 163437
Exp: 10/30/2018

0.000 0.049 0.082 0.204 0.079
0.000 0.051 0.083 0.204 0.080
0.000 0.050 0.083 0.203 0.080

Number of Simulators Used: &

Remarks:

The above instrument complies ( X

) does not comply (

)} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and
that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

FOLEATP Form 40 -- March 2004

Signature and Printed Name

06/27/2017

Date

Reprinted From Database
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Florida Department of Law Enforcement ¥ 201>
Alcohol Testing Program Alcog,, 7PDL &
®Sting p,
o
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Yram,
Agency: OSCEOLA CORRECTIONS Serial Number: B0-000968
Time of Inspection:20:00 Date of Inspection:06/27/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted No
Diagnostic Check (Pre-Inspection): OK Yes
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: interferent Detect Yes
Diagnostic Check (Post-Inspection): OK No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#: 201604C (gf210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot #:
Exp:
0.000 0.050 0.078 0.188/0.000
0.000 0.051 0.079 0.1957/0.000
0.000 0.050 0.078 0.198/ 0.000

Number of Simulators Used: 5

Remarks:
AF / MA:

ERROR.

No Sample Provided.

The above instrument complies ( ) does not comply (

Z0IVALVE LOOSE, RESTART IN ERRCOR,

Non-compliance: .20 RESTART IN

X ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and
that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANTEL F LYONS

Signature and Printed Name

06/27/2017
Date

FDLEATP Form 40 -- Maurch 2004

Reprinted From Database
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Florida Department of Law Enforcement Uy 2,
Alcohol Testing Program Aorr gm0
060/ [2(6?
L st
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ¥ "fog,%
Agency: OSCEOLA CORRECTIONS Serial Number: B80-000968
Time of Inspection:1B:43 Date of Inspection:06/27/2017 Software: B8100.27
Check or Test YES NO
Date and/or Time Adjusted No
Diagnostic Check (Pre-Inspection): OK No
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#; Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Lot #:

Exp:

Number of Simulators Used:

Remarks:

The above instrument complies ( X ) does not comply (

) with Chapter 11D-8, FAC.

I certify that T hold a valid Florida Department of Law Enforcement Agency Inspector Permit and
that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

Signature and Printed Nanme

06/27/2017

Date

FDLE/ATP Form 40 -~ March 2004

Reprinted

From Database



