Florida Department of Law Enforcement

Alcohol Testing Program

[DDQ

¢

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: B80-001008
Time of Inspection: 18:02 Date of Inspection: 12/26/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 06.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0.0458 0.078 0.193 0.080
0.000 0.048 0.079 0.1 93 0.078
0.000 0.049 0.079 0g.192 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

2
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed chxs 1nspec ion i ’accordance with the provisions of Chapter 11D-8,

} does not comply (

} with Chapter 11D-8,

FAC.

EDWIN J LUTZ

FAC.

VG

Yo\

FDLE/ATP Form 40 ~ March 2004

Signature and Printed Name

12/26/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -~ INTOXILYZER 8000

Serial Number: 80-001009
Software: 8100.27

Agency: PALM BAY P.D.

Time of Inspection: 08:56 Date of Inspection: 11/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No
biagnostic Check (Pre-Inspection}: OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {(Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.209/210L Test 0.08 g/210L
Test (g/210L) {(g/210L) {g/210L) Dry Gas 8Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0.049 0.078 0.194 0.079
0.000 0D.04¢9 0.079 0.194 0.079
0.000 0.049 0.079 0.194 0.078
Number cof Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

I certify that I Aold a id Florida Department of Law Enforcement Agency Inspector Permit and that I
performed thig ing ctiun accordance with the provisions of Chapter 11D-8, FAC.

(/

EDWIN J LUTZ
Signature and Printed Name

11/26/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

- INTOXILYZER 8000

AGENCY INSPECTION REPORT

Agency: PALM BAY P.D. Serial Number: 80-001009
Time of Imspection: 22:08 Date of Inspection: 10/27/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspectiomn): OK
Yes
Alcohol Free Subject Test: 0,000
Yes
Mouth Alcohol Test: Slope Not Met R - o
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0.048 Q.077 D.3191 0.080
0.000 0.049 0.077 0.19¢C 0.079
0.000 0.048 0.077 0.201 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies { X

I cerxtify that
performed 18

T

sotign i

pld

W

) does not comply (

) with Chapter 11D-8, FAC.

__EDWIN J LUTZ

valid Florida Department of Law Enforcement Agency Inspector Permit and that I
accordance with the provisions of Chapter 1iD-8, FaC.

1977
~

Vy

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

10/27/2017

Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D.
Time of Inspection: 15:39

Date of Inspection: 09/25/2017

Serial Number: 80-00

Software: 8100.27

1009

Check or Test YES NO |
Date and/or Time Adjusted
No F
ugiﬁagnostic Check (Pre-Inspection): OK |
Yes r
Alcohol Free Subject Test: 0.060
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect ﬁ
Yes
Diagnostie Check (Post—Inspection): OK ‘
Yes

XA

[Alcohol Free | 0.05g/210L Test "‘l\g.ﬂﬂg/ZIDL Test | 0.209/210L Test | 0.08B g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Tes |
(g/210L) Lot#: 283693F Zoi6 03| Lot#:201601F Lot#:201604C (g/210L)
! Exp: 8%/26/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:24515080A2
L 3 oy Exp: 10/05/2017
0.000 0.049 0.079 0.194 0.080
0.000 C.049 0.07¢9 0.194 0.079
0.000 0.049 0.080 0.194 0.079 {

Number of Simulators Used: B

Remarks:
G/E <05 LOT # 201603D - EXP 03/08/18

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
valid Florida Department of Law Enforcement Agency Inspector Permit and that I

in accordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

Si.g?ature and Printed Name

09/25/2017
Date

FDLE/ATP Form 40 - March 2004



RECEIVED

a6 9 9 2017 Florida Department of Law Enforcement

Alcohol Testing Program

I certify that qhol ‘a wvalid Florida Department cf Law Enforcement Agency Inspector
performed thisg—~i spectiln in accordance with the provisions of Chapter 11D-8, FAC,

Permit and that

— \ EDWIN J LUTZ
[ “\y \\\ Signature and Printed Name
a
08/17/2017
A Date

FDLE/ATP Form 40 — March 2004

FDLE
Icohol Testing Progr,
Alo 9"T°H8¥NCY INSPECTION REPORT - INTOXILYZER 8000
Agency: PALM BAY P.D. Serial Number: 80-001009
Time of Inspection: 18:04 Date of Inspection: 08/17/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {(g/210L) Dry Gas S8td Test
{g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:24515080A2
Exp: 10/05/2017
0.000 0.048 0.075 0.191 | 0.080
0.000 0.049 0D.076 0.191 0.080
0.000 | 0.049 0.076 0.191 0.080
Number cf Simulators Used: 5 .
Remarks:
The above instrument complies |( X ) does not comply | } with Chapter 11D-8, FAC.

L
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: B0-001009

Agency: PALM BAY P.D.

Time of Inspection: 14:26 Date of Inspection: 07/12/2017 Scftware: 8100.27
' Check or Test . YES = NO |
' Date and/or Time Adjusted E i
: No !
Diagnostic Check (Pre-Inspection): OK i |
L | Yes N
' Alcohol Free Subject Test: 0.000 F
— R P i remsai e os s Yes ;
Mouth Alcohol Test: Slope Not Met 5
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK ' !
Yes !
| Alcohol Free 0.05¢/210L Test | 0.08g/210L Test | 0.209/210L Test 0.08 g/210L
Test . (g/210L) i {g/210L) i (g/210L) Dry Gas Std Test
(g/210L) | Lot#:201603D Lot#:201601F | Lot#:201604C (g/210L} |
| Exp: 03/08/2018 | Bxp: 01/26/2018 | Exp: 04/05/2018 Lot#:24515080A2 |

Exp: 10/05/2017

i

1 0.000 1 0.047 1 0.077 | 0.193 0.079
0.000 l 0.047 | 0.078 | 0.194 0.079
I.. BT T re—— gt i e TP, i Sn—— ansansemn - o
| 0.000 0.048 | 0.078 [ 0.194 0.079
Number of Simulators Used: 4
Remarks:
The above instrument complies ( ¥ ] does not comply { } with Chapter 11D-8, FAC.

"\i
I certify that' I ho,

performed -thig igspeqtion in accordance with the provisions of Chapter 11D-8, FAC.

EDWI?

B —— - : T LUTZ
Signature and Printed Name

e

07/12/2017
Date

FDLE/ATP Form 40 - Marceh 2004

a valid Florida Department of Law Enforcement Agency Inspector Permit amd that T
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001009
Time of Inspection: 17:27 Date of Inspection: 06/23/2017 Software: 8100.27
| Check or Test YES | NO
'Date and/or Time Adjusted !
1 No
! Diagnostic Check (Pre-Inspection): OK

_ Yes
Alcohol Free Subject Test: 0.000
| Yes
;ﬁﬁﬁth Alcoheol Test: Slope Not Met
; Yes
| Interferent Detect Test: Interferent Detect
| Yes |
 Diagnostic Check (Post-Inspection): OK 3
| Yes | J

‘Alcohol Free [ 0.05g/210L Test

| 0.08g/210L Test

0.209/210L Test
(g/210L)

| 0.08 g/210L
Dry Gas Std Test

| Test (g/210L) | {g/210L) 1
| {g/210L} Lot#:201602D | Lot#:201601F Lot#:201604C {g/210L) |
! | Bxp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:24515080A2 |
. | i - Exp: 10/05/2017 B
L 0.000 1 0.048 6.078 L 0.192 0.080 %
L 0.000 L 0.048 0.079 0.192 0.080 §
| 0.000 . 0.048 0.078 0.193 0.080 3
Number of Simulators Used: 5

Remarks:

The above instrument complies | X 3

1 certify that I hol?
performed this igsqec i

March 2004

FOLEATP Fornt 40

does not comply (

06/23/2017
Date

} with Chapter 11D-8,

EDWIN J LUTZ

FAC.

valdid Florida Department of Law Enforcement Agency Inspector Permit and that I
in {acpordance with the provisiocns of Chapter 11D~8, FAC.
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-00100%

Agency: PALM BAY P.D.

Time of Inspection: 05:38 Date of Inspection: 05/26/2017 Software: B100.27
' Check or Test YES NO
| Date and/or Time Adjusted
g No
' Diagnostic Check (Pre-Inspection): OK
Yes B
| Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
‘ Yes
! : S : |
| Interferent Detect Test: Interferent Detect |
. Yes
Diagnostic Check (Post-Imnspection): OK
Yes |
["Alcohol Free " 0.05g/210L Test | 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L ]
| Test (g/210L} {g/210L) i (g/210L) Dry Gas Std Test i
i (g/210L) Lot#:201503D Lot#:201601F | Lot#:2016040 (g/210L) !
| Exp: 03/08/2018 Exp: 01/26/2018 | Exp: DA/05/2018 Lot#:24515080A2 i
- | - | Exp: 10/05/2017 ;
0.000 0.07 0.193 0.080 i
- I i ST LI N o
0.079 0.194 0.080 ;
1 0.079 0.193 | 6.080
Rumber of Simulators Used:ib ﬁ B
Remarks:
FOUR SIMULATORS - SIM BROKE PRIOR TO TESTING
The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.

I certify that I ho;@ a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this iyspe tion in accordance with the provisions of Chapter 11D-8, FAC.
A } i ¢

e ——— : EDWEN 20, BOLE oo csnsie
Signature and Printed Name

05/26/2017
Date

FOLEATE Form 40 - March 2004
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Florida Department of Law Enforcement *
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001009
Time of Inspection: 02:31 Date of Inspection: 04/23/2017 Software: 8100.27
Check or Test - YES NO
Date and/or Time Adjusted
Diagnostic Check (Pre-Inspection): OK |
_ Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
- - ) - Yes i
Diagnostic Check (Post-Inspection): OK |
S R Yes :
['Alcohol Free | 0.05g/210L Test "0.08g/210L Test "0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L} Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: U1/26/2018 . Exp: 04/65/2018 Lot#:245150680A2
o Exp: 10/05/2017
0.000 0.047 0.078 0.194 0.080
§0.000 0.047 0.078 0.1%4 0.C80
L 0.000 :0.047 0.078 L 0.194 0.080
Kumber of Simulators Used: 5
Remarks:
The above instrument complies ( X )} dees not comply )} with Chapter 11D-8, FAC.

-
I cextify that I hold a_yﬁkféjPlo ida Department of Law Enforcement Agency Inspector Permit and that I
performed this 5aspec§iﬁﬁaii2j?éorda ﬁé with the provisions of Chapter 11D-8, FAC,

/

e
il y . . ) EDWIN J LUTZ ) B
el fi { Signatore and Printed Name
/
;5 04/23/2017
= Date

FIMAEZATE Form 40 - March 2004
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Florida Department of Law Enforcement ﬁé"3El“*/ED

Alcohol Testing Program MAR 2 8 2017

AGENCY INSPECTION REPORT - INTOXILYZER 8000 FDLE
Alcohol Testing Pregram

Serial Number: B0-001009

Agency: PALM BAY P.D.

Time of Inspection: 19:44 Date of Inspection: 03/27/2017 Software: 8100.27
' Check or Test - - | YES NO
Date and/or Time Adjusted ;
= i b e - - NO
Diagnostic Check (Pre-Inspection): OK
: Yes
{ Alcohol Free Subject Test: 0.000
S Yes i
Mouth Alcohol Test: Slope Not Met i
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes "
‘Alcohol Free 0.05g/210L Test 0.08g/210L Test 10.20g/210L Test 0.08 g/210L
Test | (g/210L} {g/210L} [ (g/210L) Dry Gas Std Test
{g/210L) | Lot#:201603D Lot#:201601F | Lot#:201604C {g/210L)
| Exp: 03/08/2018 Bxp: 01/26/2018 | Exp: 04/065/2018 Lot#:24515080A2
,,,,,, : e _Exp: 10/05/20617
L 0.000 L 0.048 ‘ 0.079
0.000 | 0.049 [ 0.191 0.080
| 0.000 ;0 049 10.191 0.080 |
Number of Simulators Used: &
Remarks:
The abowve instrument complies ( X )} does not comply |( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

o o 20
2 A e EDWIN J LUTZ
i\w/ Signature and Printed Name
03/27/2017
Date

FDLEAATP Form 40 - March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: B0-001009
Time of Inspection: 12:12 Date of Inspection: 02/26/2017 Software: B100.27
Check or Test YES = NO
fggggwénd/or Time Adjusted
; No
| Diagnostic Check (Pre-Inspection): OK N
1 Yes
Alcohol Free Subject Test: (0.000 B
Yes
| Mouth Alcohol Test: Slope Not Met B
f Yes
 Interferent Detect Test: Interferent Detect o
Yes
mDiagnostic Check (Post-Inspection): OK T
Yes
["Alcohel Free | 0.05g/210L Test 0.08g/210L Test [ 0.20g/210L Test 0.08 g/210L
Test - (g/210L) {g/210L) . {g/2101L) Dry Gas Std Test
(g/210L} Lot#:2616013D Lot#:201601F Lot#:201604C | {g/210L)
i Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/0%/2018 | Lot#:24%15080AR2
T—— . | Bxp: 10/05/2017
| 0.000 0.048 [ 0.077 0.191 0.080
F0.00C 0.049 0.078 G182 0.080
L 0.000 | 0.049 L 0.078 0.192 0.080

Number of Simulators Used: &5

Remarks:

The above instrument complies ( X ) does not comply } with Chapter 11D-8, FAC.
4

valid Florida Department of Law Enforcement Agency Inspector Permit and that

I certify that I nold/”
in cordance with the provisions of Chapter 11D-8, FAC.

pertformed this inspe ]

O IRORTTI, 1, : ¢ I 091355 S
Signature and Printed Name

¥ 02/26/2017 P P
Date {te ){a T £ o &b

FOLEATE Form 40 - March 2004

L






