Florida Department of Law Enforcement

B0 -co1043 g

Alcohol Testing Program

AGENCY INSPECTION REPORT -

Agency: LAKE ALFRED PD

INTOXILYZER 8000

Serial Number: 80-001048

Time of Inspection: 16:29 Date of Inspection: 12/26/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
"Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect ]

Yes
Diagnostic Check (Poét-Inspection): OK

Yes

Alcohol Free

0.059/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201703A Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/07/2019 Exp: 11/15/2c18 Exp: 02/23/2019 Lot#:34015080A2
Exp: 01/05/2018
0.000 0.049 0.078 0.200 0.080
0.000 0.049 0.079 0.200 0.080
0.000 0.049 0.079 0.200 0.080

Number of Simulators Used: 3

Remarks:

The above instrument complies ( X

I certify th

t I hold a valid Florida

) does not comply {(

} with Chapter 11Dp-8,

crdance with the provisions of Chapter 11p-8, FAC.

perform inspection in_pa
7 A;:Z?liZLr/ é?ﬁﬁff:7

ANTHONY W GETTLE

FAC.

Department of Law Enforcement Agency Inspector Permit and that I

FDLE/ATP Form 40 — March 2004

12/26/2017

Signature and Printed Name
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Florida Department of Law Enforcement "0/ 24 201
Alcohol Testing Program Alcohy 1 OLE
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AGENCY INSPECTION REPORT - INTOXILYZER 8000 fograp,

Agency: LAKE ALFRED PD Serial Number: 80-001048
Time of Inspection: 18:16 Date of Inspection: 11/28/2017 Software: 8100,27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
) o Yes
Alcohel Free Subject Test: 0,000
Yes
Mouth Alcohol Test: Slope Not Met
S Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post~Inspection): OK
Yes
Alcohol Free 0.05g9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703n Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:34015080A2
Exp: 01/05/2018
0.000 0.048 0.078 ' 0.196 0.079
0.000 0.049 0.079 0.198 0.079
0.000 0.049 0.079 0.199 0.079
Number of Simulators Used: 3
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Floridg-Department of Law Enforcement Agency Inspector Permit and that I
is inspection in accor e with the provisions of Chapter 11D-8, FAC.

X (TP ANTHONY W GETTLE

Signature and Printed Name

11/28/2017
Date

FDLE/ATP Form 40 - March 2004
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Florida Department of Law Enforcement, 77,
Alcohol Testing Program o1 0 Ot

AGENCY INSPECTION REPORT - INTOXILYZER 8000 rog,-a

Serial Number: 80-001048
Software: 8100.27

Agency: LAKE ALFRED PD

Time of Inspection: 11:22 Date of Inspection: 10/17/2017

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection}): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free
Test

0.05¢/210L Test
(g/210L)

0.08g/210L Test
(g/210L)

0.209/210L Test
(g/210L)

0.08 g/210L
Dry Gas Std Test

(g/210L) Lot#:201703A Lot#:2016118B Lot#:201702B {(g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:34015080A2
Exp: 01/05/2018
0.000 0.048 0.075 0.201 0.080
0.000 0.048 0.078 =0.,201 0.080
0.000 0.049 0.078 0.201 0.080

Numbexr of Simulators Used: 3

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-B, FAC.

I certify that I hold

valid Florida Department of Law Enforcement Agency Inspector Permit and that I
accordance yi the provisions of Chapter 11D-8, FAC.

ANTHONY W GETTLE
Signature and Printed Name

10/17/2017
Date

FDLE[ATP Form 40 — March 2004
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AGENCY INSPECTION REPORT - INTOXILYZER 8000 ogram
Agency: LAKE ALFRED PD Serial Number: 80-001048
Time of Inspection: 11:57 Date of Inspection: 10/16/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
; Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Intexrferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L}) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:
Exp:
0.000 0.047 0.076 0.184 / 0.187
0.000 0.047 0.076 0.186 / 0.188
0.000 0.047 0.077 0.187 / 0.190

Number of Simulators Used: 3

Remarks:

20: Control Qutside Tolerance, Control Outside Tolerance.

12/ %(r) 1:55am

— NpriFied

FPLE

—~ ailore was Defertined
Heating blement g f) wns

The above instrument complies (

I certify that I hold a valid F

) does not comply ( X

Non-compliance:

sent

be e simuolatpn s

£

72

/z/e., vieel

)} with Chapter 11D-8, FAC.

ANTHONY W GETTLE

Department of Law Enforcement Agency Inspector Permit and that I
Ccordance with the provisions of Chapter 11D-8, FAC.

FDLEIATP Form 40 — March 2004

Signature and Printed Name

10/16/2017
Date
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Florida Department of Law Enforcement "
7

Alcohol Testing Program

AGENCY INSPECTION REPORT -

Agency: LAKE ALFRED PD
Time of Inspection: 11:57

esting Pro
ram

INTOXILYZER 8000

Serial Number: B0-001048

Date of Inspection: 10/16/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

: Yes

Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

No
Rlcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:1201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:

Exp:
0.000 0.047 0.076 0.184 / 0.187
0.000 0.047 0.076 0.186 / 0.188
0.000 0.047 0.077 0.187 / 0.190

Number of Simulators Used: 3

Remarks:

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: .

— Nprified TPLE

The above instrument complies ( )

I certify that I hold a valid F

2] (1) 1:5SAM

does not comply ( X

) with Chapter 11D-8,

FAC.

Department of Law Enforcement Agency Inspector Permit and that I

perf ed this in Ccordance with the provisions of Chapter 11D-8, FAC.
§ .72 ANTHONY W GETTLE
'y L i // Signature and Printed Name
10/16/2017
Date

FDLE/ATP Form 40 — March 2004




