Florida Department of Law Enforcement 094
Alcohol Testing Program

R

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HIGHLANDS COUNTY SO
Time of Inspection: 08:10

Date of Inspection: 12/30/2017

Serial Number: 80-001054

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:32316080A3

Exp: 01/05/2019
0.000 0.050 0.078 0.200 0.080
0.000 0.048 0.078 0.199 0.079
0.000 0.049 0.078 0.199 0.079

Number of Simulators Used: 5

Remarks:

A TRUE COPY
PAUL BLACKMAN, S IFF
HiGﬁLﬂlﬁDS CO , FLORIDA

BY o ff Xl 2184 Ds,

The above instrum complies | X ) does not comply (

) with Chapter 11D-8, FAC.

I certify th old a valid Fl8rida/ Department of Law Enforcement Agency Inspector Permit and that I
performed th's‘}dgpection in ac dance’ with the provisions of Chapter 11D-8, FAC.

Y i S

Signature and Printed Name

12/30/2017
Date

FDLE/ATP Form 40 — March 2004



\DG;Q RECEIVED

Florida Department of Law Enforcement oec ¢ 4 201

Alcohol Testing Program FDLE
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HIGHLANDS COUNTY SO
Time of Inspection: 08:05

Serial Number: 80-001054

Date of Inspection: 11/28/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:32316080A3
Exp: 01/05/2019
0.000 0.048 0.077 0.197 0.079
0.000 0.048 0.078 0.198 0.079
L0.000 0.047 0.078 0. A97 0.079
Number of Simulators Used: 5
Remarks:
ATRUE COPY
PAUL BLACKMAN, SHERIFF
HIGHLANDS COUNTY, FLORIDA
BY_ o 202034 ps
The above instrument complies ( X ) does not comply | ) with Chapter 11D-8, FAC.
I certify held a valid oyida Department of Law Enforcement Agency Inspector Permit and that I
performe inspection in torddnce with the provisions of Chapter 11D-8, FAC.

SHCON W ABELN
Signature and Printed Name

284

e T —

sl

11/28/2017
Date

FDLE/ATP Form 40 — March 2004



\qug@ RECEIVED

Florida Department of Law Enforcement 0CT 25 207
Alcohol Testing Program FDLE
AGENCY INSPECTION REPORT — INTOXILYZER 800G Testing Program:

Agency: HIGHLANDS COUNTY SO Serial Number: 80-001054
Time of Inspection: 10:18 Date of Inspection: 10/21/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {(g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:32316080H3
Exp: 01/15/2019
0.000 0.047 0.078 0.198 0.07¢%
0.000 0.048 0.078 0.198 0.078
0.000 0.048 0.078 0.198 0.079
Number of Simulators Used: 5
Remarks:
ATRUE COPY
PAUL B
HIG
BY
The above i ument complies ( X ) does not comply { } with Chapter 11D-8, FAC.

at I hold a valjd Flgrida Department of Law Enforcement Agency Inspector Permit and that I
accordance with the provisions of Chapter 11D-8, FAC.

Zig4

Signature and Printed Name

SHON W ABELN

10/21/2017
Date

FDLE/ATP Form 40 — March 2004



|05 RECEWVED |

Florida Department of Law Enforcement s 5 25 2007

AlCOhOFTestln

g Prograny
AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: HIGHLANDS COUNTY SO Serial Number: 80-001054
Time of Inspection: 14:33 Date of Inspection: 09/20/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:32316080A3
Exp: 01/05/2019
0.000 0.046 0.076 0.194 0078
0.000 0.047 0.076 0.197 0.078
0.000 0.048 0.077 0.197 0.078
Number of Simulators Used: 5
Remarks:
A TRUE COPY
PAUL BLACKMAN, SHERIFF
HIGHLANDS C , FLORIDA
BY D.S
L
The above instrument complies ( ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a v
performed this inspec

d Florida Department of Law Enforcement Agency Inspector Permit and that I
rdance with the provisions of Chapter 11D-8, FAC.

(iij;//// Signature and Printed Name
09/20/2017

Date

GREGORY S GLASCO

FDLE/ATP Form 40 — March 2004




































