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Florida Department of Law Enforcement " 27 20

: Al FD
Alcohol Testing Program COhO) T gpr L.
Hhﬁ‘%gg
* “rogre
AGENCY INSPECTION REPORT - INTOXILYZER 8000 m
Agency: LAKELAND PD Serial Number: 80-001057
Time of Inspection: 09:10 Date of Inspection: 12/27/2017 Software: 8100.27
Check or Test e YES NO
Date and/or Time Adjusted
e i No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
o Yes
Mouth Alcohol Test: Slope Not Met
s Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:2017028 (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3
Exp: 08/05/2019
0.000 0.048 0.079 0.196 0.079
0.000 0.048 0.079 0.197 0.079
0.000 0.049 0.079 0.198 0.079
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

L g .
7g J

FDLEIATP Form 40 — March 2004

Signature and Printed Name

12/27/2017
Date




Florida Department of Law Enforcement
Alcohol Testing Program Yeohoy L

Sting p,
INTOXILYZER 8000 "9ran,

AGENCY INSPECTION REPORT -

BRgency: LAKELAND PD Serial Number: 80-001057

Time of Inspection: 10:06 Date of Inspection: 11/28/2017 Software: 8100.27
Check or Test YES NO
Date”énd/or Time Adjustedm

No

‘Diagnostic Check (Pre-Inspection): OK

Yes
“Alcohol Free Subject Test: 0.000 o
Yes
Mouth Alcoheol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
abi;éﬁostic Check (Post-Inspection): OK o 1 T
S T S R i el yes

“alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test [0.08 gszioL |
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:2017028 (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17B170B0A3

[ Exp: 08/05/2019
0.000 0.049 0.078 0.197 0.080
0.000 0.049 0.079 0.158 0.079
0.000 0.050 0.079 0.198 0.079

Number of Simulators Used: S

Remarks:

The above instrument complies ( ¥ ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

AO%I/JY} r{r&am GORDON [ FRANZ o
: Cf Cf

Signature and Printed Name

11/28/2017

Date

FDLE/ATP Form 40 — March 2004



Agency: LAKELAND PD
Time of Inspection: 10:12

K0 - 001057 fRpya

Florida Department of Law Enforcement

g 2017
Alcohol Testing Program Ohos o Ol
: lin
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gprog’ran,

Serial Number: 80-001057

Date of Inspection: 10/23/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Imnspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcchol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcochol Free 0.0549/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3

Exp: 08/05/2019
0.000 0.047 0076 0.192 0.081
0.000 0.048 0.078 0.195 0.080
0.000 0.048 0.078 0.195 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies { X

) does not comply { } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

Signature and Printed Name

10/23/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement 56 24

. 2017
Alcohol Testing Program Aleone . FOL g
€gys
t’nqpr
AGENCY INSPECTION REPORT - INTOXILYZER 8000 °Qrarn

Agency: LAKELAND PD Serial Number: 80-001057
Time of Inspection: 09:08 Date of Inspection: 09/25/2017 Software: 8100.27
[ Check or Test YES NO |
Date and/cr Time Adjusted
- o No
Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000
o Yes
Mouth Alcohol Test: Slope Not Met
o Yes N
Interferent Detect Test: Interferent Detect

Yes .
Diagnostic Check (Post-Inspection): OK

Yes
“Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3

. . Exp: 08/05/201C K
G.000 0.046 0.076 0.190 0.079
¢.000 0,047 0.077 0.192 0.079
9.000 0.047 0.078 0.193 0.079
Rumber of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

T certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

__M Gﬁ&aqw GORDON L FRANZ

(7' signature and Printed Name

0972572017
Date

FDLEATP Form 40 — March 2004
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Florida Department of Law Enforcement df_{;‘;E"Vf:‘D
9 2017

Alcohol Testing Program
FOL

AGENCY INSPECTION REPORT - INTOXILYZER 80 8:'nwm@p

"ogram
Agency: LAKELAND PD Serial Number: 80-001057
Time of Inspection: 10:23 Date of Inspection: 08/29/2017 Software: 8100.27
Check or Test ) YES | wNo |
Date and/or Time Adjusted
o No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
cosmge e Yes pm e
‘Mouth Alcohol Test: Slope Not Met
o Yes -
‘Interferent Detect Test: Interferent Detect
_ Yes
Diagnostic Check (Post-Inspection): OK
L Yes | ]
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/z10L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot #:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080n2
Exp: (9/05/2017
0.000 0.050 0.079 0.196 0.077
0.000 0.050 0.080 0.195 0.077
7.000 0.050 0.080 0.196 0.077 ]
Number of Simulators Used: 5
Prmarke:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department cof Law Enforcement Agency Imspeclor Permit and that I

pELformed this inspection in accordance with the provisions of Chapter 11D-8B,

FAC.

GORDON L FRANZ o

Eodon KX 6'%4@5**_

FDLE/ATP Form 40 - March 2004

08/29/2017

Date

Signature and Printed Name



RO -001057 B&

Alcohol Testing Program

’?Ec &

Florida Department of Law Enforcement 25
Alcop, TFDL E‘

/bq;z)
2047

Ostip,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 g“qmm?

Agency: LAKELAND PD Serial Number: 80-001057
Tire of Inspection: 10:24 Date of Inspection: 07/24/2017 Software: 8100.27
| Check or Test - N 1 yes | wmo |
| Date and/or Time Adjusted !
b o Mo f
JDiagnostic Check (Pre-Inspection): OK
; o - Yes =
‘Alcohol Free Subject Test: 0.000
T - Yes ,
| Mouth Alcohol Test: Siope Not Met |
: Ves J 5
| Interferent Detect Test: Interferent Detect ! |
e - o Y¥es |
| Diagnestic Check (Pest-Inspection): OK | l
b L . J
[®1cohol Frec 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L 1
| Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test [
| (g/2101) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L) !
| Exp: 03/08/2019 Exp: 11/15/2018 Exp: 04/(5/2018 Lot#:22313080n !
H R L
[ 0.000 0.048 0.078 0.190 | G.078 |
0.000 0.047 0.078 0.192 0.078 |
G.0U0 | 0.045% 0.078 0.193 0.078 ]

Kumber ot Simulators Used: 5 .

Remarks :

The above instrument complies (

X ) does not comply (

i certify that I hold a valid Florida Department of Law Enforcement Agency Ins

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

géﬁﬁdﬁl&ﬁ-_“._mt_mw_f_mﬂ_m______&mxmLi@;
Signature and Printed Name

0772472017
Date

CDLENATS Form SO -~ March 2004
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Florida Department of Law Enforcemen

A : COFY
& Alcohol Testing Program
@ Q
S
(; &\‘\g AGENCY INSPECTION REPORT -~ INTOXILYZER 8000C
& cy: LAKELAND PD Serial Number: 80-001057
PA me cf Inspection: 08:45 Date of Inspection: 05/17/2017 Software: 8100.27
,ch_e_gk or Test o ] YES T_"No
|Dace and/or Time Adjusted w
o . b L
Dlagnoqur ‘Check (Pre Inspection): OK | i
— A i ity e e e i e e _..._I s{es e o A e e s i
| Alcohol Free Subject Test: 0.000 |
L - _Yes N—
" Mouth Alcohel Test: Slope Not Met
- _ | Yes o
Interferent Detect Test: Interferent Detect
S - .. AN A
biagnostic Check (Post-Inspection): OK , |
L |_xyes I
“Rlcchol Free 0.05g/210L Test [ 0.089/210L Test D.20g/210L Test 0.08 g/210L DR
Test (g/210L) {g/210L) (g/21i0L) Dry Gas Std Test
| (g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
! Exp: 03/08/2017 Exp: 11/15/2018 Exp: 04/05/2018 . Lot#:22315080A2
. o . Exp: 09/05/2017 |
0.000 ‘0.048 0.077 0.186 / 0.192 0.077 J
I — e s - ooy
.00 | 0.048 0.077 0.189 / 0.1%82 [0.07 Hhi
0.000 | 0,048 0.078 0.191 / 0.192 |0.077 |

Nomwher of Simulators Used: &

Remarks:

20: Control Oulside Tolerance. ai llj f]ffd L

\milS oN JuD TEST @

NoTE: SimulATor FoR 0.90g/210L is Schedulep For n A

Dum% MAy 2017 @ EnForcemenNT EISCTRON

The above instrwment complies ( ¥ ) does not comply ( ) with Chapter 1ID-8, FAC.

I certify tihat I hold a valid Florida Department of Law Enforcement ARgency Inspector

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

,&’mnﬁdﬁmg R

e GORDOM T, YRALZ

Signature and Printed Name

05/17/2017
Date

FDLEIATP Form 40 — March 2004

icS.

Permit

and that I
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RECEIVED
Florida Department of Law Enforcement # 1, 20

Alcohol Testing Program Aoy, FOLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000 QQfam
Agency: LAKELAND PD Serial Number: 80-001057
Time of Inspection: 08:45 Date of Inspection: 05/17/2017 Software: 8100.27
Check or Test o o ___SEES  NO
Date and/or Time Adjusted i
b L I | Mo
{ Piagnostic Check (Pre-Inspection): OK | ! ;
| o i Y%ﬁ,ﬁ.__.__%"____ S
{ Alcchol Free Subject Test: 0.000
S . _Yes .
Mouth Alcohol Test: Slope Not Met
o Yes ) N
Interferent Detect Test: Interferent Detect
R i, _ I SOOI ... U, (RS
| Diagnostic Check (Post-Inspection): OK ;
i :
;,_____.--_w- e R __Y'ES o 4
[Alcohol Free G.05g/210L Test 0.08g/210L Test 0.20g9/210L Test | 0.0B g/2iCL 1
| Test (g/210L) (g/210L) (g/210L} Dry Gus Std Test
! (g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
‘ Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 ; Lot#:22315080A2
L o L 7&' f Exp: 09/05/2017
0.006 0.048 0.077 0.186 / 0.192 }0.077
le.eon 0.048 0.077 0.189 / 0.192 | 0.077
6.000 10.048 0.078 0.181 / 0.192 [0.077

Number of Simulators Used: 5

Remarks : — " — S = o
2801 Control Outsid» Tolerance. ')ﬁ UJ.'““HN le 'I S ON CZNG T-L*‘Sl @

The above instrument complies { X ) does not comply ( ) with Chapter 11D-8, FAC.

I cextify that I hold a valid Florida Department of Law Enforcement Agency Inspector Perait snd that 7
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

&W&m j(f/itwg, o o GORDOU L ¥AWZ

Signature and Printed Name

05/17/2017
Date

FDLEIATE Form 40 — March 2004



Florida Department of Law Enforcement

W-Goies?

ZECE’ Vep
WQ?&W

Alcohol Testing Program * Tosyl
9 Prog,,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 m
Agency: LAKELAND PD Serial Number: B0-001057
Time of Inspection: 11:54 Date of Inspection: 06/21/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes L
Diagnostic Check (Post-Inspection): OK B
Yes
Alcohol Free 0.05¢9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/z10L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
3 Exp: 09/05/2017
0.000 0.049 0.078 0.190 0.077
0.000 0.048 0.078 0.193 0.077
0.000 0.049 0.079 0.194 0.077

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that 1
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON 1L FRANZ

e _ggg[gn (% j/ﬂ:@/}'%

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

06/21/2017
Date



B0 -001057 i3

Florida Department of Law Enforcement

; a0y,
Alcohol Testing Program Aeote, . KO - d
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Qg‘ljng’;’rogr,a”’

Serial Number: B0-001057

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 11:16 Date of Inspection: 04/17/2017

Check or Test YES NO
Date and/or Time Adiusted
! No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
. Yes | .
Mouth Alcchol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test (g/f210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.049 0.078 0.192 0.077
0.000 0.049 0.079 0.193 0.077
0.000 0.050 0.079 0.193 0.077
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

i
‘/Sék‘:&f’&iﬁ A, - 7 GURDON L FRARZ
o Signature and Printed Name

04/17/2017
Date

FDLEIATP Forni 40 — March 2004



Agency: LAKELAND PD
Time of Inspection: 10:16

R0 -00105 SR

Florida Department of Law Enforcement
Alcohol Testing Program Moy, POy
73

AGENCY INSPECTION REPORT - INTOXILYZER 8000 %gpr
Serial Number: ecneoms70gra"b’
Software: 8100.27

Date of Inspection: 02/27/2017

Check or Test YES NO ]
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspecticn): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
B Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201505A {g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2
Exp: 03/05/2017
0.000 0.049 0.079 C.194 0.077
0.000 0.049 0.079 0.19%96 0.076
0.000 0.049 0.079 0..2195 0.077

Number of Simulators Used: S

Remarks:

The above instrument complies ( X

) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
peiZE;med this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

Sodom & a—?ﬂzog,

Signatuié and Printed Name

02/27/2017
Date

FDLE/ATP Form 40 — March 2004



Agency: LAKELAND PD

s B0-0dIesH

RECE VED

N2 5 0010
FDLE

/ ,
TBSf!ng program

Florida Department of Law Enforcement
Alcohol Testing Program Aoy

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-001057

Time of Inspection: 11:55 Date of Inspection: 01/24/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Imspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspecticn): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {g/210L) Dry Gas 8td Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201505A (g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2

Exp: 09/05/2017
0.00Q0 0.0459 0.079 0.198 0.077
0.000 0.049 0.080 0.19% 0.076
0.000 0.050 0.080 0.199 0.0786

Number of Simulators Used: 5

Remarks:

The above instrument complies | X

) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I held a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
piii;;?ed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

7

éz{ GORDON L FRANZ

Signature and Printed Name

01/24/2017
Date

FDLE/ATP Form 40 — March 2004



