FO-0L10oG @ RSC\&IV
Florida Department of Law Enforcemer}qt or gy <
Alcohol Testing Program %rggée

AGENCY INSPECTION REPORT - INTOXILYZER 8000 M

Serial Numbcr: S0-00110%

Agency: FL HIGHWAY PATROL

Time of Inspection: 10:29 Date of Inspection: 11/12/2017 Software: Bi00.27

| Check or Test - - T yEs | wo !
' Date and/or Time Adjusted T T - ]
L ” S B E
! Diagnostic Check (Pre-Inspection): OK ‘ i |
i - Yes i :
i‘ Alcohol Free Subject Test: 0.000 [ ;
[ | Yes f i
' Mouth Alcohol Test: Slope Not Met [ ’
. S - | Yes | !
| Interferent Detect Test: Interferent Detect | !

i OSSO W . .
| Diagnostic Check (Post-Inspection): OK ' |
I - o ) _ - - ! Yer !
| Alcohol Free 0.05g/210L Test | 0.08g/210L Test | 0.209/210L Test 1 0.08 g/210L

{ Test (g/210L) (g/210L) (g/2101, [ Dry Gas std Test 5
| tg/210L) Lot#: 2017037 Lot#:2016118 Lot#:2017028 (g/210L) }
; Exp: 023/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 | Lot#:0421608083 |
. S e , oo R MBI R ]
Bl ) B o . A RO L. 5. .. B
g 0.000 0.049 0.078 0.198 10.077 j
| 0.000 ] | 0.050 0.079 | 0.199 0.0y |

Humber of Simulators Used: o

Remarks:

The above instrument complies ( X ) does not comply ({( ) with Chapter 11D-8, FAC.

ify that 3} hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
in accordance with the provisions of Chapter 11D-8, FAC.

‘med this i

Signature and Printed Name

L1/127207

Date

FOLFATP Form 40 — March 2004



Co-001109 D&

Florida Department of Law Enforcement %,
Alcohol Testing Program Alcone, , FO N
O Teagy &
n,
AGENCY INSPECTION REPORT - INTOXILYZER 8000  Progre
Agency: FL HIGHWAY PATROL Serial Number: 80-001109
Time of Inspection: 21:45 Date of Inspection: 10/03/2017 Software: 8100.27
Check or Test | yes | wo_ |
Date and/or Time Adjusted i
e 4 Ne 3
Diagnostic Check (Pre-Inspection): OK
Yes ]
Alcohol Free Subject Test: 0.000
B _j ¥es @ -
Mouth Alcohol Test: Slope Not Met
IO .. |
Interferent Detect Test: Interferent Detect
- S | Yes -
Diagnostic Check (Post-Inspection): OK
- Yes -
[Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ]
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:05216080A3
I T Exp: 03/05/2018 |
0.000 0.048 0027 0.194 0.077 '
0.000 0.049 0.077 0.195 0.077
0.000 0.049 0078 0.195 0.077
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
-alid Florida Department of Law Enforcement Agency Inspector Permit and that 1

ion in accordance with the provisions of Chapter 11D-8, FAC.

JOSHUA € CAMPBLLL

 Signature and Printed Name

1070372017
Date

FDLEIATP Form 40 — March 2004



O~ Qv F?EEC:EEI\/EEED

Florida Department of Law Enforcement s o o0
Alcohol Testing Program

- P
AGENCY INSPECTION REPORT - INTOXILYZER 8000 9 Progran,

Agency: FL HIGHWAY PATROL Serial Number: B0-001109
Time of Inspection: 22:04 Date of Inspection: 09/07/2017 Software: 8100.27

| Check or Test | YES | NO i
{Date and/or Time Adjusted ; ! E
i i No - ‘r
| Diagnosiic Check (Pre-Inspection): OK i
| | Yes |
| [ S e g e 25 :
}A}eohol Free Subject Test: 0.000 | |
- , N | Yes | |
| Mouth Alcohol Test: Slope Not Met ! E
f‘ i; Yes {
Interferent Detect Test: Interferent Detect i f
! | Yes !
] - S — P - - — s s it e v V_—-.mu,h._,_,......._.. - 1 ¢ ‘
- Piagnostic Check (Post-Tnspection): OK
[ Yas !
Alcohol Frae 1 0.05g/210L Test 0.08g/210L Test | 0.209/210L Test | 0.08 g/210n
| Test L (g/210L) (9/210L) | (g/210L) [ Dry Gos Std Test ,
' (q/210L) | Lot4:201703n Lot#:201611R E Lot#:2017028 (g/210L) ;
! Exp: 03/0G7/72019 Exp: 11/1572018 Exp: 02/23/2G13 | Lot#:042 1608002 |
; . | _ e | Exp: 0ss0s2000
i 0000 { 0.049 0.079 l 0.195 : 0.078
| 0.000 | 0.050 0,079 10.197 1 0.07¢
i = e e ot e o e i o T e e s A |
| 0.000 [ 0,080 0.079 [ 0.197 [ D077 |
Number of Simulators Used: %
Romarke
The above instrument complies ¢ X ) does not comply { } waith Chapter 11D-8, FAC.

id Florida Department of Law Enforcement Agency Inspector Permit and that I

I certify that I hold
) in accordance with the provisions of Chapter 11D-8, FAC.

OGN C CaMPBREL]

'méignature and Printed Name

0970772017

ﬁa'te

FIDLEATP Eorm 30— Mareh 2004
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Florida Department of Law Enforcement 4, e
<4

Alcohol Testing Program Alcohey L
SSting p,

AGENCY INSPECTION REPORT - INTOXILYZER 8000

ﬁnﬁh

Agency: FL HIGHWAY PATROL Serial Number: H0-001109

Time of Inspection: 03:57 Date of Inspection: 08/24/2017 Software: 8100.27

| Check or Test | YES N0 |

| Date and/or Time Adjusted !

| No |

| Diagnostic Check (Pre-Inspection): OK i

i g Yes B o

| Alecohel Free Subject Test: 0.000 f g

i | Yes i
) . B = - : /

iMouth Alcohol Test: Slope Not Met !

| I Yes

 E— merrerr et et e e 5t e e b e & 5 i PR

Elnterferent Detect Test: Interferent Detect i

; f Yes -

| Diagnostic Check (Post-Tnspection): OK § |

i

L | Yes | |

['Alcohol Free ~ | 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test } 0.08 g/7i01 !

| rest | (g/210L) (g/210L) (g/210L) | Dry Gas Std Test !

[ fg/210L) [ Lot#:2016030 Lot#:2016115 Lot#:201 70210 | (g/2100) i

5 . Exp: 03/08/2018 Exp: 11/1%/2018 Exp: 02/23/2010 { Lot#inoeriannon i

i i ) - ii Exp: "‘\f.i'\ 2

i{\.inf}(} [ 0.049 0.080 0.197 iﬂ.G.’f I‘

l0.000 L 0,040 0.081 0.198 1 0.077 |

oA LS S e e S R . [ R

I 0.000 | 0.050 0.081 l0.198 1 0.077 |

Humber of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply { y with Chapter 11D-8, FAC.

I certity that hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that 1
performed thid i | cordance with the provisions of Chapter 11D-8, FAC,

S JOSHUA C CAMPBELL
Signature and Printed Name

08724/
Date

FDLEIATE Form 36— March 2004



Q0 -001109 @R R

; . . L/£523257b152}

Florida Department of Law Enforcement s,
Alcohol Testing Program Aeony, . FOL g

sty
B 0 B
AGENCY INSPECTION REPORT - INTOXILYZER 8000 mf""n,,.?

Agency: FL HIGHWAY PATROL Seriael Number: 30-001109
Time of Inspection: 18:57 Date of Inspection: 07/31/2017 Softwarve: B100.27

: . o o - S s s : -
Checlk or Test g YES i NO i
. Pate and/or Time Adjusted { | ;
| | | No !
o _ e N e I AL WSS
{‘ Diagnestic Check (Pre-Inspection): OK | F
; | Yes |
 E— B S — —— PR D5 POV, OO
| Alcobol Free Subject Test: 0.000 | } |
5 | ves - |
. Mouth Alcohol Test: Slope Not Met ‘ . |
| | Yes 1
, Interferent Detect Test: Interferent Detect j
| | ¥Yes f
i R P T TSsm ety oo e e o o . ~ . T |
| Diagnostic Check (Post-Inspection): OK i !
! - S L Yes |
[ mMiconnl Free 1 0.059/210L Test | 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L
| Test | (g/210L) {g/210L) | (g/210L) | Dry Gas Std Test i
| (g/2101) Lot#:2016030 Lot#:201611RB § Lot#: 2016040 (/2108
| Exp: 031/08/2018 Exp: LI/15/2015 | Exp: 04/0G/2018 | Lot#:00216090A3 |
| f | Exp: 05/05/2018 |
| e e b e R |

|

|

| 0.078 i
T Pt - oy x ==
|
i
|

0.0749 P 0.196

0.079 | o.196

[ 0L 048 0.078 Lo.igs

{0.049 i -

L0.079

. 0.078

X

el S
1

I

0.000 1 0.049

Humber of Simulators Used:

Remarks:

The above instrument complies ( X ) does not comply ( ) witb Chapter 11D-8, FAC.
T ceoxrify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspectiogdaer corvdance with the provisions of Chapter 11D-8, FAC,

C i JOBHUA ¢ CANPBELL =

Signézﬁké and Printed Name
™™

ND74£31/2017

Date

FDLEJATE Forne 40 - March 2004
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Florida Department of Law Enforcement Y 3,

_ 017
Alcohol Testing Program Aleoney . FOL g

estin
»
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Oé?fam

Agency: FL HIGHWAY PATROL Serial Number: 80-001109
Time of Inspection: 20:45% Date of Inspection: 06/27/2017 Software: 8100.27
éCheck or Test o - 7 o ~ YES j NO a
| bate and/or Time Adjusted i |
b | L R OIS -~
. Diagnostic Check (Pre-Inspection): OK i |
| o ves | |
i Alecohol Free Subject Test: 0.000 3 ‘
 Mouth Alcohol Test: Slope Not Met ! '
Interferent Detect Test: Interferent Detect | |
| Diagnostic Check (Post-Inspection): OK } ‘
| o | Yes | |
CAlcohol Free "1 0.059/210L Test 0.08g/210L Test | 0.20g/210L Tost To.08 g/710L
| Tost | (g/210L) (g/210L) {g/210L) Dry Gas Std Test
L tgr2long ! Lot#:201603D Lot#:2016118 Lot#: 201604C (g/210L)
! | Fxp: 03/08/2018 Exp: i1/15/201¢ Exp: 04/05/2018 | Lot#:092160800) }
— \ e _Exp: 05/05/0018 |
| 0.000 1 0.049 {0,080 0.196 0.080 '
0. 000 ju.o:w 0.080 0.194 0.079 I[
0.000 | 0.049 0.081 0.194 1 0.080 |
Numboeo of Simulators Used: o

Remarks:

The above instrument complies ¢ X ) does not comply { y with Chapter 11D-8, FAC.

1 certify that T

performed this

FDLEATE Fopm A6

hold @

March 2004

inspection in accordance with t
b

valid Florida bDepartment of Law Enforcement Agency
rovisions of Chapter 11D-8, FAC.

Q6/27

Date

F2017

ALALIN  HERHAN]

" and Printed Name

VY

Inspector

v

Permit and that I



F0-601109 B

Florida Department of Law Enforcement
Alcohol Testing Program

AICoh FDLE
AGENCY INSPECTION REPORT ~ INTOXILYZER 8000 esffngprogr
g,
Rgency: FL HIGHWAY PATROL Serial Number: 80-001109 L
Time of Inspection: 20:50 Date of Inspection: 05/27/2017 Software: 8100.27
Check or Test o - i YES } NO |
' Date and/or Time Adjusted - S | R |
i ! No |
' Diagnostic Check (Pre-lnspection): OK | - 1
S S S —— }.. S -
Alcohol Free Subject Test: 0.000 i f |
| Xes | .
' Mouth Alcohol Test: Slapé Not Met . . ' ' 5
| Yes ]
Interferent Detect Test: Interferent Detect ' ;
| Yes B
{?iagndstic Check {7Poéiﬁr:fnspection): 0K S ! o ;
| Yes |

[ Alcohol rree 1 0.05g/210L Test 0.08g/210L Test 6.209/210 !

[ fest (g/210L} (g/210L) (g/210L) | Dry
L (g/210L) Lot#:20146030 Lot#:2016118 Lot#:201604¢

! Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018

[ 0.000 0.050 0.194

Y i i o WL 0 = R N PP i i g e

E 0.000 0.049 0.194

EQ."QO 0.049 0.195

Humber of Simulators Used: &

Remarks:

The above instrument complies ¢ %¥ ) does not comply ( ) with Chapter 11D-8, FAL.

Florida Department of Law Enforcement Agency Inspector

accordance with the provisions of Chapter 11D-8, FAC.

JOSHUA C A

S-i_é:r;";_aja-ui; ‘and Printed Name

0572772017

Date

m A0 - March 2004

FIMLEATP Fon

Tolon 13/2-103;
Gas Std Test
P {g/210L)

Pormit

7

that

and



K0-voi10g @8

Florida Department of Law Enforcement
Alcohol Testing Program Heone, 0

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Numboar: 80-001109
Software: 8100.27

Fl dICHWAY PATROL
Inspection: 21:37

Date of Inspection: 04/28/2017

¢k or Test

YES | NO

Date and/or Time Adjusted
Mo
piagnostic Check (Pre-Inspection): OK
Vo
Pioohnl Froe Subject Test: 0.000 }
1 { Yes
. Mouth Alcchol Test: Slope Not Met — ‘ T

interferent Dctcé%m%ggéy”intéfferent Detect

Diagnostic Check (Post-Inspection): OK

Yes |
Mol £re [ 0.059/210L Test | 0.08g/210L Test 0.20g/210L Tes:
ig/2ioL) (g/210L) (g/210L) |
2101 [ Lot#:20lenip Lot#: 2016110 | Lot#: 201 1

!V Exp: G3/0372018

Exp: 11/15/2018

;Exp: Q370672058

O,6Gd7 0.07 | G.143 R I
o T o " % TN | ,
e U 1 0.048 0.078 i .0
~ - TS| M e e 4 "
PO.048 0.079 i
i -~ S— — o -~ -
Number of Simulaters Used:
Remarks:
The above instrument complies ( X )} does not comply { ) with Chaptcr 1iD-8,

that § hold Permit and that I

ins

(ilid Florida Department of Law Entorcement Agency Inspechor
in accordance with the provisions of Chapter 11p-8, FAC.

sim1atune and Printod Name

G4/ it bl

'y
Date

FEATE Favw Jo Yarehy 20001



Florida Department of Law Enforcement

SV -rwiioa @G

Alcohol Testing Program

A’COho,r TF

AGENCY INSPECTION REPORT

INTOXILYZER

Agency: FL HIGHWAY PATROL Serial Number: 80-001109
Time of Inspection: 21:09 Date of Inspection: 03/20/2017 Software: £100.27
 Check or Test | ¥es | wo_
' Date and/or Time Adjusted - i ] |
Dldg!lﬂ‘atli‘ C_He;:i_(Pre-Inspect_:ion) : OK - E

| . Yes

Alcohol Free Subrjer;*:;:“'t'est: 0.000 i - ;

S— . . — | Yes

' Mouth Alcohol Test: Slope Not Met |

{ i Yes o

| Interferent Detect Test: Interferent Detect - *
o : — S I £ .

él Diagnostic Check (Post-Inspection): OK E E

8000

03/20/2617

Date

FDLEATE Form 40 - March 2004

{ Alcohol Free | 0.059/210L Test | 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L ‘
| Test (g/210L) (g/210L) {(g/210L) Dry Gas Std Test J
(g/210L) Lot#: 2016040 Lot#:2016118 | Lot4:2016040 (g/2104,) i
i Exp: CI/0H/201R Exp: 11/15/72018 Exp: 04/0%/2018 Lot #:052160R0A3
, Exp: 05/05/2013
1 0.000 0.050 0.080 i 0.194 G.O08O0 {
IEntmioetuind e e Dl ! | | . S— e
P 0.000 0.050 0.081 0..197 0.0%0 i
i A B AT Sere | L8 e SH—— s i
i 3.000 0.050 0.080 6.198 0.079 |
Number of Simulators Used: &
Remarks:
0T EROUGH SOLUTTION,
The above instrument complies { X ) does not comply ( ) with Chapter 11D-8, FAC.
1 certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that 1
performed this inspSction in accordance with the provisions of Chapter 11D-8, FAC.
Tl rsl -y
A L " ; . JOSWuA ¢ caMbBELL. T TP A, MHenrde s
' ‘ = and Printed Name
4 -



TO-0N09 e
R
Flori , - ',SCE/V
“lorida Department of Law Enforcement 4, 24 (5]
Alcohol Testing Program Yeop, R0y 201y
o/
AGENCY INSPECTION REPORT - INTOXILYZER 8000 resri,,giro

.
Agency: FL HIGHWAY PATROL Serial Number: 80-001109 GW?
Time of Inspection: 23:04 Date of Inspection: 02/27/2017 Software: 8100.27
Check or Test *L YES__ | NO
Date and/or Time Adjusted E |
Diagnostic Check (Pre-Inspection}: OK
- — R > Ye S e
Alecohol Free Subject Test: 0.000
T SE————— .. | S W
Mouth Alcohol Test: Slopec Not Met
Yes oo
Interferent Detect Test: Interferent Detect
Diagnostic Check (Post-Inspection): OK
| Alcohol Free | 0.05g/210L Test 0.08g/210L Test T0-20g/210L Test "To.08 gs210n s
| Test | (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201507A Lot#:201601F Lot#:201604C (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2(18 Lot#:09216080A3
e e | EXP: 0570572018
0.000 0.050 0.079 0.196 0.080
0.000 0.050 0.079 0 .198 0.079
G.000 05051 0.080 r{}.lg’d 0.079
Number of Simulators Used: &5
Remarks:
TOO MUCH M/A.
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspoctor Permit and that T

erformed-this Ynspecti ifi accordance with the provisions of Chapter 11D-E, FAC.
P el Ek
e / A

PR e, vl o JUSHUA C CAMPBELL
/;;ﬁf:f e L Sigrature and Printed Name

02/27/2017
Date

FDLEATE Form 40 — March 2004



¥0- povoq B
RECE[VED
Florida Department of Law Enforcement ANy 201
Alcohol Testing Program Aleoney ,FOLE

€stin
AGENCY INSPECTION REPORT - INTOXILYZER 8000 7 P rap

Agency: FL HIGHWAY PATROL Serial Number: 80-001109
Time of Inspection: 22:41 Date of Inspection: 01/25/2017 Software: 8100.27

- S e —— e 1 - . ‘

!Check or Test B ) S | YES No o

| Pate and/or Time Adjusted f i :

e P

!Diagnostic Check (Pre-Inspection): OK | |

i J e : J

e - s

| Alcohol Free Subject Test: 0.000 |

[ Yes i |
e o B S e i SN i |

| Mouth Alcohol Test: Slope Not Met l ;

{ A{ Yes

| Interferent Detect Test: Interferent Detect :

J‘ { Yes

| Diagnostic Check (Post-Inspection): OK

J Yes ) L . ]

[Aleohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ]

i Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test i
(g/210L) Lot#:201507A Lot#:201601F Lot#:201604C (g/210L) i

. Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:09216080A3 f

| Exp: 05/05/2018 N
0.000 0.049 0.079 (=197 0.080 f
et e e s TR TR D e e S— = ! ‘
0.000 0.050 0.080 0.198 iO.D/‘\ l
0.000 0.050 0.080 [0.198 f().O']‘J R

Number of Simulators Used: 5

Remarks:

The above instrument complies [ X ) does not comply ( ) with Chapter 11D-8, FAC.

I certity 3t I) hold a¥d Florida Department of Law Enforcement Agency Inspector Permit and that 1

performed-this i accordance with the provisions of Chapter 11D-8, FAC.

JOSHUA ¢ CAMPBE]
Signature and Printed Name

01/25/2017
Date

FDLEIATE Form 40 - March 20004



