.iltﬁf;
Florida Department of Law Enforcement | X
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: PALM BAY P.D. Serial Number: 80-001265
Time of Inspection: 18:00 Date of Inspection: 12/26/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection)}: OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): 0K
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/07/2019% Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0.050 0.080 0.196 0.078
0.000 0.050 0.081 0.196 0.079
0.000 0.050 0.081 0.197 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies { __X ) does not comply } with Chapter 11D-8, FAC.

I certify that I ho
performed this in

ction

in a cordance with the provisions of Chapter 11D-8,

FAC.

_EDWIN J LUTZ

ij{j;val'd Florida Department of Law Enforcement Agency Inspector Permit and that I

‘“\J// \\\\\ Signature and Printed Name

FDLE/ATP Form 40 — March 2004

12/26/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

Serial Number: 80-001265
Software: 8100.27

AGENCY INSPECTION REPORT -

Agency: PALM BAY P.D.

Time of Inspection: 08:50 Date of Inspection: 11/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) {g/210L) (g/210L) Dry Gas Std Test
{g/210L} Lot#:201703A Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0. 051 0.080 0.198 0.080
0.000 0.050 0.080 0.198 0.079
. 0.000 0.051 0.081 0.199 009

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold

perfomZ'?ectio

FDLE/ATP Form 40 — March 2004

alid Florida Department of Law Enforcement Agency Inspector Permit and that I
n accordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

Signature and Printed Name

11/26/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

- INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: B0O-001265
Time of Inspection: 22:04 Date of Inspection: 10/27/2017 Software: 8100.27
]Check'6f'TeSE - YES | NOC
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0.050 0.080 B.197 0.079
0.000 0.050 0.080 0197 0.079
C.000 0.050 0.080 0:1.97 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies { X

I certify that

performed this_j

) does not comply (

)} with Chapter 11D-B,

EDWIN J LUTZ

FAC.

alid Florida Department of Law Enforcement Agency Inspector Permit and that I
n accordance with the provisions of Chapter 11D-8, FAC.

\(17)

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

10/27/2017

Date




.
U
Vg

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT o INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001265
Time of Inspection: 15:33 Date of Inspection: 08/25/2017 Software: 8100.27

Check or Test “‘"’”‘"‘““’—_‘“‘”f’" - - YES :r_{' NO
i Date and/or Time Adjusted !

Mouth mmmmg"ﬁ:r [ R T ";
Yes | !
} Interferent Detfag. F“f&&“:”"ﬁ?&'ﬁ"’é?ﬁ”nétemﬁ T —— L “—i
1 f Yes ]
fmazagzmazi—‘@zm nspection) : oK *'“'“”“"*_"“'““““*T T [ o J
e S —— o e —— s s . Yes e e

f3123h01 Free 0.059/210L Test 0.089/210L Test “I"o.zug/zxdz Test | 0.08 g/210L i
| Test (g/210L) {(g/210L) i lg/2105n) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F J Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 [ Exp: 04/05/2018 Lot#:24515080A2

| Exp: 10/05/2017
. . LI

. 0.196
0.187

Number of Simulators Used: 5

Remarks:

The above instrument complies { X ) does not comply { ) with Chapter 11p-g, FAC.

e ___ EDWIN J nuTz

Signature and Printed Name

FDLE/ATP Form 40 March 2004



RECEIVED

05

<

a6 9 9 207 Florida Department of Law Enforcement
' Alcohol Testing Program

FDLE

Alcohol Testing Program
AGENCY INSPECTION REPORT

Agency: PALM BAY P.D.

INTOXILYZER 8000

Serial Number: B0-001265

Time of Inspection: 17:54 Date of Inspection: 08/17/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcochol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): 0K

Yes

Alcochol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:26316080A2
Exp: 11/05/2018

0.000 0.048 0.078 0195 0.0890
0.000 0.049 0.079 0.196 0.079
0.000 0.049 0.080 0.196 0.080

Number of Simulators Used: §

Remarks:

The above instrument complies ( X } does not comply ( ) with Chapter 11D-B, FAC.

I certify that I

performedié%¢s’iF
Fi

f'd a
tion

/

EDWIN J LUTZ

a?id Florida Department of Law Enforcement Agency Inspector Permit and that I
n/ accordance with the provisions of Chapter 11D-8, FAC.

- K”“\/ \

FDLE/ATP Form 40 - March 2004

08/17/2017

Date

Signature and Printed Name




\

2L

:
=

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXTILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001265

Time of Inspection: 14:31 Date of Inspection: 07/12/2017 Software: 8100.27

fdﬂéck or Test ___YES ‘ ¥o |

' Date and/or Time Adjusted | !

L ¥o

| Diagnostic Check (Pre-Inspection): OK

| Yes i

| Alcohol Free Subject Test: 0.000 ﬁ

b . - Yes N

Mouth Alcohol Test: Slope Not Met i
. ) Yes i

| Interferent Detect Test: Interferent Detect

: - Yes |

nostic Check (Post-Inspection}: OK
Yes ;

["Aleohal Free 0.05g/210L Test [70.08q/210L Test 0.20g/210L Test 1 0.08 g/210L "
Test (g/210L) (g/210L) (g/210L} Dry Gas Std Test |
{g/210L} Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)

! Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:24515080A2

. ! N | Exp: 1£0/05/2017 )
0.000 0.048 0.079 0.197 0.079 i

(i diiand : .
0.000 0.048 0.080 0D.196 C.079
0.000 0.048 0.080 0.197 0.078 |

Rumber of Simulators Used: 4

Remarks:

Int Det:SUSPECTED AIR LEAK.
The above instrument complies ( X } does not comply | } with Chapter 11D-8, FAC.
}

I certify tha
performdd thi

FOLEATP Form 40

Varch 26004

EDWIN J I

Signature and Printed Name

07/12/2007
Date

# e
I ho &’a valid Florida Department of Law Enforcement Agency Inspecteor Permit and that I
inspedfion in accordance with the provisions of Chapter 11D-8, FAC,
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Florida Department of Law Enforcement
Alcohol Testing Program

Agency: PALM BAY P.D.
Time of Inspection:17:21

Date of Inspection:06/23/2017

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: B0-001265

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted No
Diagnostic Check (Pre-inspection): OK Yeos
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect Yes
Diagnostic Check (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201601F Lot#: 201604C {g/210L.)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot #: 24515080A2

Exp: 10/05/2017

0.000 0.0489 0.079 0.195 0.079
0.000 0.048 0.079 0.196 0.078
0.000 0.049 0.080 0.196 0.078

Number of Simulators Used: &

Remarks:

The above instrument complies ( X

I certify that I
that I performed

"1d a v

} does not comply (

) with Chapter 11D-8, FAC.

d Florida Department of Law Enforcement Agency Inspector Permit and

s in i;tian in accordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

= //Aﬁf S

FDLEATE Forn 40 -- March 2004

Signature and Printed Name

Beprinted From Database
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: B0-001265
Time of Inspection: 05:33 Date of Inspection: 05/26/2017 Software: 8100.27
| Check or Test YES = NO
Date and/or Time Adjusted
i o _ SRR N No
' Diagnostic Check (Pre-Inspection): OK |
S Yes i |
— S e
| Alcchol Free Subject Test: 0.000 !
E Yes e
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
o Yes |
Diagnostic Check (Post-Inspection): OK }
: _ Yes }
'Alechol Free | 0.05g/210L Test | 0.08g/210L Test | 0.20g9/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {g/210L) Dry Gas 5td Test
(g/210L) Lot#: 2016030 Lot#:2016 Lot#:201604C (g/210L}
Exp: 03/0H/2018 Exp: O1/26/2018 | Exp: 0470572018 Lot#:24515080A2
e . . Bxp: 10/05/2017
0.0590 0.08¢C Q187 0.079 !
0 050 0.080 0.196 0.079
. 0.050 0.080 | 0.197 0.079 !
Number of Simulators Used: &
Remarks:
FOUR SIMULATORS - SIM BROKE PRIOR TO TESTING
The above instrument complies { X )} does not comply | } with Chapter 11D-8, FAC.

I certify that I "hold, a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
performed this /)‘;éspect; on in accordance with the provisions of Chapter 11D-8, FAC.
= ’ i
e NN 3 LUTE
Signature and Printed Name

R

FOLE ATE Form 40 - Marcly 20604
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-001265

Agency: PALM BAY P.D.

Time of Inspection: 02:30 Date of Inspection: 04/23/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted -

No

‘Diagnostic Check (Pre-Inspection): OK —

Yes
Alcohol Free Subject Test: 0.000

| Yes

Eﬁéuth Alcohol Test: Slope Not Met

i Yes
Interferent Detect Test: Interferent Detect

Yes

:Diaénostic Check (Post-Inspection): OK

- R irtinsdescoss Yes

[ Alechol Free | 0.05g/210L Test 0.08g/210L Test 1 6.20g/210L Test 0.08 g/210L

| Test | {g/210L) {g/210L} (g/210L} Dry Gas Std Test
{g/210L) Lot#:201603D Lob#:201601F Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: D1/26/20 Exp: 04/05/2018 Lot#:24515080A2

o . o Exp: 10/05/2017
0.000 0.047 0.079 0.194 D.000 / 0.079
3.000 0.048 ¢.079 0.196 0.000 [/ 0.080
0.000 0.047 0.080 | 0.197 0.000 [/ 0.079

Number of Simulatoxs Used: S

Remarks:

08: Control Outside Tolerance - 0P ERROR; DIDNT CONNECT D/G.

The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

o P
I certify tkat I hold a valid/ Florddi Department of Law Enforcement Agency Inspector Permit and that I
performed this iaspect}',mr"“if“xb Jc}»fxda c;i with the provisions of Chapter 11D-8, FAC.

EDWIN J LUY

Sigﬁature and Printed Name

/
4 : .
| 04/23/201%
L

/l Date

FDLEATP Form 40— Marcl 2004




Florida Department of Law Enforcement
Alcohol Testing Program

\%"6
CEIVED
MAR 2 8 2017

AGENCY INSPECTION REPORT - INTOXILYZER 8000 FDLE
Alcohol Testing Program
Agency: PALM BAY P.D. Serial Number: 80-001265
Time cf Inspection: 19:34 Date of Inspection: 03/27/2017 Software: 8100.27
Check or Test YES NO
‘Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OX i
| Yes
| Alcohol Free Subject Test: 0.000 3
| Yes o
‘Mouth Alcohol Test: Slope Not Met §
3 Yes
Interferent Detect Test: Interferent Detect '
Yes
Diagnostic Check (Post-Inspection): OK T -
Yes

Alcohol Free | 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test | {g/2101) {g/210L) {g/210L} Dry Gas Std Test
(g/210L) é Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
| Exp: 03/08/2018 Exp: 01/26/2018 | Exp: 04/05/2018 Lot#:24515080A2

i o i - Exp: 10/08/2017
:o 000 | 0.043 4.079 0.194 0.079

G COQ O Déq B.079 G.A94 0.079

0.000 0.049 0.080 C.L94 0.079
Number of Simulators Used: 3
Remarks:
The above instrument complies ( X )} does not comply | ) with Chapter 11D-8, FAC.

I certify that I hold“s 211:1 Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this i

3/27/2017
bate

FOLEATE Form 40 - March 2004

accordance with the provisions of Chapter 11iD-8,

FAC.

EDWIN J LUTZ

' Signature and Printed Name



Kot

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Serial Number:

INTOXILYZER 8000

80-001265

Agency: PALM BAY P.D.
Time of Inspection: 12:24 Date of Imspection: 02/26/2017 Software: 8100.27
| Check or Test YES NO
i Date and/or Time Adjusted I
No

"Biagnostic Check (Pre-Inspection): OK )
” Yes 1
Alcchol Free Subject Test: 0.000 T
L Yes
| Mouth Alcohol Test: Slope Not Met
. Yes
Interferent Detect Test: Interferent Detect !

i Yes !
Diagnostic Check {(Post-Inspection): OK 1

Yes

"Alcohol Free

0.05g/210L Test

0.08g/210L Test

i 0.20g9/210L Test
{g/210L)

0.08 g/210L
Dry Gas S8Std Test

| Test (g/210L) {g/210L) |
o (g/210L) | Lot#:201503D Lot#:2016G1F | Lot#:201604C (g/210L) j
| Exp: G3/08/2018 Exp: 01/26/2018 | Exp: 04/05/2018 Lot#:26316080A2 |
| | Exp: 11/05/2018
! e = B : bl
| 0.0600 [ 0.049 0.079 0.194 0.081

[ 0.000 { 0.048 | 0.080 0.194 0.081 !
W s ! i
EG.GOO | 0.049 0.080 | 0.154 0.081 g
Number of Simulators Used: &

Remarks:

} with Chapter 11D-8, FAC.

The above instrument complies ( X

I certify that I ho
performed this insped

s

FDLEATP Form 40

9

March 2004

)} does not comply |

02/26/2017
Date

e SO 12 .2 -0 0 . 1 S
Signature and Printed Name

falid Florida Department of Law Enforcement Agency Inspector Permit and that I
} accordance with the provisions of Chapter 11D-8, FAC.



