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Florida Department of Law Enforcement '~ «f
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-001266
Software: 8100.27

Agency: PALM BAY P.D.

Time of Inspection: 17:42 Date of Inspection: 12/26/2017

Check or Test YES = NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
: Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0¢.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201703A Lot#:201611B Lot#:201604C {g/2101)
Exp: 03/07/2019 BExp: 11/15/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.0C0 0.048 0.073 0.196 0.079
0.000 0.049 0.079 0.196 0.079
0.000 0.0459 0.079 0.196 0.079
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply { } with Chapter 11D-8, FAC.

I certify that I hold a va 1d\glorida Department of Law Enforcement Agency Inspector Permit and that I
performed this izfif on in\acecordance with the provisions of Chapter 11D-8, FAC.

P EDWIN J LUTZ
Signature and Printed Name

12/26/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: B80-001266
Software: 8100.27

Agency: PALM BAY P.D.

Time of Inspection: 08:43 Date of Inspection: 11/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection}: OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
- ) Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcobol Free D.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018B Lot#:22B17080A4
Exp: 10/05/2019
0.000 0.049 0.079 0..1.9F 0. 078
0.000 0.049 0.079 0.198 0.079
0.000 0.050 0.079 0.198 0.079
Number of Simulatoxs Used: 5
Remarks:
The above instrument complies ( X ) does not comply | ) with Chapter 11D-8, FAC.

I certify th I

I a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspew

Lon in accordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

Signature and Printed Name

11/26/2017
Date

FDLE/ATP Form 40 — March 2004




ELy

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: PALM BAY P.D.

Serial Number:

INTOXILYZER 8000

80-001266

Time of Inspection: 21:59 Date of Inspection: 10/27/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adijusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
_Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:22817080A4
Exp: 10/05/2019
0.000 0.048 0.078 D.19%6 0.080
0.000 0.048 0.079 0.196 0.080
0.000 0.049 0.079 0.197 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply { )} with Chapter 11iD-8, FAC.
I ho a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

I certify thg
performed this Anspectjon in accordance with the provisions of Chapter 11D-8, FAC.

e )

“T Y‘w R

FDLE/ATP Form 40 - March 2004

EDWIN J LUTZ

Signature and Printed Name

10/27/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

e e ———e e T —

AGENCY INSPECTION REPORT - Iﬁ%XILYZERM{dH{)

Agency: PALM BAy P.D. Serial Number: 80-001266
Time of Inspection: 15.2g Date of Inspection: 08/25/2017 Software: 8100.27
Bk o DT i ——— —
[ Check or Test 7 ‘ - __YES T "No
[Date and/or Time Adjusted
No :
. “_.W_T__W_,,__.%_mm%___.‘__m__,_.w___%ﬁm__. — —
i Diagnostic Check (Pre-Inspect:on) : OK
? .
Y i S T S e U —
[Alcohol Free Subject Test: 0.000 J |
[ as;ﬁi;‘“ﬁzma“:*gﬁ,;"qu?}zaz—%'"—"""'“"'““““““‘“"“‘““*— I “ﬁ‘f
TAborfo e T T = : N S
g Interferent Detect Test: Interferent Detect j
!
; %_.Mw_mm.%: ,,,,,,,, R } z. e e
Diagnostic Check (Post-Inspection) : OK [ f
| SO e _—_— S e 4 : i peg
"Alcohol Free ﬁ’ﬁf’mﬂwﬁ WW’ETEﬁ?ﬁE}‘HﬁEWM 0. 6??%%""%““"[
Test | (g/2101) {g/210L) (g/2101) Dry Bas Std Test i
{ {g/2101) Lot#:201603D Lot#:201601F ' Lot#:2016040C {g/2101)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:24515080A2 !
! Exp: 10/05/2017 i
r_ et ; by R ""T_““-——v‘*"—"""‘"—“‘-*-— w_!
0.000 0.047 | 0.079 ,
R e s
0.000 0.047
— YRS
0.000 i 0.048

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply { ) with Chapter 11ip-8, Fac.

I certify that holdf a wvalig Florida Department of Law Enforcement Agency Inspector Permit ang that 1
perfcrmed(}hig ingpectfon in accordance with the Provisions of Chapter 1ip.g, FAC,

— N e EDWIN J LyTz
Signature and Printed Name

09/25/2017
Date

FDLE/ATP Form 40 - March 2004
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RECEIVED | «

AUG 9 9 2017F lorida Department of Law Enforcement

Alcohol Testing Program

FDLE
Alcohol Testin
9 Prog@fNCY INSPECTION REPORT - INTOXILYZER 8000
Agency: PALM BAY P.D. Serial Number: 80-001266
Time of Inspection: 18:00 Date of Inspection: 08/17/2017 Software: 8100.27
' Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yeg
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: D4/05/2018 Lot#:24515080A2
Bxp: 10/05/2017
0.000 0.047 0.078 0.196 0.080
0.000 0.047 0.078 0.1895 0.081
0.0C0 0.047 0.078 0.195 0.079

Numbex of Simulators Used: 5

Remarks:

The above instrument complies ( x

I certify that I ?bld a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this ingpectipn in accordance with the provisions of Chapter 11D-8,

} does not comply (

) with Chapter 11D-8,

FAC.

EDWIN J LUTZ

FAC.

FDLE/ATP Form 406 -~ March 2004

Signature and Printed Name

08/17/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: B80-001266
Time of Inspection: 14:27 Date of Inspection: 07/12/2017 Software: 8100.27
| Check or Test YES | NO
Date and/or Time Adjusted
No

‘Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
[ Mouth Alcohol Test: Slope Not Met
i Yes
: Interferent Detect Test: Interferent Detect

Yes
' Diagnostic Check {Post-Inspection): OK -

| Yes

Alcohol Free

- 0.05g/210L Test

0.08g/210L Test

0.20g/210%L Test

0.08 g/210L
Dry Gas Std Test

Test © {g/210L) (g/210L) (g/2L0L)
{g/210L) | Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)

! | Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:26316080A2

b 5 T Exp: 11/05/2018
0.000 { 0,047 0.079 0:195% ¢.080

s i i T e i s
0.000 i0.047 0.07%9 0.196 0.080

L 0.000 | 0.048 0.079 0.196 | 0.080

|-

Number of Simulators Used: 4

Remarks:

The above instrument complies { X

I certify ¢t

pezﬁorme%/Ehis
7

FDLEATP Form 40

Mareh 2004

} does not comply (

) with Chapter 11D-8,

__EDHIN J LUTZ

i Sig"na;t'uxé e grlnt,@:iﬁ

FAC.

;%alid Florida Department of Law Enforcement Agency Inspector Permit and that I
! g’in accordance with the provisions of Chapter 11D-8, FAC.
7
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Florida Department of Law Enforcement
Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-00126§

Time of Inspection: 17:24 Date of Inspection: 06/23/2017 Scftware: 8100.27
' Check or Test YES | NO |
' Date and/or Time Adjusted - ' B
No
Diagnostic Check (Pre-Inspection): OK B
) Yes
Alcohol Free Subject Test: 0.000 .
| ] ; | Yes
| Mouth Alcohol Test: Slope Not Met i
! , Yes i
Interferent Detect Test: Interferent Detect - . )
;niagnostic Check (Post-Inspection): OK E
s | Yes |
TAlcohol Free "0.05g/210L Test | 0.08g/210L Test | 0.20g/210L Test 0.08 g/210L
- Test . {g/210L) | (g/210L) {(g/210L} Dry Gas Std Test
| (g/210L) | Lot#:201603D | Lot#:201601F Lot#:201604C {g/210L)
| | Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#: 2631608042
. o s s Exp: 11/05/2018
C0.000 50.047 0.078 E 0.197 0.079
L 0.000 | 0.048 0.078 0.197 | 0.079
§ 0.000 | 0.049 | 0.079 1 0.195 | 0.079

Number of Simulators Used: &5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
] i Florida Department of Law Enforcement Agency Inspector Permit and that T

I certify that I hold
ordance with the provisions of Chapter 11D-8, FAC.

performed this ipspectj

B i BOWIN F LOTZ
Signature and Prainted Name

06/23/2017
Date

FDRLEATP Form 40 - March 26004



K

Florida Department of Law Enforcement
Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: B0-001266

Agency: PALM BAY P.D.

Time of Inspection: 05:38 Date of Inspecticn: 05/26/2017 Software: 8100.27
| Check or Test YES = NO
' Date and/or Time Adjusted
i No
| Diagnostic Check (Pre-Inspection): OK
! Yes
| Alcohol Free Subject Test: 0.000
i Yes
| Mouth Alcohol Test: Slope Not Met
. Yes
. Interferent Detect Test: Interferent Detect
i R ¥es
! Diagnostic Check (Post-Inspection): OK |
! | Yes
| Aleohol Free | 0.05g/210L Test 1 0.08g/210L Test 1 0.20g/210L Test | 0.08 g/210L
| Test | tg/210L) i tg/210L) | {g/210L} | Dry Gas 8td Test
i fg/210L) | Lot#:201603D | Lot#:201601F | Lot#:201604C {g/210L)
i | Exp: 03/0B/2018 Exp: 01/26/2018 Expt 04/05/2018 LOt#:24515080A2
i ; Exp: 10/ 4 ‘
| 0.0060 0.078 §.196 G.079
K Y. AR L DR PSP VREPVERE TR PHTRNON. | SV SSSt T B SN PER S 2 4
0.000 0.07¢ g.197 0079 |
b s s e o 5 e G 4
L 0.000 0.080C 0.196 0.079
Number of Simulators Used: W 4
Femarks:
FOUR SIMULATORE - SIM BROKE PRIOR TO TESTING
The above instrument complies | X ) does not comply | } with Chapter 11D-8, FAC.

k5 cextit‘yﬂt;,hﬁt ;J old a-valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfoxm?f this fm' ecti?& in accordance with the provisions of Chapter 11D-8, FAC.

/) { ,..w\\ Signature and Printed Name
i 3 i
¥ ¥ D5/26/2017

Date

FIOUEATP Form 40 - March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

41

Agency: FALM BAY P.D. Serial Number: 80-001266
Time of Inspection: 02:20 Date of Inspection: 04/23/2017 Software: 8100.27
Check or Test | YEs NO
Date and/or Time Adjusted T
-
| piagnostic Check (Pre—Inspection):mﬁﬁwn' _m%
7 7 Yes ?
Alcohol Free Subject Test: 0.000
) Yes
Mouth Alechol Test: Slope Not Met T
B Yes
| Interferent Detect Test: Interferent Detect
| Yes
Diagnostic Check (Post-Inspection): OK
Yes

g'hiéhﬁél Free | 0.05g/210L Test "0.08g/210L Test

0.20g/210L Test

0.08 g/210L

| Test - (g/210L) C (g/210L) (g/210L} Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2014 Exp: 04/05/2018 Lot#:24515080A2
i i - CExp: 10705720617
¢.000 - 0.046 0.078 0.196 0.080
0.000 | 0.046 0.078 0.197 0.079
0.000 § 0.047 0.079 0.197 0.079
Number of Simulators Used:
Remarks:
The above instrument co;gplies { X )} does not comply ( ) with Chapter 11D-8, FAC.

I certify that JY.-hold
performed thi%nspéc t
i

7

04/23/2017
Date

FDLEATP Form 40 - Mavch 2004

id Florida Department of Law Enforcement Agency
ccordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

Signature and Printed Name

Inspector Permit and that I
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Florida Department of Law Enforcement RECEIVED
Alcohol Testing Program MAR 2 8 2017

AGENCY INSPECTION REPORT - INTOXILYZER 806‘9‘,00,10, ngl.';gpm
gram

Serial Numbexr: 80-001266
Software: 8100.27

Agency: PALM BAY P.D.

Time of Inspection: 19:39 Date of Imspection: 03/27/2017

écﬁéck e — _ e e ; s
' Date and/or Time Adjusted
No
| Diagnostic Check (Pre-Inspection): OK -
Yes
| Alcohol Free Subject Test: 0.000
i Yes
. Mouth Alcohol Test: Slope Not Met
Interferent Detect Test: Interferent Detect
! Yes
Diagnostic Check (Post—Inspeaticﬁf?wakmmmmmmmmm - o A |
Yes i

["alcohol Free "0.05g/210L Test 0.08g/210L Test T0.20g/210L Test [ e.o8 g/210L

| Test  (g/210L) (g/210L) (g/210L) Dry Gas Std Test
| (g/210%) | Lot#:201603D Lot#:201601F Lot#:2016040 (g/210L}

! | Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 | Lot#:2451508042
| A - Exp: 10/05/2017
i 0.000 L 0.048 8.078 0.194 0.079

1 0.009 0.048 0.193 0.079

| 0.000 0.078 0.194 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies | X ) does neot comply | }) with Chapter 11D-8, FAC.

I certify that I h t 2 valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this -kmap cf'on in accordance with the provisicns of Chapter 11D-8, FAC.
i
L7
kw«f//

B e BOWIN J LUTZ
Signature and Printed Name

03 /2772017

Date

DMLATP Form 40 - March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001266
Time of Inspection: 12:18 Date of Inspection: 02/26/2017 Software: 8100.27
| Check or Test YES NO |
ars ahalee Tans Menisd : . |
i No
gnostic Check (Pre-Inspection): OK
Yes
. Alcohol Free Subject Test: 0.000 ;
| Yes !
' Mouth Alcohol Test: Slope Not Met E
Yes
. Interferent Detect Test: Interferent Detect - |
’ Yes |
Diagnostic Check (Post-Inspection): OK . |
Yes ! i

[[Alcohel Free ¢.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

i
| Test | (g/210L) | {g/210L) {g/210L) Dry Gas Std Test
! tg/210L) | Lot#:201603D | Lot#:201601F Lot#:201604C {g/210L)
| Exp: G3/08/2018 | Exp: 01/26/2018 Exp: 04/05/2018 Lot#:24515080A2
. ‘ o LFER: 10/0572007 |
0.000 - 0.048 0.078 0..393 0079
0.000 i 0.048 0.079 8.198 0.079
0.000 ; 0.049 é 0.079%9 0.185 0.080
Number of Simulators Used: &
Remarks:
The above instrument complies ( X ) does not comply } with Chapter 11D-8, FAC.

I certify that I hol
performed this igﬁpg

March 2004

FDLE/ATP Form 40

02726

Dat

i BOWIN T LUTZ
Signature and Printed Name

alid Florida Department of Law Enforcement Agency Inspector Permit and that T
accordance with the provisions of Chapter 11D-8, FAC.
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