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AGENCY INSPECTION REPORT - "9 Prog m

INTOXILYZER 8000

Agency: OSCEOLA COUNTY S.0. Serial Number: B0-001715
Time of Inspection: 18:15 Date of Inspection: 12/01/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted T
No
Diagnostic Check (Pre-Inspection): OK i
‘ Yes
| Alcohol Free Subject Test: 0.000
| Yes
' Mouth Alcohol Test: Slope Not Met
Yes -
Interferent Detect Test: Interferent Detect ]
Yes
| Diagnostic Check (Post-Inspection): OK
3 Yes
["Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
| Test (g/210L)} (g/210L) (g/210L) Dry Gas Std Test
| {g/210L) Lot#:201603D Lot#:20151 Lot#:201702B (g/210L})
: Exp: 03/08/2018 Exp: 18 Exp: 02/23/201% Lot#:16343
| Exp: 10/3G/2018
| 0.000 0.046 0.075 0.191 0.081
{ £.0600 0.048 0.076 0.192 0.080
¢.000 0.047 0.076 0.183 0.087

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply {( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

per d thi
" — 4 . a

FDLE/ATP Form 40

inspection in accordance with the provisions of Chapter 11D-8, FAC.

orr DANIEL E LYONS

Signature and Printed Name

1270172017

Date

March 2004
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AGENCY INSPECTION REPORT - INTOXILYZER 8000 Grar,
Agency: OSCEOLA COUNTY S.0. Serial Number: 80-001715
Time of Inspection: 18:46 Date of Inspection: 11/07/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
Yes
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
- Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test "0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L} (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:2015603D Lot#:2016118 Lot#:201604C {g/210L)
Exp: 0(3/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1563437
Exp: 10/30/2018
0.000C 0.047 0.078 0.195 0.08¢0¢
0.000 0.048 0 GT7 C.196 0.08¢C
0.000 0.048 0.078 0.196 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

ngpection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

s

perférme is i
T

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

11/07/2017
Date
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Agency: OSCEOLA COUNTY S.O.
Time of Inspection: 21:32

29 p
rOQram
Serial Number: 80-001715

Date of Inspection: 10/18/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
o No
Diagnostic Check (Pre-Inspection): OK
; Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
. Yes
Interferent Detect Test: Interferent Detect
- Yes
Diagnostic Check (Post-Inspection): OK
i Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.049 0077 0.182 0.080
0.000 0.04% 0.077 0.195 0.080
0.000 0.049 0.078 0.195 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies | X ) does not comply { ) with Chapter 11D-B, FAC.

rtify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

DANIEL

3]
=
4]

 Signature and Printed Name

10/18/2017
Date

FDLE/ATP Form 40 — March 2004
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AGENCY INSPECTION REPORT - INTOXILYZER 8000 B "gram,

Serial Number: 80-001715
Software: 8100.27

Agency: OSCEOLA COUNTY S.0.

Time of Inspection: 17:07 Date of Inspection: 09/28/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Tast (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201603D Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 03/08/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.047 0.076 0.193 0.080
0.000 0.047 0.076 0.194 0.081
0.000 0.047 0.077 0.194 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) dees not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
ed is inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS
Signature and Printed Name

09/28/2017
Date

FDLE/ATP Form 40 — March 2004
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AGENCY INSPECTION REPORT - INTOXILYZER 8000 !
Agency: OSCEOLA COUNTY S§.0. Serial Number: 80-001715
Time of Inspection: 22:06 Date of Inspection: 08/28/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
o o Yes
Mouth Alcohol Test: Slope Not Met
) - Yes
Interferent Detect Test: Interferent Detect
Yes N
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.046 0.475 0.194 0.080
0.000 0.047 0.076 0.195 0.080
0.000 0.047 0.075 0.195 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply {

) with Chapter 11D-8, FAC.

I certlfy that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

DANIEL

nspection in accordance with the provisions of Chapter 11D-8, FAC.

E LYONS

FDLE/ATP Form 40 —

March 2004

Signature and Printed Name

08/28/2017

Date
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AGENCY INSPECTION REPORT — INTOXILYZER 8008 °°ho! Testing Prograr

Serial Number: 80-001715
Software: 8100.27

Agency: OSCEOLA COUNTY S.O.

Time of Inspection: 12:21 Date of Inspection: 04/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.050 0.079 0.194 0.080
0.000 0.050 0.080 0.196 0.081
0.000 0.051 0.079 0.198 0.081

Number of Simulators Used: 5

Remarks:

The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.

valid Florida Department of Law Enforcement Agency Inspector Permit and that I
qccordance with the provisions of Chapter 11D-8, FAC.

I certify that I
performed this indpkae
’4/ S A ANGEL M DIAZ

/f; ( Signature and Printed Name

04/26/2017
Date

FDLE/ATP Form 40 — March 2004



