g1
Florida Department of Law Enforcement m%p

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P_D. Serial Number: 80-001721
Time of Inspection: 17:39 Date of Inspection: 12/26/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:26316080A2
Exp: 11/05/2018
0.000 0.048 0.078 0.193 0.081
0.000 0.049 0.075 0.196 0.081
0.000 0.049 0.080 0.196 0.081
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply { } with Chapter 11D-8, FAC.

I certify that I hol

% vallid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this lﬂgggct'o

in §¢cordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

(J) Signature and Printed Name

12/26/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Serial Numbexr: 80-001721
Software: B8100.27

Agency: PALM BAY P.D.

Time of Inspection: 08:41 Date of Inspection: 11/26/2017

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas 8td Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:26316080A2

Exp: 11/05/2018
0.000 0.050 0.0677 0.198 0.081
0.000 0.049 0.078 0397 0.081
0.000 0.050 0.078 0197 0.081

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.

I certify that I
performed this

lorida Department of Law Enforcement Agency Inspector Permit and that I
f in adcgrdance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

““\\\ Signature and Printed Name

11/26/2017
Date

FDLE/ATP Form 40 - March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

Agency: PALM BAY P.D,

INTOXILYZER 8000

Serial Number: 80-001721

Time of Inspection: 21:55 Date of Inspection: 10/27/2017 Software: B8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohel Free Subject Test: 0.000

Yes
Mouth Alcochol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) {g/210L) {g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:26316080A2
Exp: 11/05/2018
0.000 0.048 0.077 0.192 0.081
0.000 0.049 0.078 0.1%4 6.081
0.000 0.049 0.079 s 0..395 0.082

Number of Simulators Used: 5

Remarks:

The above instrument compli

I certify that

Performe?/;hfé 1
e

o

( X

) does not comply (

I’T?

) with Chapter 11D-8, FAC.

EDWIN J LUTZ

vglid Florida Department of Law Enforcement Agency Inspector Permit and that T
in accordance with the provisions of Chapter 11D-8, FAC.

L

R
S

FDLE/ATP Form 40 — March 2004

Signature and Printed Name
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D.

Serial Number: B80-001721

Time of Inspection: 15:43 Date of Inspection: 09/25/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted R
No
“Diagnostic Check (Pre-Inspection): OK
Yes |
Alcohol Free Subject Test: 0.000 T
Yes
| Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
‘Alcohol ¥ree 0.05g/210L Test I 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L} Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:26316080A2
B Exp: 11/05/2018
0.000 0.049 0.079 0.196 0.080
0.00¢0 0.0459 0.079 8.195 0.080
L 06.000 0.049 0.079 0:.195 | 0.080

Number of Simulaters Used: 5

Remarks:

The above instrument complies ( X

I certify that I hold

) does net comply (

} with Chapter 11D-8, FAC.

valid Florida Department of Law Enforcement Agency Inspector Permit and that I

in accordance with the provisions of Chapter 11D-8, FAC.

EDWIN J LUTZ

Performedz;‘;\\ﬁec ti

P

FDLE/ATP Form 40 — March 2004

Signatuie and Printed Name

039/25/2017
Date



REGEIVED \”\92&

AUG 29 207 Florida Department of Law Enforcement
FDLE Alcohol Testing Program

Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D.
Time of Imspection: 18B:05

Serial Number: 80-001721

Date of Ingpection: 08/17/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imspection): OK
Yes
Alcohol Free 0.05g9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:26316080A2
Exp: 11/05/2018
0.000 0.048 0.079 0. 105 0.078
0.000 0.048 0.079 | 0.195 0.080
0.000 0.048 0.079 | 0.196 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) dces not comply ( ) with Chapter 11D-8, FAC,

I certify that/j;gj}d a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed & inspegtion/ iin accordance with the provisions of Chapter 11D-B, FAC.
N EDWIN J LUTZ

B Signature and Printed Name

08/17/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001721
Time of Inspection: 14:43 Date of Inspection: 07/12/2017 Software: 8100.27
' Check or Test YES NO
'{}ateind/or Time Adjusted - JF
| No i
[ biagxi-c—iétic Check (Pre—In-sp'ec:tion) : OK ' w
Yes j
| Alcohol Free Subject Test: 0.000
Yes
?Mdﬁth 2lcohol Test: Slope Not Met ) MH‘
i Yes _:
;‘intexferent Detect Test: Interferent Detect T
| ‘ Yes f
| Diagnostic Check (Post-Inspection): OK o |
L P : | Yes .
"Alcohol Free 16.05g/210L Test 0.08g/210L Test [ 0.20g/210L Test 0.08 g/210L ]
| Test | dg/210L) {g/210L) . tg/210L) Dry Gas Std Test !
| {gr210L) Lot#:201603D | Lot#:201601% Lot#:201604C {g/210L) [
| Bxp: 03/08/2018 | Bxp: 01/26/2018 Exp: 01/05/2018 Lot#:26316060A2
—— ! ' Exp: 11/05/2018 |
0.000 L G.048 0.079 0.194 0.081 ;
1 0.000 | 0.048 3.07%9 0.194 0.081 E
1 0.000 | 0.048 0.079 | 0.194 | 0.081

Number of Simulators Used: 4

Remarks:

The above instrument complies { X ) does not comply ( ) with Chapter 11D-8, FAC.

~
I certify that/{ hol
performe/d/,hha‘:ﬁ inspect

/] 7

\ Q7 iR 2017
i \ Date

'c;éz in accordance with the provisions of Chapter 11D-8, FAC.
s

 signature and Printed Name

{
{
!
Heg

FDEEATP Form 40 - March 2004

EDWIN o LUTSE

"a valid Florida Department cof Law Enforcement Agency Inspector Permit and that I
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001721

Time of Inspection: 17:19 Date of Inspection: 06/23/2017 Software: B8100.27
' Check or Test YES | NO
ybate and/or Time AdjustedAm o :
f No
' Diagnostic Check (Pre-Imspection): OK j
i B Yes i
'Alcohol Free Subject Test: 0.000 i
R Yes
?ﬁdhﬁh Alcchol Test: Slope Not Met
| Yes |
. Interferent Detect Test: Interferent Detect
z . Yes
 Diagnostic Check (Post-Inspection): OK
Yesg -
| Alcohol Free 0.05g/210L Test 0.08g/210L Test [0.20g/210L Test 0.08 g/210L ;
?Test .(gJZIGL) . (g/210L) (g/210L} Dry Gas Std Test |
| (g/210L) | Lot#:201603D | Lot#:201601F Lot#:201604C (g/210L)
| Exp: 03/08/2018 | Exp: 01/26/2018 | Exp: 04/05/2018 Lot#:263160DE0A2
_ - B B bl o B - | Exp: 11/05/2018 .
0.049 1 0.078 0.194 0.000 / 0.080 |
| 0.049 | 0.079 0.195 0.000 / 0.081 g
0.049 | 0.079 0.195 0.000 / 0.081

-

Number of Simulators Used: &

Remarks:
G8: Control Outside Tolerance DIDNT CONNECT GAS TUBE.

The above instrument complies { X ) does not comply } with Chapter 11D-8, FAC.

a vafid Florida Department of Law Enforcement Agency Inspector Permit and that I

I cerxrtify that 1 ho
accordance with the provisions of Chapter 11D-8, FAC.

performed thif,ipsgf

L

NN RO

TN ngnafuié'ﬁnd_PiiﬁEed Name

06/23/2017
Date

FDLEZATP Form 40 - March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001721
Time of Inspection: 05:45 Date of Inspection: 05/26/2017 Software: 8100.27
' Check or Test | YES NO |
| Date and/or Time Adjusted
S (S 1 No
EDiagnoatic Check (Pre-Inspection): OK
! Yes
i Alcohol Free Subject Test: 0.000
; Yes
- Mouth Alcochol Test: Slope Not Met
; Yes i
 Interferent Detect Test: Interferent Detect |
| Yes
| biagnostic Check (Post-Inspection): OK
? Yes é
[ Alcohol Free [ 0.05g/210L Test 0.08g/210L Test "0, 20g/210L Test | 0.08 g/z10L
| Test i {g/210L) {g/210L) ! (g/f210L) Dry CGas Std Test
- {g/210L) | Lot#:201603D Lot#:201601F | Lot#:201604C (g/210L)
| Exp: G3/08/2018 Exp: 01/26/2018 ; Exp: 04/0%57/2018 | Lot#:26316080A2
R | | Exp: 11/05/201
L 0.000 L 0.048 0.079 [ 0.194 0.080
o . Bl RN S SR
Q.060 0.049 0.079 0.080
| 0.069 | 0.048 0.079 0.080
----- - - . - st bt ey R SURUIURURRSSORIS S - -
Number of Simulators Used: "5 «
Remarks:
FOUR SIMULATORS - SIM BROKE PRICR TO TESTING
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfarmedm%ﬁis i gpection in accordance with the provisions of Chapter 11D-8, FAC.
-

¢

) - EDWIN J LUTZ
Signature and Printed Nane

45/26/2017
Date

FDLEAATP Form 40 - AMarch 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: B0-001721
Time of Inspection: 02:26 Date of Inspection: 04/23/2017 Software: 8100.27
| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met i
 Yes
[Interferent Detect Test: Interferent Detect R
! Yes
Wﬁiagnostic Check (Post-Inspection): OK
Yes

{Alcohol Free

0.05g/210L Test

0.08g/210L Test

| 0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) . (g/210L) Dry Gas Std Test
{(g/210L) | Lot#:1201803D Lot#:201601F | Lot#:201604C (g/210L)
Exp: 031/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:26316080A2
RS | Exp: 11/05/2018
E0,00Q 10.047 i 0.1%5 0.081
| 0.000 | 0.047 0.196 0.081
L 0,000 0.047 G.079 0.197 0.081

Number of Simulaters Used: @

Remarks:

The above instrument complies | X )
A

I certify that I

performed this-insgedtion
s I o

FOLEAATP Form 40

'Sid a éalid Florida Department of Law Enforcement Agency Inspector Permit and that I
n accordance with the provisions of Chapter 11D-8, FAC.

- March 2004

does not comply (

) with Chapter 11D-8,

EDWIN I LUTZ

Signature and Printed Name

64/23/20}?
Date

FAC.




Florida Department of Law Enforcement R% EIVED
Alcohol Testing Program MAR 2 8 2017

AGENCY INSPECTION REPORT - INTOXILYZER 800Q FDLE
Icohol Testing Program
Agency: PALM BAY P.D. Serial Number: 80-001721
Time of Inspection: 19:29 Date of Inspection: 03/27/2017 Software: 8100.27
A e e

Da and/or Time Adjusted

A A S - - - NO -

| Diagnostic Check (Pre-Inspection): OK

! Yes
. Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met
Interferent Detect Test: Interferent Detect
B . Yes -

Diagnostic Check (Post-Inspection): OK ? !
| | Yes !
["alcohol Free 0.05g/210L Test 0.08g/210L Test ['0.20g/210L Test | 0.08 g/210L
| Test {g/210L) {g/210L) | {g/210L) | Dry Gas Std Test
i {g/210L) Lot#:201603D Lot#:201601F | Lot#:201604C (g/210L)
! Exp: 03/08/2018 Exp: 01/26/2018 | Exp: 04/05/2018 Lot#:26316080A2
L R f‘ Exp: 11/05/2018
© 0.000 0.048 0.078 | 0.189 / 0.192 | 0.080
. 0.000 | 0.049 l0.07¢ lo.191 / 0.192 | 0.081 |
§o 000 | 0.049 L 0.079 10.193 / 0.193 | 0.081
Number of Simulators Used: &

Remarks:

20: Control Outside Tolerance. SUSPECT AIR LEAK / SIMULATOR

The above instrument complies ( X |} does not comply | } with Chapter 11D-8, FAC.

I certify that I ld a {valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed thxs Lns ctxqa in/ accordance with the provisions of Chapter 11D-8, FAC.

Ll f\}

FOLEZATP Form 40 - March 2004

= B EDWIN J LUTZ
Signature and Printed Name

03/27/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Numbexr: 80-001721
Time of Inspection: 12:19 Date of Inspection: 02/26/2017 Software: B8100,27
| Check or Test YES NO
| Date and/or Time Adjusted .
: No
‘Diagnostic Check {Pre-Inspection): OK T
Yes
Alcchel Free Subject Test: 0.000
i Yes B
‘Mouth Alcchol Test: Slope Not Met a S i
Yes
Interferent Detect Test: Interferent Detect I
Diagnostic Check (Post-Ingspection): 0K |
i § Yesv
{"Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test i 0.08 g/210L
Test {(g/210L} (g/210L) {g/210L) Dxy Gas Std Test
tg/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: (3/068/2018 Exp: 01/26/2018 Bxp: 04/05/2018 Lot#:24515080A2
- L Exp: 10/05/2017
L ©.000 | 0.049 L 0.079 0.192 0.079
| 6.000 0.049 0.079 | 0.193 0.080
L 0.000 0.049 L 0.080 0.193 0.079

Number of Simulators Used: &

Remarks:
AF / MA: . REPEATED MA

The abowve instrument complies ( X ) does not comply { } with Chapter 11D-8, FAC.

1 certify that I hold
performed this in

valid Florida Department of Law Enforcement Agency Inspector Permit and that I
in accordance with the provisions of Chapter 11D-8, FAC.

: RSSRORURORNIE. . . . 0. (N 7121
Signature and PFrinted Name

T
O — s
N2/26/2017 " 7 "3 A e
P ~ " f 5 s
Date Vi / ;iv { o min, e /:’ w"”rﬂ
' i - '

FOLEZATP Form 40 - March 2004
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