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Florida Department of Law Enforcement e 25

Alcohol Testing Program %Q,,w:iis
AGENCY INSPECTION REPORT - INTOXILYZER 8000 %@quhh

201

Agency: LAKELAND PD Serial Number: 80-001865
Time of Inspection: 08:36 Date of Inspection: 12/27/2017 Software: 8100.27
| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnestic Check (Post-Inspection): OK
Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:2017028B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:22817080A5
| Exp: 10/05/2019
0.000 0.048 0.077 0.154 0.078
0.000 0.0489 0.078 0.195 0.078
0.000 0.0459 0.079 0.185 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies {

I certify that I hold a valid Florida De
performed this inspection in accordance wi

X

} does not comply (

) with Chapter 11D-8,

GORDON L FRANZ

FAC.

partment of Law Enforcement Agency Inspector Permit and that T
th the provisions of Chapter 11D-8, FAC.

,f152$7rx&37} <3ﬁ’427f7ﬂ®4
g g

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

12/27/2017

Date
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Florida Department of Law Enforcement oy
y /)
Alcohol Testing Program Veono, K01
S,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ﬁbe@%@
I

Serial Number: B0-001865
Software: 8100.27

Agency: LAKELAND PD

Time of Inspection: 10:49 Date of Inspection: 11/28/2017

Check or Test YES NO
Date and/or Time Adjusted )
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0,000
i Yes
| Mouth Alcohol Test: Slope Not Met
o ) Yes
| Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes _J
"Alcohel Free 0.059/210L Test 0.08g/210L Test 0.209/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas 5td Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:2017028 (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:22517080A5
L B Exp: 10/05/2019
0.000 LD.048 0.078 0.198 0.077
0.000 0.049 0.079 0.200 06.077
0.000 0.050 0.080 0.200 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ¢ X ) dees not comply ( ) with Chapter 11D-8, FAC.

I certify that I held a valid Plorida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Mz¢££@92”1_2§6%2a%;i ______ _ GORDOK L FRANZ

- " Signature and Printed Name

11/28/2017
Date

FDLEIATP Form 40 — March 2004
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Florida Department of Law Enforcement =~ %7,
Alcohol Testing Program Heone, [ O1g

esti,
9
AGENCY INSPECTION REPORT - INTOXILYZER 8000 “@@m

e

Ageucy: LAKELAND PD Serial Number: 80-001865
Time of Inspection: 09:16 Date of Inspection: 10/23/2017 Software: 8100.27
(Check or Test B YES NO
' Date and/or Time Adjusted
= No
-biagnostic Check (Pre-Inspection): OK )
_ Yes_ o
| Alcohol ?;éé%éubject Test: C.000 i
Yes
Mouth Alcohol Test: Slope Not Met
. R _ - _ . Yes N
i interferent Detect Test: Interferent Detect
_— o Yes
'Diagnostic Check (Post-Inspection): OK )
b . Yes .
i Lleshol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/2101, ]
E Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
! (g/210L) Lot#:201603D Lot#:2016118B Lot§:2017028 (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3

e Exp: 08/05/2019
{ 0.000 0.046 0.077 0.191 0.078

0.000 0.047 0.078 0. 193 0.078

G.000 0.048 0.081 0.195 0.079

Number ot Simulators Used: 9

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I cartifv that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
perforred this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Jss?fmlgggmL? o

GORDOW L FPALZ

Signature and Printed Name

FDLEIATP Form 40 — March 2004



R0 -0 3,5~ K- Re Ce
I}

° ¢ V
Florida Department of Law Enforcement o, 3, <0

) & ff\(_‘:,-’j
Alcohol Testing Program Alconey, KDL
i Tesy; £
e )
AGENCY INSPECTION REPORT - INTOXILYZER 80GO0 Qprog,.a”
/]
Agency: YLAKELAND PD Serial Number: B0-001865
Time of Inspection: 08:38 Date of Inspection: 10/23/2017 Software: 810C.27
Check or Test ) YES NO
Date and/éﬁ Time Adjusted B B 1
i No —
;mﬁ_iagnost:i-c_check (Pre-Inspection): OK o
| ——— . B N
| Alcohol Free Subject Test: 0.000 D i o
! L - No
Mouth Alcohol Test: Slope Not Met
- No ———
Interferent Detect Test: Interferent Detect
o No
Diagnostib Check (Post-Inspection): OK - _ i
- - anay SEYEDICRLITE (T 1 . - N
[ 2lcohol Froe | 0.05¢/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/zioL |
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#: Lot#: Lot#: (g/210L)
I Exp: Exp: Exp: Lot#:
NG | ST = S ... . (A

Number of Simulators Used: 5

Remaf'ki:’; e _I'HCGMP[ETE‘,T P f')ﬁ.\::_ Hﬂfﬁ\C\—_‘EQ TEST R‘SPW @

=
NeT ey FODLE, SUSPEST USER ERROR. -

The above instrument complies ( “—%— ) does not comply { 3 ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Departwment of Law Enforcement Agency Inspector Permit and that I
¥ P

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Afg@doﬁ__i{ AQat e o .. GURDOR L fRevz
Signature and Printed Name

10/23/2017
Date

FDLEATE Form 40 < March 2004

Paars | of &
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000 | O,

Serial Number: 80-001865
Software: 8100.27

Agency: LAKELAND PD

Time of Inspection: 10:55 Date of Inspection: 09/25/2017

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic- Check (Pre-Imnspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3

Exp: 08/05/2019
0.000 0.049 0.677 0.196 0.077
0.000 0.049 0.078 0.1%8 0.077
0.000 0. G50 0.079 031598 0.077

Number of Simulators Used: 5

Remarks:

The above instrument complies { X ) does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
h
.J,

Wy & Oﬁamag

GORDON L FRANZ

Signature and Printed Name

09/25/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement 4(/@29?’8@
201

Alcohol Testing Program Aonyy

&
AGENCY INSPECTION REPORT - INTOXILYZER 8000 %Q%Mm

Agency: LAKELAND PD Serial Number: 80-001865
Time of Inspection: 09:08 Date of Inspection: 08/29/2017 Software: 8100.27
[Check or Test YES NO |
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
S _ ... A ..
| 21cohol Free Subject Test: 0.000
Yes
Mouth Alcohel Test: Slope Not Met
e ies
Interferent Detect Test: Interferent Detect
L Yes
Diagnostic Check (Post-Inspection): OK
[ o Yes
"Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot$#:2016118 Lot#:201604C (g/21CL)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
o o o Exp: 09/05/2017
0.000 0.047 0.076 6.193 0.076
0.000 0.048 0.076 0.194 0. 076
0.000 0.048 0.077 0.195 0.076 ]
Humber of Simulators Used: 5
Remarks :
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a2 wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11b-8, FAC.

/Qéjﬂaﬁgﬁ da : j/wfﬂa GORDOL. L FRAWZ
ad Jd

Signature and Printed Name

68/29/2017

FDLEJATP Form 40 — March 2004
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Florida Department of Law Enforcement “ 2 <D

5 20
Alcohol Testing Program Aleone, TFDLg
Sting p,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "Ogran,
Agency: LAKELAND PD Serial Number: B80-001865

Time of Inspection: 11:46 Date of Inspection: 07/24/2017 Software: 8100.27
Check or Test , YES NO
Date and/or Time Adjusted

e No
Diagnostic Check (Pre~Inspection): OK

o Yes
| Alcohol Free Subject Test: 0,000
Yes
Mouth Alcohocl Test: Slope Not Met
Yes
| Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes _

| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L. |
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C {@/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2

| Exp: 09/05/2017
0.000 0.045 0.075 0. 189 / 0.193 0.077
0.000 0.047 0.076 0. 192 / 0.1%5 [ 0.077
C.000 0.048 0.077 0.193 / 0.196 0.076 ]

Number of Simulators Used: §

Remarks:
20: Control Outside Tolerance.

» 30 Plcohol REFERENCE Sol (Tion READING fow oA IST TEST.
AND TEST ComplETED AND wiltii LimiTs (PasSED) « /ofot”jm/g,

The above instrument complies ( X ) does not comply (¢ ) with Chapter 11D-8, FAC.

certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-B, FAC.

Lbaclen io#%" )

FDLE/ATP Form 40 — March 2004

) n GORDON I, FRAND
Signature and Printed Name

07/24/2017

Date
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g&ac’e ™ Florida Department of Law Enforcemesﬁ

Y :
o> ?0\5” o Alcohol Testing Program

COTrY

o\ﬂe AGENCY INSPECTION REPORT - INTOXILYZER 8000
P‘Iu_;ency: LAKELAND PD Serial Number: 80-001865
Time of Inspection: 10:26 Date of Inspection: 05/17/2017 Software: 8100.27
Check or Test YES NO
Date ‘and/or Time Ad:;usted -
B No
Diagnostic Check (Pre-Inspection): OK i
Yes
| Alcohol Free SuﬁiéEE Test: 0.000 e
Yes
“Mouth Alcohol Test: §iope Not Met ) o |
Yes
Interferent Detect Test: Interferent Detect ]
Yes
_Dﬂg:ﬁbééic Check {Post-Inspection): OK i
Yes 4
| 'p,'lci'é'ﬁ‘c?l—i'?e"é*'/#'"”_"ﬁﬁs?ﬁi'i'o_ru"i;"e“gm{“’ﬁ 0.08g/210L Test 0.20g/210L Test 0.08 g/zion
| Test (g/210L) (g/210L) (g/210L) Dry Gas §td Test
| (g/210L) Lot#:201603D Lot#:2016118B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 { Lot#:22315080A2
L o . * Exp: 09/05/2017
0.000 0.048 0.077 0.185 / 0.1%2 |0.077
0.000 C.049 0.078 0.189 / 0.194 0.077
0.000 0.049 0.078 0.191 / 0.19%94 [ 0.078

Number of Simulators Used: 5

Remarks:

20: Control Outside ‘i'o}nrance.% LU';TT-“” L‘.m?T£> GM th'@ _\—{S_ST
NoTe: SimylaTor For ©.20g (210 s Scheouleo For P.m,
Duaiﬂa MAY 3017 @ EnForcemeNT ELEcTRonC §

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Signature and Printed Name

OM}H X //@ﬂé{,« GORDON I FRANZ

05/17/2017
Date

FDLEIATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program Alcop, . FD w
Cohgy Te Le
Stin,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 B0y
Agency: LAKELAND PD Serial Number: 80-001865
Time of Inspection: 10:26 bDate of Inspection: 05/17/2017 Software: 8100,27
| Check or Test B YES NO
Date and/or Time Adjusted
- - No
Diagnostic Check (Pre-Inspection): OK
e I , S FEE s
Alcohol Free Subject Test: 0.000 i
N o | Yes o
Mouth Alcohol Test: Slope Not Met
i ) Yes o
Interferent Detect Test: Interferent Detect
i, i i o Yes
Diagnostic Check (Post-Inspection): OK ]
— Yes i Stssssan)
Alcohol Free ] 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test [ 008 g/zioL T T
Test (g/210L) {(g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
| Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:2231508042
o X+ Exp: 09/05/2017
0.000 0.048 0.077 0.185 / 0.192 0.077
| 0.000 0.049 0.078 0.189 / 0.194 |0.077
0.000 0.049 0.078 0.1%1 / ©.194 0.078
Number of Simulators Used: 5. ..
Remarks: ey

20: Control Qutside Tolerance. % (’U r{hr}d B Y :TS GN

The above instrument complies ( X

I certify that I hold a valid Florida De
performed this inspection in accordance wi

) does not comply (

AN TES

) with Chapter 11D-8, FacC.

partment of Law Enforcement Agency Inspector Permit and that I
th the provisions of Chapter 11iD-8, FAC.

odon X tpns GORDON I FRAWZ . _ __
Signature and Printed Name

FDLEIATP Form 40 — March 2004



Alcohol Testing Program

INTOXILYZER 800C

AGENCY INSPECTION REPORT -

nAgency: LAKELAND PD Serial Nunber: 80-001865

Time of Inspection: 10:51 Date of Inspection: 06/21/2017 Software: 8100.27
Check or Test YES T-i NO
Date and/or Time Adjusted |
R | o
Diagnostic Check (Pre-Inspection): OK
: — RS 1 S
"Alcchol Free Subject Test: 0.000 i |
e o o jXes
Mcuth Alcohol Test: Slope Not Met {
S s B S J_¥es i ]
Interferent Detect Test: Interferent Detect !
L o Yes |
Diagnostic Check (Post-Inspection): OK ’
L ) Yes 1
[Ricokol rree 0.05g/21CL Test 0.08g/210L Test 0.20g/210L Test 0.08 g/2101i. B
Test (g/210L) (g/210L) (g/230L) Dry Cas Std Test
(g/2101) Lot#:201603D Lot#:201611R Lot#:201604C (9/2101)
Exp: 03/08/2018 Exp: 11/15/2016 Exp: 04/05/2018 Lot#:222150807 !
U — sl SRR WRLASVA00E
0.600 0.046 0.076 0.1920 0.077
3.CC0 0.047 0.077 0191 0.077 4%
i B s i B e e g
¢.000 0.047 0.077 0.192 0.078 N
Yumber of Simwlators Used: 5
Hemarks:
The above instrumert complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law FEnforcement Agency In.pector 2ecrmii aud vhat 7

serformed this inspection in accordance with the provisions of Chapter 1ip-8, FAC.

Bondlon X 0{@/}1 .

GORDON L FRANZ

Siqjhature and Printed Name

06/21/2017
Date

FDLE'ATP Form 40 — March 2004
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Florida Department of Law Enforcement

Alcohol Testi rogr ey, F,
ol Testing Program Cohey 0L
AGENCY INSPECTION REPORT - INTOXILYZER 8000 * Pfog,am
Agency: LAKELAND PD Serial Number: 80-001365
Time of Inspection: 09:04 Date of Inspection: 03/07/2017 Software: 8100.2z7
| Check or Test B ] | _¥Y8s | wNO |
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspecticn): OK

5 Yes i

Alcohol Free Subject Test: 0.000 'j

- Yes

Mouth Alcohol Test: Slope Not Met
}' o Yes e
i Interferent Detect Test: Interferent Detect
Lo Yes

Diagnostic Check {Post-Inspection): OK
| . o | No _ B
‘alcohol Free 0.05g/210L Test 0.0Bg/210L Test [ 0.20g/210L Test 0.08 g/2101 ""]
Test (g/210L) (g/210L) (g/210L) Dry Gas B5td Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:2015054 (g/210L) ’
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#: f

B o Exp: ]
0.000 0.044 / 0.046 | 0.075 0.183 / 0.170

0.000 0.045 / 0.046 {0.075 0.18%7 / 0.179

0.000 0.046 / 0.047 0.076 RFI / 0.181

Number of Simulators Used: 6

Remarks:

05: Control Cutside Tolerance. 20: RFI Detect, Control Outside Tolerance. Non-compliance:

The above instrument complies ( ) does not comply ¢ X ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Ipspector Permit and that T
this inspection in accordance with the previsions of Chapter 11D-8, FAC.

y
m‘n o %/M GORDON L FRANZ

(j“ Signature and Printed Name

perform

03/07/2017
Date

FDILEIATP Form 40 - March 2004
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Florida Department of Law Enforcement rs; 28,

%

Alcohol Testing Program FoLg
NG o
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Tes""gpmg,am

Serial Number: 80-001865

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 11:33 Date of Inspection: 02/27/2017

Check or Test YES NO
Date and/or Time Adjusted
No
‘Diagnostic Check (Pre-Inspection): OK
Yes
' Alcohol Free Subject Test: 0.000 - .
No :%f
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201505A (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.047 0.078 0.185 0077
0.000 0.048 0.078 0.158 0.077
0.000 0.04¢ 0079 0.1897 0.077

Number of Simulators Used: 5

Remarks:
AF / NMA:

¥ Residual MouTh Alcchol PRESENT TEET Rg@&ﬁsa/ @

The above instrument complies ( ~=%— ;~does not comply ( >< ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

Signature and Printed Name

02/27/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement .z 25
; 9 2017
Alcohol Testing Program Aoy FOLE
coh
AGENCY INSPECTION REPORT - INTOXILYZER 8000 O"Tesﬁ"gprogram

Serial Number: 80-001865

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 10:47 Date of Inspection: 01/24/2017

Check or Test YES NO
Date and/or Time Adjusted
T, No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201505A (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.047 0.076 0.193 0.078
0.000 0.047 0.076 0.195 0.078
0.000 0.047 0.077 0.196 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
i:;;;fmed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

n X Froony
Jg d

GORDON L FRANZ

Signature and Printed Name

01/24/2017
Date

FDLE/ATP Form 40 — March 2004



