B0 ~003T035"
RECEIVED
Florida Department of Law Enforcement %oy 2017
Alcohol Testing Program Aeoho o OLE

&s
1Y) gprogre
AGENCY INSPECTION REPORT - INTOXILYZER 8000 m
Agency: OSCEOLA COUNTY $.0. Serial Number: 80-003935
Time of Inspection: 20:32 Date of Inspection: 12/01/2017 Software: 8100.27
| Check or Test B _ 7 YES NO
Date and/or Time Adjusted )
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcchol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
“Alconol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test lg/21 (g/210L) {g/210L}) Dry Gas Std Test
{g/210L) Lot#: Lot#:201611B Lot#:2017028 {g/210L}
Exp: Exp: 11/15/2018 Exp: 02/23/2013 Lot#:162437
Exp: 10/30/2018
G.047 0.077 0.194 0.080
0.048 0.077 0.196 0.079
0.000¢ 0.048 . 0.077 0.196 0.080
Number of Simulators Used: ©
Remarks:
The above instrument complies ( X ) does not comply |( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
pérformed, this inspection in accordance with the provisions of Chapter 11D-8, FAC.

rﬁi Cr?ﬁ" DANIEL E LY(

Sz Signature and Printed Name

v
12/0

Date

1420617

FDLFE/ATP Form 40 — March 2004



Agency: OSCEOLA COUNTY S.0.
Time of Inspection: 18:26

-w03935 Gig

Florida Department of Law Enforcement %, .
. )
Alcohol Testing Program ’q""%,:b(g 4
St
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ”gp,o%r
7

Serial Number: 80-003935

Date of Inspection: 11/07/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted

Yes
Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

- Yes

Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/ Exp: 04/05/2018 Lot#:163437
- Exp: 10/30/2018

0.000 0.047 0.076 0.192 0.080
0.000 0.047 0.077 0.193 0.079
0.000 0.048 0.077 0.193 0.079

Number of Simulators Used: >

Remarks:
Time-Date changed.
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

Signature and Printed Name

11/07/2017
Date

FDLE/ATP Form 40 — March 2004



B0 -00393S @ R

Florida Department of Law Enforcement %7,

. /e p
[#)
Alcohol Testing Program hot 3Ot g
S{,})
— 9 A
AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: OSCEOLA COUNTY S.0. Serial Number: 80-003935
Time of Inspection: 21:39 Date cof Inspection: 10/18/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
; Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L} {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.048 0077 0.194 0.081
0.000 0.048 0.078 0.197 0.081
0.000 0.048 0,677 0.197 0.Cc80

Number of Simulators Used: 5

Remarks:

The above instrument complies [ X ) does not comply ( ) with Chapter 11D-8, FAC.

d this/inspection in accordance with the provisions of Chapter 11D-8, FAC.

bon? 67-}/?finwn e DANIEL E LYONS

tify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

o Signature and Printed Name

10/18/2017

Date

FDLE/ATP Form 40 — March 2004




B0 - 003935 g

Florida Department of Law Enforcement 5, g

Agency: OSCEOLA COUNTY S.0.
Time of Inspection: 17:02

Date of Inspection: 09/28/2017

Software: 8100.27

] - 201
Alcohol Testing Program Voo » 0L
O3y
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "9 "rog,.am
Serial Number: 80-003935

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohel Free Subject Test: 0.000
Yes
Mouth Alcchol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Rlcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: i10/30/2018
0.000 0.046 0.075 0.192 0.080
0.000 0.047 0.077 0.193 0.080
0.000 0.047 0.077 0.193 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida De

Signature and Printed Name

RGEIBETSf this inspection in accordance with the provisions of Chapter 11D-8, FAC.
il AL DANIEL E LYONS
ur(/ v

FDLE/ATP Form 40 — March 2004

09/28/2017

Date

partment of Law Enforcement Agency Inspector Permit and that I



L0~ 6039 35 Qﬁsﬁ

Re
Florida Department of Law Enforcement GCE’ Vep

Alcohol Testing Program _
— s N . “Vcop L
AGENCY INSPECTION REPORT - INTOXILYZER 8000 OITeStinfpr

ra,
Agency: OSCEOLA COUNTY S$.0. Serial Number: 80-003935 o
Time of Inspection: 00:19 Date of Inspection: 08/29/2017 Software: 8100.27
| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.046 0.073 / 0.075 | 0.193 0.079
| 0.000 0.047 0.074 / 0.076 | 0.197 0.080
!0.000 0.046 0.075 / 0.075 0.197 0.079
Number of Simulators Used: 5
Remarks:
08: Control Outside Tolerance.
AAnLe)
0.09% SOLLNOR) CHANLE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfprﬁ!ﬁ:5h37 inspection in accordance with the provisions of Chapter 11D-8, FAC.
* v

/{//m DANIEL E LYONS R

En /’ Signature and Printed Name

08/239/2017
Date

FODLE/ATP Form 40 — Mareh 2004



T0-103935 e ‘?So
Florida Department of Law Enforcement 4, 2 Vep

: 2
Alcohol Testing Program Yeony, . K0y U
Qoy.
AGENCY INSPECTION REPORT — INTOXILYZER 8000 sf”’g%gfa
n

Serial Number: 80-003935
Software: 8100.27

Agency: OSCEOLA COUNTY S.O.

Time of Inspection: 12:24 Date of Inspection: 08/01/2017

Check or Test YES NO
Date and/or Time Adjusted
A No — —
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
—— Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:20163D Lot#:2015611RB Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.048 0.077 (0.195 0.081
0.000 0.049 0.077 0.195 0.080
0.000 0.048 0.078 0.185 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X } does not comply { ) with Chapter 11D-8, FAC.

I ceptifythat I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this ifispection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

Siéﬁéﬁﬁre and Printed Name

08/01/2017
Date

FDLE/ATP Form 40 — March 2004



%0~ 003935 V3
Florida Department of Law Enforcement RECEIVED

Alcohol Testing Program L1 g 45

AGENCY INSPECTION REPORT - INTOXILYZER aooelco;,o,-r?”-E
ngp

Serial Number: 80-003935 o

Software: 8100.27

Agency: OSCEOLA COUNTY S.0. Ogram

Time of Inspection: 15:46 Date of Inspection: 07/11/2017

Check or Test YES NO
Date and/or Time Adjusted

Yes
Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437

Exp: 10/30/2018
0.000 0.048 0.077 0.195 0.080
0.000 0.049 0.079 0.196 0.080
0.000 0.048 0.079 0.196 0.080

Number of Simulators Used: 5

Remarks:
Time-Date changed. DID NOT MEET SNM.

A
r?&\‘& AFIMA  LAs REPATED Duf To AROYE CoOMMENTS
Q

?Msbé\) RO NN AF SF\HPLE/(ASQ) MOE Mound Allodol Souows.

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed inspgction in accordance with the provisions of Chapter 11D-8, FAC.
/L/{m __ DANIEL E LYONS
ROV Signature and Printed Name
07/11/2017
Date

FDLE/ATP Form 40 — March 2004



N-0039 535S )
L > RECEIVED

Florida Department of Law Enforcement jur 11 2
Alcohol Testing Program FDLE
Alcohol Testino Brromrans
INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: OSCECLA COUNTY S.0. Serial Number: 80-003935
Time of Inspection: 15:46 Date of Inspection: 07/11/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

Yes
Diagnostic Check (Pre-Inspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcohecl Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
{(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437

Exp: 10/30/2018
0.000 0.048 0.077 0.195 0.080
0.000 0.049 0,..079 0.196 0.080
0.000 0.048 0.0%9 0.196 0.080

Number of Simulators Used: 5

Remarks:

Time-Date changed. DID NOT MEET SNM.

The above instrument complies ( X )} does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed inspection in accordance with the provisions of Chapter 11D-8, FAC.
[{-’/{m DANIEL E LYONS
<

V/ Signature and Printed Name

FDLE/ATP Form 40 — March 2004

07/11/2017
Date



Florida Department of Law Enforcement
Alcohol Testing Program

W-002535” BR

Abqh”{TME

AGENCY INSPECTION REPORT -~ INTOXILYZER 8000

Agency: OSCEOLA COUNTY S.0. Serial Number: 80-003935
Time of Inspection: 18:58 Date of Inspection: 06/27/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohod Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnestic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: 2016030 Lot#:201611B Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/201§ Exp: (04/05/2018 Lot#:163437

Exp: 10/30/2018 o
0.000 0.047 0.078 0.193 0.080
0.000 C.047 0.079 0.195 0.079
0.000 .048 0.078 B.495 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies (

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

X

) does not comply (

) with Chapter 11D-8, FAC.

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 40 — March 2004

DANT L K LYONS

Signature and Printed Name

06/27/2017
Date




€0- 003935 @R

Florida Department of Law Enforcement
Alcohol Testing Program

RECEIVED
MAR ¢ 2 2017

FDLE

AGENCY INSPECTION REPORT - INTOXILYZER 800O0Alcohol Testing Prograr

Agency: OSCEOLA COUNTY S.O.
Time of Inspection: 06:22

Serial Number: 80-003935

Date of Inspection: 02/18/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437

Exp: 10/30/2018
0.000 0.048 0.079 0.194 0.081
0.000 0.049 0.079 0.195 0.080
0.000 0.049 0.080 0.192 0.081 ]

Number of Simulators Used: 5

Remarks:
A F / M A:RINSED MOUTE OF M/A.

The above instrument complies ( X ) does not comply | } with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
ance with the provisions of Chapter 11D-8, FAC.

performed this inspectiogyfn
%/3 =
/

ANGEL M DIAZ

Signature and Printed Name

02/18/2017
Date

FDLE/ATP Form 40 — March 2004



