Florida Department of Law Enforcement

ED-0039Y ¢ B

,?ZSZ:EEIDYSZ)
MT27@9

Alcohol Testing Program Aloopy, FDLg:
0l Tes "
AGENCY INSPECTION REPORT - INTOXILYZER 8000 9 R@m"
{
Agency: LAKELAND PD Serial Number: 80-003945
Time of Inspection: 10:20 Date of Inspection: 12/27/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
= No
Diagnostic Check (Pre-Inspection): OK
) Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3
_ Exp: 08/05/2019
0.000 0.049 0.079 0.197 0.079
0.000 0.049 0.080 0.199 0.078
0.000 0.050 0.080 0.200 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certify that I hold a valid Florida De
ed this inspection in accordance wi

perfo

) does not comply (

) with Chapter 11D-8, FAC.

GORDON I, FRANZ

partment of Law Enforcement Agency Inspector Permit and that I
th the provisions of Chapter 1iD-8, FAC.

' 94 Cxt“iZ?f?z@}ﬂ
TG

FDLEIATP Form 40 — March 2004

Signature and Printed Name

12/27/2017_
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LAKELAND PD Serial Number: B0-003945
Time of Inspection: 08:47 Date of Inspection: 11/28/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted

ey No
Abiagnostic Check (Pre-Imspection): OK -

) ) e . Yes B
I Alcohol Free Subject Test: 0.000 o - B ' T
,_ Yes

Mouth Alcohol Test: Slope Not Met
| Yes
Interferent Detect Test: Interferent Detect
l__ . Yes
Diagnostic Check (Post-Inspection): OX
T 1. Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/2101, o
Test (g/210L) (g/210L) (g/210L) Dry Cas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot¥:2017028 (g/210%)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3

S ; - Exp: 08/05/2019
0.4000 6.047 0.076 0.192 0.079

0.000 0.047 0.077 0.194 0.080

0.000 0.048 0.078 0.196 0.079 B

Number of Simulaters Used: 5

Remarks:

The ahbove instrument complies ( X ) does not comply (

) with Chapter 11D-8, FacC.

I ecertify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the previsions of Chapter 11D-8, FaC.

_zé@@n = 07?,4.@4?,

1172872017
Date

FDLEIATP Form 40 - March 2004

. ___GORDON L. FRANZ
Signature and Printed Name
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Florida Department of Law Enforcement 2

. A
Alcohol Testing Program "o/ 74 D g

Gs{,b
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-003945
Software: 8100.27

"Ogre 7

Agency: LAKELAND PD

Time of Inspection: 10:57 Date of Inspection: 10/23/2017

| Check or Test o YES NO |
Date and/or Time Adjusted
e o | No
Diagnostic Check (Pre-Inspection): OK
) Yes .
Alcohel Free Subject Test: 0.000
S Yes
Mouth Alcohol Test: Slope Not Met
J— Yes
Interferent Detect Test: Interferent Detect
e Yes
Diagnostic Check (Post-Inspection): OK
s, Yes -
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/201¢8 Exp: 02/23/201% Lot#:1781708043
Exp: 08/05/2019
0.000 0.048 0.077 0.196 0.079
0.000 0.048 0.079 0.198 0.080
0.000 0.049 0.080 0.199 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ¢ X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that 1 hold a valid Florida Department of Law Enforcement RAgency Inspector Fermit andé that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC. .

o GORDON L_FRANZ _
Signature and Printed Name

/2017

10723
ate

L0/2
D

FDILLATE Form 40 — March 2004
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Florida Department of Law Enforcement g 26 53,
2017

Alcohol Testing Program ey
& 1108 Aloohey f;’ DLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000 ﬂmﬁﬁm@@m

Serial Number: 80-0039545

Agency: LAKELAND PD
Software: 8100.27

Time of Inspecticn: 10:21 Date of Inspection: 09/25/2017

rcheck or Test YES NO
| Date and/or Time Adjusted
A— — No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
. Yes
Interferent Detect Test: Interferent Detect
B Yes
Diagnostic Check (Post-Inspection): OK
Yes
" Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118B Lot#:201702B (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:1781708B0A3
I - Exp: 08/05/2019
0.000 0.048 0.078 0.196 0.07¢
0.000 0.049 0.079 0.197 0,079
0.000 0.049 0.079 L5 3 0 0.079
Number of Simulators Used: 5 _
Remarks:
The above instrument complies ( X ) does not comply ({ ) with Chapter 11D-8, FAC.

I certify that T hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

oalom d%%%aiz? .

Signature and Printed Name

09/25/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement Al 9.
Alcohol Testi .

cohol Testing Program Aoy, FOLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000 %%m

Serial Number: 80-003945
Software: 8100.27

Agency: LAKELAND PD

Time of Inspection: 09:46 Date of Inspection: 08/29/2017

Check or Test YES NO
Date and/or Time Adjusted
 SR— N ——— ND
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
L Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:2231508B0A2
o Exp: 09/05/2017
C.000 0.048 0.078 0.194 0.079
0.000 0.048 0.0758 0:1986 0.078%
0.000 0.048 0.080 0.195 0.079
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I held a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
- ¢§1174k141? GORDON L FRANZ
67 67' Signature and Printed Name

08/28/2017
Date

FDLE/ATP Form 40 — March 2004



00039 ¢y M, RECE/V
Florida Department of Law Enforcement « . S0

. 201
Alcohol Testing Program Alcon, . FOL &
est;
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ¢ P rogram,
Serial Number: 80-003945

Agency: LAKELAND PD

Time of Inspection: 12:24 Date of Inspection: 07/24/2017 Scftware: B100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.0Bg/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {(g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2

Exp: 09/05/2017
0.000 0.047 0.077 01850/ 0.197 0.079
0.000 0.048 0.078 0.193 / 0.198 0.079
©.000 0.049 0.079 0.196 / 0.19% 0.079

Number of Simulators Used: 5

Remarks:
20: Control Outside Tolerance.

, 20 Alcoho] REFERENCE Solulion Low on ST TESI, Qwo TeST
cemplelza ano Wilhin LimiTs (PASsE0). /égé—fk%

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T

performed this inspection in accordance with the provisions of Chapter 11D-§, FAC.

GORDON L FRANZ

Signature and Printed Name

07/24/2017
Date

FDLE/ATP Form 40 — March 2004
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?s‘ac' N ™ Florida Department of Law Enforcement

W © : :
Vo et Alcohol Testing Program COPY
X\
o<° AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-003945

Agency: LAKELAND PD
Software: 8100.27

Time of Inspecticn: 09:57 Date of Inspection: 05/17/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.049 00759 0.183 0.079
0.000 0.050 0.080 0.195 ¢.078
l 0.000 0.049 0.080 0.195 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAaC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
é/(gffmeﬂ this inspection in accordance with the provisions of Chapter 11D-8, FAC.

erfo
. __ﬁ)kﬁi?73, E{ -;ZiflfYVQ GORDON 1, FRANZ
Jdg Jd

Signature and Printed Name

05/17/2017
Date

FDLE/ATP Form 40 - March 2004



Florida Department of Law Enforcement

S 0- 00394S O

Alcohol Testing Program

YAY 17 g5,
Alcohe, T:s?ﬁ%f

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: LAKELAND PD Serial Number: 80-003945
Time of Inspecticn: 09:57 Date of Inspection: 05/17/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcchol Free [ 0.65g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas 5td Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L}
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
nnnnn . Exp: 09/05/2017
0.000 0D.048 0.079 0.193 2.079
0.000 0.050 0.080 0.185 0.078
¢.000 0.049 0.080 0.195 1 0.078

Number of Simulators Used: §

Remarks:

The above instrument complies ({ X

) does not comply (

) with Chapter 11D-8,

FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

pj;;;fmed this inspection in acceordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

KLowdon A Faamna
d Jd

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

Date

RECE VEp

£



00039 ¢y M, RECE/V
Florida Department of Law Enforcement « . S0

. 201
Alcohol Testing Program Alcon, . FOL &
est;
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ¢ P rogram,
Serial Number: 80-003945

Agency: LAKELAND PD

Time of Inspection: 12:24 Date of Inspection: 07/24/2017 Scftware: B100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.0Bg/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {(g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2

Exp: 09/05/2017
0.000 0.047 0.077 01850/ 0.197 0.079
0.000 0.048 0.078 0.193 / 0.198 0.079
©.000 0.049 0.079 0.196 / 0.19% 0.079

Number of Simulators Used: 5

Remarks:
20: Control Outside Tolerance.

, 20 Alcoho] REFERENCE Solulion Low on ST TESI, Qwo TeST
cemplelza ano Wilhin LimiTs (PASsE0). /égé—fk%

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T

performed this inspection in accordance with the provisions of Chapter 11D-§, FAC.

GORDON L FRANZ

Signature and Printed Name

07/24/2017
Date

FDLE/ATP Form 40 — March 2004



10-0023945~ WA

?s‘ac' N ™ Florida Department of Law Enforcement

W © : :
Vo et Alcohol Testing Program COPY
X\
o<° AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-003945

Agency: LAKELAND PD
Software: 8100.27

Time of Inspecticn: 09:57 Date of Inspection: 05/17/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.049 00759 0.183 0.079
0.000 0.050 0.080 0.195 ¢.078
l 0.000 0.049 0.080 0.195 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAaC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
é/(gffmeﬂ this inspection in accordance with the provisions of Chapter 11D-8, FAC.

erfo
. __ﬁ)kﬁi?73, E{ -;ZiflfYVQ GORDON 1, FRANZ
Jdg Jd

Signature and Printed Name

05/17/2017
Date

FDLE/ATP Form 40 - March 2004



Florida Department of Law Enforcement

S 0- 00394S O

Alcohol Testing Program

YAY 17 g5,
Alcohe, T:s?ﬁ%f

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: LAKELAND PD Serial Number: 80-003945
Time of Inspecticn: 09:57 Date of Inspection: 05/17/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcchol Free [ 0.65g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas 5td Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L}
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
nnnnn . Exp: 09/05/2017
0.000 0D.048 0.079 0.193 2.079
0.000 0.050 0.080 0.185 0.078
¢.000 0.049 0.080 0.195 1 0.078

Number of Simulators Used: §

Remarks:

The above instrument complies ({ X

) does not comply (

) with Chapter 11D-8,

FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

pj;;;fmed this inspection in acceordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

KLowdon A Faamna
d Jd

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

Date

RECE VEp

£



E0-tzaye

QR

Florida Department of Law Enforcem,;:nt &,
0, . O
/
Alcohol Testing Program Testy Ot
9 n,
r
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ogra,b
Agency: LAKELAND PD Serial Number: 80-003945
Time of Inspection: 10:10 Date of Inspection: 06/21/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohel Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0D.08 g/210L
Test {(g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.047 0.078 0.194 0.078
0.000 0.048 0.078 0.195 0.079
0.000 0.049 0.079 0.196 0.078

Number of Simulators Used: 5§

Remarks:
Int Det:

The above instrument complies ( X

) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T

performed this inspection in accordance with the provisions of Chapter 11D-8,

FAC.

GORDON L FRANZ

__Foadlan A, i}/m.m&

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

06/21/2017
Date
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Florida Department of Law Enforcement
Alcohol Testing Program

RECE!VED

Alcoho 7. DLE
AGENCY INSPECTION REPORT - INTOXILYZER 8000 esﬂngprogram
Agency: LAKELAND PD Serial Number: 80-003945
Time of Inspection: 10:53 Date of Inspection: 03/07/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted )
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201503D Lot#:201601F Lot#:201604C (9/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:22315080A2
o Exp: 09/05/2017
6.000 0.050 0.079 0.196 0.079
0.000 0.049 0.079 0.198 0.079
0.000 0.050 0.080 0.198 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

} does not comply {

} with Chapter 11b-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
pe:é;gfed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
Pl

ceclon

GORDON L FRANZ

A Zioms
v d

FDLE/ATP Form 40) — March 2004

Signature and Printed Name
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Florida Department of Law Enforcement rz, 28,
. 8 2017
Alcohol Testing Program Alcony - FDLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000 esti”QProg,am

Serial Number: 80-003945
Software: 8100.27

Agency: LAKELAND PD

Time of Inspection: 10:48 Date of Inspection: 02/27/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
‘Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.0Bg/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201601F Lot#:201505A (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2
) Exp: 09/05/2017
0.000 0.050 0.080 0.197 / 0.200 0.078
0.000 0.050 0.081 0.199 / 0.200 0.078
0.000 0.050 0.080 ¥ / 0.201 | 0.078

Number of Simulators Used: 5

Remarks:
20: RFI Detect.

3 OFFICER CAME

—

INTO Boolk-Tiw AREA wilh Rlics Radie “on'.

The above instrument complies ( X ) dees not comply ( ) with Chapter 110-8, FAC.
T certify that I heold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
%’7 o'{/ ; 17/&,(24412 GORDON L FRANZ
(j d” Signature and Printed Name

02/27/2017
Date

FDLE/ATP Form 40 — March 2004



-t03 4
STy TR-o34aYs—

ECEIg,
N2 2017
T!:LJLIE

€stin
g PI’Ogram
Serial Number: 80-003945

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8086hm

Agency: LAKELAND PD

Time of Inspection: 11:27 Date of Inspection: 01/24/2017 Software: 8100.27
| Check or Test YES NO
Date and/or Time Adjusted o
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
e P Yes -
Interferent Detect Test: Interferent Detect ' 1
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alecohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201505A (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2
I | Exp: 08/05/2017 |
0.000 0.050 0.079 0.199%9 0.077
0.000 0.050 0.080 0.200 0.078
0.000 0.050 0.081 0.201 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC,
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Pormit and that I

performgd this inspection in accordance with the provisions of Chapter 11D-8, FAC.

" ¥
ooy L GORDON L FRNZ
Signature and Printed Name

01/24/2017
Date

FDLEIATP Form 40 — March 2004



