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Florida Department of Law Enforcement

Alcohol Testing Program Alcony, FOLE
O Tegy
AGENCY INSPECTION REPORT - INTOXILYZER 8000 es”"gp,ﬂg
m

Agency: OSCEOLA COUNTY S.0.
Time of Inspection: 21:04

Serial Number: 80-004587

Date of Inspection: 12/01/2017 Software: 8100.27

Check or Test " YES NO ]
Date and/or Time Adjusted
) No
Diagnostic Check (Pre-Inspection): OK
- B Yes
Alcohol Free Subject Test: 0.000
_ _f Yes
Mouth Alcoheol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
"Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201702R (g/210L)
Exp: 0873018 Exp: 11/15/2018 Exp: D2/23/2019% Lot#:163437
) Exp: 10/30/2018
70.00C 0.046 ).C76 0.196 c.078
0.00C 0.047 077 0.198 0.078
00( 0.047 078 0.199 0.078
Number of Simulators Used: ©
Remarks:
The above instrument complies |( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
__;;;;;:2 {;f?f£r7n/1 DANIEL ¥ LYONS3 o

Signature and Printed Name

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement oz

Al F, o
< e
Alcohol Testing Program 0l o L&
ng p,
S o
AGENCY INSPECTION REPORT - INTOXILYZER 8000 rap,
Agency: OSCEOLA COUNTY S.0. Serial Number: 80-004587
Time of Inspection: 18:52 Date of Inspection: 11/07/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
Yes
Diagnostic Check (Pre-Inspection): OK
R Yes
Alcohol Free Subject Test: 0.000
S— S— - Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201503D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.047 0.077 0 193 0.079
0.000 0.047 0077 0.195 0.078
0.000 0.048 0.078 0.195 0.078
Number of Simulators Used: 5
Remarks:
Time-Da hanged.
The above instrument complies |( X ) does not comply ({ } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performédd thy 'nSj;Ftion in accordance with the provisions of Chapter 11D-8, FAC.

MW DANIEL E LYONS
11/02/2017

* Date

Signature and Printed Name

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement O, Q’é\o
. Ly
Alcohol Testing Program Yoo, pn
S .
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ‘709/5
o)
Agency: OSCEOLA COUNTY S.0. Serial Number: 80-004587 ‘9"6,,?
Time of Inspection: 21:42 Date of Inspection: 10/18/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
I Yes
Diagnostic Check (Post-Inspection) :
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2013
0.000 048 0. 077 0.194 0.080
0.000 0.048 0.078 0.196 0.079
0.000 0.047 0.078 0.196 0.079

Number of Simulators Used: S

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

fforme b;ﬁézﬁspectlon in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E
Signature and Printed Name

LYONS

10/18/2017
Date

FDLE/ATP Form 40 - March 2004



80-004537 ik Regy,
Florida Department of Law Enforcement ¢

Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA COUNTY S.O.
Time of Inspection: 17:44

pzai)
°8 201
Alcoho, <01 &

Sty
sgﬁ%ziha
m

Serial Number: 80-004587

Date of Inspection: 09/28/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.046 0.077 0.194 0.079
0.000 0.046 0077 0.195 0.079
0.000 0.047 0.078 0.195 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply |( ) with Chapter 11D-8, FAC.

I tify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfo d thiis inspection in accordance with the provisions of Chapter 11D-8, FAC.
DANIEL E LYONS

e ./{7/0 A

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

09/28/2017
Date
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Florida Department of Law Enforcement 4t 5,

Alcohol Testing Program leony . FOL
S . Ost;
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ngp""
Agency: OSCEOLA COUNTY S.0. Serial Number: 80-004587
Time of Inspection: 00:01 Date of Inspection: 08/29/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
‘Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
FInterferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
No

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#: (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: Lot#:
S 24 Exp:
0.000 C.046 0.074 / 0.070
0.000 0.047 0.074 / 0.073
0.000 | 0.047 0.074 / 0.074
Number of Simulators Used: 5
Remarks:
int Det: . 08: Control Qutside Tolerance olerance. .08 SOLUTION OUT OF TOLERANCE.
The above instrument complies ( ) does not comply ( ¥ ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
d this inspection in accordance with the provisions of Chapter 11D-8, FAC.

perf

DANTEL B LYONS .. .. .

08/29/2017
Date

FOLEATP Form 40 — March 2004

~ Signature and Printed Name
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Florida Department of Law Enforcement “%629,
Alcohol Testing Program Alcohoy rf;%f

ﬂﬁb
Qﬂﬁq*
AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: OSCEQLA COUNTY §.0. Serial Number: B80-004587
Time of Inspection: 21:18 Date of Inspection: 08/28/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
) Nes |
Alcohol Free Subject Test: 0.000
- Yes
Mouth Alcohol Test: Slope Not Met
............. S——— - ————— — Yes
Interferent Detect Test: Interferent Detect
| Diagnostic Check (Post-Inspection): OK
L No J
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L.
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#: (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: Lot#:
Exp:
0.000 0 046 0.072 / 0.072
0.000 0.046 0.074 / 0.074
E0.000 0.046 0.073 / 0.075
Number of Simulators Used: 5
Remarks:
08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:
The above instrument complies ( ) does not comply ( X ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
per d this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL F LYONS

Signature and Printed Name

08/28/2017
Date

FOLEATP Form 40 - Mareh 2004
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Florida Department of Law Enforcement %, i
. /
Alcohol Testing Program Heonos Dy
St
AGENCY INSPECTION REPORT - INTOXILYZER 8000 h 0oy

Serial Number: 80-004587
Software: 8100.27

Agency: OSCEOLA COUNTY S.0.

Time of Inspection: 12:15 Date of Inspection: 08/01/2017

Check or Test YES NO
Date and/or Time Adjusted
— No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
B Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
r— Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:20163D Lot#:201611R8 Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.048 0.076 0.193 0.079
0.000 0.048 0.076 0.193 0.078
0.000 0.048 0.077 0.194 0.078
Number of Simulators Used: 5 -
Remarks:
The above instrument complies { X ) does not comply ( )} with Chapter 11D-8, FAC.
I certify-that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

‘ DANITEL ¥ LYONS
Signature and Printed Name

08/01/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

BO-USEY g

Alcohol Testing Program

RECEIVED
JUL 11 2017

FDLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Alcohol Testing Erorram

Agency: OSCECLA COUNTY S.0. Serial Number: 80-004587
Time of Inspection: 15:42 Date of Inspection: 07/11/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcchol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Pry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.048 0.077 0.194 0.079
0.000 0.048 0.077 0.196 0.079
0.000 0.047 0.077 0.195 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies | X

spe

| does not comply (

ion in accordance with the provisions of Chapter 11D-8, FAC.

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this '\

DANIEL E LYONS

ey

(AL
/

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

07/11/2017

Date



Florida Department of Law Enforcement
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Alcohol Testing Program Aoy FD 0
St
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ”ngg_
m
Agency: OSCEOLA COUNTY S.O. Serial Number: 80-004587
Time of Inspection: 18:40 Date of Inspection: 06/27/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/270L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L}
Exp: 03/08/2018 Exp: 11/15/201¢8 Exp: 04/05/2018 Lot#:163437
i Exp: 10/30/2018
0.000 0.046 G. 075 0.194 0.079
0.000 0.047 G.077 6. 195 0.078
0.000 0.047 Cc.077 0.195 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies | X

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

) does not comply (

) with Chapter 11D-8, FAC.

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

FDLEATP Form 40 - March 2004

Signature and Printed Name

96/27/2017

Date
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Florida Department of Law Enforcement

, MAR ¢ 2 2017
Alcohol Testing Program
FDLE
AGENCY INSPECTION REPORT - INTOXILYZER 8000 pjcohol Testing Progré
Agency: OSCEOLA COUNTY S.0. Serial Number: 80-004587
Time of Inspection: 05:03 Date of Inspection: 02/157/2017 Software: 8100.27
Check or Test | YES |  NO |
Date and/or Time Adjusted [ | ]
| ._No l
[Diagnostic Check (Pre-Inspection): OK I ‘ i
| Yes Lo
‘Alcohol Frea Subject Test: 0.000 !
; Yes |
[ Mouth Alcohol Test: Slope Not Met !
| Yes || !
"Interferent Detect Test: Interferent Detect ! I ‘
| Yes i } Lt
Diagnostic Check (Post-Inspection): OK i i ! |
I | Yes - |
|
Alcohol Free 0.05g/210L Test [ 6.08g/210L Test 10.20g/210L Test To0.08 g/2i0y ]
Test | (g/210L) { tg/210L) | (g/210L) Dry Gas Std Test |
{g/210L) Lot#:201603D Lot#:2071561 1B !Lot#:20’604c (g/210L)
| Exp: 03/08/20'8 Exp: 11/15/2018 | Exp: 04/05/2018 Lot#: 63437 |
| | Exp: 10/304201¢8
0.000 | 0.047 0.075 Fe.190 0.079
5.000 10.048 0.077 0.193 0.078 |
0.000 1 G.048 .076 [ 0.194 0.078 |
Number of Simulators Used: 5
Remarks:
The above instrumen® compliea { X } does not comply | ) with Chapter 11D-8, FAC.

I certify that I hcld a-val

orida Department of Law Enforcement Agency Inspactor Permit hnd that I
performed this inspecti i

accordance with the provisions of Chapter 11D-8, FAC.

A ANGEL ¥ DIAZ
4 : Signature and Printed Name ’

£2/75/2017
Date

FDLE/ATP Form 40 - March 2004



