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Florida Department of Law Enforcement “230,

. Aj R
Alcohol Testing Program “hor Tes?fffp
o
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Jran,
Agency: HERNANDO COUNTY SO Serial Number: B80-005249
Time of Inspection: 09:37 Date of Imspection: 12/23/2017 Scftware: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcoheol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free
Test

0.05g/210L Test
{g/210L)

0.08g/210L Test
(g/210L)

0.20g/210L Test
(g/210L)

0.08 g/210L
Dry Gas Std Test

{g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:17316080A2
: Exp: 08/05/2018
0.000 0.046 0.077 0.1895 0081
0.000 0.047 0.078 0.185 0.080
0.000 0.047 0.078 0.186 0.082

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

)} does not comply ( ) with Chapter 11D-8, FAC.

i certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

nggﬁfrfgg Cl“-HQ%

BRAD R COLLITO

Signature and Printed Name

12/23[2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HERNANDO COUNTY 80
Time of Inspection: 07:43

Serial Number: 80-005249

Date of Inspection: 11/24/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
. Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
lInterferent Detect Test: Interferent Detect
Yes
Diagnostic Check {(Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Bxp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:17316080A2
Exp: 08/05/2018
0.000 0.047 0.077 0.194 0.081
0.000 0.047 06.077 0.196 0.081
1 0.000 0.047 0.078 0:195 0.081
Number of Simulators Used: 5
Remarks:
A F / M B: Range Exceeded RESIDUAL SOLUTION FROM PREV.TEST .
The above instrument complies ¢ X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed tha-ﬁ inspect%ﬂfg accgqrdance with the provisions of Chapter 11D-8, FAC.
oA e

BRAD R COLLITO
Signature and Printed Name

11/24/2017
Date

FDLE/ATP Form 40 — March 2004



B-005249 Qi RECE’VED
Florida Department of Law Enforcement  0cr gy 20

Alcohol Testing Program Acop, FDLE
O’Test;n o
AGENCY INSPECTION REPORT - INTOXILYZER 8000 9 Program
Agency: HERNANDO COUNTY SO Serial Number: 80-005249
Time of Inspection: 20:02 Date of Inspection: 10/08/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:17316080A2
Exp: 08/05/2018
0.000 0.047 0.077 0.195 0.079
0.000 0.047 0.D77 0. 1.95 0.080
0.000 0.047 0.078 0 196 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspegktiqn in accordance with the provisions of Chapter 11D-8, FAC.
- —t/93 BRAD R COLLITO
I - Signature and Printed Name
10/08/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000 9811"9,3
o,
Agency: HERNANDO COUNTY SO Serial Number: 80-005249
Time of Inspection: 10:11 Date of Inspection: 01/19/2017 Software: 8100.27
. Check or Test “_ﬁﬁgn ?7 NO

Date and/or Time Adjusted

No ]

Diagnostic Check (Pre-Inspection): OK )
Alcohol Freé.Subjéct Test: 0.000 - - a o |
Yes ‘

| Mouth Alcohocl Test: Slope Not Met |
Yes i

 Interferent Detect Test: Interferent Detect I B
: Yes
Diagnostic Check (Post-Inspection): OK - |
Yes !

Blcchol Frae | 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L |

: | {g/210L) (g/210L) (g/210L) Dry Gas Std Test

| Lot#:: LOt#:20160LF Lot#:201505A (g/210L) !

Exp: Exp: 01/28/2018 Exp: 05/12/2017 Lot#:12716080A7 :

o - o B Exp: 06/05/2018 i
iAUDO 0.045 O 077 021896 0.080
,J“C 0.046 s 077 0.1985 0.081
)?0 0.046 0.076 0.199 0.080

Number of Simulators Used: 5

HEWMArig:

fient Fall, Non-compliance:AMBIENT FAIL.

The above instrument complies ( ) does not comply X ) with Chapter 11D-8, FAC.
cervify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

chI rmed thls inspection in accordance with the provisions of Chapter 11D-8, FAC.

*-\.E CJ,_,4 BRAD R COLLITO B
Slgnature and Printed Name

01/19/2017
Date

PVNE TP Farm 40 - March 2004
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Florida Department of Law Enforcement .~ -
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Alcohol Testing Program FDLE
AICQh
- ol Taes:
AGENCY INSPECTION REPORT - INTOXILYZER 8000 €sting Prnn,,,,

Agency: HERNANDO COUNTY SO Serial Number: 80-005249
Time of Inspection: 08:40 Date of Inspection: 01/19/2017 Software: 8100.27

Check or Test - YES NO

Date and/or Time Adjusted

No ]

Diagnostic Check (Pre-Inspection): OK
! . . iam.
| Alcohol Free Subject Test: 0.000
b B Yes N
- Mouth Alcohol Test: Slope Not Met
[ - 7 Yes
‘Interferent Detect Test: Interferent Detect

B - o | No
Diagnostic Check (Post-Inspection): OK
| No

" Alcotol Free [ 0.05g/210L Test 0.08g/210L Test 1 0.20g/210L Test | 0.08 g/210L 1
Test (g/210L) {g/210L) | {a/210L) | Dry Gas Std Test |
{g/210L) | Loc#: Lot#: Lot#: (g/210L) |

i Exp: Exp: Exp: Lot#: |

| Exp: i

- s w; - P |

/ C.000 i E

L S |
} i

| o |

Nuwnber of Simulators Used: 5

Remarks:

a0 1er Fail & Fail Nen-compliance :ODOR IN RCOM CAUSING AMBIENT AND PURGE PATL
The above instrument compliss ( } does not comply ( X ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

[t

Signature and Printed Name

01/19/2017

Date

FODLEATE Form 46 Muarch 2004



