R0 -1058)d g

Florida Department of Law Enforcement
Alcohol Testing Program A PO
Con
AGENCY INSPECTION REPORT - INTOXILYZER 8000 OlreSt =

ing p

Serial Number: B80-005810

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 09:47 Date of Inspection: 12/27/2017

Check or Test YES NO
Date and/or Time Adjusted
: No
Diagnostic Check (Pre-Inspection): OK
. Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
- - Yes
Diagnostic Check (Post-Inspection): OK
L Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas 5td Test
(g/210L) Lot#:201603D Lot#:201611RB Lot#:201702B {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3
“ Exp: 08/05/2019
0.000 0.048 0.078 0.185 0.077
0.000 0.048 0.079 0.196 0.077
0.000 0.0459 Q.09 0.196 0. 0T F
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

' 1%72(7/}ﬁ/? GORDON L FRANZ
Signature and Printed Name

12/27/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement "0 24 2017

) Fr ‘
Alcohol Testing Program Aleong, . OLg
és
ting py,,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Gran,
Agency: LAKELAND PD Serial Number: B80-005810
Time of Inspection: 09:27 Date of Inspection: 11/28/2017 Software: 8100.27
| Check or Test - o - YES | NO |
' Dale and/or Tiwe Adjusted
e _ I U - N
Diagnostic Check (Pre-Inspection): OK
s e ‘ . Yes
Alcohel Free Subject Test: 0.000
[ Yes
Mcouth Alcohol Test: Slope Not Met
S Yes S
| Interferent Detect Test: Interferent Detect
i Yes |
fﬁlagncstic Check (Post-Inspection): OK T ' i ¥
e . _.] Yes § |
" Alcohel Free 0.05G/210L Test 0.08g/210L Test 0.20g/210L Test ©.08 g/210L
Test (g/210L) (g/210L) (g/2Ll0L) Dry Gas Std Test
(g/21i0L) | Lot#:201603D Lot#:201611B Lot#:2017020 (g/210L)
| Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3
___________________ | . Exp: 08/05/2013
0.000 06.049 0.078 0.194 N.07%
G000 0,048 0.078 0.196 q.ar17
0.000 {0.048 0.079 0.197 0.078

Number of Simulaters Used: 5

Remarks:

The above instrurent complies ( X ) dees not comply ( } with Chapter 11D-B, FAC.

I wcertify that 7 hold s valid Florida Department of Law Enforcement Agency Inspector Perrit and that I
"”/'ggcd this inspaction in accordance with the provisions cf Chapter 119-8, FAC.

oo s SORDOM olb BREHE. o n v, oo s s

o :Signat-u?é--% Printed Name

11/28/2017
Date

FLDLEATP Form 90 — March 2004
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Florida Department of Law Enforcement %7,
’ p (9017
: Al ~ )
Alcohol Testing Program %hor 3Ot g
SS"'"’Q/:
; I
AGENCY INSPECTION REPORT - INTOXILYZER 8000 o'gfa/;;
Agency: LAKELABND PD Serial Number: 80-005810
Time of Inspection: 11:25% Date of Inspection: 10/23/2017 Software: 8100.27
| Check or Test YVES | No |
| Date and/or Time Adjusted
i o No
| Diagnostic Check {(Pre-Inspection): OK
; o ———— T S E—— PRy - ..._Yes
rhlcohol Free Subject Test: 0.000
f__“_ B Yes
i Mouth Alcohol Test: Slope Not Met
! . o . ‘ o Yes B
fInterferent Detect Test: Interferent Detect
{ ) Yes
| Diagnostic Check (Post-Inspection): OK
E e o Yes 4 = i
E Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 j?ZEDL
! Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
| (g/210L) Lot#:201603D Lot#:201611B Lot#:2017028 (g/210L)
I Exp: 03/0B/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3
‘o o - o Exp: 08/05/201%
6.000 0.048 0.07s6 0.193 0.078
n.000 0.048 0.078 0.196 0.078
IO.OO\’} 0.049 l0.!’.‘0’9 0.196 0.078

Numbar of Simulators Used: &

Remarks:

The above instrument conplies ( X

I certify that I hold a valid Florida D
pexformed this inspection in accordance wi

) does not comply (

FDLEATP Form 40 - March 2004

Signature and Printed

10/23/2017
Date

—GORDOU L FRANZ
Name

) with Chapter 11D-8, FAC.

epartment of Law Enforcement Agency Inspector Permit and that T
th the provisions of Chapter 11D-8, FAC.
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Florida Department of Law Enforcement

Alcohol Testing Program Ao F
COho,72?£?L£§
AGENCY INSPECTION REPORT - INTOXILYZER 8000 smwpmeh
Agency: LAKELAND PD Serial Number: B80-005810
Time of Inspection: 09:43 Date of Inspection: 09/25/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imspection): OK
Yes

Alcchol Free
Test

0.05g/210L Test
(g/210L)

0.08g/210L Test
(g/210L)

0.20g/210L Test
(g/210L)
Lot#:201702B

0.08 g/210L
Dry Gas Std Test
(g/210L)

(g/210L) Lot#:201603D Lot#:201611B
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:17817080A3
_ Exp: 08/05/2019
0.000 0.047 0.077 0.E93 0.078
0.000 0.048 0.078 0.194 0.078
0.000 0.048 0.078 0.195 0.077

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply ( ) with Chapter 11D-8, FAC.

I certify that T hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

Signature and Printed Name

09/25/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement RECEIVED
Alcohol Testing Program 629 4,

F,
AGENCY INSPECTION REPORT - INTOXILYZER w%ofresgr’f
9 Pr,

Serial Number: 80-0058107@m
Software: B8100.27

Agency: LAKELAND PD

Time of Inspection: 10:58 Date of Inspection: 08/29/2017

| Check or Test | vyEs [ nNO |
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
‘ Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
ﬂ? Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
[ Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
i Exp: 08/05/2017
0.000C 0.049 0.078 Qi 1.95 G.077
0.000 0.049 0.079 0.196 0.076
0.000 0.050 0.080 0.197 0.076

Number of Simulators Used: 5§

Remarks:

A F / M A: Range Exceeded%drﬂc: }’Y\dCH MOLL]‘TE HIQUhOk

The above instrument complies ( X ) does not comply | ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FaAC.

p O/Lcém ”é*%o/n?
g g

GORDCON L FRANZ

Signature and Printed Nanme

08/25/2017
Date

FDLE/ATP Form 40 — March 2004
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Alorida Department of Law Enforcement

W g oo : o2
?0:;\0 o Alcohol Testing Program ) .
<€ B Alcong) 4 /-

P~\co“°\ AGENCY INSPECTION REPORT - INTOXILYZER 8000 'es’"’QF’rogram

Serial Number: 80-005810

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 11:06 Date of Inspection: 07/24/2017

[Check or Test YES NO
‘Date and/or Time Adjusted
T No
Diagnostic CheckﬁtPre~Inspection) : OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
. Exp: 09/05/2017
0.000 C.047 0.076 0.188 / 0.193 0.077
0.000 0.047 0.076 0.1920 / 0.194 0.877
0.000 0.048 0.078 0.192 / 0.194 0.077

Number of Simulators Used: 5

Remarks:
20: Control Outside Tolerance.

» 40 Mokl REFERENCE SoliTion READING Low on IST TEST. Jwo TEST
COMPIETE) AND WK Lim (75 (Pass&o), /éw

The above instrument complies { X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that T
perfoymed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

) J’ LY GORDON L FRANZ o _
) Signature and Printed Name

07/24/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcemggt

. b, Ry -
Alcohol Testing Program  Toogll
(Fs)
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ,bgf’a,,,

Serial Number: 80-005810

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 11:25 Date of Inspection: 06/21/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L W
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.048 0.078 0.193 0.077
0.000 0.049 0.078 0.195 0.078
0.000 0.049 0.07% 0.195 0077
Number of Simulators Used: S
Remarks:
The above ingtrument complies ( X ) dces not comply ( ) with Chapter 11D-8, FAC.

I certify that I held a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that T
ij:;%;?ad this inspection in accordance with the provisions of Chapter 11D-8, FAC.

padon A Framg
v Jd

GORDON L FRANZ
Signature and Printed Name

06/21/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcemen

Alcohol Testing Program

cory

09D
o
o
o
?ﬁhgency: LAKELAND PD

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Serial Number: B80-005810

Time of Inspection: 09:33 Date of Inspection: 05/17/2017 Software: 8100.27
Check or Test N YES NO
Date and/or Time Adjusted

N S No
Diagnostic Check (Pre-Inspection): OK
- Ves o
Alcohol Free Subject Test: 0.000
g Yes

Mouth Alcohol Test: Slope Not Met
) - Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

N Yes
Alcohol Free " | o.0sg/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/?018%*% Lot#:22315080A2
B . Exp: 09/7/05/2017
0.000 0.047 0.077 0.187 / 0.194 | 0.078
0.000 0.048 0.077 0.189 / 0.194 0.078
0.000 0.049 0.078 0.192 / 0.194 |0.078
Number of Simulators Used: 5
Remarks: — - S B P,
20: Control Outside Tolerance.*[’ulﬂ'])/\/ Liils ow gNO TESI .

NelE: SimulaTor Fonr o0.20afaoL 3 Schedulep For P.M.
Bumuc& May 20171 @ EnForceEmenT ElecTRenS,

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

T certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANI
Signature and Printed Name

05/17/2017
Date

FDLE/ATP Form 40 —~ March 2004
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Florida Department of Law Enforcement iy 72‘;:&"@
7

Alcohol Testing Program Atcon,FOLE
ol
INTOXILYZER 8000 eﬂmemQ

AGENCY INSPECTION REPORT fam
Serial Number: 80-005810

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 09:33 Date of Inspection: 05/17/2017

| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre“InspecEibn}: OK
Yes
Alcohol Free Subject Test: 0.000
Yes
‘Mouth Alcohol Test: Slope Not Met
Yes .
 Interferent Detect Test: Interferent Detect 7
Yes
Diagnostic Check (Post-Inspection): OK :
— . Yes
['Blcokol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/z10L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018%*6 Lnt#:?2§150§0A2
L - Exp: 09/05/2017
0.000 0.047 0.077 0.187 / 0.194 {0.078
0.000 0.048 0.077 0.18¢ / 0.194 [0.078
0.000 0.049 0.078 0.192 / 0.194 0.078
Number of Simulators Used: 5
Remarks: J— " s : s
20: Control Outside Tolerance..*b[)[fhi/\! Lemils ow ANO Tﬁsi .

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Aégﬁxﬁﬁlii%#2ﬂ£;$ |

GORDON L FRANZ

Signature and Printed Name

~i

05/17/201
Date

FDLEIATP Form 40 — March 2004
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Florida Department of Law Enforcement %, 825,

Alcohol Testing Program Yoohoy 201
tn
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gp’OQram

Serial Number: 80-005810

Agency: LAKELAND PD
Software: B100.27

Time of Inspection: 10:29 Date of Inspection: 04/17/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
[ Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L W
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:22315080A2
Exp: 09/05/2017
0.000 0.048 0.078 0.191 0.077
0.000 0.048 0.077 0.192 0.077
0.000 0.048 0.078 0.192 0.078
Number of Simulators Used: &
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-B, FaC.

L&Wd/&n &; '&QM GORDON L FRANZ -
J Jd

Signature and Printed Name

04/17/2017
Date

FDLE/ATP Form 40 — March 2004



Agency: LAKELAND PD
Time of Inspection: 10:15

LW-105%10 @R

Florida Department of Law Enforcement
Alcohol Testing Program e
Co D,

A
AGENCY INSPECTION REPORT - INTOXILYZER 8000 esf,-';s
o)
Serial Number: BD—OGSBJPQQ»»
Software: 8100.27

Date of Inspection: 03/07/2017

Check or Test YES NO
Date and/or Time Adjusted
No

nﬁzagnostic Check (Pre-Inspection): OK

Yes
Alcohel Free Subject Test: 0.000

Yes
Mouth Alcohecl Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:22315080A2

Exp: 09/05/2017
0.000 0.048 0.079 0.192 0.076
0.000 0.049 0.078 0.194 0.079
0.000 0.050 0.079 l0.194 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON L FRANZ

Bordn o Frang
v T

Signature and Printed Name

03/07/2Q17
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcemeqnt 82,
: /
Alcohol Testing Program hor o Ol
g
AGENCY INSPECTION REPORT - INTOXILYZER 8000 p’ogr%

Serial Number: 80-005810

Agency: LAKELAND PD
Software: 8100.27

Time of Inspection: 09:30 Date of Inspection: 02/27/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcchol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
| Yes
‘Interferent Detect Test: Interferent Detect
~ . Yes
Diagnostic Check (Post-Inspection): OK
Yes

Alcohol Free

6.05g/210L Test

0.089/210L Test

0.20g/210L Test

0.08 g/210L
Dry Gas Std Test

Test (g/210L) (g/210L) {g/210L)
(g/210L) Lot#:201603D Lot#:201601F Lot#:2015054a (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2
Exp: (9/05/2017
0.000 0.046 0.077 0.192 0.077
0.000 0.047 0.077 0.194 0.078
0.000 0.048 0.078 0.194 0.077

Number of Simulators Used: 5

Remarks:

} does not comply (

The above instrument complies ( X ) with Chapter 11D-8, FAC.

1 certify that I hold a valid Florida Department of Law Enforcement Agency Inspecter Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

FDLEIATP Form 40 — March 2004

GORDON L FRANZ

Signature and Printed Name

02/27/2017
Date
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Florida Department of Law Enforcement Wy 520
52017

Alcohol Testing Program

St
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ‘tngp -
Agency: LAKELAND PD Serial Number: 80-005810
Time of Inspection: 10:18 Date of Inspection: 01/24/2017 Software: 8100.27
Check or Test ) YES NO
Date and/or Time Adjusted
No ]

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#:201505A (g/210L)

Exp: 03/08/2018 Exp: 01/26/2018 Exp: 05/12/2017 Lot#:22315080A2

Exp: 09/05/2017
0.000 0.046 0.076 0.192 0.077
0.000 0.046 0.077 0.194 0.077
0.000 0.046 0.077 0.195 0.077

Number of Simulators Used: 5

Remarks :

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
i?\ed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

GORDON T. FRARZ _

Signature and Printed Name

01/24/2017
Date

FDLEIATP Form 40 — March 2004



