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Florida Department of Law Enforcement
Alcohol Testing Program

Aj F,
Ck)ht” Téég?Lfg
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Ing pfc:g,
ary
Agency: OSCEOLA COUNTY SO Serial Number: 80-005935
Time of Inspection: 21:18 Date of Inspection: 12/01/2017 Software: 8100.27
Check or Test ' YES NO
Date and/or Time Adjusted
ree——— - — - i No
Diagnostic Check (Pre-Inspection): OK
- Yes
Alcchel Free Subject Test: 0.000
T Y PP — — Yes
Mouth Alcohol Test: Slope Not Met
I —— Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
- Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L} {g/210L) (g/210L) Dry Gas Std Test
(g/210L} Lot#:201603D Lot#:201611B Lot#:2017028 (g/210L}
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#: 163437
Exp: 10/30/20'8
0.000 0.047 0.077 0.1596 0.081
C.C00 0.048 0.07%7 0.197 0.081
0.000 0.048 0.078 0.197 0.081
Number of Simulators Used: ©
Remarks:
The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

s inspection in accordance with the provisions of Chapter 11D-8, FAC.

Signaéﬁkémagé Printed Name

12/061/2017

Date

FDLEATP Form 40 — March 2004
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Alcohol Testing Program oo, r,!:ﬁig

in
AGENCY INSPECTION REPORT - INTOXILYZER 8000 program

Agency: OSCECLA COUNTY SO
Time of Inspection: 18:37

Serial Number: 80-005935

Date of Inspection: 11/07/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
- Yes
Diagnostic Check (Pre-Inspection): OK
e Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
) Yes N
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L} (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C lg/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.04¢6 0.076 0.193 0.081
0.0060 0.047 0.077 0.194 0.081
0.000 0.046 0.077 0.154 0.080
Humber of Simulators Used: ¢
Remarks:
Time-Date changed
The above instrument complies |{ X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performe is ;yspection in accordance with the provisions of Chapter 11D-8, FAC.

,41/ 677(‘- DANIEL E LYONS R o

f— v Signature and Printed Name

11/07/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement o, P 6

0,
Alcohol Testing Program oy 0
“in,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 * g
ry
Agency: OSCEOLA COUNTY SO Serial Number: 80-005935
Time of Inspection: 21:01 Date of Inspection: 10/18/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
- Yes
Mouth Alcohol Test: Slope Not Met
) Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test 0.08 g/210L
“Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:20156118 Lot#:201604C (g/210L)
Exp: 03/08/2016 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.046 0.076 0.192 0.082
0.047 076 0:193 0.082
000 0.047 077 0.194 0.082
Number of Simulators Used: 5
Remarks:
AF/MA TEST AMIENT AIR FAIL/TEST REPEAT/MOUTH PIECE REMOVED .
The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
Tformed this/ inspection in accordance with the provisions of Chapter 11D-8, FAC.

(///‘7/ ﬂm DANIEL E LVYONS

Signature and Printed Name

10/18/2017

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement e 5 -
Alcohol Testing Program Atcop,, FDLE
Ohof T,

e .
AGENCY INSPECTION REPORT — INTOXILYZER 8000  "9Prog,.

Serial Number: 80-005935
Software: 8100.27

Agency: OSCEOLA COUNTY SO

Time of Inspection: 17:36 Date of Inspection: 09/28/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (a/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:163437
Exp: 10/30/2018
0.000 0.046 0.076 0.193 0.081
0.000 0.046 0.076 0.194 0.081
0.000 0.046 0.076 0.195 0.081
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply |( ) with Chapter 11D-8, FAC.

tify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perform tiis inspection in accordance with the provisions of Chapter 11D-8, FAC.

Z/(Y/ﬁ’”’" f pavIEL R LYONS

Signature and Printed Name

09/28/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA COUNTY SO

Time of Inspection: 23:33 Date of Inspection: 08/28/2017

Serial Number: 80-005935
Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
. Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
- No
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#: {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: Lot#:
Exp:
0.000 0.047 0.073 / 0.074
0. 0.048 0.074 / 0.074
0 0.048 0.074 / 0.074
Number of Simulators Used: 5
Remarks:
08: Control Outside Tclerance, Control Outside Tolerance. Non-compliance:
The above instrument complies | ) does not comply |( X ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfotmed ;;}s inspection in accordance with the provisions of Chapter 11D-8, FAC.

) 5,/72 ,4'7/&’7\4

Signature and Printed Name

Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement 4625,
Alcohol Testing Program Alcohy ;OLE

Sﬂﬂgfb
g o,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Qra
Agency: OSCEOLA COUNTY SO Serial Number: 80-005935
Time of Inspection: 22:51 Date of Inspection: 08/28/2017 Software: 8100.27
Check or Test _'7 7 YES NO
Date and/or Time Adjusted
I No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#: (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: Lot#:
Exp: -
0.000 0.044 / 0.045 0.074 / 0.058
0.000C 046 / 0.046 0.07%5 / 0.067
0.000 0.046 / 0.046 0.075 / 0.072
Number of Simulators Used: 5
Remarks:
05: Control Outside Tolerance. 08: Control Outside Tolerance, (.08 SOLUTION CHANGED CUTNon-compliance
:0.08 SOLUTION OUT OF TOLERANCE.
The above instrument complies ( )} does not comply ({ X ) with Chapter 11D-8, FaC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perﬁd this inspection in accordance with the provisions of Chapter 11D-8, FAC.

I/ VN /s DANIEL E LYONS _ . o

Signature and Printed Name

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement VG295,

Alcohol Testing Program

Agency: OSCEOLA COUNTY SO
Time of Inspection: 20:57

Serial Number: 80-005935

Date of Inspection: 08/28/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcoheol Free Subject Test: 0.000
i Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#: (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: Lot#:
- B Exp: o T
0.000 0.018 / 0.045 0.071 / 0.073
0.0C0 0.022 / 0.045 [0.072 / 0.074
0.000 0.025 / 0.046 | 0.073 / 0.073
Number of Simulators Used: 5
Remarks:
05: Control Qutside Tolerance. e,0.08 OUT OF TOLNon-compliance:0.08 SOLU
TION OUT OF TOLERANCE.
The above instrument complies [ ] does not comply ( X ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perforxpmed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
__ (.J; /\7/ J

DANTIEL E LYONS

Signature and Printed Name

08/28/2017
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement 02,
. oo FD
Alcohol Testing Program 70 Tosr &
9 p
0
AGENCY INSPECTION REPORT - INTOXILYZER 8000 graﬂ?
Agency: OSCEOLA COUNTY SO Serial Number: 80-005935
Time of Inspection: 12:19 Date of Inspection: 08/01/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
- Yes
Alcohol Free Subject Test: 0.000
- Yes - |
Mouth Alcochol Test: Slope Not Met
S Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
‘Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:20163D Lot#:2016118 Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2013 Exp: 04/05/2018 Lot#: 163437
. - Exp: 10/30/2018
0.000 0.046 0.075 0.195 0.081
0.000 0.047 0.076 0.196 0.081
0.000 0.047 0.076 0.197 0.081

Number of Simulators Used: 5

Remarks:

The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.

performed\ this finspection in accordance with the provisions of Chapter 11D-8, FAC.

7 . ,{;z/ér)’;7 DANIEL E LYONS
L V// E_LYONS

I certif%)that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

Signature and Printed Name

08/01/2017

Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement

RECEIVES

. JUL 1120y
Alcohol Testing Program |
FDLE
Alcohol Testin -
AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: OSCEOLA COUNTY SO Serial Number: B0-005935
Time of Inspection:15:27 Date of Inspection:07/11/2017 Software: B100.27
Check or Test YES NO
Date and/or Time Adjusted No
Diagnostic Check (Pre-Inspection): OK Yes
Alcohol Free Subject Test: 0.000 Yes
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect Yes
Diagnostic Check {Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:201611B Lot#: 201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot #: 163437
Exp: 10/30/2018
0.000 0.047 0.076 0.193 0.081
0.000 0.047 0.077 0.195 0.080
0.000 0.046 0.077 0.794 0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply (

} with Chapter 11D-8,

FAC

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and
that I performed this inspection in accordance with the provisions of Chapter 1iD-8, FAC.

c@ g{//ﬂ/n

DANIEL E LYONS

FDLE/ATP Form 40 -- March 2004

Signature and Printed Name

07/11/2017

Date

Reprinted From Database
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Florida Department of Law Enforcement % 5,
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Alcohol Testing Program Veoney , Dy
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AGENCY INSPECTION REPORT - INTOXILYZER 8000 mgﬁb@ah

Serial Number: 80-005935

Agency: OSCEOLA COUNTY SO
Software: 8100.27

Time of Inspection: 19:04 Date of Inspection: 06/27/2017

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test C.08 g/210L
Test (g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R8 Lot#:201604C [g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1623437
Exp: 10/30/2018
0.000 0.048 0.077 0.197 0.081
0.000 0.048 0.077 0.1897 0.082
G.000 0.048 0.077 0.197 0.081
Number of Simulators Used: S -
Remarks:
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspectien in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

Signature and Printed Name

06/27/2017
Date

FDLE/ATP Form 40 — March 2004



