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Florida Department of Law Enforcement °22,,
. 4/ P
Alcohol Testing Program ho o DL
Uin,
L)
4
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ‘b@m
Agency: FL HIGHWAY PATROL Serial Number: 80-006046
Time of Inspection: 21:32 Date of Inspection: 10/03/2017 Software: 8100.27
Check or Test N - - “EE§7iggij@f iJ
Date and/or Time Adjusted |
. B S LI
Diagnostic Check (Pre-Inspection): OK
S——— . N SN
Alcohol Free Subject Test: 0.000 , |
N | Yes | |
Mouth Alcohol Test: Slope Not Met
- B Yes_ ]
Interferent Detect Test: Interferent Detect
— Yes |
Diagnostic Check (Post-Inspection): OK
_j Yes | |
[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/210nL
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/201¢ Lot#:256835
. o - Exp: 01/11/201% |
0.000 0.049 0.079 0.199 - 0.078
0.000 0.049 0.080 0,201 - - 0;978 S
0.000 0.049 0.080 0.201 0.077 -

Number of Simulators Used: 5

Remarks:

The above instrument complies ( bg

ey

T

-

~

e

FDLEATP Form 40 - March 2004

) does not comply (

I hold _a-vagFid Florida Department of Law Enforcement Agency Inspector Permit and that
this infg;cfio in accordance with the provisions of Chapter 11D-8,

I certify that
perfor,
s ”

) with Chapter 11D-8,

FAC.

JOSHUA € CAMPBELL

Signature and Printed Name

10/03/2017

Date

FAC.

I



Agency:
Time of Inspection:
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Florida Department of Law Enforcement ser g4,
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

 Check or Test
| Date and/or Time Adjusted

Fi, HIGHWAY PATROL

22:04

Date of Inspection:

hiaghééfi&qéﬁggu_zPrewlnspection}: OK

Interferent Detect Test: Interferent Detect

| Alcohol Free Subject Test: 0.000

| Mouth Alcohol Test: Slope Not Met

nidQﬁostic Check (POStHiﬁspéétionS:VEE

Serial Number:
Software:

09/07/2017

| Yes

l

| Yes

| |
| Yes |

. ”§iéé_w_"u."

o Yaes

80-0060416
8100.27

7

" Alcohol Frce "1 0.059/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 q/z10nL
i Test i (g/210L) (g/210L) (g/210L) Dry Gas 5td Test
g/ 2106 | Lot#:201703A Lot#:201611R Loth:201702B (q/f210L)
! Exp: 03/07/720G19 Exp: 11/15/2018 Exp: 02/23/2019 Loth:256535
| " - :
EBxp: Gi/11/201
z , [ P - B T o "fﬁﬁfff’ .
G.000 0.049 0.078 0.201 0.078
0.000 10.(}48 0.078 0,200 IR
0.000 1 0.049 0.078 0.200 G.078
Number of Simulators Used:
Remarks:
The above instrament complies ( X ) does not comply ( )y with Chapter 1iD-B, FAC.
"id Flerida Department of Law Enforcement ARgency Tnspector Pormit and that
in accordance with the provisions of Chapter 11D-8, FAC,
JOSIHIA £ CAMPBILI

FOLEATD Form 40

Marcl 2004

Signature and Printed Name

GY/67/2017
Date

T



T~ w04 (4 S

Florida Department of Law Enforcement ay; 5,
Alcohol Testing Program Alconey PO

AGENCY INSPECTION REPORT - INTOXILYZER 8000 R@mm

Agency: FL HIGHWAY PATROL Serial Number: 30-006046
Time of Inspection: 03:36 Date of Inspection: 08/24/2017 Software: 8100,27
7 e e sy 2 e e = | e ‘ T
| Date and/cr Time Adjusted i i
| [ ne
| Biagnostic Check (Pre-Inspection): OK ! i
| | Yes
! Alcohol Free Subject Test: 0,000 i
L I Yos
| Mouth Alcohol Test: Slope Not Met f |
i | Yes |
‘ Interferent Detect Test: Interferent Detect | |
! | Yes |
' Diagnostic Check (Post-Inspection): OK 2
- | Yes i
o S /S G S P (O — P ER: SR ——

Alcohol Frec | 0.05¢/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 a/210L }
P Test | tg/210L) (g/210L) (g/210L) Dry Gas Std Test |
| (g/210L) | Lot#:201603D Lot#:2016118 Lot#:2017021 {(g/210L) |

! Exp: 03/08/2018 Exp: 1171572018 | Exp: 02/23/72019 HE3E |
| i rvis ]
[ §.000 10,048 0.078 | 0.197 i
] S — J‘ N SV TOWe N OE PSSR S, RS T e -
| 0.000 | D.048 0.079 @199
| 0.000 | 0.049 0.080 | 0.199 0.077 |
Number of Simulators uUsed:
RKemarks:
The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

alid Florida Department of Law Enforcement Agency Inspecter Permit and that I
in accordance with the provisions of Chapter 11D-8, FAC.

1 certify that
performed

FOSHUSA ¢ CAnyBELL

Sidﬁatﬁie and Printed Name

0B/24/2017
Date

FDVLEATY Form A0 - March 2004
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Florida Department of Law Enforcement sy 4,
Alcohol Testing Program Aleohe, FDLE

estin

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial NHumber: 80-006046
Time of Inspection: 19:14 Date of Inspection: (7/31/2017 Software: 8100.27
- Check or Test ; YES 1 NO
. Date and/or Time Adjusted g | ;
E R h R LN
' Diagnostic Check (Pre-Inspection): OK i § |
| | Yes i |
st s S— . S .. i R
| Alcohol Free Subject Test: 0.000 ! { !
E ) | Yes | :
| Mouth Alcohol Test: Slope Not Me ! ! |
j 7 | Yes f |
| Interferent Detect Test: Interferent Detect
| i Yes i !
 S——— . . ! B e N RDUE: .. WO - _
 Diagnostic Check (Post-Inspection): OK i | F
. . . L Xes 4
"alcobol Froc | 0.05¢/210L Test 0.08g/210L Test [ 0.20g/210L Test Je. o8 g/210m ]
| Tost | (g/210L) (g/210L) | (g/210L) [ Dry Gas std Test |
b/ 2100 | Lot#:201603D Lot#:2016115 { LotR:2016040 | (g/210L) i
i ! Exp: 03/08/2018 Exp: 11/71%/2018 | Exp: 04/05/2018R § Lot#: 2560835
é | | Exp: Q1/11/2019
— Y SNEUNPULNVRS] TTP— US| NS R S TR ; wed
| 0.000 | 0.0409 0.079 P 0,198 | 0077 i
- - - S ‘ el iR B e b e - =t |
U.000 | 0.049 0.079 ] 0.199 i 0.078 !
0.000 | 0.049 0.079 | 0.200 L 0.078
Humber of Simulators Used: &
Remarks:
The above instrument complies y ) does not comply ( y with Chapter 1ib-8, FAC.

1 certify that I ho lorida Department of Law Enforcement Agency Tnspector Permit and that
i.nﬁ accordance with the provisions of Chapter 11D-8, FAC.

pcxfntmiﬁ'thlh

JOSHUA ¢ CAMPRELIL

‘ S;.g-nat{:;:é_ and Printed Name

07/31/72017
Date

FDLEATE Forng 461 — March 2004



Alcohol Testing Program

LV -0 6046 g

AGENCY INSPECTION REPORT - INTOXILYZER 2000

Agency: FL HIGHWAY PATROL
Time of Inspection: 21:36

Date of Inspection:

Serial Number: 80-0060406

04/28/2017 Software: 8100.27

04/28/20617

FINEIATE Form 40 - Mareh 2004

Slgﬂa—ture and Printed Name

- Check or Test | YES NO
‘ Date and/or Time Adjusted i
2 { { _NO |
Diagnostic Check (Pre-Inspection): OK i |
i Yes | |
e o T et o e i) . ]
Alcohel Free Subject Test: 0.000 _ j '
i Yes ; ‘
CMouth Alcohol Test: Slope Not Met ; |
i Yes 1
T e LT T e - SERE i ;
interfercent Detect Test: Interferent Detect i
| Yes :
Diagnostic Check (Post-Inspection): OK i f
Yos '
Alvohol Free [ 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Fest [0.08 y/210L o
| Test | (g/210L}) (g/210L) | (g/210L) L Dry Gas Std Test i
(G200 { Lot#:20 Lot#:2016108 | Lot#: P EgA210L) |
l Exp: Exp: 11/15/2018 L Exp: 04/0° ] | Lot#: 256825 i
| i | Expr: 1y
| 0.048 0.078 | 0.199 {0,079
| i
i s e e e e i = |
1 D.049 0.079 [ 0.199 !
i =S A e iy s
1. 060 0.049 0.079 E{).:‘BE’-
Numbery of S:imuiators Used:
Pomaris
Fhe above winstrumrent complaes ( X ) does not comply ( y with Chapter 1ip-8, FAC.
1 that I hold & vspid Florida Pepartment of Law Enforcement Agoency Inspector Permit and that 3
o i#l accordance with the provisions of Chapter 1ib-8, FAC.
YSHUR € CAMPHBELL
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Florida Department of Law Enforcement %,
Alcohol Testing Program Ao KO g

Tog "
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gp"og,.a
m
Agency: FL HIGHWAY PATROL Serial Number: 80-006046
Time of Inspection: 21:24 Date of Inspection: 03/20/2017 Software: 8100.27
Check or Test o | vyes | "mo |
Date and/or Time Adjusted |
BB ]
DLagHOSth Check (Pre-Inspection): OK !
Yes I
e e R e s o ~ — ; e I
Alcohol Free Subject Test: 0.000 !
- Yes ) o }
Mouth Alcohol Test: Slope Not Met i
o _Yes } ocead|
i Interferent Detect Test: Interferent Detect ! E
| | Yes |
' Diagnostic Check (Post- Inspection): OK % '
| Yes L l
| Alcohol Free 10.05¢/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/2l0L 3
Test (g/210L} (g/210L) (g/210L) Dry Gas S5td Test
{ (g/210L) Lot#: 2016030 Lot#:2016118 Lot#:201604C {g/210L) f
| Exp: (3/08/2018 Exp: 11/15/201% Exp: 04/65/2018 Lot#: 256435 i
N - B Exp: 0171172000
(0. OOG U 030 0. 082 0.200 0 000
0.0DG 0 05] 0 081 0.201 OHU
0.000 0.051 0.081 0.201 08[
Number of Simulators Used: ©
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

1 certify that I hold a valid Florida Department of Law Enforcemcnt Agency Inspector Pormit and that I
performed tlg;u, 1ﬂ‘épectxon in accordance with the provisions of Chapter 11pD-8, gaC.

) — ; )
A, ;-J 5 o JUSHUA C CAMPBELI Afé,'/:fr_( A e —
"'I.v p /"’ ( ——" signature and Printed Name ' (/

03/20/2017
Date

FREEIATE Form 40 - March 2004
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Florida Department of Law Enforcement B2g 201

: leo,,, . FD,
Alcohol Testing Program h0/ 1ogr &
Sting p
L) ro
AGENCY INSPECTION REPORT - INTOXILYZER 8000 9’%
Agency: FL HIGHWAY PATROL Serial Number: 80-006046
Time of Inspection: 22:59 Date of Inspection: 02/27/2017 Software: 8100.27
' Check or Test 7 [WMNO_ B
Date and/or Time Adjusted
, J HNo
Diagnostic Check (Pre-Inspection): OK
B ——— - s s Yes ........................ B —:
Alcchol Free Subject Test: 0.000
S — Yes 1 S
Mouth Alcohol Test: Slope Not Met
B : . Tes
Interferent Detect Test: Interferent Detect
_— e | Yes
Diagnostic Check (Post-Inspection): OK
- - S . B A
‘Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.209/210L Test | 0.08 g/z2i0L
Test {g/210L) (g/210L) (g/210L) Pry Gas Std Test
{g/210L) Lot#:201807A Lot#:201601F Lot#:201604C (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:256315
b : Bxp: 01/11/2019 .
| 0.000 0.050 0.081 0.202 0.080 )
0.000 0.051 0.080 0.201 0.080
0.000 0.049 0.080 0199 0.080

Number of Simulators Used: &

Remarks:
TOO MUCH M/A.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hoiqMAjﬁplid Florida Department of Law Enforcement Agency
£ 8

erforméd this Wns iop~in accordance with the provisions of Chapter 11D-8, FAC.
P O rH 10 P
~ —
& i //z( e e JOSBUNC CAHPBETL
- Signature and Printed Name

$2/27/2017
Date

FOLEATP Form 40 - March 2004

Inspector Permit

and that 1
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Florida Department of Law Enforcement ¥4

ol (/704

s

Alcohol Testing Program Alcone, FOLE
esfh} P
AGENCY INSPECTION REPORT - INTOXILYZER 8000 o "0gra
Agency: FL HIGHWAY PATROL Serial Number: 80-006046
Time of Inspection: 22:36 Date of Inspection: 01/25/2017 Software: 8100.27

"""" YES | NO |

(Check or Tese
Date and/or Time Adjusted

I No
' Diagnostic Check (Pre-Inspection): OK 4 1
i | Yes |
f Alcohol-.Free_Subject_'IZS{:_: ©0.o00 - i |
b . i Xes .‘ ‘
| Mouth Alcohol Test: Slope Not Met : ! j
* | Yes i 5
!InterferenEﬁDetect Test: Interferent Detect | | i
L | Yes |
| Diagnostic Check (Post-Inspection): OK | !
i . - o II Yes |
[ Alcohol Free 0.05g/210L Test 0.089/210L Test | 0.20g/210L Test | 0.08 g/zioL
l Test (g/210L) (g/210L) (g/210L) ] Dry Gas Std Test
| tar210L) Lot#:201507A Lot#:201601F Lot#:201604c (9/210L)
J Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 J Lot#:256635 |
| (N o e L Exp1 0171172019 |
0.000 0.048 0.078 0.201 Jn.o'/e
0.000 0.049 0.080 0.200 | 0.078
H.000 0.049 0.080 0.200 J 0.07¢8 |

Number of Simulators Used: 5

Remarks:

The above instrument complies (¢ X ) does not comply ( ) with Chapter 11D-8, FAC.

d47a vylid Florida Department of Law Enforcement Agency Inspector
spection 4n accordance with the provisions of Chapter 11D-8, FAC.

e o SHITA ¢ MPHEL

1 certif Permit and that I

Signature and Printed Name

FOLLATE Form 40 - March 2004



