Florida Department of Law Enforcement %24 20
Alcohol Testing Program Alcone,

AGENCY INSPECTION REPORT - INTOXILYZER 8CQ0

Agency: FL HIGHWAY PATROL Serial Humber: 8G-006633
Time of lnspection: 11:58 Date of Inspection: 12/28/2017 Software: B100.27
Check or Test | YES E RO

Date dnd;’ or Time Adi'jiusiti,éd S
Mo

Diagnostic Check‘(P}éliagﬁééffon): OK

Yes
nlcohal Frae Subject Tezt: 0.000
Yos
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yos
Diagnostic Check (Post-Inspection): OK
Yes
"aleohol Free 1 0.059/210L Test (d{bégfjfﬁzAﬁesﬂ ": 0g/210L Test | £.0% g/0100
fest | (g/210L) | {g/210L) ! (g/f210L) | bry Gas Std Tes
(g/210L) | Lot#:201703A Lot#:2016118 E Lot#:2017028 ' i/ 2100y
| Exp: 03/07/2019 Exp: L1/15/2016 J Exp: 02/:3/20G19 | LotdzQuriaanmm
1 g
i b
e
i (AF%) 0.046 [ 0.075 10.1986
000 0.097 L 0.077 | 0.197
FoOng 0.047 LB 077 ?—0.“;‘ -0 O80
Numbor of Simulators Used:
Remarks:
The abeve instrument complies ( X ) does not comply ( } with Chapter 11p-8, FAC.

coertif I hold A wvali Florida Department of Law Enforcement Agency laspector Pormit and Lhot

mericpfed thi inggection accordance with the provisions of Chapter 1108, FAC.
o i
o o
e i
e 1035 v O CAMPRET

Signature and Printed Name

12/25/20417

“ .Datc

FODEEATD Form 40 — March 2004
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Florida Department of Law Enforcement "y, P
Alcohol Testing Program Aeon <Dy

Sting p,
L
AGENCY INSPECTION REPORT - INTOXILYZER 8000 %
Agency: FL HIGHWAY PATROL Serial Number: 80-006633
Time of Inspection: 12:35 Date of Inspection: 11/12/2017 Softwarve: 8100.27
TR S e
| Check or Test | YES | NO |
| Date and/or Time Adjusted f i |
| | | No
EW!JiagnOstic Check (Pre-Inspection): OK | %
| I Yes !

Alcohol Free Subject Test: 0.000 3
| { Yes i
| Mouth Alcohol Test: Slope Not Met !
| Yes | i
: S e =B L 4
. Interferent Detect Test: Interferent Detect I | |
i | Yes | i
i SRR ey : R o 4
| Diagnostic Check (Post-Inspection): OK ; I !
' | Yes i
| aleohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L0 |
{ Test (g/210L) (g/210L) {g/210L) Pry Gas Std Test E
[ (g/210L) Lot#:201703A Lot#:2016118 Lot#:2017028 (g/2101, |
| Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/22/2619 Lot#: 092160400,
! Exp: 05/0%/201% 4‘
[ 0.000 0.048 0.078 0.197 +0.(3'i‘9
Bter ) — o L s B Wil _—
[0.000 0.048 0.078 0.198 0.079
b « A IS s SRS — e T . = sy
J\().OU(} 0.048 0.078 0.198 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

1 certif old a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfporfed this inspef§tion in accordance with the provisions of Chapter 11D-8, FAC.

_JOSHUA € CAMPBELL

Signature and Printed Namec

FDLEATE Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program Alcone, , FOL g
Qo

AGENCY INSPECTION REPORT - INTOXILYZER 8000

2017

ng p,
q%WB
m

Serial Number: 80-006633
Software: £100.27

Agency: FL HIGHWAY PATROL

Time of Inspection: 21:37 Date of Inspection: 10/03/2017

Check or Test - YES | NO
Date and/or Time Adjusted
e | Mo
Diagnostic Check (Pre-Inspection): OK i
Yes | ‘J
Alcohol Free Subject Test: 0.000 l
| o j¥es | |
Mouth Alcohol Test: Slope Not Met f
- Yes B
Interferent Detect Test: Interferent Detect
el R
Diagnostic Check (Post-Inspection): OK
" o8 e J
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ]
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test i
(g/210L) Lot#:201703A Lot#:201611B Lot#:201702R (g/2101.) |
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:00216080A3 l
- B Exp: 05/05/20i8
0.000 0.047 0.077 0.197 0.079
0.000 0.047 0.077 0.198 0.079
0.000 0.047 0.078 0.198 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

3id Florida Department of Law Enforcement Agency Inspector Permit and that I

I certify that I hold
1 accordance with the provisions of Chapter 11D-8, FAC.

performed

o ___ JOSHUA C CAMPBELL
Signature and Printed Name

10/03/2017
Date

FDLEATP Form 40 - March 2004
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Florida Department of Law Enforcement %P 0.8 49,
Alcohol Testing Program Aleony »FOLE

€stin
AGENCY INSPECTION REPORT - INTOXILYZER 8000

"ran;

Serial Number: B80-0066313

Agency: FL HIGHWAY PATROL

Time of Inspection: 21:37 Date of Inspection: 09/07/2017 Software: 8100.27

| Check or Test B : YES | NO |

| Date and/or Time Adjusted [ ’ I SRR | '

[ . _ I R | Mo |

| biagnostic Check (Pre-Inspection): OK i j ;
| Yes !

| Alcohol Free Subject Test: 0.000 T 1 !

‘Mouth Alcohol Test: slope Not Met T T ! i

I R “ — o Yes |

| Interferent Detect Test: Interferent Detect ;r ' |

S B | Yes i -

g Diagnostic Check (Post-Inspection): OK : l |

i | Yes

Alcohol Free f_{)f.’d?:g/zlol. Test 0.08g/210L Test T 0.20g/210L Test [f0.08 g/2100L .
| Task | (g/210L) (g/210L) (g/210L) Dry Gas std Test !
I (g/210L, Lot#:2017023A Lot#:2016118 Lotf:201702R | {g/2i0L)
| L Exp: 03/ Exp: 11/15/2018 Exp: 02/23%/20109 L Lot#:0u) 400003 :
‘ i Exp: 05/05/2014 |
| 9:000 | 0.045 0.075 0.194 [0.079 i
g - Setadtod: A8 T I e Y e i S e . -
| 0.00¢ [ 0.047 0.076 0.196 0,080 i
J—ti - — e e e . s e . S e gL b= e — e e — v - 1 1 i e
| 9.000 !'ﬁ}.ﬂ-‘j? 0077 0.197 0080 !

Simutators Used:

KNuember of

Remarks:

The above iastrument complies ( €8 not comply ¢ ) with Chapter 11D-8, FAC.

Florida Department of Law Enforcement Agency Inspector Permit and that I

accordance with the provisions of Chapter 11D-8, FAC.

- JOSHUA ¢ CAMPBEI]

G8/07/2017
Date

Mareh 20004

FDLEATE Form 46



B0-006 L3R DR RE
C'EIVE
D

IFlorida Department of Law Enforcement W gy,
Alcohol Testing Program Alconey - FDLE

Stin
AGENCY INSPECTION REPORT - INTOXILYZER 80QO0 Rm@m

Agency: FL HIGHWAY PATROL Serial Number: 80-006633
Time of Inspection: 18:50 Date of Inspection: 07/31/2017 Software: 8100.27

YES | NO

| Check or Test

| Date and/or Time Adjusted 1 ‘

i E I No

S Piagnostic Check (Pre-Inspection): OK : | !

| | Yes | |

. Alcohol Free Subject Test: 0.000 i ; i

| Yes i {

Mouth Alcohol Test: Slope Not Met |

j i Yes !

| Intorierent Detect Test: Interferent Detect i

: Yos i

i Diagnostic Check (Post-Inspection): OK ‘ | :

- Yos | '
Alcohol Free " | o.05g/210L Test 0.08g/210L Test [0.20q/210L Test | 0.08 q/2101 |
Test ! (g/210L) {g/210L) | (g/210L) P Dry Gas 5td Test d

| (g/210L) | Lot#:201603D Lot#:2010118 | Lotk:D01604T Eg/2i0L) ﬁ

i | Exp: 037087201k Exp: 171577008 | Exp: vasunsanis [ Loth:0ur adeia? !

: E H Eﬁp: 0% 7G5 i

i 0.no0 L 0.N45 i : !
0.000 0,045 ! 5

: : 1 1

0,060 0.045 1 0.078 J

Mumbaor of Simuiators Used:

Remarks:

The abeve instrument complies ( X ) does not comply ( ) with Chapter 11D-B, FAC.

1 cortify that 1 hold a valid Flerida Department of Law Enforcement Agency Inspector Permit and that 3

performed this 1nsposst in accordance with the provisions of Chapter 11D-8, FARC.
- -)
.\.L/c B JOSHUA € CANFBELL -

S':Lghature and Printed Name

07 £33 L2017

bate

FDLEATE Form 260 - March 2004
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Florida Department of Law Enforcement " s

Alcohol Testing Program

ing
)
AGENCY INSPECTION REPORT - INTOXILYZER 8000 %mm7

Agency: FL HIGHWAY PATROL Serial Number: 80-006633
Time of Inspection: 20:48 Date of Inspection: 06/27/2017 Software: 8100.27
| Check or Test o - ' | «¥ES ,uj NO 1{
| Date and/or Time Adjusted |
3 ) o | No
| Diagnostic Check (Pre-Inspection): OK I i
| | Yes T
i Alcohol Free Subject Test: 0.000 i | f
| Yes é i
Mouth Alcohol Test: Slope Not Met | i
} A L ¥O§ i_ e -
| Interferent Detect Test: Interferent Detect % i
! _ - | Yes R
| biagnostic Check (Post-Inspection): OK | 3 i
! P Yes i
t ERE SRR s = e e s e L S A A
[ Alcohel Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ’
i’hn¢ (g/210L) (g/210L) (g/210L) Dry Gas Std Test |
| {g/210L) Loti: 2016030 Lot#:20161 101 Lot#:201604C (g/210L) !
? Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 | Lotf:0921608003 |
; | Exp: sl Y LE
1 = I S . e o TR —
[ 0.600 0.047 0.077 0.192 0.080
iﬂ.ﬁﬁﬂ 0.04 0.077 0.193 )
| 0.000 0.048 0.078 0.193 I

Number of Saimulators Used:

Remarks:

ik

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify +hat [ hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this iaspection in accordance with the provisions of Chapter 11Db-8, FAC.

2

= HERNANDER
Signatur

= . ALALN
d Printed Name

06/27/2017
Date

FDLEATP Form 40 — March 2004
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Florida Department of Law Enforcement 4y 37, /s
Alcohol Testing Program Aeopyy Py Orp

s,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 mwa%

Agency: FL HIGHWAY PATROL Serial Number: 80-006633
Time of Inspection: 20:34 Date of Imspection: 05/27/2017 Software: B100.27
Check or Test | YES | NO
| Date and/or Time Adjusted ‘
| 1 QQM_M,{
| Diagnostic Check (Pre-Inspection): OK | ]
§Alc0hol Free Subject Test: 0.000 ! i
| | Yes !
i . S s e T e e - . o i
| Mouth Alcohol Test: Slope Not Met | ! ;
{ | Yes z_ [
| Interferent Detect Test: Interferent Detect f ] f
? | Yes |
| Diagnostic Check (Post-Inspection): OK | ! f
; L Yes ]
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.204/210L Test | 0.08 g/2loL
i Test (g/210L) (g/210L) (g/210L) ! Dry Gas Std Test
f(g/210L) Lot#:201¢03D Lot#:2016i 1R Lot#:201604C ! {g/2310L) i
Exp: Q3/08/2018 Exp: 11/15/2018 Exp: 01/65L72018 i Lotf:09216080A2
o 018 {
0.048 0.077 §:193 |
0.048 0.078 0.198 - ‘
0.049 0.078 0.198 [
Number of Simulators Used: 5
Remarks :
A
The above instrument complies ( X ) does not comply ( ) with Chapter 11lb-8, FAC

I certify that 1 hold Florida Department of Law Enforcement Agency Inspector Permit and that 1
: A n accordance with the provisions of Chapter 11D-8, FAC.

- s e e __JOSHUA C ©
Signature and Printed Name

0572772017
Date

FOFEATE Feram 40 ~ March 2004
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Florida Department of Law Enforcement %, b&O
g . U
Alcohol Testing Program

83
(/)
C‘O/,o,?_ﬁ-b (/e
AGENCY INSPECTION REPORT - INTOXILYZER 3000 9‘%9

Agency: FL HIGHWAY PATROL Serial Number: 80-006633
Time of Inspection: 21:38 Date of Inspection: 04/28/2017 Software: H100.27

. Check or Test

YES | NO
c Date and/or Time Adjusted

J N
B T y I . | M A
Dragnostic Check {(Pre-Inspection): OK
i tes
Aleohel Free Subject Test:
Yés
Mouth Alcohol Test: Sibpe Kot Met -
! Yoo )
interferent Detect Test: Interferent Detect
Yeos ;
_ Miagnostic Check (Post-Inspection): OK
H Yés
CMiconel Fres ] 0.05g/210L Test 0.08g/210L Test | 0.209/210L Test | 0.08 g/210L
; Tusk | {g/210L) (g/210L) | (g/z10L) {Dry Gas Std Test
| (g/2ioL) | Lot#:2016030 Lot#:2016118 ! Lotd 2016040 (g/210L) i
; LExp: v g Exp: 11/15,/2018 § BExpr D4005/2008 | Lot#:0a21A0YDA2 |
! i E,E\{i“ ( {1 ‘.f.‘.»‘...
P UL.047 0. 077 | B TUS F0.080 E
5 S i S e B R sl S I -
| 0.047 0.078 {0,196 [ 0.080 1
i - i I —— i ety
1 0,047 0.078 i D96 FOLORO ,‘
Humber of Simulators Ysed:
Remariis
The sbove anstyument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that
per o x'.}M'i Iz
et

P

i

valid Florida Department of Law Enforcement Agency Inspector Permit and that 7
in accordance with the provisions of Chapter 11D-B, FAC.

JOSHUA © CAMPDY

ngﬁaturé and Printed Name

G4/2R7 2007
Date

FINEATE Foron 20 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: FL HIGHWAY PATROL Serial Number: 80-006633
Time of Inspection: 21:12 Date of Inspection: 03/20/2017 Software: 8100.27
| Check or Test - - YES NO
Date and/or Time Adjusted ' R
EDiagnostic Check (Pre—Inspection):wdk ' ' - il | 1
b Jges . .
Alcohol FféémSabject Test: 0.000 7 |
Mouth Alcohol Test: Slope Not Met - - |
Yes
Interferent Detect Test: Interferent Detect - T o
| — = g = - YCS -4
| Diagnostic Check (Post-Inspection): OK |
Yes |

{ Rlcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test | 0.08 g/210L !
| Test (g/210L) (g/210L} (g/210L) bry Gas Std Test
i {g/210L) Lot#: 2016030 Lot#:201611R Lot#:2016040C (g/210L) |
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/0%/2918 Lot#:09216080A3 i

| e e Lﬁi?Jk‘ﬁg’leﬁ“iﬁ-.““’|

0.000 0.048 0.079 0.199 0.081 i
po—- e e AR . i e . e e e s e e e e e el e it i e = s bt s s Y 4
l0.000 0.049 0.079 0.200 0.081 }
L 0.000 ' 0.049 0.079 0.201 0.081 |
Humber of Saimuvlators Uscd: 5
Remarks:

HOT EMNOUGH SOLUTION.

The above instrument complies ( X ) does not comply { } with Chapter 1iD-8, FAC.
i certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
peptefﬁﬁ% ppiﬁ'igu@cction in accordance with the provisions of Chapter 1iD-8, FAC.

. P -~ y
- Ao rd e - J

— / - o SoCTTS o i T I4€ v e,
£ e 4 (g:%%gnature and Printed Name ’
03/20/2017
Date

FDLIATE Form 4 - March 20004



Florida Department of Law Enforcement /& 5,

20 -We 33 @a

Alcohol Testing Program

‘44}1h Iicalf?

-Ey [/ED

?0/2

Stin
AGENCY INSPECTION REPORT - INTOXILYZER 8000 g
m
Agency: FHP Serial Number: 80-006633
Time of Inspection: 23:14 Date of Inspection: 02/27/2017 Software: 8100.27
Check Py o " B ES ND 5
Date and/or Time . Adjusted
. ——
Diagnostic Check (Pre-Inspection): OK
— B . ) BOE 3
Alcohol Free Subject Test: 0.000
B R T8 e ———
Mouth Alcohol Test: Slope Not Met
Interferent Detect Test: Interferent Detect
Dxagnostlc Check | Egést Inspection): OK -
- S sl
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201507A Lot#:201601F Lot#:201604C {g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:09216080A3
T—— . Expi U505/ .
0 000 0.048 0.078 0.197 0.0RU
U.ODD 0.049 0.079 Uil B 0 GHU
0.000 0.048 0.078 0.199 0.081
Number of Simulators Used: &
Remarks:
TOO MUCH M/A.
The above iastrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
J’;m)alid Florida Department of Law Enforcement Agency Inspector Permit and that

FAC.

JOSHUA C CAMPRELI

Signature and Printed Name

02/27/2037
Date

FDLEATE Form 40 — March 2004
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Florida Department of Law Enforcement a7
Alcohol Testing Program Alcop, TFDLE

tln
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gp'bgram

Serial Number: 80-006633

VEp

Agency: FHP

Time of Inspection: 22:40 Date of Inspection: 01/25/2017 Software: 8100.27
‘Check or Test e . - I | YES . WO
Date and/or Time Adjusted 1
No |
Diagnostic Check (Pre-Inspection): OK i
L e | B j
lAlcohol Free Subject Test: 0.000
| Yes ! |
| Mouth Alcohol Test: Slope Not Met
I I | _Yes
Interferent Detect Test’ Interferent Detect |
i I Ye§ |
| Diagnostic Check (Post-Inspection): OK [ .
| Yes | |
[ Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L 1
ITest (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201604C (g/210L)
| Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#: 0421608043
| B . - o prirﬂhfnﬂ-yu,
0.000 0.049 0.078 | 0.197 0.081
0.000 0.050 0.079 0.198 0.080
0.000 | 0.049 0.080 0.199 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply | ) with Chapter 11D 8, FAC,
I certify that I valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfor on in accordance with the provisions of Chapter 11D-8, FAC.

B JOSHUA € CAMI'BELI
Signature and Printed Name

01/25/2017
Date

FODFEATE Form 40 = March 2004



