YO- WL 638 e

Florida Department of Law Enforcement

. . A,
Alcohol Testing Program o/ re Ol
. 2 i ﬁ%?
AGENCY INSPECTION REPORT - INTOXILYZER 8000 p’@g,-%

Rgency: FLOHICHWAY PATROL Serial Number: 00-0066328
Time of laspection: 11:53 bate of Inspection: 12/28/2017 Software: 8i00.27
) B e P [ 5 -
Check or Test i YES { NG
! ; [ S— szl
Late and/or Time Adjusted !
; tlo
Gilagnostic Check (Pre-Inspection): OK I
; Yes
Alcohol Free Subject Test: ¢.000
| Yes
Mouth Alcohol Test: Slope Not Met 3
Yos
intorferent Detect Test: Interferent Detect i
pDiagnostic Check (Post-Inspection): OK | i
FoYes
Aicohal Free [ 0.05¢/210L Test ; 0.08g/210L Test | 0.20g9/210L Test I 0.08 g/2i0L
TSt L (g/210n) | (g/210L) | (g/210L) | pry Gas Std rest
/2100 | Lot#:ra170 l Lot#:201611y ‘ Lot#: 20170928 | (q/210L) |
| Exp: 03/67 Y | Bxp: 1171572018 I Bxpr D3/ I009 | Lokl i 1
;r | | F Fxp: {6/
000 { .07 PO IES 4 0,194 1 BL0RG ;
|
i R Ssaisiiaini el 00 i
{ 149 i 0.076 P0.192 40 0.1896 1 0.08] |
ERRE | 0.076 1 0.193 SO0 L1RG | 0L 8D |
e e e e e 1 H
Humber of Simulators Used:
Pemarks
4 [ 1Al O MOVE i
the above instrument complies ¢ % ) docs not comply ( ) with Chapter 1ID-2, FaC

artify thak l:,lmld a valid Florida Department of Low Enforcement Agenay inapocbos Poyvmrr ana L
Eaemed this pdsSpection in accordance with the provisions of Chapter 1iD-2, FAC.

— 7 . _ _ JOSHUA
% Signature and Printed Name

AL EATE Form S48 - March 2004



Agency:

FL HIGHWAY PATROL

§0-00l e 3% D8 Reo

Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Serial Number: $0-0066230

Time of Inspection: 10:35 Date of Inspection: 11/12/2017 Software: 8100.27

| Check or Test e f YES , ~ NG ____f
' Date and/or Time Adjusted o I ; ?
| Diagnostic Check (Pre-Inspection): OK I | f
I f,*ifz% R
]”Alcoho}. Free Subject Test: 0.000 _; ! i
! | Yes H |
' Mouth Alcohol Test: Slope Not Met

i | Yes :

| Interferent Detect Test: Interferent Detect 1 |
i | Yes |
;Dihéﬁé&tié bﬁédiu(Post—Inspeékion): OK - m?“ ;

f ! Yes f |

o 1_:-2-,}10_1 Fi-zé et

Test
(g/210L)

0.0006
0.000

| 0.000

Number of Simulators Used: 5

Remarks:

ALfy

rmed this

0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test T 0.08 g/210L
(g/210L) (g/210L) | (g/210L) | bry Gas std Post
i - "
Lot#:201703A Lot#:20161 1D | Lotd:20iv02H | (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 { Exp: 02/23/2019 | Lot#:1z71608000
| Exp: 067657201 B
0.047 0.078 0.199 iU.O'?%ﬁ f
s sl D o = PR S | ikl - -
0.047 0.078 0.200 0.07%
i 0.047 0.079 J 0.200 1 0.079
t complies ( X )} does not comply ( ) with Chapter 11D-8, FAC.
hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that

Anspection in accordance with the provisions of Chapter 11D-8, FAC.

JOSHUA C CAMPBELL

Signature and Printed Name

1i/12/2017

Date

FDLEATE Form 40 — March 2004



ooz s REpg

/VED

. 0
Florida Department of Law Enforcement %7 o
. /7
Alcohol Testing Program Aleos,, . FO;
 Tosg £
AGENCY INSPECTION REPORT - INTOXILYZER 8000 gp"Og,.am
Agency: FL HIGHWAY PATROL Serial Number: 80-006638
Time of Inspection: 21:37 Date of Inspection: 10/03/2017 Software: 8100.27
Check or Test - | ¥es [ wo
Date and/or Time Adjusted
, . ENE Sm— . -
Dlagnostlc Check (Pre-Inspection): OK
E— —— Yes |
Alcohol Free Subject Test: 0.000
) | R L .
Mouth Alcohol Test: Slope Not Met
) B | Yes |
Interferent Detect Test: Interferent Detect
P S
Diagnostic Check (Post-Inspection): OK
Yes N i -
Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:201611B Lot#:201702B (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:12716080A6
S | Exp: vs/0n/2018
0. 000 0.046 0.075 0.197 0.077
0.000 0.047 Qi 0.196 0,079
0.000 0.047 0.078 0.200 0.085

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certify t

) does not comply ( ) with Chapter 11D-8, FAC.

alid Fleorida Department of Law Enforcement Agency Inspector Permit and that I
ion in accordance with the provisions of Chapter 11D-8, FAC.

) - ____JOSHUA C CAMPEELL
Signature and Printed Name

10/03/2017
Date

FDLE/ATP Form 40 = March 2004



TO - 00 38

RECEIVEp,

Florida Department of Law Enforcement Sep 08 2017

Alcohol Testing Program

F
Heohol Test

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency:

FL HIGHWAY PATROL

Time of Inspection: 22:07

Date of Inspection: 09/07/2017

Serial Numbor:

oL
I”Q Progr an

50-006638

Software:

8100.27

I ceortify
P

09/07/2017%
Date

FDEFIATE Form 400 = Marvch 2004

a valid Florida Department of Law Enforcement Agency Inspector

' Check or Test - - ' YeEs | no |
: e mm - S e O S e B " " s TRLE e R e {
| Date and/or Time Adjusted ; ! ;
. R ol | No |
| biagnostic Check (Pre-Inspection): OK ! ! 5
i ! 1
) I Yes i
S Alcohol Free Subject Test: 0.000 i i
| N 5 Yes | |
' Mouth Alcohol Test: Slope Not Met | i
S Interferent Detect Test: Interferent Detect | ,i =3
7 [ Yes é
Diagnostic Check (Post-Inspection): OK ! !
7 Yes |
U Mlcohol Freoe | 0.05¢/210L Test 0.08g/210L Test T 0.20q/210L Test [ 0.08 a/210L
Test | (g/210L) {g/210L) (g/210L) | Dry Gas std Test
(g/210L.) { Lotif:201703A Lot#:201611R | Lot#:701702R E ‘
| BExpr 02/07/2019 Exp: 11/15/20148 Exp: 2119 i 6000A
i B I S S — Ry . S DR j
0.000 | 0.047 0.076 | 0.197 | ;
SR, " TR T = et ot e b e | e e ;
0.000 ¢.047 0.077 fﬂ,m | |
i e T o L ) S S - i |
0.00¢- 1 0.048 6.077 | i 199 | 9.07 |
R ey et el I S _— - b - -
Number of Simulators Used:
Remarks:
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

Permit and that I



%(}~Ciﬁﬂb3 ¢ &D”3L5~ F?EE
Florida Department of Law Enforcement
Alcohol Testing Program seopy - FOLE

AGENCY INSPECTION REPORT - INTOXILYZER 8000 Mg Prg,

CElvep
AUG 2 4 29,

Agency: FL HIGHWAY PATROL Serial Number: 80-006638
Time of Inspection: 03:49 Date of Inspection: 08/24/2017 Software: 8100.27
' Check or Test 7 _ L YES | NO
i Date and/or Time Adjusted
i 7!’0 ) mj
{ Diagnostic Check (Pre-Inspection): OK |
; f Ves
| Alcohol Fréé.SuEHECt Test: 0.000 o ! !
I Yes | |
| Mouth Alcochol Test: Slope Not Met é f |
! | Yes 1
b s z " x. 1 e . 5 e -t S v 54 e Co e S i — — : Sl
. Interierent Detect Test: Interferent Detect i
| oy Yes | B
 Diagnostic Check (Post-Inspection): OK | f |
‘ | ves |
| Aleohol Free | 0.05g/210L Test 0.08g/210L fé§¥""_m'j”6756§7516L Test | 0.08 g/210L ?
i Tost | (g/2101) (g/210L) | (a/2101) | Dry Gas Std Test
[ (g/210L) | Lot#:201603D Lot#:2016110 E&ntﬁ:ﬁﬂi"'d | (g/210L)
| Exp: 0370872018 Exp: 11/15/2018 | Bxp: 02/23/2019 | Lot 127140R04

i i ! | Exp: Lo/0%/20 !

s  — SRS TP e fr—ti : |
%U.HUO L 0.04d6 g.07%7 0.196 f0.078 ]

: i : o ko PR T . o : from e

| 0.000 L 0.046 0.078 1 0.199 | 0.079
E - i e N A o TR e e R e e e e 7 . ,
| 0.000 | 0.047 0.079 | 0.199 [0.079 l
Number of Simulators Used: 5
Romarks @
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8B, FAC.

lid Florida Department of Law Enforcement Agency Tnspector Permit and that i
in accordance with the provisions of Chapter 11D-8, FAC.

I certify tha
performed tha

JOSHUA C CAMPBELL

Signature and Printed Name
08/24/2017

Date

FDLISATE Forny 400 - March 2004



Agency:

%0 -00LL3F D=

Florida Department of Law Enforcement

Alcohol Testing Program

FIL. HIGHWAY PATROL

Serial Number:
Software:

RE CEy VED
L g1 1 291

80-006638

8100.27

Time of Inspection: 19:06 Date of Inspection: 07/31/2017

| Check or Test | Y¥YES | NO

| Date and/or Time Adjusted E \

| f | No ?

i Diagnostic Check (Prc In »pectlon) oK 1 ! i

| | Yes [ |
| Alachol Free Subject Test: 0.000 ; [

- I :

i o }wss. |

| Mouth Alcohol Test: Slope Not Met *

| i ¥Yes

| Interferent Detect Test: Interferent Detect | :

i | Yes !

| Piagnostic Check (Pos .t-Inspection): OK | |

! i Yes !

“Alcohol Free i 0.05g/210L Test I 0.0Bg/210L Test 1 0.20g/210L Test ["0.08 g/2101L
Test | (g/210L) (g/210L) (g/210L) | Dry Gos Std Test |
(g/210L) | Lot#:201603D | Lot#:20i611R | LOtBi20I50L f(g/210L) ;

‘ | Bxp: 03/06/2018 | Bxp: 11/15/2 ! Exp: 04/05/7018 | Lotk BOA

! | l | | Bxp: 06705,/ r
H 000 [ 0.046 0.077 G 1~)f;> 0,078 i
. - ! — - ; s o 2
0.000 | 0.046 0.077 o 196 +| 0.078

0,000 | 0.046 0.077 197 | 0 0 074 "
Humber of Simulaters Used: &

Remprks:

The above instrument complies ( X ) dees not comply ( ) with Chapter 11D-8, FAC.

I cexrtify thg ncld a valid Elorida Department of Law Enforcement Agency Inspector Permit and that I

perfaormed

J

JOSHUR © CAM

S'x:qnargxfé and Printed Name

DELATE Form 40 - March 20004

uc)p ‘1[’1’ giccordauce with the provisions of Chapter 11D-8, FAC.

PRELY



Florida Department of Law Enforcement
Alcohol Testing Program

0 - 003 @R RECE,

Alco;,o’ TFDLE

VED

JU[ 312

AGENCY INSPECTION REPORT - INTOXILYZER 8000 Q‘%qfa
Agency: FL HIGHWAY PATROL Serial Number: 80-006638
Time of Inspection: 20:54 Date of Inspection: 06/27/2017 Software: 8100.27
| Check or Test - - | YES NO |
iDaf@'an&/oz Tlma Adjusted o - o R ;
R R L No |
lnjagnostic Check (Pre-Inspection): OK }
i — L | Yes L -
gAlsmhql Free bubject ‘Test: 0.000 % ? i
' Mouth Alcohol Test: Slope Not Met i |
- R . P .. |
| Interferent Detect Test: Interferent Detect g
e o fyes
| Diagnostic Check (Post-Inspection): OK ! i
i ) ; ________ ¥us a
| Aleohol Free | 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test l 0.08 g/210L B
| Test (g/210L) (g/210L) (g/210L) [ Dry Gas Std Test |
(g/2101) Lot#:201602D Lot#:201611R Lot#:201604C f{g/210L) |
: Exp: G31/G8/2018 Exp: 11/15/2018 Exp: 04/05/2018 E Lot#: 177160800
L o I R R | Exps Os/usiziin |
| 0.000 0. 045 - 013 BEE 196 | 0.079 f
000 0.045 0 073 i'?‘) ‘0 om

[(J(H}h AJ_O'04§ 0.0fS ..... .ZOJ - | - !

Number of Simulators

Remarks:
Ty | PTLY MAA

The above instrument

T certify that 1

FDLEATP Form 6

hold a valid
performed this inspecticn in accordance with _the provisions

Used: 5

PROVIDES

complies ( X

Florida

— March 2004

) does not comply (

) with Chapter 11D-8, FAC.

Department of Law Enforcement Agency Inspector Permit aod

of Chapter 11D-8, FAC.

ALAIN R _HERNARN

Fate and Printed Name

Qe/27/2017
pate

that

1



Florida Department of Law Enforcement
Alcohol Testing Program

L0063 DR

FHP

Inspection:

Agency .
Time of 21:33

%Chock or Test

Date of Inspection: 04/28/2017

Serial Humbeyr: H0-006638
software: 8100.27

ves | Mo

i Date and/or Time Adjusr,md S | i i
| | | No |
e ; . S R ; VS . i s S !
. Diagnostic Check (Pre-Inspection): OK i E
é Yes i i
‘ Alrohol Free Subject Test: 0,000
Y
s Mouth Alcohol Test: Slope Not Met
Yeou
fnterferent Detect Test: Interferent Detect
| Yes f
| Diagnosiic Check (Post-Inspection): OK 5
: Yes
Nieshol Frec | 0.05g/210L Test 0.08g/210L Test | 0.20g/2i0L Tese | 0.08 u/210L f
¢ ! (gq/210L}) {g/210L) | (g/210L) Cpry Cas Std Test
(g st | Lot#:2016%3D Lot#:2016118 i Lot#: 20 1684¢C (g/ 21050}
| Bxp: 03/08/2018 Exp: 11/15/2018 | Expr G4/05/2008 | Lotk: 1271E0R0AL
i 5 Exp: 086,05 |
# ipslimnss ST o I I = E it = » i
i 0.0 F0.045 0.076 0.197 j 0. 079 |
Lo, e0n L 0.046 0.077 | 0.197 079 ?
e - 5 - Rt - |
| 6,000 | 0.046 0.077 | 0.19 n,079 |
Number of Simulatars Used: 5
fomarks:
The above instrument complies ( X ) does not comply ( } with Chapter 118-8, FAC.

I ¢cortify
performed

that 1

e
it

FOLE ATE Form 30 — Mol 26004

hold a.-yalid ¥lorida Department of Law Enforcement Agency
4 /ipvzn accordance with the previsions of Chapter

JOEHUA

Signature and Printed Name

GAF2E/ 2007

Date

11D~8,

Inspector Permit and that 1

FAL.



PV -WeL38 B3
Recg,

Florida Department of Law Enforcement #,
Alcohol Testing Program Alcono, - FOL&

AGENCY INSPECTION REPORT - INTOXILYZER 8000 ’gproafarr

VE@
a1y

Agency: FHP Serial Number: 80-006638
Time of Inspection: 20:55 Date of Inspection: 03/20/2017 Software: 8100.27
;Check or Test - B - B | YES | 7NQJAM
| Date and/or Time Adjusted i
i i No
gniaguostic Check (Pre-Inspection): OK i
- o oYes |
i Alecohol Free Subject Test: 0.000 !
‘: | Yes
| Mouth Alcohol Test: Slope Not Met E
! - | Yes | -
| Interferent Detect Test: Interferent Detect !
? T T A—
| Diagnostic Check (Post-Inspection): OK ; |
{ LYes L
| Alcohol Free 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test [ 0.08 g/zioL |
i Test (g/210L) (g/210L) (g/210L) | Dry Gas $td Test |
I {g/z2ioL) LotB:2016030 Lot#:2016118B Lot¥:201604C gqq/ZlﬂL) |
; Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 | Lotf: 12716048046 !
b - - | Exp: Uefvbsiois |
| 0.000 0.052 0.076 0.193 10.000 / 0.083
t W—— SR S — e — i
| 0.000 0.051 i 0.195 g0.083 / 0.083
L 0.000 0.050 0.077 0.195 [ 0.083 / 0.083 |
Number of Simulators Used: Y
Remarks:

GAS TUBE WAS HOT CONNEQTED.
The above instrument complies { X ) does not comply ( ) with Chapter 1iD-8, FAC.

T ecertify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this afSpection in accogdance with the provisions of Chapter 11D-8, FAC.
by / I ’4/ L f.

,_);}MAA*‘. JOSHUA C CAMPBELL /7 3 A, ey

Signature and Printed Name

03/20/2017
Date

FDLEIATE Form 460 - March 2004



Y0-WbL3R DR
F?E?C:EEIDQEI)
Florida Department of Law Enforcement %624,

Alcohol Testing Program Alcone) 7 DLE
€ ihq
AGENCY INSPECTION REPORT - INTOXILYZER 8000 ‘P'bgram
Agency: FHP Serial Number: 80-006638

Time of Inspection: 23:04 Date of Inspection: 02/27/2017 Software: 8100.27
Check or Test - YES |
' Date and/or Time Adjusted - '
No
—Bzgéﬁbstic CheéﬂWYﬁEETYEEBEEIIEHI{ Y [ T 3
Yes ]
Alcohol Free Subject Test: 0.000 - B
Yes
T e crr— = e e
__ | Yes 4
‘Interferent Detect Test: Interferent Detect I 3
- Diagnostic Check (Post-Inspection): OK J
: ... 2

| alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L} (g/210L) Dry Gas Std Test
(g/2101) Lot#:201507A Lot#:201601F Lot#:201604C (g/210L)
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:1271R0R0AA
B e | Exp: 0670572018
0.000 D.047 0.078 0.199 0.080
0.000 0.047 0.078 0.199 0.080
0.000 0.048 | 0.078 0.199 LU.OHI

Number of Simulators Used: &

Remarks :

OO MUCH MAA.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

hol ’,Ea&id Florida Department of Law Enforcement Agency Inspector Permit and that I
iﬁign/in accordance with the provisions of Chapter 11D-8, FAC.

/

I certify-that T
performed thislins
/
Mol o JOSHUA ¢
e Signature and Printed Name

CAMPRELL

02/27/2017
Date

FDLEATP Form 40 — March 2004



B0 - 00038 (R
RECg,

' ) V
Florida Department of Law Enforcement AN 2 5 20,50

b g
Alcohol Testing 1 rogram Aleone, . FOLE

esy,
AGENCY INSPECTION REPORT - INTOXILYZER 8000 m@pmwmh

Serial Number: B0-006638

Agency: FHP

Time of Inspection: 22:37 Date of Inspection: 01/25/2017 Software: 8100.27
| Check or Test o S | YES | nNo |
' Date and/or Time Adjusted f g
| | | No ;
N : R . . RS i
JDiagnostlc Check (Pre-Inspection): OK ; ‘
i | ¥es 4. .
’Alcohol Free Subject Test: 0.000 | !
_—— _+u¥es |
Mouth Alcohol Test: Slope Not Met | ( :
| Yes |
| Interferent Detect Test: Interferent Detect 7
[ | Yes :
Diagnostic Check (Post-Inspection): OK } ‘ ‘
| Yes | |
[ Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/z10L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201507A Lot#:201601F Lot#:201604C (g/210L) '
Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 Lot#:12716080A¢
; e 7 B e J Exp: Qbfﬂh«:“.ﬁ |
lo.ooo 0.048 0.078 0.198 l0.079
]0.000 | 0.048 0.078 0.199 0.0680
\

0.000 " 0.048 0.079 [0.199 l(_)_;o'g_g___'

Number of Simulators Used: &

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-B, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that 1
performed th4 pection in accordance with the provisions of Chapter 11D-8, FAC.

JOSHUA ¢ CAMPBEL]

Signature and Printed Name

C::;/// 01/25/2017

Date

FDLEATE Form 460 = March 2004



