Alcohol Testing Program

RECEIVED

Florida Department of Law Enforcement ,; ¢ ¢ 2017

FOLE
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT -

INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-001118
Time of Inspection: 11:17 Date of Inspection: 07/28/2017 Software: 8100.27 o
AL

Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201702B (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:AG619605
Exp: 07/14/2018

0.000 0.048 0079 0.198 0.081

0.000 0.0459 0.079 0.200 0.080

0.000 0.048 0.079 0.200 0.081

0.000 0.0489 0.079 0.200 0.080

0.000 0.0459 0.079 0.199 0.080

0.000 0.0459 0.079 0.199 0.080

0.000 0.049 0.079 0.199 0.080

0.000 0.049 0.079 0..71:99 0.081

0.000 0.049 0.079 0.198 0.080

0.000 0.049 0.079 0:199 0.081

Standard Deviations | 0.0004 0.0000 0.0007 0.0005
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies (

X

) does not comply (

A

(%

) with Chapter 11D-8, FAC.

T certlfy(jtjt I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

PATRICK J MURPHY

C/f LLW Xy,
FE

FDLE/ATP Form 41 —Revised August 2005

Signature and Printed Name

07/28/2017

Date



RECEIVED
Florida Department of Law Enforcement 4rr 14 57
Alcohol Testing Program FOLE

Alcohol Testing Program

B¢

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000 e

Agency: FL HIGHWAY PATROL Serial Number: 80-001118
Time of Inspection: 11:30 Date of Inspection: 04/11/2017 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:AG626604
Exp: 09/22/2018

0.000 0.048 / 0.048 0.079 0.198 0.080

0.000 0.048 / 0.049 0.080 0.198 0.075

0.000 0.048 / 0.049 ¢.079 0.198 0.080

0.000 0.049 / 0.049 | 0.080 0198 0.080

0.000 0.049 / 0.048 0.080 0.198 0.080

0.000 0.049 / 0.049 0.080 0.198 0.079

0.000 0.049 / 0.049 0.080 0.198 0.080

0.000 0.049 / 0.049 0.080 0.198 0.080

0.000 0.049 / 0.049 0.080 0.198 0.080

0.000 INT / 0.050 0.080 0.198 0.079

Standard Deviations | 0.0004 / 0.0005 0.0004 0.0000 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:
05: Interferent Detect RETEST SIM.

The above instrument complies ) does not Qﬂﬂle ( ) with Chapter 11D-8, FAC.

I certify that I perii//gé’fﬁ ‘7nspec

,‘Jéﬁf” 2::>’§lgnature and Printed Name

L////”' 04/11/2017
Date

nce with the provisions of Chapter 11D-8, FAC.

JAKE L SHANAHAN

FDLE/ATP Form 41 —Revised August 2005



ReCEIVEU
Florida Department of Law Enforcement

" i77
. JAN 12 201
Alcohol Testing Program “
FOLE
“eteoot Fe5ting Program
DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000
A
Agency: FL HIGHWAY PATROL Serial Number: 80-001118
Time of Inspection:12:27 Date of Inspection:01/10/2017 Software: 8100.27
Check or Test YES NO |Check or Test YES NO
Diagnostic Check (Pre- Date and/or Time Adjusted
Inspection): OK Yes No
Minimum Sample Volume Check: Barometric Pressure Sensor
OK Yes Check: OK Yes
Alcohol Free Subject Test: 0.000 Mouth Alcohol Test: Slope Not
Yes Met Yes
Interferent Detect Test: Interferent Diagnostic Check (Post-
Detect Yes Inspection): OK No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#: (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 Exp: Lot#:
= Exp:
0.000 / 0.000 0.048 0.078 / 0.080
0.000 / 0.000 0.048 0.079 / INT
0.000 / 0.000 0.049 0.079
INT / 0.000 0.049 INT
/ 0.000 0.049
/ 0.000 0.049
/ 0.000 0.049
/ 0.000 0.049
/ 0.000 0.049
/ 0.000 0.049
[Standard Deviations | 0.0004 | | | ]
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: Number of Simulators Used: >
Remarks:
00: Interferent Detect. 08: Interferent Detect, Interferen Detect.REASON UNKNOWNNon-compliance: INTERFERENT
DETECT.
_ , £K _
The above instrument complies { ) does not comply ( ¥ ) with Chapter 11D-8, FAC. @j‘)

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

%&J’L@ %LUA@%/M PATRICK J MURPHY
r

Signature and Printed Name
01/10/2017
Date
FDLE/ATP Form 41 -- Revised August 2005
Reprinted From Database



DEPARTMENT INSPECTION REPORT -
AGRNCY ¢ Ocaln FHP

RECEIVED
Florida Department of Law Enforcement /A" 122V
Alcohol Testing Program St

Alcohol Testing Program

INTOXILYZER 8000
serial Nomber: §o- 0oilig

ng:opiwqxxnmuf/mJ&@f7 SQ%amaf;%mtbgy

Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201601F Lot#: (g/210L)
Exp: 03/08/2018 Exp: 01/26/2018 ExXp: Lot#:
Exp:

0.000 / 0.000 0.048 0.078 / 0.080
0.000 / 0.000 0.048 0.079 / INT
0.000 / 0.000 0.049 0.079
INT / 0.000 0.049 INT

/ 0.000 |0.049

/ 0.000 | 0.049

/ 0.000 | 0.049

/ 0.000 0.049

/ 0.000 | 0.049

/ 0.000 0.049
Standard Deviations 0.0004

Average Standard Deviation of 0.05,

Remarks:
00:

Interferent Detect.

0.08 and 0.20 g/210L Tests: Number of Simulators Used: 5

08: Interferent Detect, Interferen Detect.REASON UNKNOWNNon-compliance:INTE

RFERENT DETECT.

The above instrument complies (

i

) does not comply ( X ) with Chapter 11D-8, FAC.

perf ed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
" ( ;
Lo PATRICK J MURPHY
R | LL? Signature and Printed Name
01/10/2017
Date

FDLE/ATP Form 41 —Revised August 2005



