Cewr Condy <O sn__ 80 ~CO0NF

Alcohol Testing Program ARmCY 7 ;
Date In é/ff/’?— Date Out (£ g 7/ 8017 Qship &@p/U QH/O Qcmi Qe
P Vo
Intake Performed By (g g /__ | Quality Checks  Performed By LV J]] | Flow Calibration Performed By £~
QO  Registration K LabTemp®C [, 7 & Flow Calibration N/A - (..é\
Annual &l Breath Tube Screen U Flow Calibration Complete, /L'
Return from CMI & Replace External O-Rings Flow Column 4] 4/ @0
O  Return from Enforcement B instrument Set Up Verified 0 si/min- 17% A\ g§
Electronics @ Rvalue_]|T3 Q 15L/min- 53mrn (é\ 72
Q Other ) Flow Verification (L/s) - O 30L/min—103mm ’f{%_
Visual Inspection: Flow Column # ATFIOZ O R-Value 5
« Case _ﬁ Handle 32mm _; ' ¢.(.139-.169) | O Post Calibration Verification (L/S)Q'S‘q?
<& Dry Gas Holder K Feet 36mm_, 1 70 (.156-.190) Flow Column # .
<X Keyboard/Plug 4K Back/Plugs 53mm _; )3 Y4 (.228-.278) 32mm (.139 - .169)
X Screws tight X Breath Hose | 103mm _, J; G (.447 - 547) 36mm (.156 - .190)
& Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: GaugeID# ) CT3 2 103mm (.447 - .547)
O Power cord & Sstability Checks Maintenance Performed By
Q, Printer Cable | Simulator | Serial # Lot #/Exp Q Battery Replacement
M Other _S4zC Bz:{ 0.05 013 | | @ Dry Gas Regulator Replacement
G723 2 /5 /',-? O Breath Tube Replacement
, 0.08 O Other —
Notes: GCgiHT i !(?;f I}S, Quality Checks Cont. Performed By(: /7]
0.20 = 1BIE 6 )1 ¢ | | Simulator Temperatures °C :
Gl £ e /u/l External Digital Therm. ID#: 300905
0.08 DGS N/A AL ELOY @ 34°C+-2 Serial#: Cj173%
9/22/i¢ & 34°C+-2 Serial#: (%) 47
B 34°C+-2 Serial#: ClILS
Calibration Adjustment Performed By Department Inspection Performed By
B calibration Adjustment N/A B Barometric Pressure HTEC] Gauge
Q calibration Adjustment Complete D¢ LETSI el N Instrument
Barometric Pressure Gauge ID #
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # ___ 320/ &~
0.000 N/A N/A Acetone Stock Solution Lot # _ 0,6~ A8
0.040 Simulator Serial Number
g 0.00 Gas71
Interferent Gxi4ql
0.200 b e
=55 0.05 Giiz39
: 0.08 Gi4q
0.080 DGS | N/A 0.20 G 1691
O Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 A& Form 41 Q Calibration Adjustment
0.08 & Pre-Stability Tests O Post-Stability Tests
0.20 O Flow Calibration O Other
0.08 DGS N/A
Notes/Suggested Service: & Instrument Complies with Chapter 11D-8, FAC
Q ﬂ’éQ( L 842 S’f’) O Instrument Does Not Comply with Chapter 11D-8, FAC
&3 Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
B. Conduct an Agency Inspection Before Evidentiary Use
ol [3 }l ¢ 't

Date

Revised May 2017
DI-IPS2017R1
FDLE/ATP -048




LEON COUNTY SC

Intoxilyzer - Alconal Analyzer

Mode| 8000 SN 80-000357
060972017

Softuare: 8100.27

Test greliL Tine
pir Blank 0.000 10:44
Control Test 0.050 10:44
Air Blank 0.000 10:45
Control Test 0.050 10:46
fir Blank 0.000 10:46
Control Test 0.050 10:47
fir Blank 1.000 10:48

Control Test Stats
fuerage 0.0500
Std Dev 0.0000
Rel Std Dev(%) 0,000

LEON COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000

06/09/2017

Softuare: 8100.27

Test g/210L

fir Blank 0.000

Control Test 0.079

Rir Blank 1,000

Control Test 0.079

Rir Blank 0.000

Control Test 0.078

Rir Blank 0.000

Control Test Stats
Auerage 0.0790
Std Dev 0.0000

Rel Std Deu(s)  0.0000

SN 80-D00957

LEON COUNTY S0

Intoxilyzer - Alcohol Analyzer

Mogel 8000

06/09/2017

Software; 8100.27

Test g1l
Air Blank 0.000
control Test 0.080
pir Blank 0.000
Control Test 0.08l
fir Blank 0.000
Control Test 0.08
Rir Blank 0.000
Control Test Stats
Auerage 0.0807
Std Deu 0.0008
Rel Std Deu(s) 07157
D Gs

/

SN 80-000357

Y
[ s S S S ]

Operator’s Signatyre

LEON COUNTY S0

Intoxiiyeer - Rlconol Analyzer
SN 80-009957

Model 8000

06/09/2017

Softuare: 8100.27

Test gr2liL
Rir Blank 0.000
Control Test 0.198
Air Blank 0.000
Control Test 0.198
Rir Blank 0.000
Control Test 0.199
Rir Blank 0.000
Contral Test Stats
Auerage 0.1987
Std Deu 0.0006

Rel Std Deu®) 1.2906

Operator’s Sigfa



FIEOLE

INSTRUMENT PROCESSING SHEET

2on Counlde,

N SO OODOC5 7

Agency _-
Alcohol Testing Program 7/
Date In_n/ 7)1 Dateout Qship Qp/u QH/D Qcmi DEE
A o A
[ Intake Performed B& ‘(3\5 / Quality Checks Performed By Flow Calibration Performed BY T A
O Registration O Breath Tube Screen QO Flow Calibration N/A - C’S
-B< Annual O Replace O-Rings Q Flow Calibration Completeu/(/
& Return from CMI QO Instrument Set Up Verified Flow Column # 7
O Return from Enforcement Q R-Value Q s5u/min- 175(00 J?g
" Electronics Q Flow Verification (L/s) O  15L/min - 53mm O’?‘ 0/5‘
a Other Flow Column # O 30L/min - 103mm f’ﬁg
Visual Inspection: : 32mm (.139-.169) | O R-Value ’Pﬂg
' Case b\ Handle 36mm (156-.190) | Q Post Calibration Verification (L/s)
" Dry Gas Holder %preet 53mm (.228 - .278) Flow Column #
Keyboa[d/P[ug Back/P|ugs 103mm (.447 - .547) 32mm (.139 - .169)
EScrews tight _LI Breath Hose | & Barometric Pressure Check 36mm (.156 - .190)
Gauge ID # 53mm (.228 - .278)
Other Equipment: O Stability Checks 103mm (447 - .547)
O Power cord Simulator Serial # Lot #/Exp
O Printer Cable, | ~ 0.05 Maintenance Performed By
E_ other Qrk QO Battery Replacement
0.08 O Dry Gas Regulator Replacement
O  Breath Tube Replacement
Notes: 0.20 Q Other
| Suggested Service
0.08 DGS N/A
Optical Bench Calibration Performed By Department inspection Performed By
O Optical Bench Calibration N/A O Barometric Pressure Gauge
QO Optical Bench Calibration Complete ID# Instrument
Barometric Pressure Gauge 1D #
Simulator | Serial Number | Lot Number - | Expiration Mouth Alcohol Solution Lot #
0.000 N/A N/A Acetone Stock Solution Lot #
0.040 ‘Simulator Serial Number
o f:!?: ferent
rfer
0.200 0.05
0.400 0.08
0.080 DGS N/A 0.20 :
O Post Calibration Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments _ g
0.05 O Forma1 O Optical Bench Cal
0.08 O Pre-Stability Tests QO Post-Stability Tests
0.20 O Flow Calibration O Other
0.08 DGS N/A
Notes: O  Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC
O Return to/Place into Evu!entlarv Use
O Remain Out of Evidentiary Use - :
O Conduct an Agency Inspection Before Evidentiary Use _

L/@O
7>

o~

f'a,b

Quality Control Review

Date

Revised November 2012



