FOLE

Agency C)éef.OjL CDL)f\l‘"‘{

INSTRUMENT PROCESSING SHEET

N DO -G b

%21 )17 SKEIShip Qp/u QH/O QcMmi

Alcohol Testing Program T
Date In % R Date Out OEE
AP
Intake Performed B{(' 1557 ) Quality Checks Performed By M | Flow Calibration Performed By
O Registration ~—" T8 LabTemp°C_32.5 ® Flow Calibration N/.
Annual ® Breath Tube Screen O Flow Calibration CoA&l&\
-&__Return from CMI "8 Replace External O-Rings Flow Column # E/ E
O Return from Enforcement & Instrument Set Up Verified Q 5L/min - 17mm’ 566‘ 43
Electronics "2 R-value 19 Q 15L/min-53mm '[ ,_70/7
O Other @ Flow Verification {L/s) Q 30/ mfﬂ/ed,Qan'F (
Visual Inspection: Flow Column #_ATP100 Q R-value QS &

Case d& Handle 32mm O . 144 (1139-.169) | @ Post Calibration Verlflcatlgg(tqﬂ
CY DryGas Holder O Feet 36mmO. )L (.156-.190) Flow Column # "am
£ Keyboard/Plug L Back/Plugs 53mmO. 30 (.228-.278) 32mm (.139 - .169)
M Screws tight (Ol Breath Hose 103mm O:.S03 (.447 -.547) 36mm (.156 - .190)

= Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: Gauge ID#_IAFHA | 103mm (.447 - .547)
Power cord h Stability Checks Maintenance Performed By
Q  Printer Cable . Simulator | Serial # Lot #/Exp O Battery Replacement
Gl Other a_'\ﬂc: ?ﬁc‘ 0.05 ; o B3 D O Dry Gas Regulator Replacement
Sh0z 3/%(I% Q Breath Tube Replacement
0.08 , 1o\ © Q Other
Notes: i i § Quality Checks Cont. Performed By {if>
0.20 e [ SBISEER, Simulator Temperatures °C
SB3933 5550745 Ext{gal Digital Therm. ID#: 30050S.
0.08 DGS N/A G (1AL 05 | 34°C +-.2 Serial #: SDB‘?!-OZ-
g 18 \EI 34°C +-.2 Serial#: SD/O/2A,
34°C +-.2 Serial #: D133
Calibration Adjustment Performed By | Department Inspection Performed By
& Calibration Adjustment N/A Barometric Pressure jos 9 Gauge
Q Calibration Adjustment Complete ID# o293 [/ Instrument
Barometric Pressure Gauge ID#
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # ___ () (,—
0.000 N/A N/A Acetone Stock Solution Lot# __ 2017 - A
0.040 Simulator Serial Number
0.100 0.00 IO
Interferent <D0
0.200 e -
0.300 LA SDRSEZ
0.08 SDj0IS
0.080 DGS | N/A 0.20 SDRA3R,
O Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration | Attachments
0.05 {8 Forma1 O Calibration Adjustment
0.08 \El Pre-Stability Tests O Post-Stability Tests
0.20 O Flow Calibration 0 Other
0.08 DGS N/A
Notes/Suggested Service: Instrument Complies with Chapter 11D-8, FAC
ch Moy € velZ ROSS ord 4o § 0 instrument Does Not Comply with Chapter 11D-8, FAC
5_5‘0'1;-';\r’tmm_ﬁ3 LAMAUL - B Return to/Place into Evidentiary Use
/" ) £ 2 Remain Out of Evidentiary Use
®@ Conductan Agency Inspection Before Evidentiary Use

Revised May 2017
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FIOLE

INSTRUMENT PROCESSING SHEET

k‘-’faﬁahty Control Review

seeney(DSCeoln. Gronde, sin 20 - A6
Alcohol Testing Program = _
Datein 5/ |/ 7 Date Out | > [ [ |~ Qship QpP/u  QH/D \lcr\m OEe
Intake Performed By & — | Quality Checks Performed By &é Flow Calibration Performed By
Q Registration - 8 Breath Tube Screen QO  Flow Calibration N/A
&~ Annual \EI Replace O-Rings Q Flow Calibration Com plete /[/S
Q Return from CMI O Instrument Set Up Verified Flow Column # '4(/6‘2 @
0O Return from Enforcement O R-value O sU/min-17mm v/ 20/2
Electronics Q Flow Verification (L/s) O 15L/min - 53n7 Co FD
O Other Flow Column # O 30L/min - 103mm Tesf és
Visual Inspection: 32mm (139-.169) | O R-Value ”’9 Ao
1 case (;_&_ Handle 36mm (156-.190) | Q@ Post Calibration Verification (L/s) gfafb
Ll Dry GasHolder (i< Feet 53mm (.228 - .278) Flow Column®__
MM Keyboard/Plug  TH. Back/Plugs 103mm (.447 - .547) 32mm__ (.139-.169)
Screws tight LU Breath Hose | & Barometric Pressure Check 36mm (.156 - .190)
Gauge ID # 53mm (.228 -.278)
Other Equipment: QO  Stability Checks 103mm (.447 - .547)
& power cord Simulator Serial # Lot #/Exp
il Briniertibie 0.05 Maintenance Performed By
| BF—other— (' O Battery Replacement
0.08 U Dry Gas Regulator Replacement
O Breath Tube Replacement
Notes: 0.20 Q Other
| Suggested Service
0.08 DGS N/A
_Optical Bench Calibration Performed By Department Inspection Performed By
O Optical Bench Calibration N/A O Barometric Pressure Gauge
QO Optical Bench Calibration Complete ID# Instrument
Barometric Pressure Gauge 1D #
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot #
0.000 N/A N/A Acetone Stock Solution Lot #
0.040 ‘Simulator Serial Number
0.100 g0
Interferent
0.200 0.05
0.400 0.08
0.080 DGS | N/A 0.20 :
O Post Calibration Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments R
0.05 Q Form4l O Optical Bench Cal
0.08 Q Pre-Stability Tests O Post-Stability Tests
0.20 O Flow Calibration O Other
0.08 DGS N/A
[ Notes: _ Y bt I Curent R durng Q  Instrument Complies with Chapter 11D-8, FAC
cl lo@ NOSHe  Checks  Ser ‘f\m N to h) Instrument Does Not Comply with Chapter 110-8, FAC
CIML . G Q  Return to/Place into Evidentiary Use
_ ) Remain Out of Evidentiary Use - ;
O Conductan Agencv Inspectnon Before Ewdentlarv Use
17 i 35 rMLx)_,Lu_

Date
Revised November 2012



