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Alcohol Testing Program

Date In LD)SZ/‘;"’

7
Date Out 6/‘? /3.057

Hship Op/u OH/D QOCmI OEe

—-—.—'—\ 2
Intake Performed By QS,K ) Quality Checks  Performed Bygé‘@ ]i Flow Calibration Perform& &E
O, Registration o B LlabTemp®°c_a.1.7 ® Flow Calibration N/A ﬁ:ﬁ; ;
& Annual & Breath Tube Screen O Flow Calibration Con}pa%/ i/"g";
O Return from CMI B Replace External O-Rings Flow Colum ()
O Return from Enforcement @ Instrument Set Up Verified O sL/min Qﬁ;;\m x:?_\ Q;/
Electronics @ R-value _i%5H Q 15L/min - 53rﬁ.n‘h‘9 7’
Q other & Flow Verification (L/s) O 30L/min -103mm ”f‘?o
V|sua| Inspection: Flow Column # ET !JJ Oéﬂ O R-vValue 0,»
;ﬂc\Case £4< Handle 32mm & [F5Z  (.139-.169) | A Post Calibration Verification (L/s)| a’b
_L7 Dry Gas Holder _“7{ Feet 36mm ¢ Jg 7  (.156-.190) Flow Column # :
£ Keyboard/Plug  “/{_Back/Plugs 53mm _. 130 (.228-.278) 32mm (.139 - .169)
Qg Screws tight 21 Breath Hose 103mm _« 4 BE (.447 - .547) 36mm (.156 - .190)
a Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: Gauge ID# 0 £9 35 103mm (.447 - 547)
Q Power cord 7 Stability Checks Maintenance Performed By
Q  Printer Cable — Simulator | Serial # Lot #/Exp O Battery Replacement
& Other_ i\ 0.05 s 20:1£ 03D ]| Q Dry Gas Regulator Replacement
‘/I Gil731 3/%/i% U Breath Tube Replacement
0.08 30i6ilB O Other
Notes: GCeihg 11/i%5 /1% | | Quality Checks Cont. Performed Byégf[r
0.20 S0 L04c | | Simulator Temperatures °C
Gileal EIE External Digital Therm. ID#: 2005585
0.08DGS | N/A 26iabboY B 34°C+-2 Serial #: Gii737
9 /22/12 Bl 34°C+-.2 Serial#: (5149
y B 34°C+-2 Serial#: Gt
Calibration Adjustment Performed By Department Inspection Performed By(%.(£)7)
&) Calibration Adjustment N/A & Barometric Pressure 1013 Gaugev
O Calibration Adjustment Complete ID#_G 6932 0|7 Instrument
Barometric Pressure Gauge ID #
Simulator Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # ) 0 £- A
0.000 N/A N/A Acetone Stock Solution Lot # __ ([ 6- £
0.040 Simulator Serial Number
0.100 0.00 Ca%¥79
0.300 Interferent Gﬁ f;. {HY
0.05 Gil 739
0.300 0.08 CSidg
0.080 DGS N/A 0.20 cCijéal
O Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 A form 41 O cCalibration Adjustment
0.08 & Pre-Stability Tests O Post-Stability Tests
0.20 O Flow Calibration Q Other
0.08 DGS N/A
Notes/Suggested Service: Instrument Complies with Chapter 11D-8, FAC
Q fA M} 5 <P O Instrument Does Not Comply with Chapter 11D-8, FAC
@ Return to/Place into Evidentiary Use
J Remain Out of Evidentiary Use
J A Y/L i\ (_,7/ 3} 7 L Conduct an Agency Inspection Before Evidentiary Use
/\ﬂVf\va— I I =
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Date In 6 / L// [/ Dateout Qship QrP/U EIH/D Qcmi Qee
o
Intake Performed ﬁy AR J(.'zuahtv Checks  Performed By Flow Calibration Perforrﬁ{ﬂ‘)\r —’
O Registration Q Lab Temp°C U Flow Calibration N/A &‘é;,
- Annual O Breath Tube Screen O Flow Cahbratlon C({ppy!ete ‘
Q Return from CMI U Replace External O-Rings Flow Col L 9
U Return from Enforcement U Instrument Set Up Verified a 5L/min —Ojﬁ m «.)y/
Electronics O R-value O 15L/min-5 {*‘t 7
O Other J  Flow Verification (L/s) O 30L/min - 103m€ﬁ,¢
Visual Inspection: Flow Column # U RVvalue_ "-3‘9 -
j;i&_ Case “ Handle 32mm (.139-.169) | O Post Calibration Verification?ﬁ}s}
-4 Dry Gas Holder S Feet 36mm (.156 - .190) Flow Column #
i Keyboard/Plug Dl Back/Plugs 53mm (.228 -.278) 32mm (.139 - .169)
Screws tight _fl-_gfeath Hose 103mm (.447 - .547) 36mm (.156 - .190)
W Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: Gauge ID # 103mm (.447 - .547)
Q Power cord U Stability Checks Maintenance Performed By
O Printer Cable _ 5 Simulator Serial # Lot #/Exp = O Battery Replacement
@'iOther f_/‘\-(iA’\ C T@A = 0.05 U Dry Gas Regulator Replacement
O U Breath Tube Replacement
0.08 O  Other
Notes: Quality Checks Cont. Performed By
0.20 Simulator Temperatures °C
External Digital Therm. ID#:
" 0.08 DGS N/A Q 34°C+-2 Serial #:
O 34°C+-.2 Serial #:
O 34°C +-.2 Serial #;
Calibration Adjustment Performed By Department Inspection Performed By
U Calibration Adjustment N/A O Barometric Pressure Gauge
U Calibration Adjustment Complete ID# Instrument
Barometric Pressure Gauge ID #
Simulator Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot #
0.000 N/A N/A Acetone Stock Solution Lot #
0.040 Simulator Serial Number
0.100 Gl
0.200 Interferent
0.05
0.300 0.08
LU.OSO DGS N/A 0.20
U Post Calibration Adjustment Stability Checks
Simulator | Serial Number | Lot Number | Expiration Attachments 3|
0.05 O Form41 U Calibration Adjustment
0.08 O  Pre-Stability Tests O  Post-Stability Tests
0.20 O Flow Calibration O Other
&08 DGS N/A
Notes/Suggested Service: 1 O Instrument Complies with Chapter 11D-8, FAC
U Instrument Does Not Comply with Chapter 11D-8, FAC
U Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
U Conduct an Agency Inspection Before Evidentiary Use AQ
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UOLUSIA COUNTY S.0.

Intoxi lyzer - Alcono] fnalyzer UBLUSIA COUNTY S.0,
Mode! 8000 ok 80-001130 ’ Intoxilyzer - Rlconol fnalyzer |
/0972017 | Model 800D N eI-00113 |
Softuzre: B100.27 lo/05/2017
Softuare: 8100.27

To8t g/2:0L Tine
_____________________________________ . fest g/2ilL Tire
air Blank 0.000 R e
Control Test  0.048 B3| i Blan 0.000 10:43

Rir Blank 0.000 i0:34 Contral Test 0.079 10:44
Cntrol Test 0043 10:35 Rir Blank 0.000 10:4¢

gin Blank 0.000 10:35 Contro] Test  0.079 10:45
Control Test 0,048 10:36 Fir Blank 0.600 10:45

Rir Blank 2.000 10:3% | Control Test 0,079 10:4
Contrel Test Stats Rir Blank 0.000 10:47

Auerage 0.0487 Control Test Stats

5td e 0.0006 Ruerage 0.0730

Rel Std Deul®)  1.1863 Sta Deu L.0ot

Rel Std Deu(z)  0.0000

VOLUSIA COUNTY 5.C.

Intoxilyzer - Alconol Analyzer .
Mode! €000 SN 80-001130
06/09/2017

Softugre: 8100.27

Test g2llL Time
Air Blank £.000 19:57
Control Test EE&E iugg
gir Blank 0,000 ;
tflsnt.éci st 0079 10:58 %10
air Blank 0,600 10:59
Control Test 0.078 10:58
pir Blank 0.000 10:58
Control Test Stats
Ruerage 0.0780
Std Deu 0.0000 ;
Re] Std Deux) 0.0000
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La¥]

Operater ‘s S1gNg4

UOLUSIR COUNTY S.2.
Intoxilyzer - Blcchoi Analyzer

Mode! 8000 S 80-001130

06/09/2017
Software: 8100.27

10:38 <.

Test g/2llL Time
Air Blank 0.000

Control Test 0.200 10:35
Air Blank 0.000 10:39
Control Test 0.198 10:40
Rir Blank 0.000 10:40
Control Test 0.198 10:4]
Rir Blank 0.000 10:42
Control Test Stats

Auerage 0.1%87

Std Deu 0.0012

Rel Std Deul%) 1.5812

Operators Signatun



