INSTRUMENT PROCESSING SHEET

FOLE

Agency Polk County Sheriff's Office

s/N 80-001237

Alcohol Testing Program

Date In 09/1 8/2017

Date out _10/05/2017

dship Qp/Uu QH/D

acmr QEe

w2

Intake Performed By/\’m Quality Checks  Performed By &jw2- | Flow Calibration Performeg By KW
O Registration o Lab Temp °C 223 O Flow Calibration N/A @
o Annual W Breath Tube Screen d Flow Calibration Completé ‘S\
Q Return from CMI i Replace External O-Rings Flow Column # ATPWQ - /L"
O Return from Enforcement & Instrument Set Up Verified o 5L/mm; 17mm “S{
Electronics @ R-value 130 o 15L/m|n Of,igm % 2
e e 2
O Other W Flow Verification (L/s) o 30L/min- 10"3%m 7>
visual Inspection: Flow Column #_ATP103 @ R-value 129
_ Case _/_Handle 32mm 0.136  (.139-.169) | @ Post Calibration Venfucané%
__DryGasHolder _ Feet 36mm 0.160  (.156 -.190) Flow Column # ATPIO
_/ Keyboard/Plug _«_ Back/Plugs 53mm 0.230  (.228 -.278) 32mm 0.140  (.139- .169)
_V/_Screws tight _/Breath Hose 103mm 0.500 (447 - .547) 36mm 0.164  (.156 -.190)
@ Barometric Pressure Check 53mm 0.230  (.228-.278)
Other Equipment: Gauge ID # 28427 103mm 0.503 (447 - .547)
M Power cord ¥ Stability Checks Maintenance  Performed By
Q  Printer Cable Simulator | Serial # Lot #/Exp O Battery Replacement
O Other 0.05 201707D O Dry Gas Regulator Replacement
SD3962 07/25/2019 O Breath Tube Replacement
0.08 201707E O Other
Notes: SDI013 - o519 Quality Checks Cont. Performed By k>
0.20 201707C Simulator Temperatures °C
DR3856 07/24/2019 | | External Digital Therm. ID#: 300505
0.08DGS | N/A AG619605 @ 34°C+-2 Serial #: SD3962
07/14/2018 M 34°C+-.2 Serial#: SDIO013
M 34°C+-2 Serial#: DR3856
Calibration Adjustment Performed By Department Inspection Performed By _m
&4 Calibration Adjustment N/A W Barometric Pressure 1017 Gauge
0O cCalibration Adjustment Complete ID# 26932 1009 Instrument
Barometric Pressure Gauge 1D #
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # 2016-C
0.000 N/A N/A Acetone Stock Solution Lot # _2017-A
0.040 Simulator Serial Number
0.100 ?.00f 201359
nterferent D1021
0.200 0.05 SD3962
0.300 0.08 SD1013
0.080DGS | N/A 0.20 DR3856
O Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 W Form 41 Q calibration Adjustment
0.08 M Pre-Stability Tests O Post-Stability Tests
0.20  Flow Calibration W@ Other Intstab checks
E-mail from Al
0.08 DGS N/A
Notes/Suggested Service: & Instrument Complies with Chapter 11D-8, FAC
See attached concern from Agency Inspector. Was unable| O Instrument Does Not Comply with Chapter 11D-8, FAC
to recreate concern. Suspect Al's acetone stock solution || ‘& Return to/Place into Evidentiary Use
to be the cause. Sending Al new acetone stock solution. ||/ Remain Out of Evidentiary Use
i O wieh= v A | [ = B Conduct an Agency Inspection Before Evidentiary Use
S T T AN YA hee 1015

Quality Control Review
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POLK COUNTY S0

Intoxilyzer - Rlcohol Analyzer

flode] 800 SN 80-001237
1071572017

Softuare: 8100,27

Flow Rate Calibrationsssesssx

I: Rate (Liters/min) = §
SIRTIDIFM 1 = 6.480

&: Rate (Liters/nin) = |5
SORTLDIFF) ) = 11,133

3: Rate (Liters/min = 30
SORT(DIfFY ) = 19,723

Dependent Data Scale Factor = 100000 L/min

Independent Data Scale Factor = 256

Rounded Slope = 731

Rounded Intercept = -560870

Correlation = 1.99848

\Q\b \]



Addihonat oy Checks
lnerferent — r Al Conceen _
CiLLY'irﬁcz) JL€533’5c2t1 \!"f3¥:¥3£3fL£94’\

90~ 001331
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POLK COUNTY SO

Intoxilyzer - Rlconol Analyzer

fodel 8000
10/05¢2017
Software: 8100.27

SN 80-001237

Air Blank
Control Test
fir Blank
Control Test
Air Blank
Control Test
Rir Blank
Control Test
Air Blank
Control Test
Air Blank
Control Test
Rir Blank
Contrg] Test
Rir Blank
Control Test
Rir Blank
Contral Test
Rir Blank
Control Test
Ajr Blank
Control Test
Air Blank
Control Test
Air Blank
Control Test
Air Blank
Control Test
Air Blank
Control Test
Air Blank
Control Test
Air Blank
Control Test
Air Rlank
Control Test
Air Blank
Control Test
Air Blank
Contro] Test
fir Blank
Control Test Stats

Ruerage

Std Dev

Rel Std Deu(t)

*Interferent Detec

0.000
INTx
0,000
INT*
0.000
INT=
0.000
INTx
0.000
INT#
0.000
INTx
0.000
INT*
0.000
INTx
0.000

0.0000
0.0000
0.0000

t



Quality (ijtrol Review

FBLE INSTRUMENT PROCESSING SHEET .
Agency w-- C K /‘u()”"{—“’f S/NSO ~&oie =7
Alcohol Testing Program 7 A
Dateln (p/ 4/ 17 pateout /1217 “Wship Qp/u Qo Ocwi Qe
e .
Intake Performed B,{’ X7/ | Quality Checks  Performed By S Flow Calibration Perforﬁd:ﬁ_y
(J Registration ‘~— @ 1ab Temp° _94.5 Flow Calibration N/A &,
Annual @ Breath Tube Screen d Flow Cahbratron Cq%plete /, P&
O Return from CMI \\D Replace External O-Rings Flow Col . C?
Q  Return from Enforcement "B Instrument Set Up Verified Q 5L/m|nQ94 (”& .
Electronics '™ RValue J& S Q 15L/min - @n e
Q Other \‘:] Flow Verification (L/s) a 30L/min- 103mﬁ‘=r)
Visual Inspection: ) Flow Column#_ATP DX O R-Value f‘o
M. case % Handle 32mm _D. |40 (.139-.169) | O Post Calibration Verification ﬁ_f%
Dry Gas Holder ~ Feet 36mm _O. /(D (.156-.190) Flow Column # :
L"“Keyboard/Plug _l< Back/Plugs 53mm .30 (.228 - .278) 32mm (.139 - .169)
X Screws tight Ol Breath Hose 103mm ) 50D (.447 - .547) 36mm (.156 - .190)
\EI Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: ; Gauge ID#_=28 <0 | 103mm (.447 - 547)
O Power cord \El Stability Checks Maintenance Performed By
O Printer Cable Simulator | Serial # Lot #/Exp O Battery Replacement
O Other 0.05 i 7 0l 03D O Dry Gas Regulator Replacement
SD3AGZ [ € g O Breath Tube Replacement
0.08 ol O Other
Notes: SD346Y 2‘:] .\1\ [‘i)g Quality Checks Cont. Performed By (>
0.20 o oo 2010 | | Simulator Temperatures °C
SB3933 dis ]k External Digital Therm. ID#: 200504
0.08 DGS N/A AGLIZ YOS 34°C +-.2 Serial#: SD39w2
SER "B 34°C+-.2 Serial#: SD3GY
34°C +-.2 Serial #: SH3933
| Calibration Adjustment Performed By Department Inspection Performed By @
Calibration Adjustment N/A B Barometric Pressure DI\ Gauge
QO Calibration Adjustment Complete ID#__ A349 2\ 101 O Instrument
Barometric Pressure Gauge ID #
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # AVilp-C
0.000 N/A N/A Acetone Stock Solution Lot # 20 1]-A
0.040 Simulator Serial Number
0.100 0.00 Q2380
R Interferent C;)Qx e
e 0.05 SD3G62
. 0.08 SID396Y
0.080 DGS | N/A 0.20 SD3F33
U Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 @ Form 41 O calibration Adjustment
0.08 AS] Pre-Stability Tests O Post-Stability Tests
0.20 O Flow Calibration O Other
0.08 DGS N/A
Notes/Suggested Service: Instrument Complies with Chapter 11D-8, FAC
QA QL ol =t O Instrument Does Not Comply with Chapter 11D-8, FAC
l \El Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
PR I \EI Conduct an Agency Inspection Before Evidentiary Use
ALY Q3| :
[Date 7

Revised May 2017
DI-1P52017R1
FDLE/ATP -048
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