FOLE

INSTRUMENT PROCESSING SHEET

Agency Baker County

s/N 80-001286

Florida Department of Date In 10/26/17 DI Completion Date _11]Z]\ Qe/u OH/D ‘}ﬁw DEE
Law Enforcement A
Intake Performed By Q Quality Checks Performed By g%&‘ Flow Calibration Performed By
@ Annual & Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
¥ Return from CMI / EE & Instrument Set Up Verified QO 15L/min = 53mm
e @ R-Value 1« Q 30L/min — 103mm
& Case P 'm Handle &l Flow Verification (L/s) O R-Value
Flow Column # _fY 10105 O Post Calibration Verification (L/s)
¥ Keyboard @ Dry Gas Shelf 2 Lo [ 138 288) | Bl Column#
@ Feet @ Breath Tube fhin 139,164 | Flow Coturan
i Ports & Screws Tieht 36mm_179 (.156 - .190) 32 mm (.139-.169)
s 53mm__ S | (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103 mm £29 (.447 - 547) 53 mm (.228 - .278)
4 Power cord U Printer Cable Bl Barometric Pressure Check 103 mm (.447 - .547)
i Static Bag 0 12V DC Cable Gauge ID# 25427
Notes: Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
; U Dry Gas Regulator Replacement
s NG 2 2916710 O Breath Tube Replacement
L% A8 712,5“_; Q oth
Final Release Date 0.080 Aoi701E -
FDLE . D22 T4 25T Temperature Checks Performed By @
= - i : Al & Lab Temp °C o=}
DEC 14 2007 0.2¢ SO S Q""J?“-"T External Digital Therm. ID#: _ 00 50
_ 124lig AT34°C+-.2 Serial #: (25 25
. 0.080 DGS N/A Gidlox or 4. e
Alcohol Testing / A s @34°C+-2 Serial #: DL (3 7
_(11‘11\5' @ 34°C +-.2 Serial#: Sdiszs
Program
Calibration Adjustment Performed By Department Inspection Performed By @
Barometric Pressure Gauge ID# Barometric Pressure ID# __ J543 7
Simulator Serial Number | Lot Number | Expiration Gauge 29 Instrument __ oy (%
0.000 N/A N/A Mouth Alcohol Solution Lot # 2 cile -
0.040 Acetone Stock Solution Lot # _ De (1~ 1
0.100 gu(';'n(;.lolator Fsr,al_ gumber
0.200 : L8 8
Interferent GZS‘{HC
0.300 0.050 G-232=
0.080 DGS N/A 0.080 DIEV2T149
O Post Calibration Adjustment Stability Checks 0.200 To\eZs
Simulator Serial Number | Lot Number | Expiration Attichments
0.050 & Form 41 U Flow Calibration
0.080 & stability Checks QO Form 40
0.200 U Calibration Adjustment O Other
0.080 DGS | N/A O Post-Stability Checks

Notes/Suggested Service:

() mstrument Complies with Chapter 11D-8, FAC

—SHnstrument Does Not Comply with Chapter 11D-8, FAC

Return to/Place into Evidentiary Use
{ 5 S Remain Out of Evidentiary Use

\-——ﬂ{onduct an Agency Inspection Before Evidentiary Use

for %414

AN 2] Hl N

Tech Review / Date

U Admin Review / Date

FDLE/ATP Form 48 October 2017

Issuing Authority: Alcohol Testing Program
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FULE

Florida Department of pate in 10/26/17

Law Enforcement

INSTRUMENT PROCESSING SHEET
Agency Baker County

s/N 80-001286

bR <

DI Completion Date IIIZ*\‘_‘] &ship Op/u QH/D Qcmi OEE

Intake Performed B\f@ Quality Checks Performed By g@ Flow Calibration Performed By
@ Annual A1 Breath Tube Screen Flow Column #
(J Registration I Replace External O-Rings O 5L/min-17mm
@ Return from CMI / EE instrument Set Up Verified 3 15L/min = 53mm
Visual Inspection: [;R-Value - ?Z( O 30L/min = 103mm
& Case & Handle Flow Verification (L/s) 7 U R-Value
& Keyboard & Drv Gas Shelf Flow Column # [T 10107 O Post Calibration Verification (L/s)
Y 32mm _|4 (.139-.169) | Flow Column #
¥ Feet @ Breath Tube
d Ports ) Berews Tight 36mm_ 179 (.156 - .190) 32mm (.139 - .169)
_ . 53mm _ 25 (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103 mm __ 529 (.447 - .547) 53 mm (.228 -.278)
d Power cord O Printer Cable B Barometric Pressure Check 103 mm (.447 - 547)
@ StaticBag [ 12V DC Cable Gauge ID#_ 25427
Notes: O Sta bility Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
- O Dry Gas Regulator Replacement
0.050 (2835 “}“{;‘;‘lm O Breath Tube Replacement
A X i 8 o ) O oth
Final Release Date P —— EL
Dol D224 f. 7?? f Temperature Checks Performed By _@
= IR @lab Temp °C 22,¢
0:20d SHIGZS Q“‘-"q(" External Digital Therm. ID#: _ 00 S0(
1]24liq A&T34°C +-.2 Serial #: G255
0.080DGS | N/A Al Gt Sleos @ 34°C +-2 Serial #: DE (275
1]l B 349C +-.2 Serial #: SDicos
Calibration Adjustment Performed By Department Inspection Performed By @
Barometric Pressure Gauge ID# Barometric Pressure ID# __ 584147
Simulator Serial Number | Lot Number | Expiration Gauge 29 Instrument __ jo (¥
0.000 N/A N/A Mouth Alcohol Solution Lot # 2 0ile -C
0.040 Acetane Stock Solution Lot# _ D¢t~ 7
0.100 Simulator Serial Number
: 0.000 (2850
0.200
: Interferent G 2o
0.300 0.050 G-233S
0.080 DGS N/A 0.080 D214
U Post Calibration Adjustment Stability Checks 0.200 TO LS
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 & Form 41 O Flow Calibration
0.080 &,Stability Checks A Form 40
0.200 U Calibration Adjustment U Other
0.080 DGS N/A O Post-Stability Checks
Notes/Suggested Service: X Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC
eturn to/Place into Evidentiary Use
&R /Place into Evidentiary U
0O Remain Out of Evidentiary Use
m{onduct an Agency Inspection Before Evidentiary Use
Tech Review / Date Admin Review / Date
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