FOLE

INSTRUMENT PROCESSING SHEET

Agency Plantation Police Department

s/N 80-001082

Florida Department of = pate 1n 09/07/2018 _ bi Completion Date 09/10/2018  @ship Qp/u QH/D QcMI QEE
Law Enforcement
Intake Performed By bgsZ | Quality Checks Performed By _Deat | Flow calibration Performed By
A Annual 4 Breath Tube Screen Flow Column #
{ Registration 4 Replace External O-Rings U 5L/min—17mm
O Return from CMI / EE @ Instrument Set Up Verified a 15L/min = 53mm
T m @ R-value 229 Q 30L/min — 103mm
@ Case @ Handle @ Flow Verification (L/s) U R-Value
Flow Column # ATP 101 Q Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf 152 )
@ Feet @ Breath Tube 32 mm . (.139-.169) | Flow Column #
@ Ports @ Screws Tight 36mm .175 (.156 - .190) 32mm (.139 - .169)
53 mm 242 (-228 -.278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm .500 (.447 - 547) 53 mm (228 - .278)
O Power cord O Printer Cable @ Barometric Pressure Check 103 mm (447 - 547)
@staticBag 0 12V DC Cable Gauge ID #28199
Notes: (@ Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
O Dry Gas Regulator Replacement
g.030 SD3967 201707D U Breath Tube Replacement
Final Release Date e O Other
EDLE U.fi0 SD3968 0%?;;8;59 Temperature Checks Performed By _M
@ Lab Temp °C 2193C
0:208 SD3969 201707C External Digital Therm. ID#: 300949
SEP 1.3 2018 R LT gg%%‘?gg? @ 34°C +-.2 Serial #: 883967
: - @ 34°C+-2 Serial #: SD3968
- 02/26/2020 @34°C+-2 Serial # SD3969
Calibration Adjustment Performed By Department Inspection Performed By _ 0f¢g
Barometric Pressure Gauge ID # Barometric Pressure ID# 68639
Simulator | Serial Number | Lot Number | Expiration Gauge 1012 Instrument 1013
0.000 N/A N/A Mouth Alcohol Solution Lot # 2017-B
0.040 Acetone Stock Solution Lot # 2018-A
0.100 (S)i;w;{;ator Serial Nurrébég =
0.200 Interferent SD3966
0.300 0.050 SD3967
0.080 DGS | N/A 0.080 SD3968
O Post Calibration Adjustment Stability Checks 0.200 SD3969
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 @A Form 41 U Post-Stability Checks
0.080 (@ stability Checks Q Flow Calibration
0.200 @ Calibration Certificate U Form 40
0.080 DGS N/A O Calibration Adjustment O Other
Notes/Suggested Service: E-mailed \/ [P rﬁ\, Ul @ [ 4 Instrument Complies with Chapter 11D-8, FAC
ol O Instrument Does Not Comply with Chapter 11D-8, FAC
(@ Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
@ Conduct an Agency Inspection Before Evidentiary Use
1 ' R3])€
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: PLANTATION PD Serial Number: 80-001082
Time of Inspection: 08:54 Date of Inspection: 059/10/2018 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201707D Lot#:201707E Lot#:201707C (g/210L)

Exp: 07/25/2019 Exp: 07/25/2019 Exp: 07/24/2019 Lot#:AG805701
Exp: 02/26/2020

0.000 0.050 0.081 0.199 0.077

0.000 0.050 0.082 0.199 0.077

0.000 0.050 0.082 0199 0.077

0.000 0.050 0.081 0200 0.077

0.000 0.051 0.081 0.200 0.077

0.000 0.050 0.081 0.199 0.077

0.000 0.050 0.082 0.1%82 0077

0.000 0.050 0.081 0.200 0.077

0.000 0.050 0.081 0.199 iy @

0.000 0.050 0.081 0.199 0.077

Standard Deviations | 0.0003 0.0004 0.0004 0.0000 I
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0002 Number of Simulators Used: 5 ‘%ﬁﬁyﬁ
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certifythat I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DAVID E REYES-RIVERA

Signature and Printed Name

%
09/10/2018 Q\\%\\
A

Date

FDLE/ATP Form 41 —Revised August 2005



N
02/5i740
1308 18
afnm

aniedis 5, Joessdy

S dald

LZ'H018 *BJEN1AS
8102/01/80

{008 1=poy
- Jfi oy

) €80°0 03 LLO°O 9070 03 ¥61°0 ) €80°0 03 LLOO XJ£50°0 03 Lv0'0
~ 1045089V 101 260°pE:dwaL 696£AS NS 280°p€ :dwa) 896£QS NS 380°p€ :dwaL £96£AS :NS
10TZ/380°0 S9Q 1012/30Z°0 1012/380°0 1012/350°0
A2 8107/01/60 Juswiedaq 21|04 uoneiue|d 780100-08 Sa1M|IgeIs
A9 a3WH04¥3d lva AONIOV | H3IFINNN TVIN3S 1531 40 3dAL




-
\nMJ\ ==
-8
| Jo | abedq Aenp « joadsey « Alubejul « asinag wesdoid Sunsa], joyoo[y :Ajioyiny Suinss]
Jojoadsu| Juswpeda( 810¢ AInf 69 wuog dLv/31d4

VHIAIY-SIATY 3 AIAVA e

%, ﬁ\‘\ Q 8102/01/60 "weiFoid Funsa] (00D JUSWIANIOJUT ME ]
Jo yuswedaq epuolq ay) Jo [eaosdde uanLm moyim

‘[Iny u1 3daoxa pasnpouadal aq jou [[eYS JUSWNIOP SIY ],

‘SPIEPUBIS $TOL1 DHI /OSI PUE 1€ 3pInD OS] Yilm 30UBPIOIIR UL SNYD dY) PAIJILd pue paredaid sjonuod
plepuess sed Aip jo Jarddns ay, 1a11ddns Ay panpaooe ue £q parjddns S|y Jo sasn ay) y3noayy [SIN O3 3[qeade]) Je SJUSWAINSEaW [01u0d sed A1

"SPIEpUEIS $Z0L1 OHI /OSI YlIM 20UBPIOIJE Ul AS0]ONSJA UOISIOAL]
AQ pajeiqi[ed s1vlWouLIAY) [ENSIP 00 SOIUYoANT J[qeacen [SIN YHM Paxoayd are sainjesddwa) JojououLay | SIN 01 a]qeadsey) aJe sanjeradwa) Joje[nuig

‘Sprepuel§ ¢ZOL1 DAl /OSI PUe #€0L1 OSI Yynm
9OUBPIOIDE Ul SO 353y pay1uad pue pasedaid SOV (SOV) U ‘SWRlsAS aInseauusjuno)) [0yooy Aq paredaid SuOIN[Os Fuisn pajeiqi[ed Sem JUIWNISUL STy

NOILVINYOANI ALI'TIEVADVIL

"(£=1) 22UBPLUOD JO [9A] %EL 66 © 03 Passaldxa ST pue ejep apim-193[) uo paseq si Alulepasu),
"UOIELUOUOD [O4OJ[E 1351E) Ay} JO ‘131831 SI JOAYDIYM ‘046 10 G000 F UIJIM 29 JSNW S}NSAI UOHRIGI[ED [[V "BLISILID aoueydasoe uoneIqI[ed £q pajiwi| si seig
101 /3 ur pautodas aJe synsal |y

S00°0 [onuo) sen Aiq T 01T /3 080°0

80070 1012 /30020 $5:80 QUL ], uoneqiren
$00°0 101Z /308070 810C/01/60 :91B(J UONIBIQI[ED)
£00°0 T1012/30S0°0 (d NOLLVINV1d :Koua8y SuumQ

F «ALNIVLIIONN ¢80100-08 JequInN [eLIRS

‘0008 19ZATIX0] - SaINpadold uonodadsuy justpeds(] - 9¢ w0y J1v/91a4d
Im 30UBPIOdIE Ul PaJeIqIed sem “ou[ ‘[N Aq painjoejnuew ¢ Zg0T00-08 Joqunu [BLI3S ()0 I9ZA[IXOIU] JO UOIIRIQI[ED dU] AJILIDD O} SI SIy L

AHOLYHOEYT sy
NOLIYEEITYS DISNIHOH v

3 . e 20121 AI0G]  — N
LO6EE Td ‘SIAN 14 o= .Fwwom_ umzw ey /r!p(l\l.\\\\\

I 2UNS 2AUQ [BUNIAL 00LY 9jedljnJdad uoljeiqien %

\il '“‘/1’
W

§

wei5o1d Sunsay [0yoo]y

TN
wawadioyug MeT Jo Juswpeda( epLoq oy

N

o
Ll

AN

&)

7
//f’



