Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

@7

a©

70 gk

Agency: LAKE COUNTY SO Serial Numbex: B0-000823
Time of Inspection: 18:23 Date of Inspection: 12/05/2019 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcochol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

) Yes

Diagnostic Check {(Post-Inspection): OK

Yes

Alcohol Free

0.05g/210L Teat

0.089/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) {g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201811C Lot#:201808E Lot#:201902C {g/210L)
Exp: 11/13/2020 Exp: 08/22/2020 Exp: 02/20/2021 Lot#:1099238
Exp: 03/01/2022
0.000 0.049 0.07¢9 0.199 0.078
0.000 0.049 0.079 0.200 0.078
0.000 0.049 0.079 0.199 0.077
Number of Simulators Usged: 5
Remarks:
The above instrument complies ( X ) does not comply | } with Chapter 11D-8, FAC.

I certify, t
performegd Jt,

My

I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

7

ection in accordance with the

/

25T PITCHER / BINDER

rovigsions of Chapter 11D-8, FAC.

l\/l!

T

2%

FDLE/ATP Form 40 — March 2004

Signature ahd Printed Name

12/05/2019

Date



Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: LAKE COUNTY SO Serial Number: 80-000823
Time of Inspection: 01:30 Date of Inspection: 11/09/2019 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK o
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test [ 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:201811C Lot#:201808E Lot#:201902C (g/210L)
Exp: 11/13/2020 Exp: 08/22/2020 Bxp: 02/20/2021 Lot#:1099238
Exp: 03/01/2022
0.000 0.048 0.080 0.201 0.077
0.000 ¢.049 0.080 06.201 0.077
0.000 0.048 0.080 0201 0.077

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X )} does not comply (

} with Chapter 11D-8, FAC,

I certify tt I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
= s

perfor af oA inspection in accordance with the provigions of Chaptor 11D-8, FAC.
/ ; .‘w > /é
My \!//‘/-—-w-:“ bbb— 4/{ 7 S prqcur / BINDER

11/08/2019
Date

FDLE/ATP Form 40 — March 2004

Signature and Printed Name



Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: LAKE COUNTY S0
Time of Inspection: 23:24

Date of Inspection: 09/25/2019

INTOXILYZER 8000

Serial Number: 80-000823
Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) {(g/210%) (g/210L) Dxy Gas Std Test
{g/210L) Lot#:201811C Lot#:201808E Lot#:201802G (g/210L)

Exp: 11/13/2020 Bxp: 08/22/2020 Exp: 02/22/2020 Lot#:1099238

Exp: 03/01/2022
0.000 0.047 0..079 0.197 ¢c.078
0.000 0.047 0.079 0.198 0.078
0.000 0.048 0.079 0197 0.078

Humber of Simulators Used: 5

Remarks:

The above ingtrument complies ( X )} does not comply ( } with Chaptex 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

/”ﬁm inspection in accordance ?e provisions of Chapter 11D-8, FAC.
S MU J?A/ Hs Mf’ 7 A peon PITCHER / BINDER

/ gignatdre and Printed Name

09/25/2019
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement <

Alcohol Testing Program

bxoo.ﬁ¢~

AGENCY INSPECTION REPORT

Agency: LAKE COUNTY SO
Time of Inspection: 15:24

Date of Inspection: 08/23/2019

INTOXILYZER 8000

Serial Number: §0-000823

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
- Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcchol Test: Slope Not Met
. ) Yes
Interferent Detect Test: Interferent Detect
- Yeas
Diagnostic Check (Post-Inspection): OK
o Yes ]
Alcohol Free 0.05g/210L Test l 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) | {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201802B8 Lot#:201709A Lot#:201B02G (g/210L)
Exp: 02/06/2020 Exp: 09/12/2019 Bxp: 02/22/2020 Loti:1099238
) Exp: 03/01/2022
0.000 0.049 0.080 0.199 0.078
0.000 0.049 0.080 0.200 0.078
0.000 0.049 | 0.080 0.200 0.078
Number of Simulators Used: 5
Remarks:
)} with Chapter 11D-8, FAC.

The above instrument complies ( X ) does not comply (

I certify

e

t, I hold a wvalid Florida Department of Law Enforcement Agency Inspaector Permit and that I
inspection in accordance with the provisions of Chapter 11D-8, FAC.

. /&QL‘,"@Q PITCHER / BINDER

rd V & 7 dignatufe/and Printed Name

08/23/2013
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

= o\
ND~

AGENCY INSPECTION REPORT -

Agency: LARE COUNTY SO Serial Number: 80-000823
Time of Inspection: 22:02 Date of Inspection: 07/03/2019 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met ]
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection}: OK N
Yes |
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Tast (g/210L) (g/210L) {(g/210L) Dry Gas Std Test
(g/210L) Lot#:1201802B Lot#:201709A Lot#:201802G (g/210L)
Exp: 02/06/2020 Exp: 09/12/2019 Expt 02/22/2020 Lot#:970670
Bxp: 06/07/2021
0.000 0.048 0.080 0.198 0.077
0.000 0.049 0.080 0.199 0.076
0.000 0.049 0.080 0.200 0.076

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply (

I certify that I hold a valid Florida Depart
performed thig inspection in accordance with

ions of Chapter 11D-8, FAC.

} with Chapter 11D-8, FAC.

Law Enforcement Agency Inspector Permit and that i

V5 / //é*ggsog /1///5? 7 BINDER / PTTCHER
7 7 A ure and Printed Name
07/03/2019
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program \1\9\ W

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000823
Software: 8100.27

Agency: LAKE COUNTY SO

Time of Inspection: 23:50 Date of Inspection: 06/19/2019

Check or Test : YES NO
Date and/or Time Adjusted o
o No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferemnt Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L ‘Test 0.08g/210L Test 0,20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {g/210L) Dry Gas 3td Test
(g/210L) Lot#:201802B | Lot#:201709A Loti#:201802G (g/210%)
Exp: 02/06/202¢C Bxp: 09/12/2019 Exp: 02/22/2020 Lot#: 970670
Exp: 06/07/2021
0.000 0.049 | 0.0%79 0.199 0.077
0.000 0.048 0.078 0.200 0.077
| 0.000 0.048 | 0.078 0.199 0.077

Number of Simulatcrs Uased: 5

Remarks:

The above instfument complies ( X )} does not comply ( } with Chapter 11D-8, FAC.

t I hold a valid Florida Department of Law Enforcement Agency Inspector Permit amd that I

performgd [thfis inspection in accorda ‘/1::é%:i?e provisions of Chapter 11D-8, FAC.
If{// -~ 5023 BINDER / PITCEER
T v

€/ signature and Printed Name

06/19/2019
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program g\}o
ND”

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LAKE COUNTY S0 Berial Number: 80-000823
Time of Inspectiom: 00:21 Date of Inspection: 05/16/2019 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes .
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) (g/210L) Dry Gas Std Test
{(g/210L) Lot#:201802B Lot#:201709A Lot#:201802G (g/210L)
Exp: 02/06/2020 Exp: 09/12/2019 BExp: 02/22/2020 Lot#:970670
Exp: 06/07/2021
0.000 0.049 0.080 0.198 0.077
0.000 0.048 ' 0.080 0.199 0.077
0.000 0.049 0.080 0.299 0.077
Number of Simulators Used: 5 -
Remarks:
The above instrument complies ( X )} does not comply ( } with Chapter 11D-8, FAC.
I certify that I hold a2 wvalid Florida Departrnen w Enforcement Agency Inspector Permit and that I
performed this inspecticn in accordance with the - p of Chapter 11D-8, FAC.
]_Y.f 4/ %5&582 /7//57 ﬁf} 5 bl BINDER / PITCEER
/ Si a f"e and Printed Name
05/16/2019
Date

FDLE/ATP Form 40 — March 2004



Alcohol Testing Program

Florida Department of Law Enforcement

) \)\\q

Agency: LAKE COUNTY 80
Time of Inspection: 23:40

AGENCY INSPECTION REPORT

Date of Inspection: 04/10/2019

INTOXILYZER 8000

S8erial Number:
Software: 8100.27

)

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspectiomn): OK
Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) (g/210L) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:201802B Lot#:201709A Lot#:201802G (g/210L)
Exp: 02/06/2020 Exp: 09/12/2019 Exp: 02/22/2020 Lot#:370670
Exp: 06/07/2021
0.000 0.048 0.080 018932 0.078
0.000 0.048 0.080 0.3198 g.078
0.000 0.049 0.080 0.199 0.078
Number of Simulators Used: 5
Remarks
The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.
I certify I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfox s inspection in accordance with the provisions of Chapter 11D-8, FAC.

v,

PITCHER / BINDER

S L

FDLE/ATP Form 40 — March 2004

/a 45%5351
Signature and Printed Name
04/10/2019
Date

B0-000823




. ‘ L 239
Florida Department of Law Enforcement £ o0
Alcohol Testing Program 4,9
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LAKE COUNTY SO . Serial Number: 80-000823
Time of Inspection: 20:05 Date of Inspection: 02/13/2019 Software: 8100.27
Check or Test ) YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
B Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
; Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
e, Yes
Alcohol Free 0.054/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201802B Lot#:201709A Lot#:201802G (g/210L)
Exp: 02/06/2020 Exp: 09/12/2019 Exp: 02/22/2020 Lot#:970670
L Exp: 06/07/2021
0.000 0.050 0.081 0.199 0.078
0.000 0.050 | 0.081 0.200 0.078
0.000 0.050 | 0.081 0.200 0.079
Number of Simulators Used: 5
Remarks:
The above instrument complies { X ) does not comply ( } with Chapter 11D-8, FAC.
I certify ¢t ./W old a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed /-'«jction in accordance with thg provisions of Chapter 11D-8, FAC.
W j : -/ V77 %A ] P e BINDER / PITCHER
’//// N Signature and Printed Name
02/13/2019 _
Date

FDLE/ATP Form 40 — March 2004




