FOLE

Agency Coral Springs PD

INSTRUMENT PROCESSING SHEET

s/N 80-001050

Florida Department of  pate 1n 04/24/2019 b1 Completion Date 04/25/2019  @ship Qp/U QH/o Qcmi e
Law Enforcement
Intake Performed By DP Quality Checks Performed By I~ | Flow Calibration Performed By
4 Annual @ Breath Tube Screen Flow Column #
U Registration U Replace External O-Rings O 5L/min - 17mm
O Return from CMI / EE W@ Instrument Set Up Verified O 15L/min = 53mm
I — @ R-value 187 O 30L/min - 103mm
@ Case P 'm BRIl 4 Flow Verification (L/s) O R-Value
Flow Column # ATP-103 O Post Calibration Verification (L/s)
4 Keyboard @ Dry Gas Shelf P
32mm .148 (-139-.169) | Flow Column #
Feet W Breath Tube
@ Ports @ Screws Tight 36 mm .164 (.156 -.190) 32 mm (.139-.169)
_ . 53 mm .238 (228 -.278) | 36 mm (-156 -.190)
Other Equipment/ Accessories: 103 mm 511 (.447 - 547) | 53 mm (.228 -.278)
@ Power cord O Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
@ static Bag U 12v DC Cable Gauge ID # 28421
Notes: @ stability Checks Maintenance  Performed By _J &~
Simulator | Serial # Lot #/Exp @ Battery Replacement
U Dry Gas Regulator Replacement
BRee SD1012 201707D O Breath Tube Replacement
07/25/2019 Q oth
Final Release Date 0.080 201 707E er
: DR1279 Temperature Checks Performed By )2~
FDLE 07/25/2019 @ Lab: Temp °C 21.0
, 0.200 SD1013 201707C External Digital Therm. ID#; 300503
APR 2 5 7019 / 07/2842019 @ 34°C +-2 Serial #: SD1012
. 0.080DGS | N/A AG831804 @ 34°C +-.2 Serial #: DR1279
Alcohol Testi : : DR1279
orogrm e 11/14/2020 @34°C+-2 Serial #: SD1013
Calibration Adjustment Performed By Department Inspection Performed By 3l
Barometric Pressure Gauge ID# Barometric Pressure ID# 28662
Simulator | Serial Number | Lot Number | Expiration Gauge 1015 Instrument 1014
0.000 N/A N/A Mouth Alcohol Solution Lot # 2018-B
0.040 Acetone Stock Solution Lot # 2018-A
0.100 girg{;gator Serial Numgt;408
g:200 Interferent G2882
G0 0.050 SD1012
0.080 DG5S | N/A 0.080 DR1279
O Post Calibration Adjustment Stability Checks 0.200 SD1013
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 M Form 41 O Post-Stability Checks
0.080 (4 stability Checks O Flow Calibration
0.200 Q Calibration Certificate O Form 40
0.080 DGS | N/A O Calibration Adjustment O Other
Notes/Suggested Service: | changed the internal clock 39 @ Instrument Complies with Chapter 11D-8, FAC
battery and adjusted the time and date on 4/24/19. Q Instrument Does Not Comply with Chapter 11D-8, FAC
4 Return to/Place into Evidentiary Use
Please change the level 2 password to something O Remain Out of Evidentiary Use
unique. A7) @ Conduct an Agency Inspection Befgre Evidentiary Use
u =
Y1959 L bk lane Sfasrl
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: CORAL SPRINGS PD Serial Number: 80-001050
Time of Inspection: 09:44 Date of Inspection: 04/25/2019 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201707D Lot#:201707E Lot#:201707C (g/210L)

Exp: 07/25/2019 Exp: 07/25/2019 Exp: 07/24/2019 Lot#:AG831804
Exp: 11/14/2020

0.000 0.051 0.081 0.197 0.081 / 0.080
0.000 0.051 0.080 0.197 0.080 / 0.079
0.000 0.050 0.081 0.197 0.080 / 0.079
0.000 0.051 0.081 0.187 0.079 / 0.079
0.000 0.050 0.080 0.196 0.079 / 0.079
0.000 0.051 0.080 0.196 0.079 / 0.080
0.000 0.050 0.080 0.197 0.079 [/ 0.079
0.000 0.050 0.080 0.196 INT / 0.079
0.000 0.050 0.080 0.196 / 0.078
0.000 0.050 0.079 0.196 / 0.079
Standard Deviations | 0.0005 0.0006 0.0005 / 0.0005 |

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: 5

Remarks:
08: Interferent Detect CLEARED WORKBENCH AND REPEATED TEST .

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

«
) x% \ g*\ﬂ
I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

‘Eﬁﬁ\tzlqibv_———f—f— THOMAS J GRAHAM

Signature and Printed Name

04/25/2019
Date

FDLE/ATP Form 41 —Revised August 2005
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Christian Swinson

EETEETTI T —

From: Haughey, Michael <MichaelHaughey@fdle state.fl.us>
Sent: Friday, April 19, 2019 9:38 AM

To: Christian Swinson

Subject: RE: Annual Inspection Update

Good Marning, 8 O — OO l O 50

Send your Instrument to: I,\‘ ;\"\\\O(
FDLE Off-Site Mail Facility DQ/

c/o Florida Department of Law Enfor
Alcohol Testing Program: TJ) Graham
813B Lake Bradford Road
TALLAHASSEE FL 32304

They will get you back your instrument within a week.
Thanks,

Michael Haughey

Government Analyst 11 | Alcohol Testing Program

Flovida Department of Law Fnforcement | Tee County | FANROC

Desk 239.335.7598

Internal; 467598

Cell: 850.510.3401

Please note: Florida has a very broad public records law. Most written communications to or from state officials regarding state business are public
records available to the public and media upon request. Your e-mail communications may therefore be subject to public disclosure.

From: Christian Swinson [mailto:CSwinson@coralsprings.org]
Sent: Friday, April 19, 2019 8:06 AM

To: Haughey, Michael

Subject: RE: Annual Inspection Update

Good Morning Sir,

Our instrument is not holding the date and time and may need the internal battery replaced. Can you please let me
know where you would like me to send it. | need to take it out of service.

Thank you,

Chris Swinson
Officer - Police Department/Traffic Unit « Special Events Coordinator »

Public Information Officer
Cswinsoni@coralsprings.org « Phone 954-346-1749 « Fax 954-346-1748
Coral Spings Police Department ¢ 2801 Coral Springs Drive « Coral Springs, FI 33065




