FOLE

INSTRUMENT PROCESSING SHEET

Agency St. Johns County

s/N 80-001655

Florida Department of  pate1n 8/9/2019

Law Enforcement

DI Completion Date 8‘/!}'5UZ Bship Qp/u QH/D Qcmi QEE

Intake Performed By DP. Quality Checks Performed By‘gﬁlﬂgl Flow Calibration Performed By
@ Annual B Breath Tube Screen Flow Column #
O Registration & Replace External O-Rings Q 5L/min-17mm
O Return from CMI / EE &l Instrument Set Up Verified Q 15L/min - 53mm
: Ty _
WEaLIaEaEHEA: & R-value : ‘j 75 O 30L/min - 103mm
@ Case @ Handle & Flow Verification (L/s) O R-value
Yo 1na T T
Kisyboatd @ Dry Gas Shelf Flo3v; Column # E,I,EHJ_ D& E Post E:ahbr;tmn Verification (L/s)
@rest  @ereanTube | S TT———t0 iseocis] | admn 139- 165)
4 Ports A Screws Tight S ot D ( --190) mm (- o
) ' 53 mm 3ol AF (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm s 42y (.447 - 547) | 53 mm (228 - .278)
U Power cord O Printer Cable £ Barometric Pressure Check 103 mm (.447 - .547)
O Static Bag O 12V DC Cable Gauge ID # 3] “5 !‘I :}\7
Notes: B stability Checks Maintenance  Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
= [ Dry Gas Regulator Replacement
NCn T A
=0 SDI0IR 20/70 .—’_F’ O Breath Tube Replacement
7 £ 5/14131 U Other
Final Release Date 0.080 R0/90 5B -
FDLE ' 5D3%64Q - 70 e Temperature Checks Performed By 7] |
e = "‘é/.{_if/:f) & Lab Temp °C a4
: L0070 17 | Digital Therm. ID#: 300 50~
o007 =L J/kternal Digital Therm. ID#: 3
AUG 15 2019 ekl ﬂ—f#—r#%—ri 4 /504 @34°C +-2 Serial#: S01A%
0.080DGS | N/A XIELY o 4. <0072 9
Alcohol Testing EIIEL0] @3aoc+-2 Serial#: 503943
E/iHIL | & 34°C+-2 Serial#: G 207%
Program
Calibration Adjustment Performed By Department Inspection Performed By WU
Barometric Pressure Gauge ID # Barometric Pressure ID# _ 12 H 07 5
Simulator | Serial Number | Lot Number | Expiration Gauge __[C1J Instrument ___I 02
0.000 N/A N/A Mouth Alcohol Solution Lot # ___ 2 08 - [S
0.040 Acetone Stock Solution Lot # ___ 4019 A
0.100 Simulator Serial Numbgr
0.000 GHAHL4Y
0.200 -
Interferent CL6Al
0:500 0.050 SNI0IZ
0.080 DGS | N/A 0.080 <N 239£9
O Post Calibration Adjustment Stability Checks 0.200 G025
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 X Form 41 U Post-Stability Checks
0.080 A Stability Checks U Flow Calibration
0.200 & Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment O Other
Notes/Suggested Service: & instrument Complies with Chapter 11D-8, FAC
U1 Instrument Does Not Comply with Chapter 11D-8, FAC
1 Return to/Place into Evidentiary Use
& Remain Out of Evidentiary Use
& Conduct an Agency Inspection Before Evidentiary Use
se s|le\\Q AL bkl ze St
Tech Review / Date Admin Review / Dat

FDLE/ATP Form 48 January 2018

Issuing Authority: Alcohol Testing Program
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CT AUNE FALINTY o
ST JOANS COUNTY S0 e ey e
ST JGRNS COUNTY SO ST JOHNS COUNTY SO

toxi lyzer - Alconol Al |
;EQST BEEE i Rw_lgzs; 80-001655 Intoxilyzer - Rlconol Analyzer X intoxilyzer - Alcohol Analyzer
08/15/2013 ”giﬂl?; agnu SN 80-101655 Mode! 8000 SN 80-011855
Softuare: 811 0B/1572018 18/15/2019
s Softuere: 10027 Softuare: 8100.27
.‘?:.L ..... ?::/IDL __Tme Test g210L Ting Test /210l Tine
ir gl il T T emmmmemmemmememe e ee
ool st i B R Blank L0t 1518 Air Blak 1,001 19:24
Rir Blank 0.000 19: 14 Control Test  D.06] 03:19 Control Test 0,205 09:25
Contral Test 0,048 09:15 FIr Blank b.000 b3:20 Air Blank 0.001 09:25
Bir Blank 0.0 19: 15 Control Test  D.081 I5:21 Control Test 0,206 19:25
Contro} Test 0,048 0915 Rir Blank 0.000 09:21 Rir Blank 0.000 19:27
Air Blank 0000 09: 16 Control Test 131 1522 Control Test 0,203 13:2
Control Test Stats h Rir Blank L. 1822 Air Blank 0.000 13:28
Auerage 0.0483 Control Test Stats Control Test Stats
Std Dey 0.0006 Ruerage 0.0803 Auerage 0.2040
Rel Std Deutt) 1,135 ot e St Jev LI
’ o Rel Std Deu(x) 0.7187 Rel Std Deu(s)  0.4902

P Mphy.

Operator’s Signatueb

e 1o

Operators Slgnaty [ UN
perator’s Shyatigs/ Operator’s Signatu

ST JOHNS COUNTY 50
Intoxilyzer - Rlconol Enalyzer

Mode! 8010 SN 80-001635
087152019

Softuare: 8100.27

st g2liL Tine
Air Blank 0.000 09: 33
Control Test 0.08 09:33
Rir Blank 0.000 09:34
Control Test 0.08! 05:34
air Blank 0.000 09: 35

Control Test Stats

Ruerage 0.0810
Std Dev 0.6000 l;[lq
9

Rel Std Deu(x) 0.0000

Control Test 0.081 09:35
air Blank 0.000 19:35 %(O \/\

PGS




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: ST JOHNS COUNTY SO Serial Number: 80-001655
Time of Inspection: 12:24 Date of Inspection: 08/15/2019 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L)

Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG916501
Exp: 06/14/2021

0.000 0.049 0.080 0.204 0.080

0.000 0.0459 0.080 0.:205 0.079

0.000 0.049 0.080 0.206 0.080

0.000 0.049 0.080 0.205 0.080

0.000 0.049 0.081 0.206 0.080

0.000 0.049 0.081 0.206 0.080

0.000 0.050 0.080 0.206 0.080

0.000 0.049 0.081 0.206 0.080

0.000 0.049 0.080 0.206 0.080

0.000 0.050 0.081 0.205 0.080

Standard Deviations | 0.0004 0.0005 0.0007 0.0003 —l

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:
<;5/ED VL

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

h certlfy th perfo %:gﬁrs inspection in accordance with the provisions of Chapter 11D-8, FAC.

(Ji’ ]T } PATRICK J MURPHY
_/ Signature and Printed Name
08/15/2019
Date

FDLE/ATP Form 41 —Revised August 2005
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