FOLE

INSTRUMENT PROCESSING SHEET
Agency Tallahassee Police Department

s/N 80-006926

Florida Department of  pate 1n 5/2/2019

L.aw Enforcement

DI Completion Date 1 /7 /17 Qship ®P/U OH/D OcMi OEE

Intake Performed By DP Quality Checks Performed By j_ﬂéﬁn Flow Calibration Performed By Q}m
@ Annual & Breath Tube Screen Flow Column# _R7 P23
U Registration & Replace External O-Rings A 5L/min-17mm
Q Return from CMI / EE & Instrument Set Up Verified & 15L/min - 53mm
Vswal fnspeiion: K R-Value : _f 3(") & 30L/min - 103mm
@ Case @ Handle 3 Flow Verification (L/s) B R-Value___ |5
@ Keyboard @ Drv Gas Shelf Flow Column # R 1P 05 2 Post Calibratiqn?Veriﬁcation (L/s)
Y \ -
ar 32 mm 161 (.139-.169) | Flow Column#_RTIFPIOH
eet @ Breath Tube - : E
d Ports 2 Sorage b 36 mm 129 (.156-.190) | 32mm L2 (139-.169)
8 53 mm £ 250 (228-.278) | 36mm 17 (.156 - .190)
Other Equipment/ Accessories: 103 mm N (.447 - 547) 53 mm AL (.228 - .278)
U Power cord O Printer Cable 3 Barometric Pressure Check 103 mm BN (.447 - .547)
U Static Bag 0 12v DC Cable GaugeID#_ATHA7
Notes: [ stability Checks Maintenance  Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
0.050 2017070 O Dry Gas Regulator Replacement
' SDIOI% “7 e O Breath Tube Replacement
Final Release Date 0,080 2 kf' J} p{’J Q Other
FDLE | SD3 Y62 [ Jorye | IECHRCHE e cine et By 07 |
~ & Lab Temp °C u.Lh I
: 0.260 C307% ";Zﬁ ?C External Digital Therm. ID#: 200503
MAY 0 9 2019 2l 7/24/12 B34°C+-2 Serial#: SDINIE
, 0.080DGS | N/A REE3is0H B34°C+-2 Serial#: S0 27é.f<
Aicohol Testing i/i4/z0 B349C+-2 Serial#: G078
Program
Calibration Adjustment Performed By Department Inspection Performed By U(H?l
Barometric Pressure Gauge ID# Barometric Pressure ID#_A <4 27 '
Simulator | Serial Number | Lot Number | Expiration Gauge __ [ 014 Instrument __[O 12
0.000 N/A N/A Mouth Alcohol Solution Lot # __ 3/ 2- (3
0.040 Acetone Stock Solution Lot # 201¥-A
0.100 Simulator Serial Numb'er.
—— 0.000 GLHHAY
: Interferent gy
0.300 0.050 SOIOIR
0.080 DGS N/A 0.080 SDa /é ol
O Post Calibration Adjustment Stability Checks 0.200 Can7e
Simulator Serial Number | Lot Number | Expiration A2 R e
b K Form 41 U Post-Stability Checks
0.080 1 Stability Checks 8 Flow Calibration
0.200 @ calibration Certificate O Form 40
0.080 DGS | N/A O calibration Adjustment O Other
Notes/Suggested Service: & Instrument Complies with Chapter 11D-8, FAC
I Instrument Does Not Comply with Chapter 11D-8, FAC
& Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use :
B Conduct an Agency Inspection Before Evidea‘tiary Use
<€ 5(9/19 A\Uhan ﬁ
Tech Review"/ Date ( } Admin Review / Da
7

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: TALLAHASSEE PD Serial Number: 80-006926
Time of Imspection: 11:12 Date of Inspection: 05/07/2019 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201707D Lot#:201707E Lot#:201707C (g/210L)
Exp: 07/25/201% Exp: 07/25/2019 Exp: 07/24/2019 Lot#:AG831804
Exp: 11/14/2020
0.000 0.048 0.079 0.197 0.079
0.000 0.049 0.080 0197 0.079
0.000 0.049 0.080 0.197 0.079
0.000 0.049 0.080 0.198 0.079
0.000 0.049 0.079 0.198 0.079
0.000 0.049 0.080 0.198 0 ./G79
0.000 0.048 0.080 0.198 0079
0.000 0.048 0.080 0.198 0.079
0.000 0.049 0.080 0,197 0.079
0.000 0.048 0.080 0.198 0.07¢9
Standard Deviations | 0.0005 0.0004 0.0005 0.0000

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:

<

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certlffffiz fo ed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
ﬁbfj? Cj/YllLﬂ JA PATRICK J MURPHY Y
Signature and Printed Name J\(}X&f\

05/07/2019
Date

FDLE/ATP Form 41 —Revised August 2005



TALLRHASSEE PO

Intoxilyzer - Rlcohol Analyzer

todel 8000
15/07/2018
Softuare; 8100.27

SN 80-006925

Test g/210L Tine
gir Blank 0.000 08:22
Control Test 0.048 08:23
Air Blank 0,000 08:24
Control Test 0.048 [8:24
fir Blank 0.000 08:25
Control Test 0.048 08:26
Air Blank 0.000 08:26

Control Test Stats

Auerage 0.0480
Std Dev 0.0000
Rel Std Deu(%) 0.0000

C) ﬂ/h ‘
""""" Qperatord Sigmdlre

TRLLRHRSSEE PD

Intoxilyzer - Alcohol Analyzer

Model 8000
0570772019
Softuars; 8100.27

Test gr2liL

Rir Blank ]
Control Test 0
Rir Rlank .
Control Test 0.077
Rir Blank i

0

0

Contro!l Test 078
Rir Blank 000
Control Test Stats
Ruerage 0.0780
Std Deu 0.0010
Rel Std Deulk) |.ze21
ks

gl

Operator’s Signafupe

SN 80-006926

TALLAHASSEE PO
Intoxilygzer - Rlcohol Analyzer

tiodel 8000 SN 80-008925
15/07/2018
Softuare: 8100.27

Test g7210L Tine
Rir Blank 0.000 0g: 28
Control Test 0.079 08:28
gir Blank 0.100 08:29
Control Test 0.079 08:29
Rir Blank 0.000 08: 30
Control Test 0.079 08:3!
Rir Blank 0.000 08:3!
Control Test Stats

Auerage 0.0790

Std Dev 0.0000

Rel Std Deux)  0.0000

Py

Operator'd Sighature

&P

TALLAKASSEE PO
Intoxilyzer - Alconol Analyzer

Hodel 8000 SN B0-006926
0570772019

Software: 8100.27

Test g210L Time
Rir Blank 0.000 08:33
Control Test 0,194 [8:34
Rir Blank 0,000 08:34
Control Test 0.1% 08:35
Rir Blank 0.000 08:36
Control Test 0.19 08:3
Rir Blank 0.000 08:37
Control Test Stats

Ruerage 0. 1950

Std Dev 0.0010

Rel Std Deu(%) 0.5128

Operatof™’s Signture

TALLAHRSSEE PD

Intoxilyzer - Alconol Analyzer

Model 8000 SN B0-008525
050672019

Softuare: 810027

Flow Rate Calibrationtexsxcex

1: Rate (Liters/min) = §
SORT(DIfFf) ) = 6,555

2: Rate (Liters/min) = |5
SORTCDIFf) ) = 13.240

3 Rate (Liters/min) = 30
SORTDIFF) ) = 28.930

Dependent Data Scale Factor = 100000 L/min

Independent Data Scale Factor = 256

Rounded Slope = 426

Rounded Intercept = -107850

Correlation = 0,994]3 @
FOM

e,
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