INSTRUMENT PROCESSING SHEET

F E‘B L E Agency Polk County Sheriff's Office s/N 80-001127

Florida Department of  pare 1n 04/21/2020 DI Completion Date _H ‘5‘2@@ wship Qp/u OH/D Qcmi QOEE
Law Enforcement

intake performed By RAW | Quality Checks Performed By'7%J | Flow Calibration Performed By
4 Annual &d Breath Tube Screen Flow Column #
Ul Registration [ Replace External O-Rings Q 5L/min —17mm
8 Return from CMI / EE ® Instrument Set Up Verified 0 15L/min - 53mm
vi - ® R-value 203 0 30L/min - 103mm
isual Inspection:
@ Case @ Handle R Flow Verification (L, \L)/s) QRvaluge
@ Keyboard @ Drv Gas Shelf Flow Column # \06 0 Post Calibration Verification (L/s)
y Gas
@ Feet @ Breath Tube 32mm__ 9. }s‘z {.139-.169) | Flow Column #
@ Ports @ screws Tight 36mm__ 0 \L7 {.156 - .190) 32 mm (.139 - .169)
53mm__0.23%§ (.228 -.278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm__Q.5\\ (.447-547) | 53 mm (.228 - .278)
U Power cord O Printer Cable & Barometric Pressure Check 103 mm (.447 - .547)
@ static Bag O 12v DC Cable Gauge ID # 26432,
Notes: W Stability Checks Maintenance  Performed By
Siraulator Serial # Lot #/Exp U Battery Replacement
0.050 Z O\ OSA— g Dry Gas Regulator Replacement
. Breath Tube Replacement
- MP5088 [0S-17-2021]| § o,
Final Release Date 0.080 201405 =
- = Temperature Checks Performed By AL
FDLE Digitally signed MPS0g] |05~ \j’- 202\ Lab Temp °C 201
Alcohol by FDLE Alcohol || 0.200 20'204D External Digital Therm. ID#: 30050 ]
. Testing Program MP50R0[0F 30202 349C +-2 Serial #: ‘&'E X
Testing Date: 2020.05.08 || 0.080DGs | N/A | AGA3I(0o3 349C +-.2 Serial #: )
Program 16:08:59 -04'00' W=12-202 gwc +-2 Serial #: _|
Calibration Adjustment Performed By | Department Inspection Performed By _ Bt
Barometric Pressure Gauge ID # | Barometric Pressure |D# gsz_{ g ]
Simulator Serial Number | Lot Number | Expiration Gauge [ 0 ,2 Instrument / 0’9’
0.000 N/A N/A Mouth Alcohol Solution Lot # i9-8
0.040 Acetone Stock Solution Lot # 20[9-A
0.100 Simulator Serial Number
T 0.000 MrPrbs e
. interferent mesD3 |
0.300 0.050 MesLSE
0.080 DGS N/A 0.080 1“(\9 Ebgci
Q Post Calibration Adjustment Stability Checks 0.200 PPHdY0
Simulator | Serial Number | Lot Number | Expiration | | Tareachments
p030 . | Form 41 Q Post-Stability Checks
0.080 ; Stability Checks O Flow Calibration
0.200 Calibration Certificate O Form 40
0.080 DGS | N/A Calibration Adjustment O Other
Notes/Suggested Service: % tnstrument Complies with Chapter 11D-8, FAC
tnstrument Does Not Comply with Chapter 11D-8, FAC
g Return to/Place into Evidentiary Use
Remain Out of Evidentiary Use
'? Conduct an Agency Inspection Before Evidentiary Use
; 2020.05.08
HelPlbghy 1agirs ooy Cveelt-Kinklond o "0 o
Tech Review / Date Admin Review / Date

PRINTED COPIES UNCONTROLLED Page 1 of 1

For Internal ATP Use ONLY

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: POLK COUNTY SO Serial Number: 80-001127
Time of Inspection: 10:09 Date of Inspection: 05/05/2020 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
| Check: OK . Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post~Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L)
Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG931603
Exp: 11/12/2021
0.000 0.049 0.080 0.203 0.080
0.000 0.04¢9 0.081 0.203 0.080
0.000 0.049 0.081 0.203 0.080
0.000 0.050 0.081 0.203 0.080
0.000 0.050 0.080 0.203 0.080
0.000 0.050 0.081 0.203 0.080
0.000 0.050 0.081 0.203 0.0890
c.000 0.050 0.081 0.203 0.080
¢.000 0.050 0.081 0.203 0.079
0.000 0.051 0.081 0.203 0.080
| 8tandard Deviations | 0.0006 0.0004 0.0000 0.0003

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:
2020.05.
BKS
16:03:54
-04'00'
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I performed inspect dn in fzz?kdance with the provisions of Chapter 11D-8, FAC.

SHAYLA D PLATT
C) Signature and Printed Name

05/05/2020
Date

FDLE/ATP Form 41 —Revised August 2005



3Lk CCUNTY 50

intoxilyzer - Alcofel Analyzer
SH 80-001127

fodel 8000

047272028

Software: 8100.27

Test g/2ML
Air Blank 0.000
fontrol Test 0,048

fir Blank 0.600
control Test 0,048
Air Blank 0.000
control Test 0,047
Rir Blank 0.000
Control Test Stats
Auerage 0.0477
Std Deu 0.0006

Rel Std Deu(z)  1.2112

Operator’s Signature

Gawlly Chetss

I POLK COUNTY S0

Intoxilyzer - Rlcoho! Analyzer

Mode] 8030

047272020

Softuare: 8100.27

Test 07210l
Air Blank 0,000
Control Test 0,081
Air 8lank 0.500
Controt Test 0.680
Air Blank g.000
Control Test 0.080
Rir Blank 0.000
Contral Test Stats
Ruerage 0.0803
Std Deu 0,0008

Rel Std Deu(z)  0.7187

wet

Operator’s Signeture

POLK COUNTY 50

SN B0-001127

Intoxilyzer - Rlcoho! Analyzer

Mode] 8080
1442772028
Software: 8180.27

0.9
Control Test 0.0
Rir Blank 0.0
Control Test IH

0.0
0.8
8.0

Bi
Rir Blank il
Control Test 82
Air Blank i
{ontrol Test Stats
Auerage 0.0813
Std Dey 0.0306
Rel Std Deu(z) 0,709

Dy

N 80-001:27

18:35
08: 35
(8:36

Operator’s Signature

20K CCUNTY SO
Intoxi lyzer - Alcohol Analyzer

tode! 8000 SN B-081127
0472772020
Softuare; 8100,27
Test grelit Tire
fAfr Blank 1,060 18:27
Control Test 6,200 18:28
fir Biank 0.008 08:28
Control Test 0.283 18:29
Air Biank 0,000 08:29
Contro] Test §.203 8. 30
Rir Biank 0.000 08:31
Control Test Stats

fuerage 8,2020

Std Deu 3.00

Re) Std Dev(z) 0.8574

Operator’s Signature

M
BK

-04'00'



Return Material Authorization

Ship to: m CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: [ &qu‘//a/ Hammowds on ! / 5@_/ 10

ltems Returned: Instrument &4  Supplies 0  Other O Describe:

Instrument Model: Intoxilyzer 8000 Serial Number: 80-001127

Bill To Address: Ship to Address:
Polk County S.0 FDLE ATP Tallahassee

Reason for Return:

Instrument failing diagnostic check at start up.

Please choose one of the following options:

R , authorize all repairs.

2 1 , authorize repairsup to $

3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Kimbra Wiegert

Phone #: (863) 534-6249 Email: KWiegert@polksheriff.org
ATP Contact Name: Shayla Piatt ATP Email: shaylaplatt@fdie.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only

/i

2020.05.

BK
16:06:00

-04'00'



FOLE

INSTRUMENT PROCESSING SHEET
Agency Polk County Sheriff's Office

s/N 80-001127

Florida Department of  paren 1/28/2020

Law Enforcement

DI Completion Date

Oship Op/u  QH/D .#.cwn QEE

intake Performed By RAW | Quality Checks Performed By Flow Calibration Performed By
@ Annual U Breath Tube Screen Flow Column #
O Registration U Replace External O-Rings U 5L/min - 17mm
O Return from CMI / EE O instrument Set Up Verified 2 15L/min — 53mm
Vi .  R-value Q2 30L/min —103mm
isual Inspection: =
@ Case @ Handle U Flow Verification (L/s) a R—VaIue‘—f
Keyboard @ Dry Gas Shelf Flow Column # [ Post Calibration Verification {L/s)
@ Feet @ Breath Tube 32 mm (.139-.169} | Flow Column #
@ Ports @ Screws Tight 36 mm (.156 - .190) 32 mm (.139-.169)
53 mm (228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (447 -.547) | 53 mm (.228 - .278)
U Powercord O Printer Cable Q Barometric Pressure Check 103 mm (.447 - .547)
0 Static Bag 0O 12v DC Cable Gauge ID #
Notes: O Stability Checks Maintenance  Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
0.050 O Dry Gas Regulator Replacement
’ O Breath Tube Replacement
Final Release Date T O Other
Temperature Checks Performed By
Q Lab Temp °C
0.200 External Digital Therm. ID#:
S O 34°C +-.2 Serial #:
0.080DGS | N/A 034°C +-.2 Serial #:
1 34°C +-.2 Serial #:
Calibration Adjustment Performed By Department Inspection Performed By
Barometric Pressure Gauge 1D # Barometric Pressure ID#
Simulator | Serial Number | Lot Number | Expiration Gauge instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 Simulator Serial Number
0.000
0.200 Interferent
0.300 0.050
0.080 DGS N/A 0.080
Q Post Calibration Adjustment Stability Checks 0.200
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 O Form 41 [ Post-Stability Checks
0.080 0 Stability Checks U Flow Calibration
0.200 O Calibration Certificate U Form 40
0.080 DGS | N/A O Calibration Adjustment U Other
Notes/Suggested rvice: { [ U instrument Complies with Chapter 11D-8, FAC
due o 4l ed. cdidap oshe A instrument Does Not Comply with Chapter 11D-8, FAC
Check. e J 0 Return to/Place into Evidentiary Use

&' Remain Out of Evidentiary Use

0 Conduct an Agency inspection Befere Evidentiary Lise

Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

For Internal ATP Use ONLY

Page 1 of 1

My

2020.05



Good morning to all,

I’'m sending in Instrument 80-001127 due to a DSP failure during the Diagnostics Check of the
instrument. | spoke with Mr. Murphy on 1/24/20 at around 0730am, whom informed me to send it in
for further testing. My contact information is 863-534-6287 or 863-221-2344 my personal cell number.

N

Thank you, 2020.05.

BK%
16:07:37

P
D/D Teaquilia Hammonds #7435

Inmate Intake Trusty Supervisor

Polk County Sheriff's Office

(863)287-9128 cell

(863)534-7908 work



Return Material Authorization

Ship to: m CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Te&qw//ab / {dm MotioAS on _! / g/ o

ltems Returned: Instrument &  Supplies 0  Other O Describe:

Instrument Model: Intoxilyzer 8000 Serial Number: 80-001127

Bill To Address: Ship to Address:
Polk County S.0 FDLE ATP Tallahassee

Reason for Return:

Instrument failing diagnostic check at start up.

Please choose one of the following options:

1 , authorize all repairs.

2 1 , authorize repairsup to $

3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Kimbra Wiegert

Phone #: (863) 534-6249 Email: KWiegert@polksheriff.org
ATP Contact Name: Shayla Pilatt ATP Email: shaylaplatt@fdie.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




FOLE

INSTRUMENT PROCESSING SHEET
Agency Polk County Sheriff's Office

s/N 80-001127

Florida Department of  paien 1/28/2020
Law Enforcement

DI Completion Date

QOship Op/u  QH/D .#.cwn QEE

Intake Performed By RAW | Quality Checks Performed By Flow Calibration Performed By
@ Annual U Breath Tube Screen Flow Column #
O Registration U Replace External O-Rings U 5L/min - 17mm
O Return from CMI / EE O instrument Set Up Verified 4 15L/min - 53mm
. . U R-Value Q 30L/min - 103mm
Visual Inspection: —
@ Case @ Handle U Flow Verification (L/s) O R-value
Keyboard @ Dry Gas Shelf FI(;\;/ Column # 39 160 E Po?:t fallbr;tlon Verification {L/s)
@ Feet @ Breath Tube mm (139 -.169) owLofumn
@ Ports @ Screws Tight 36 mm (.156 -.190) 32 mm (.139-.169)
_ . 53 mm (228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (.447 -.547) | 53 mm (.228 - .278)
O Powercord O Printer Cable Q Barometric Pressure Check 103 mm (.447 - .547)
O Static Bag 0O 12v DC Cable Gauge ID #
Notes: O Stability Checks Maintenance  Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
0.050 O Dry Gas Regulator Replacement
’ O Breath Tube Replacement
Final Release Date 5080 O Other
' Temperature Checks Performed By
Q Lab Temp °C
0.200 - _
External Digital Therm. ID#:
E— — O 34°C +-.2 Serial #:
0.080DGS | N/A 034°C +-.2 Serial #:
C134°C +-.2 Serial #:
Calibration Adjustment Performed By Department Inspection Performed By
Barometric Pressure Gauge _ ID# Barometric Pressure ID#
Simulator Serial Number [ Lot Number | Expiration Gauge instrument
0.000 | N/A N/A Mouth Alcohol Solution Lot #
0.040 : Acetone Stock Solution Lot #
0.100 Simulator Serial Number
0.000 ]
0.200 Interferent f
0.300 0.050
0.080 DGS N/A 0.080
Q Post Calibration Adjustment Stability Checks 0.200
Simulator Serial Number | Lot Number | Expiration Attachments
SO0 O Form 41 O Post-Stability Checks
0.080 0 Stability Checks U Flow Calibration
0.200 O Calibration Certificate U Form 40
0.080 DGS | N/A Q Calibration Adjustment U Other

cAdue

- - L ==
Notes/Suggested S vice: <L aYiing 1o RLpaif

U instrument Complies with Chapter 11D-8, FAC
& Instrument Does Not Comply with Chapter 11D-8, FAC

triled o cich D oshe

Checle. k€

[ Return to/Place into Evidentiary Use
&' Remain Out of Evidentiary Use

0 Conduct an Agency inspection Befere Evidentiary Lise

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

Tech Review / Date Admin Review / Date

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Good morning to all,

I'm sending in Instrument 80-001127 due to a DSP failure during the Diagnostics Check of the
instrument. | spoke with Mr. Murphy on 1/24/20 at around 0730am, whom informed me to send it in
for further testing. My contact information is 863-534-6287 or 863-221-2344 my personal cell number.

Thank you,

D/D Teaquilia Hammonds #7435
Inmate Intake Trusty Supervisor
Polk County Sheriff's Office
(863)287-9128 cell

(863)534-7908 work



Return Material Authorization

Ship to: E CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by:‘ /84{?(11'/’/&_ /ﬁZm mc'"uﬁfgon H[249]20

Items Returned: Instrument ¥ Supplies [  Other (0 Describe:

|: Intoxilyzer 8000 80-001127

Instrument Mode Serial Number:

Bill To Address: Ship to Address:
Polk County S.0 FDLE ATP Tallahassee

Reason for Return:

Instrument failing diagnostic check at start up.

LEPAIR

PlEasE UPLOAD FH\JKII DA PRIog 1o

Please choose one of the following options:

C11. , authorize all repairs.

2 , authorize repairs up to $

3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Kimbra Wiegert

Phone #: (863) 534-6249 Email: KWiegert@polksheriff.org
ATP Contact Name: Shayla Platt ATP Email: Shaylaplatt@fdle.state fl.us
FDLE/ATP Form 51 October 2017 PRINTED GOPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only





