FD

LE

Florida Department of pate 1n 10/02/2020 b Completion Date 10/06/2020

INSTRUMENT PROCESSING SHEET

Agency Palm Bay PD

s/N 80-001265

@ship Qpr/u OH/D OCWMI OEE

intake

Law Enforcement

@ Annual
O Registrat

_ | Quality Checks

Performed By TDG

Flow Calibration Performed By

Q Return from CMI / EE

Visual Inspection:

@ Breath Tube Screen

@ Replace External O-Rings
@ Instrument Set Up Verified

@ R-Value 173

@ Flow Verification (L/s)

Flow Column #
Q 5L/min-17mm
Q 15L/min - 53mm
O 30L/min - 103mm
O R-Value

@ Case @ Handle S r—
B keytiost @ Dry Gas Shelf Flow Column # ATP106 O Post Calibration Verification (L/s)
32 mm 0.140 (.139-.169) | Flow Column #
@ Feet @ Breath Tube 0160
@ Ports @ Screws Tight 36 mm U. (.156 - .190) 32 mm (.139 - .169)
53 mm 0.234 (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.503 (.447 - 547) 53 mm (.228 - .278)
U Power co;‘d U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
@ Static Ba Q 12v DC Cable Gauge ID # 68639
Notes: (4 Stability Checks _Maintenance  Performed By
Simulator | Serial # Lot #fﬁxp U Battery Replacement
e e O Dry Gas Regulator Replacement
Gl MP5092 201 905A O Breath Tube Replacement
i 05/14/2021 O Other
B 0.080 2019058 | bcneesmins : —
MP5093 _Temperature Checks Performed By DEF
FDLE Digitally signed ¢ 05/14/2021 @ Lab Temp °C 2317
Alcohol by FDLE Alcohol {| 0-200 MP5094 201904D External Digital Therm. 1D#: 300918
. Testing Program 04/30/2021 34°C +-2 Serial #: SD3967
Testing | Date: 2020.10.08 || 0-080DGS | N/A AG003005 34°C +-.2 Serial #: SD3968
Program  09:15:52-0400 01/30/2022 @34°C+.2 Serial#: SD3969
: Jtion Adjustment __ Performed By i .
Barometric Pressure Gauge ID # Barometric Pressure ID# 28663
 Simulator | | Serial Number | Lj’t Number | Expiration | | Gauge 1013 Instrument 1013
0.000 N/A N/A Mouth Alcohol Solution Lot # 2020-A
0.040 | Acetone Stock Solution Lot # 2019-A
0.100 | Simulator  Serial Number
0.000 SD3965
el Interferent SD3966
0.300 0.050 SD3967
0.080DGS | | N/A 0.080 SD3968
U Post Calibration Adjustment Stability Checks 0.200 SD3969
Simulator_| | Serial Number | LotNumber | Expiration | | T pmramenme L
0.050 | @ Form 41 Q) Post-Stability Checks
0.080 | (4 stability Checks O Flow Calibration
0.200 @ calibration Certificate O Form 40
0.080DGS | | N/A Q Calibration Adjustment Q other

Notes/Suggested Service:
\

@ lnstrument Complias with Chapter 11D-8, FAC
o _Q Instrument Does Not Comply with Chapter 110-8 FAC
“@ Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use

a Conduct an Agem:y lnspectlon Before Evldantlarv Use

3020-10-00

£LUZLYU, TU. UO

09:15:17

Dand’EﬂeZer i ngml«y g by D wdEhezer- e

\ _Reyes Rlvera Date: mo 5 .
| Tech Review / Datef Admin Rev%uQPDate
FDLE/ATP Forr;n 48 January 2018 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Aulhoritjy: Alcohol Testing Program

For Internal ATP Use ONLY



Florida Department of Law Enforcement
| Alcohol Testing Program

- DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: PALM BAY P.D. Serial Number: 80-001265
Time of Inspection: 12:19 Date of Inspection: 10/06/2020 Software: 8100.27
Check or Test | YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcchol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:2019058 Lot#:201904D (g/210L)
Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG003005
Exp: 01/30/2022
0.000 0.048 0.080 0.200 0.081
0.000 0.049 0.079 0.201 0.080
0.000 0.049 0.079 0.201 0.081
0.000 0.049 0.080 0.201 0.081
0.000 0.048 0.080 0.201 0.080
0.000 0.049 0.080 0.201 0.081
0.000 0.0459 0.079 0.202 0.081
0.000 0.049 0.080 0.202 0.080
0.000 0.049 0.080 0.202 0.080
LE:OOO 0.0459 0.079 0.202 0.080
| standard peviations | 0.0004 0.0005 [ 0.0006 0.0005

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

erformed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

MICHAEL D HAUGHEY

_ Signature and Printed Name
Digitally signed

9fusadan DERRE 2020100
pate C& 8 09:14:44
-04'00'

FDLE/ATP Form 41 —Revised August 2005



00,0~
L0:€1:60
80'01°0¢0¢

0070- TSLELL

£0°01°0Z0Z @1ed

Ewasmmmo

paubis A|lenbia

gJnjeub]

018Jadg

2.meubis 5,J0yedadn

>0 (3030 M | pooo'o  (x)naQ PIs 18y
T onag p 13y 838cT (I3 PIS [3y ML) g ps || 00a° 030 P3S
qmy RS o, B 90000 18 71 6] e
{1800 abeJany 12— mﬂmum:q is0°0 abesany S35 53] [043U0)
S35 1581, [03U0) S LI 5185 358], [0.900) &) 100t Welg Jig
[l 1 Yelg J1y L 000t AL -1 0000 Yerg Jit (52 @00 1581 103U
151 T 1%L (o0 ehEl e 35l jo0un 6070 358l [03u0) (5721 0t eI Ui
e 7 Yelg JIb e T e g 0000 yelg Jig 95:2] 6000 13 (043000
gl 0 183 oA i g 3L [o4u0g 80T 359l (oAU 52l 1l Welg Jig
A 1 Yelg Jif el L 00°g YEIg Ui 2] : 153] 1020
0 158 [03U0) i ey 5L 1040 B0 18] (0340 572! Welg g
Y Welg J1 W . el Jig 000 Yeerg Jig oo
- ey . — - —-nee = NIz 153]
Tz 159] e izt 152 itZ e
S 121018 13JEM0S
T 121018 a0Em 05 121018 30Em05 120272001
R0/ o—— leteszint 120272001 N 0008 1300y
592100-08 NS 0008 120K s3ci0i-ts R $92100-08 NS 0008 12P0M Jazileuy 100001y - 48
B IR (0] J32hreuy Toueary w%_mxmaﬁ__ Ll ol - e mxas 0°d A6 UWTHd
Ugald WD 0'd 1 WTd
/" [mioc000s [ /[ es0003 2200 ] 90Z'0 03 ¥61°0 N £80°0 01 LL0'0 A1 €s0001v00
10T2/380°0 $9a 1012/302°0 1012/380°0 1012/350°0
— /L saL oZocto|dl (J A A Jeh T S97) 0008 sanlIqeIs
Ag pawuopad \  ajeqg Aously | Jaquiny jeuas 153 jo adA}




.00.¥70-

057160 8 %U
0'01'020C

0070~ €L:9€:L L

reatndd3d
| jo | abed Aurend « joedsey « Mubajuf « soines weigold Sunsa] [oYod)y Auoyny Suinssy
Jojoadsu| Juawupedaq 020z 14dy 69 wiog 41v/97Ad
ATHONV JAYHOIWN /), / e

= \w\\ 7/ 020Z/90/01 ‘w501 Sunsa ], |04V JUSWALIOJUT ME]
Jo jusurireda(q epLIof] 9y Jo [eaoidde uanLm JNOYIM
‘IIng u1 3daoxa paonpoidal aq Jou [[YsS JUSWNOOP SIY L

‘SPIBPUES SZOLI DHI /OSI PUB $€ SpIND OS] YN S0UBPIOOOR Ul SIATYD Y3 PAyIHad pue pasedaid sjonuod
prepuels seS Aup jo Jarjddns oy | “sa1jddns Ay panpaiooe ue £q parjddns SARID JO sasn aiyy ySnoxyy 1SIN 0} 3[qeadel] A1 SJUSWAINSEIW [0ju0d seS A1

"SpIepuRIS ¢Z0LT DI /OS] Ylm 0UBpIodse Ul AS0[0NsA uoIsioalg
Aq pajeiqiied siajewounayy [BNSIP 00ty SIIUYDS3INE J]qeaden ISIN Yim payoayd ale samesaduo; Jojowondy [, " ISIN 01 9]qeaoen) ale sainjeladwa) Jojenuig

; “Splepuels ¢Z0L1 DAl /OSI PUB #€0L1 OSI Yyim
SOUEPIOdIE Ul SR 952 paljinad pue paredard SOV "(SOV) oU] ‘SuIalsAS 2InSeauLuno)) joyoo]y Aq paredaid suoynfos Fuisn pajpIqIed SeM JUSWNISUL SIY |

NOILVINYOANI ALITIEVADOVYL

3020 Ajiqess 3sod pue a1d pajerdosse ay) u1 punoy aJe jusunsnipe Aue Iaye pue 10jaq SINSal JuaWINYSUT Y],

“(€=3) 25U2pYUOD JO [3A3] %E/ 66 © 01 Passaldxa SI pue ejep apIm-133]y UO Paseq I AJurepsou),

"UOHELUIDUOD [0YOITE J551E) 3U3 JO “JaJRaIT S ISASYDIYM ‘046 10 S((°( F UIYIAL 3 ISNUW SINSAI UOLRIGIED [[V "B 9oueydesoe uorelqIied Aq pajiwiy si seig
“101¢ /3 ul payiodal are synsal [y

$00°0 [onuo) sen A T01Z /3 080°0

L00°0 T012/3002°0 61°Cl  :dwil], uoneiqe)
$00°0 1012 /30800 0T0T/90/0T  :@1B( UoOnEIqI[E)
¥00°0 1012 /30500 A '‘ad AVE INIVd :Kouady FurumQ

F «ALNIVLIIONN S9C100-08 HquInN [eLeg

"0008 19ZAIX0] - sampasold uondadsuy Juswireda(] - 9¢ ULIO] 4 1v/A1a4d

U31m 20UBPIOIJE UL PAIBIQI[ED Sem U] ‘TIND Aq paimiogjnuews ¢ $OZI00-08 J2qunu [BLIdS (008 I9ZA]IXou] Jo uoneiqieds sy AJ1u29 03 S1 SIY ]
AHOLYHOBY T

NOLYHEMTYD DISNIHO0: P i 1

© G702 D3OS N //..Il\\ “,

LOGEE T4 ‘SIPAW 14 gaL1a3820V DN

i e P, 0 9)ed1ud UoneIqI[e) e Yo

weiSolg unsa [oyooy ; 2 -

JuswadIojug me Jo Justredac] epLIolq \\\\\.Jf/o




