FOLE

INSTRUMENT PROCESSING SHEET
Agency Escambia County Sheriff's Office

s/N 80-006436

Florida Department of  pate 1n 05/26/2020 Completion Date

Law Enfc_)rcement

(.Qt{):l@&bﬁsmp QOp/Uu QOH/D Ocmi QEE

Intake performed By RAW Quality Checks Performed By %7/ Flow Calibration Performed By
Annual ™ Breath Tube Screen Flow Column #
O Registration Replace External O-Rings 4 5L/min—17mm
Q Return from CMI / EE ™ Instrument Set Up Verified 3 15L/min—53mm
Visual Inspection: M R-Value_ Z35 Q 30L/min — 103mm
@ Case P ‘E Handle Flow Verification (L/s) Q R-Value
Flow Column # ATP-102 Q Post Calibration Verification {L/s)
4 Keyboard @ Dry Gas Shelf 0—17
32 mm gy (.139-.169) | Flow Column #
@ Feet @ Breath Tube 0.6
@ Ports @ screws Tight 36mm__Y.164 (156-.190) | 32mm (.139 - .169)
_ _ 53mm___0.Z23§¢ (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103mm__0.500 (.447 - .547) 53 mm (.228-.278)
U Powercord U Printer Cable & Barometric Pressure Check 103 mm (.447 - 547)
@ staticBag 1 12V DC Cable Gauge ID# 29427
Notes: ® Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp O Battery Replacement
O Dry Gas Regulator Replacement
0.050 Z0\QOSA fyhas nee P
: U Breath Tube Replacement
= $piolg [os—-1F~x02ll| g
Final Release Date 0.080 201405 B er
. . ) Temperature Checks Performed By <t
FDLE Digitally signed $D3G62. |05 =14 —202] § Lab Temp °C 1.9
Alcohol by FDLE Alcohol || 0200 29‘6]04‘ D External Digital Therm. ID#: 3060508
: Testing Program || G207% |7 -30-202{] 349C +-2 Serial#: _ (V1 PONSS
Testlng Date: 2020.06.12 || 0.080DGS | N/A AGQ} {Co3 349C+-2 Serial#: [N\ 5L
Program 15:19:43 -04'00' W-12-20z1 W 34°C+-.2 Serial #: 1D
Calibration Adjustment Performed By | Department Inspection Performed By <
Barometric Pressure Gauge ID# Barometric Pressure ID# 207195
Simulator Serial Number | Lot Number | Expiration Gauge 1012 Instrument 1[4 ,Lf
0.000 N/A N/A | Mouth Alcohol Solution Lot # 20(9-6
0.040 Acetone Stock Solution Lot # J019- fi
0.100 Simulator Serial Number
0,300 0.000 MEDD% (o
- interferent M PHBDE
D2 0.050 . 0 PHD5%
0.080 DGS N/A 0.080 mPGDSff
Q Post Calibration Adjustment Stability Checks 0.200 m £5090
Simulator | Serial Number | Lot Number | Expiration Attachments
0.050 Form 41 O Post-Stability Checks
0.080 Stability Checks O Flow Calibration
0.200 g Calibration Certificate Form4o K
0.080 DGS | N/A Calibration Adjustment Other

Notes/Suggested Service:

o instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

¥ Return to/Place into Evidentiary Use
L} Remain Out of Evidentiary Use

~ ¥ Conduct an Agency Inspection Before Evidentiary Use
2020.06.12 15:15:34

Mﬂ%gly Buctt Kinblond -04'00'

Tech Review / Date Admin Review / Date

2020.06.11
15:04:22 -04'00'

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: ESCAMBIA COUNTY SO Serial Number: 80-006436
Time of Inspection: 18:13 Date of Inspection: 06/05/2020 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes | No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes [
Alcohol Free Subject Mouth Alcohol Test:

Test:,0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohel Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L)

Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG931603
Exp: 11/12/2021

0.000 0.048 0.078 0.200 0.075

0.000 0.048 0.078 0.200 0.076

0.000 0.048 0.078 0.201 0.075

0.000 0.049 0.078 0.200 0.076

0.000 0.048 0.078 0.200 0.076

0.000 0.049 0.078 0.201 0.077
I

0.000 0.049 0.078 0.201 0.077

0.000 0.049 0.078 0.200 0.077

0.000 0.048 0.078 0.200 0.077

0.000 0.049 0.078 0.201 0.076
| Standard Deviations | 0.0005 0.0000 0.0005 0.0007

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:
T 2020.06.12
f |’\ |054|07044
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I performe ig 1nspec ion 1n“1570rdance with the provisions of Chapter 11D-8, FAC.
(J\ 4 | SHAYLA D PLATT
Signature and Printed Name
h
06/05/2020
Date

FDLE/ATP Form 41 —Revised August 2005



ESCAMBIA COUNTY S0

Intoxiiyzer - Rlcohol Analyzer

Mode! 8000 SN 80-006436
05/27/72020
Softuare: 8100.27

Test g/2llL Tine
Air Blank 0.000 12:50
Control Test 0.048 12:51
Rir Blank 0.000 12:51
Contral Test 0.049 12:52
Air Blank 0.000 12:52
Control Test 0,048 12:53
Air Blank 0,800 12:54
Control Test Stats

Auerage 0. 0483

Std Dev 0. 0005

Rel Std Beu(z) 1.1945

Jd

Operator’s Signature

Stabilly  Checlss

ESCAMBIA COUNTY SO

Intoxilyzer - Rlcohol Analyzer

Model 8000 SN 80-006436
05222020

Software: 8100.27

Test g/210L Tine
Rir Blank 0.000 [2:55
Contro! Test 0.079 12:56
Rir Blank 0,000 12:56
tontrol Test 0,079 12:57
fir Blank 0.000 12:58
Control Test 0.079 12:58
Air Blank 0.000 12:59
Control Test Stats

Auerage 0. 0790

Std Dav 0.0000

Rel Std Deu(%]  0.0000

wet

e

Operator’s Signature

ESCAMBIA COUNTY S0

Intoxilyeer - Rlcohol Analyzer

Model 8000 SN 80-006436
1572772020
Sof tuare; 8100.27

Test g2kl Time
Air Blank 0,000 13:08
Control Test 0.082 13:06
fir Blank 0.000 13:07
Control Test 0,08l 13:07
Air Blank 0,000 13:08
Control Test 0.081 13:08
Air Blank 6.000 13:09
Control Test Stats

Auerage 0.1813

Std Dev 0.0006

Rel 5td Deul?) [0.70%9

Dry

of

Operator’s Signature

ESCAMBIA COUNTY SO

Intoxilyzer - Alcohol Analyzer

Mode! 8000 SN 80-006435
05/27/2020
Software: 6100.27
Test g/2liL Tine
Rir Blank 0.000 13:01
Control Test 0.200 13:02
fir Blank 0.000 13:02
(ontrol Test 0,201 13:03
Air Blank 0.000 13:03
Control Test 0.201 13:14
Air Blank 0.000 13:05
Control Test Stats
Auerage 0.2007
Std Dev 0.0006
Rel Std Dev(z) 0.2877

Uperator’s Signature

My

BR

[ 20200612
15:18:05 -04'00"



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

~ INTOXILYZER 8000

Agency: ESCAMBIA COUNTY SO Serial Number: 80-006436
Time of Inspection: 16:44 Date of Inspection: 06/05/2020 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No
Diagnostic Check (Pre-Inspection): OK

No
Alcohol Free Subject Test: 0.000

No
Mouth Alcohol Test: Slope Not Met

No
Interferent Detect Test: Interferent Detect

No
Diagnostic Check (Post-Inspection): OK

No
| Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)

Exp: Exp: ExXp: Lotd:
Exp:
Number of Simulators Used:
Remarks:
BYPASSED AI TO OPERATE INSTRUMENT
BR 3% w0
/u/.q ComPliewce wot

The above instrument complies ( /X/ ) does not comply (

Defeamined.,

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

FAC.

SHAYLA D PLATT

performed this insgpec in accorda e with ;?13 visions of Chapter 11D-8,
Sighature and Printed Name
06/05/2020
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: ESCAMBIA COUNTY SO
Time of Inspection: 12:22

Date of Inspection: 05/27/2020

Serial Number: 80-006436

Software: 8100.27

[ Check or Test YES NO
| Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspectiom): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
ExXp: Exp: Exp: Lot#:
Exp:

Number of Simulators Used:
r
Remarks:
BYPASSED AI TO OPERATE INSTRUMENT

Py

Mt

‘Q |f 20200612
15:18:54 -04'00"

s
VA Compliance hot detemmined

The above instrument complies ( ’/x’ ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

VL pecazl sf vz

Signature and Printed Name

ISRAEL SOTO

05/27/2020
Date

FDLE/ATP Form 40 — March 2004



FULE

INSTRUMENT PROCESSING SHEET

Agency Escambia County

s/N 80-006436

Florida Department of paiein 3/12/2020

Law Enforcement

DI Completion Date ::5,36” ﬁshlp ar/u OH/D OcMI OEE

Intake Perfarmed By DP Quality Checks Performed By “/./ | Flow Calibration Performed By
@ Annual & Breath Tube Screen Flow Column #
O Registration [ Replace External O-Rings Q 5L/min - 17mm
O Return from CMI / EE M Instrument Set Up Verified Q 15L/min = 53mm
Visual Inspection: & R-Value ‘27-0 Q 30L/min - 103mm
& Flow Verification (L/s) O R-value
4 Case 4 Handle Flow Column # AYP -0z O Post Calibration Verification (L/
Keyboard @ Dry Gas Shelf ow Column / ost Calibration Verification (L/s)
32mm__Q.ASZ {.139-.169) | Flow Column #
@ Feet @ Breath Tube T
X 36mm__(.\b7 {.156 - .190) 32 mm (.139 - .169)
@ Ports W Screws Tight
) ] 53mm __ 0. ;41 (.228 -.278) 36 mm (.156 - .190)
Other Equipment/ Acct:essoI’EESS 103 mm _(0.5G7 (.447 - .547) 53 mm (.228 -.278)
O Power cord U Printer Cable E Barometric Pressure Check 103 mm (.447 - .547)
Static Bag Q 12V DC Cable Gauge ID # 26432
| Notes: & Stability Checks Maintenance  Performed By
Sirnufator | Serial # Lot #/Exp U Battery Replacement
- U Dry Gas Regulator Replacement
0.050 . 2019 osA U Breath Tube Replacement
= sz 0S-\4-20z1 0 oth
Final Release Date 0,080 2010058 it ——
. i ’ Temperature Checks Performed By
FDLE Digitally signed DR 275 [05-14-2021 S Lab Temp °C T
AlCOhOl by FDLE Alcohol | 0.200 . 2019 04D External Digital Therm. ID#: =
. Testing Program SPlell [64-30~-202] 349C -2 Serial #:
Testing Date: 2020.04.09 || 0.080DGs | Nn/A  |AGg31603 349C +-2 Serial #:
Program 10:27:26 -04'00' B M= i2-2021 ¥ 34°C+-.2 Serial #: 0
Calibration Adjustment Performed By Department Inspection Performed By E_Z‘E
Barometric Pressure Gauge ID# Barometric Pressure ID# __ e 53 L
Simulator Serial Number | Lot Number | Expiration Gauge Instrument / 02 |
0.000 N/A N/A Mouth Alcohol Solution Lot # A0 (9B
0.040 Acetone Stock Solution Lot # 610 )‘? = ﬁ
0.100 Simulator Serial Number
0.200 0.000 mpeabs o
: Interferent meang?
0.300 0.050 (\’\P ADYS
0.080 DGS | N/A 0.080 P
Q Post Calibration Adjustment Stability Checks 0.200 mehogo
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 Form 41 O Post-Stability Checks
0.080 Stability Checks O Flow Calibration
0.200 Calibration Certificate O Form 40
0.080 DGS | N/A QO Calibration Adjustment O Other
Notes/Suggested Service: ﬁ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC
ﬁ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
? Conduct an Agency Inspection Before Evidentiary Use
3 2020.04.09
Wp% 2020.04.07 14:13:32 -04'00" MK‘M 10:23:1 6 _04|00|
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: ESCAMBIA COUNTY SO Serial Number: 80-006436
Time of Inspection: 13:03 Date of Inspection: 03/29/2020 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostie Check

Interferent Detect Yes (Post-Inspection): OK Yes
[Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L)
Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG931603
Exp: 11/12/2021

0.000 0.048 0.078 0.200 0.078

0.000 0.047 0.078 0.199 0.078

0.000 0.048 0.078 0.19%9 0.078

0.000 0.048 0.078 0.199 0.077

0.000 0.048 0.078 0.200 0.078

0.000 0.047 0.078 0.199 0.078 ]
0.000C 0.047 0.078 0.199 0.078

0.000 0.048 0.078 0.199 0.078

0.000 0.048 0.078 0.199 0.078

0.000 0.048 0.079 0.199 0.077
Lstandard Deviations | 0.0004 0.0003 0.0004 0.0004 .

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: &

Remarks:

2020.04.0
@ KQ 10:24:35
-04'00'

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I perfo his 1nspec ion 1?(33? dance w1th the provisions of Chapter 11D- 8, FAC.
,ﬁ? SHAYLA D PLATT

Slgnature and Printed Name

03/29/2020
Date

FDLE/ATP Form 41 —Revised August 2005



ESCAMBIA COUNTY SO

Intoxilyzer - Rlcohol Analyzer

Model 8000 SN 80-006436
0371372020
Software: 8100.27
Test g/210L Tine
Air Blank 0.000 14:20
Control Test 0,046 14:2]
Air Blank 0.000 14:21
Contro] Test 0.047 14:22
Rir Blank 0.900 14:23
Contral Test 0.046 14:23
Air Blank 0,000 14:24
Control Test Stats

Auerage 0.0463

Std Dev 0.0006
Rel Std Deu(?) 1.2l

/o

Operator‘s Signature

stability Checles

ESCAMBIR COUNTY SO

Intoxilyzer - Alcoho!l Analyzer

Hodel 800 SN 80-006435
0371372020

Sof tuare: 8100.27

Test gr2l0L Tine
Rir Blank 0.000 14:25
Control Test 0.078 14:26
fir Blank 0,000 14:26
Control Test 0.078 14:27
Air Blank 0.000 14:28
control Test 0.078 14:28
Rir Blank 0.000 14:29
Control Tast Stats

Auerage 0.0780

Std Deu 0.0000

Rel Std Deu(%)  0.0000

wet

.

Operator’s Signature

ESCAMBIA COUNTY 50

Intoxilyzer - Rlcohal Analyzer

Hode] 8060 SN 80-006436
031372020

Software; 8100.27

Test g/2l0L Ting
Rir Blank 0,000 14:37
tontrol Test 0.078 14:37
Air Blank 0.008 14:38
Control Test 0.078 14:38
Air Blank 0.100 14:38
Control Test 0.079 14:39
Rir Blank 0.000 14:39
Control Test Stats

Auerage 0.0783

Std Deu 0.0006

Rel Std Deu(®)  0.7370
Dy

v

Operator’s Signature

ESCAMBIA COUNTY SO

Intoxilyzer - Alconol Analyzer

Mode! 8000 SN 80-006436
03/13/2020

Software: 8100.27

Test gr2liL Time
fir Blank 0.000 14:31
Control Test 0.200 14:31
Air Blank 0.000 14:32
Control Test 0.200 14:33
fir Blank 0.000 14:33
Control Test 0.199 14:34
pir Blank 0.000 14:34
Contral Test Stats

Auerage 0.1937

Std Dev 0.0006

Rel Std Deu(s) 10,2892

Operator’s Signature
My
4

2020.04.
09
10:25:06
-04'00



ESCAMBIA COUNTY SO

Intoxilyzer - Alcohol Analyzer

Mode! 800 SN 80-006435
03/28/2020
Software: 8100.27
Test g/2hiL Tine
Air Blank 0.000 06: 18
Contro] Test 0.048 06: 19
Air Blank 0.000 06:19
Control Test 0,048 06:20
Rir Blank 0.000 f6: 2!l
Controt Test 0.043 06: 2!
Rir Blank 0,000 [6:22
Control Test Stats

Auerage 0.0483

Std Dey 0.0005

Rel Std Deul%) 1.1845

MPSOY §

o

Operator’s Signature

Stabi ity Checks

ESCAMBIR COUNTY S0

Intoxilyzer - Alcoho! Analyzer

Mode!l 8000 SN 80-00643b
0372972020

Softuare: 8100.27

Test g/210L Tine
fir Blank 0.000 06:23
Control Test 0.078 06:24
Rir Blank 0,000 06:24
Control Test 0.079 06:25
Rir Blank 0.000 06:26
Control Test 01.079 06:26
Air Blank 0,000 06:27
Control Test Stats

Auerage 0.0787

Std Deu 0.0008

Rel Std Dew(z) 0.7339

MPS0EQ
wet

el

Operator’s Signature

ESCAMBIR COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-005436
03/29/2020

Software: 8100.27

Test ¢/210L Tine
Air Blank 0,008 06:35
Control Test 0.079 06:35
Air Blank 0.000 06:36
tontrol Test 0,078 06:35
fir Blank 0.000 06:37
Control Test 0,079 06:37
Rir Blank 0.000 06:37
Control Test Stats

Ruerage 0.0787

std Deu 0.0006

Rel 5td Deu(z) 0.733%

Dy

%4

Operator’s Signature

ESCAMBIR COUNTY SO

Intoxilyzer - Rlcoho! Analyzer

Model 800D SN 80-006436
0372972020

Softuare; 6100.¢7

Test gseliL Time
Air Blank 0.000 06:29
Control Test 0,200 06:29
Air Blank 0.000 06:30
Control Test §.200 06:3
Air Blank 0,000 06:31
Control Test 0.200 06:32
Rir Blank 0.000 f6:32
Control Test Stats

Auerage 0.2000

Std Dev 0.0600

Rel Std Deu(Z) 0,0000

/MPSeqo

72

Operator ‘s Signature

Pepecied stability
checks akter Ul
gus pect N‘%

I ew' UJm‘oZﬁ’

M

2020.04.

BKE
10:25:36

-04'00'



