FOLE

INSTRUMENT PROCESSING SHEET

Agency Micossukee Police Department

s/N 80-007174

Florida Department of - pate in 12/7/2020 _ pI completion Date 12/7/2020 _ w@ship Qp/u QH/D QoM Qe
Law Enforcement
Intake Performed By _DERR Quality Checks Performed By _DERR Flow Calibration Performed By
¥ Annual ¥ Breath Tube Screen Flow Column #
O Registration M Replace External O-Rings U 5L/min—17mm
O Return from CMI / EE M Instrument Set Up Verified O 15L/min = 53mm
Visual Inspection: @ R-value 178 U 30L/min - 103mm
- @ Handle 4 Flow Verification (L/s) O R-Value
@ Keyboard @ Dry Gas Shelf Flow Column # ATP 104 O Post Calibration Verification (L/s)
# Foet ¥ Breath Tube 32mm 0.156 (.139-.169) | Flow Column #
® Ports @ Screws Tight 36 mm 0.175 (.156-.190) | 32 mm (-139-.169)
53 mm 0.246 (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.507 (.447 - .547) 53 mm (.228 - .278)
Y Power cord O Printer Cable ¥ Barometric Pressure Check 103 mm (.447 - 547)
M Static Bag 0 12V DC Cable Gauge ID # 28663
Notes: 4 Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
a0 SD3967 202010A a BrZath Tube Replacement
Final Release Date (il 0ze U Other
0.080 202010B
SD3968 Temperature Checks Performed By DERR
FDLE Digitally signed 10/05/2022 @ Lab Temp °C 53 14C
Alcohol by FDLE Alcohol || 0.200 SD3969 202010D External Digital Therm. ID#: 300918
. Testing Program 10/06/2022 W 34°C +-.2 Serial #: SD3967
Testing Date: 2020.12.15|| 0-080DGS | N/A AG003005 W 34°C +-.2 Serial #: SD3968
Prog ram 23:51:25 -05'00' 01/30/2022 W 34°C +-2 Serial#: SD3969
Calibration Adjustment Performed By Department Inspection Performed By DERR
Barometric Pressure Gauge ID# Barometric Pressure ID# 28199
Simulator | Serial Number | Lot Number | Expiration Gauge 1011 Instrument 1012
0.000 N/A N/A Mouth Alcohol Solution Lot # 2020A
0.040 Acetone Stock Solution Lot # 2019A
0.100 Simulator Serial NunébDe;gBS
0.000
Dadl Interferent SD3966
0.300 0.050 SD3967
0.080 DGS | N/A 0.080 SD3968
U Post Calibration Adjustment Stability Checks 0.200 SD3969
Simulator Serial Number | Lot Number | Expiration Attachrnents
9,050 ¥ Form 41 U Post-Stability Checks
0.080 4 Stability Checks O Flow Calibration
0.200 i Calibration Certificate O Form 40
0.080 DGS | N/A U Calibration Adjustment U Other
Notes/Suggested Service: Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC
Return to/Place into Evidentiary Use
U1 Remain Out of Evidentiary Use
~ M Conduct an Agency Inspection Before Egiz%ﬁnztiary Use
20.12.14
WP@ (2)8:209:32 -05'00" ;;29;(14
Tech Review / Date Admiz ReQRW'/ Date

FDLE/ATP Form 48

January 2018

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: MICCOSUKEE PD Serial Number: 80-007174
Time of Inspection: 20:25 Date of Inspection: 12/07/2020 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:202010B Lot#:202010D (g/210L)

Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG003005
Exp: 01/30/2022

0.000 0.048 0.078 0.198 0.080

0.000 0.048 0..079 0.198 0.080

0.000 0.048 0.079 0.198 0.080

0.000 0.048 0.078 0.199 0.080

0.000 0.048 0.078 0.199 0.079

0.000 0.048 0.079 0.198 0.080

0.000 0.048 0.078 0.198 0.080

0.000 0.048 0.079 B .198 0.079

0.000 0.048 0.078 0.198 0.079

0.000 0.048 0.079 0.198 0.080
standard Deviations | 0.0000 0.0005 0.0004 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:

L

2020.12.
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC. C%gi

15
23:28:06
-05'00'
I certify fghat I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DAVID E REYES-RIVERA

Signature and Printed Name

12/07/2020
Date

FDLE/ATP Form 41 —Revised August 2005
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FOLE

Agency Miccosukee Police Depa

INSTRUMENT PROCESSING SHEET

riment s/N 80-007174

Florida Department of
Law Enforcement

Date In 10/01/2020 DI Completion Date 10/06/2020

Wship Op/u QOH/O WcMmI QEE

Intake Performed By DERR Quality Checks

Performed By DERR

Flow Calibration Performed By

¥ Annual
U Registration
U Return from CMI / EE

U Breath Tube Screen

4 R-value 183

Y Replace External O-Rings
¥ Instrument Set Up Verified

Flow Column #
d5L/min—17mm
O 15L/min = 53mm
O 30L/min —103mm

Visual Inspection:

4 Flow Verification (L/s) U R-Value
|c @ Hand
Kgfjioard @ Df:Gaes Shelf Flow Colun01n14#5£TP 101 U Post Calibration Verification (L/s)
& Feet @ Breath Tube 32 mm U. (.139-.169) | Flow Column #
S @s , 36 mm 0.175 (.156 - .190) 32 mm (.139 - .169)
/ crews Tight
) . 53 mm 0.246 (.228-.278) 36 mm (.156 - .190)
Other Equipment/ ACC(-ESSOI’IES: 103 mm 0.515 (.447 - 547) 53 i (.228 - .278)
O Power cord Ul Printer Cable Barometric Pressure Check 103 mm (.447 - 547)
U Static Bag U 12v DC Cable Gauge ID # 28663
Notes: @ Stability Checks Maintenance Performed By DERR
Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
Sl SD3967 201905A U Breath Tube Replacement
Final Release Date 05/14/2021 ¥ other Replaced breath tube
0.080 SD3968 201903B Temperature Checks Performed By DERR
FDLE Digitally signed 05/14/2021 @ Lab Temp °C 53970
0.200 201904D s 200018
| by FDLE Alcohol SD3969 External Digital Therm. ID#: 300918
A|C0.h0 Testing Program 04/30/2021 ¥ 34°C+-2 Serial #: SD3967
Testing Date: 2020.12.10|| 0-080DGS | N/A AG003005 W 34°C+-2 Serial #: SD3968
Prog ram 15:58:09 -05'00' 01/30/2022 ¥ 34°C +-.2 Serial#: SD3969

Calibration Adjustment Performed By DERR

Department Inspection Performed By DERR

Barometric Pressure Gauge 1011 ID #68639
Simulator Serial Number | Lot Number | Expiration
0.000 MP5095 | N/A N/A
0.040 MP5098 20060 02/10/2022
0.100 MP5099 20190 04/06/2022
0.200 MP5100 20160 03/18/2022
0.300 MP5101 20030 01/21/2022
0.080 DGS | N/A 08819080A1 06/05/2021

i Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration
0.050 SD3967 201905A | 05/14/2021
0.080 SD3968 201905B | 05/14/2021
0.200 SD3969 201904D | 04/30/2021
0.080 DGS | N/A AGO003005 | 01/30/2022

Barometric Pressure ID# 28199

Gauge 1011 Instrument 1012
Mouth Alcohol Solution Lot # 2019B

Acetone Stock Solution Lot # 2019A

Simulator Serial Number
0.000 SD3965
Interferent SD3966
0.050 SD3967
0.080 SD3968
0.200 SD3969
Attachments

4 Form 41 M Post-Stability Checks
4 Stability Checks U Flow Calibration
i Calibration Certificate 4 Form 40

¥ Calibration Adjustment O Other

Notes/Suggested Service: Optical calibration to bring
values closer to nominal. Instrument shorted out

O Instrument Complies with Chapter 11D-8, FAC
@ Instrument Does Not Comply with Chapter 11D-8, FAC

and has to be sent to a repair facility.

[i r'\‘a [

il:

£

Wate, Calibeation adiuchuenl and pos]
Lalibration Adjsiment clabilidy dest ace

Missing. [nsteupeal peuains 44

DEer

i

12./3 /2020

U Return to/Place into Evidentiary Use
Remain Out of Evidentiary Use

{ Conduct an Agency Inspection Before Evidentiary Use

2020.12.

C Ai 10
15:52:3Z

erzed Sets 12-03-2020

Tech Review / Date Admin ﬁ,wevvi‘eW? Date

fac:l:#y.

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

Page 1 of 1

For Internal ATP Use ONLY




S

2020.12

10
15:57:21

-05'00"

Return Material Authorization

shipto: ¥] oM, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: David Reyes-Rivera on 10/6/2020
Items Returned: Instrument @ Supplies 0  Other O Describe:

Instrument Model: -8000 Serial Number; 80-007174

Bill To Address: Ship to Address:

Miccossukee Police Department Florida Department of Law Enforcement
ATTN: Officer Block 4700 Terminal Drive, Suite 1

1567 NW 79th Avenue Fort Myers, FL 33907

Miami, Florida 33126

Reason for Return:

The instrument breath tube will not heat up. DVM Monitor Breath Tube Temp 0.

Please choose one of the following options:

Cla. , authorize all repairs.

2 1 , authorize repairs up to $

V13 | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Officer Block

Phone #: (305) 389-1066 Email: @lanb@miccosukeetribe.com
ATP Contact Name: David Reyes-Rivera ATP Email: DavidReyes@fdle.state.fl.us
FDLEJATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED

Page 1 of 1
Issuing Authority: Alcohol Testing Program For Internal ATP Use Only



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: Miccossukee Police Department
Time of Inspection: Annual

Date of Imnspection: 10/6/2020

Serial Number: 80-007174

Software:

Check or Test

YES

NO

Check or Test

YES

NO

Diagnostic Check

(Pre-Inspection): OK

Date and/or Time Adjusted

Check: OK

Minimum Sample Volume

Barometric Pressure Sensor
Check: OK

Test: 0.000

Alcohol Free Subject

X | X[ X

Mouth Alcohol Test:
Slope Not Met

Interferent Detect Test:
Interferent Detect

X

Diagnostic Check
(Post-Inspection): OK

XX |X|[X

Alcohol Free

0.05g/210L Test

0.08g9/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot# (g/210L)
Exp: Exp: Exp: Lot#:
Exp:

Standard Deviations

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests:

Ram_arku

Instrument has a short which will not allow it to heat up the breath tube. Will be sent to a repair facility.

Number of Simulators Used:

S

The above instrument complies ( D ) does not comply ( ) with Chapter 11D-8, FAC.

David Eliezer Reyes-Rivera

K

I certify that I performed thig inspectjon in accordance with the provisions of Chapter 11D-8, FAC.

2020.12
.10
15:57:0
0
-05'00'

S8ignature and Printed Name

10/6/2020

FDLE/ATP Form 41 —Revised August 2005 Ref. 11D-8.004

Date




2020.12.

10
5:56:41
05'00"

\:

Type of Test _Serial Number | Agency Date Performed By
Stabilities 80-007174 Miccosukee Police Department 10/1/2020 DERR  Agdd
0.05g/210L 0.08g/210L 0.20g/210L DGS 0.08g/210L
0.047t00.053 [ _ 0.077t00.083 [ X | 0.194 t0 0.206 [ v 0.077 t0 0.083 [ 1]

MICCOSUKEE FD
Intoxilyzer - Alcohol Analyzer
Modz! 8000 SN 80-007174

TR annae
i

Ve WAl mbay

atnn Am

Shit uare: F o

Air Blank 0.000 13:12
Control Test 0.045 13:13
Rir Blank 0.000 13:13
Contral Test 0.046 13:14
Air Blank 0.000 13:14
Control Test 0.047 13:15
fAir Blank 0.000 13:16
Control Test Stats

Average 0.0430

Std Dev 0,0010

Rel Std Dew(X) 2.1739

HICCOSUKEE PD
Intoxilyzer - Rlcohol Analyzer ,

Mode! 8000 SN 80-007174
1070172020

Software: 8100.27

Test 2ol Tie |
Rir Blank 0.000 13:16
Control Test 0.076 R,
Rir Blank 0.000 13:18
Control Test 0,077 13:18
Rir Blank 0,000 12:19
Control Test 0.07 13:20
Rir Blank 0.000 13:20
Control Test Stats

Ruerage 0.0763

Std Dev 0.0006

Rel Std Dew(%) 0.7564

Jeet

Operator's Signature

MICCOSUKEE FD
Intoxilyzer - Rlcohol Analyzer

todel 8000 SN 80-007174
1070172020

Softuare: 8100.27

Test g/210L Time
Rir Blank 0.000 13:21
Control Test 0.1% 13:22
Air Blank 0.000 13:22
Control Test 0.137 13:23
Rir Blank 0.000 13:24
(ontrol Test 0.197 13:24
Rir Blank 0.000 13:25
Control Test Stats

Ruerage 0.197

Std Dev 0.0006

Rel Std Deu(%d 0.2936

beer

Operator’s Signature

MICCOSUKEE PO
Intoxilyzer - Alcohol Analyzer

Hode! 8000 SN 80-007174
/0172020

Softuare: 8100.27

Test a/2liL Tine
Rir Blank 0.000 13:26
Control Test 0.078 12:27
Air Blank 0.000 13:27
Control Test 0.079 13:28
Air Blank 0.000 13:28
Control Test 0,078 13:29
Rir Blank 0.000 13:29
Control Test Stats

Ruerage 0.0783

Std Dey 0.0006

Rel Std Dev(X) (0.7370

depy,

Operator’s Signature




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: MICCOSUKEE PD
Time of Inspection: 13:07

Serial Number: 80-007174

Date of Inspection: 10/01/2020 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted

No
Diagnostic Check (Pre-Inspection): OK

No
Alcohol Free Subject Test: 0.000

No
Mouth Alcohol Test: Slope Not Met

No
Interferent Detect Test: Interferent Detect

No
Diagnostic Check (Post-Inspection): OK

No

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Lot#:
Exp:

Number of Simulators Used:

Remarks:
COMPLIANCE NOT DETERMINED, AI NOT CONDUCTED

S

2020.12

.10
15:55:3

6-05'00"

The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed,this inspection in accordance with the provisions of Chapter 11D-8, FAC.
- . e
/ g7/ DAVID E REYES-RIVERA

Signature and Printed Name

10/01/2020
Date

FDLE/ATP Form 40 — March 2004



