Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: MADISON COUNTY SO Serial Number: 80-000779
Time of Inspection: 13:37 Date of Inspection: 04/26/2021 Software: 8100.27
Check or Test B B ) | ¥ES | NO
| Date and/or Time Adjusted |
o . = —— S No
Diagnostic Check (Pre-Inspection): OK
B Yes ‘
Alcohol Free Subject Test: 0.000
B —_— Yes { |
Mouth Alcohol Test: Slope Not Met
I Yes N
Interferent Detect Test: Interferent Detect
. o ) - Yes . i
Diagnostic Check (Post-Imnspection): OK
_ . Yea, | .
[ Alcohol Free [0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) | Dry Gas Std Test |
(g/210L) ‘ Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1 |
— - _| - B I - | Exp: 02/05/2023
0.000 0.047 0.079 0.201 0.079
0.000 0.048 0.079 0.202 0.080 ‘
0.000 ‘ 0.048 0.079 0.202 0.079
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performegd this inspectg accordance with the provisions of Chapter 11D-8, FAC.

_ ) ~_FRED C HENING
Signature and Printed Name

04/26/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: MADISON COUNTY SO Serial Number: 80-001307
Time of Inspection: 13:28 Date of Inspection: 04/26/2021 Software: 8100.27
Check or Test YES NO
'Date and/or Time Adjusted o i
No
'Diégnostic Check (Pre-Inspection): OK ] ) -
Yes
Alcohol Free Subject Test: 0.000 o - .
Yes
'Mouth Alcohol Test: Eﬁope Not Met T
: Yes |
Interferent Detect Test: Interferent Detect
Yes
'Diagnostic Check ZPost-InsEgétion): CK N - R -
Yes

| Alcohol Free

" 10.05g/210L Test

[ 0.089/210ﬂ_Test

| 0.20g/210L Test

| 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
|(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L) |
Exp: 10/22/2021 Exp: 08/07/2021 | Exp: 05/12/2022 Lot#:34520080A1
_ _l B N | Exp: 02/05/2023____J
0.000 0.049 0.078 0.200 0.079 !
0.000 0.049 :0.077 0.201 0.079 |
0.000 0.048 1 0.078 1 0.201 0.079 |

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify
perfgpﬁgﬁ

that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
his inspectioggfﬁiaccordance with the provisions of Chapter 11D-8, FAC.

FRED C HENING
Signature and Printed Name

04/26/2021
Date

FDLE/ATP Form 40 - March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: PERRY POLICE DEPT Serial Number: 80-000811

Time of Inspection: 16:26 Date of Inspection: 04/22/2021 Software: 8100.27
Check or Test YES | NO
Date and/or Time Adjusted [

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L |
Test (g/210L) {g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201910D Lot#:201908B Lot#:201902C {g/210L)

Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080a1

| Exp: 03/05/2022

iO.OOO 0.047 0.076 0.193 0.079
0.000 0.048 0.076 0.193 0.079
0.000 0.048 0.076 0.193 —7 0.080

Number of Simulators Used: 5 ;//j

Remarks: MMT@ L]

NONE n
v
.
!

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this :.nspect:.on in accordance with the provisions of Chapter 11D-8, FAC.
észéivz%:—-- 'Lff}jﬁdffl — FRED C HENING
Signature and Printed Name

04/22/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PERRY POLICE DEPT Serial Number: 80-000811
Time of Inspection: 14:07 Date of Inspection: 04/26/2021 Software: 8100.27

 Check or Test - - | yes | wo

'Date and/or Time Adjusted

No
Diagnéstic Check (Pre- ihspection_): OK I o
| Yes
| Alcohol Free Subject Test: 0.000 o o [ )
Yes
Mouth Alcohol Test: Siope Not Met . T
Yes
Interferent Detect Test: Interferent Detect T
Yes
'_Diagnostic Check (Post-Inspection): OK . o
| Yes -
| Alcohol Free | 0.05g/210L Test | 0.08g9/210L Test | 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
. | N I I Exp: 02/05/2023
1 0.000 0.047 0.075 0.193 0.078
0.000 0.046 !0.076 0.195 0.078
0.C00 0.047 i0.076 0.195 0.078

Number of Simulators Used: §

Remarks:
NONE

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
inspection in accordance with the provisions of Chapter 11D-8, FAC.
=

performed this
{_?/

4 N ~ signature and Printed Name

FRED C HENING

04/26/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PERRY POLICE DEPT Serial Number: 80-005337
Time of Inspection: 16:22 Date of Insgpection: 04/27/2021 Software: 8100.27
Check or Test | YES NO |
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcchol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Pogt-Imspection): OK
Yes r
Alcohol Free | 0.05¢g/210L Test 0.08g/210L Test 0.20g/210L Test N 0.08 g/210L _W
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.048 0.078 0.19%6 0.079
0.000 0.048 | 0.078 0.196 0.079
[ 0.000 0.049 0.078 0.196 0.079
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

@/Z’/(/VM'Z: FRED C HENING

/s ~ Signature and Printed Name

04/27/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: FL HIGHWAY PATROL Serial Number: 80-003406
Time of Inspection: 16:04 Date of Inspection: 04/22/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
o Yes
Mouth Alcohol Test: Slope Not Met
B Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
| Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201508B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1
| Exp: 03/05/2022
0.000 0.049 0.077 0.192 0.079
0.000 0.04¢9 0.077 0.193 0.079
| 0.000 l 0.04¢9 0.078 0.183 0.079
Number of Simulators Used: 5 17{ ( }\
Remarks: ﬂ«fﬁﬁr{i" t<s ‘fﬂ>
IR
NONE ‘,»L\ AON C—\/P
/i
Solatl?
) 4@6/
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

gﬁfﬂub’\uﬁ

/U

FDLE/ATP Form 40 — March 2004

FRED C HENING

Si&ﬁaturé_éﬁa Printed Name

04/22/2021

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-003406
Time of Inspection: 14:11 Date of Inspection: 04/26/2021 Software: 8100.27
Check or Test YES | NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes B
Alcohol Free Subject Test: 0.000
B Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
| Yes |
Diagnostic Check (Post-Inspection): OK
| Yes
Alcohol Free | 0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
| Bxp: 02/05/2023
0.000 0.046 0.075 | 0.195 0.079
0.000 | 0.047 0.076 0.196 0.079
0.000 0.047 1 0.077 0.197 0.078
Number of Simulators Used: 5§
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed thiy inspection in accordance with the provisions of Chapter 11D-8, FAC.

2
)
FRED C HENING

Signature and Printed Name

04/2612021
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-001115
Time of Inspection: 15:35 Date of Imspection: 04/22/2021 software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:2019088 Lot#:201902C (g/210L)
_ Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1
| Exp: 03/05/2022
| 0.000 0.044 / 0.047 |0.079 0.198 0.080
:0.000 0.044 / 0.047 | 0.078 0.196 0.080
0.000 0.044 / 0.047 0.078 0.195 0.080

Number of Simulators Used: 5

™

Remarks: é
05: Control Outside Tolerance WEAK SOLUTION, REPLACED W/NEW. WEAK SOLUTION P‘QA}V& UJ\\\/’
pﬂ.
2
S \ﬁp
-
€T,

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perf $t is inspection in accordance with the provisions of Chapter 11D-8, FAC.
: %@,—' FRED C HENING B

/ h ) Signature and Printed Name

04/22/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: FL HIGHWAY PATROL Serial Number: 80-001115
Time of Inspection: 10:03 Date of Inspection: 04/27/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted ]
_ No
Diagnostic Check (Pre-Inspection): OK o o -
Yes
| Alcohol Free Subject Test: 0.000 - B
l___ Yes -
Mouth Alcohol Test: Slope Not Met
. - - Yes
Interferent Detect Test: Interferent Detect
_ Yes }
[Diagnostic Check (Post—Inspection)_:—OK | ]
' _ | Yes _
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) | Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A | (g9/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1

B o Exp: 03/05/2022
0.000 0.048 0.079 0.202 0.080
0.000 0.048 0.079 0.202 0.079
0.000 0.048 0.079 0.201 0.079

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

nspection in accordance with the provisions of Chapter 11D-8, FAC.

FRED C HENING

04/27/2021
bate

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Serial Number: 80-000961
Software: 8100.27

Agency: WAKULLA COUNTY SO

Time of Inspection: 15:44 Date of Inspection: 04/22/2021

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Imnspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)

Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1

Exp: 03/05/2022
0.000 0.048 0.078 0.193 0.081
0.000 0.048 0.078 0.193 0.081
0.000 0.048 0.078 0.193 0.081

Number of Simulators Used: 5

7

—
Te%
Remarks: <P s 1 &9
NONE D/&ZPQ}:} N -E¥P !
20 ,
W | A\DA

g}\p A (Z;ﬂ;%j;///

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

péffgxygd this inspection in accordance with the provisions of Chapter 11D-8, FAC.

FRED C HENING

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

04/22/2021

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WAKULLA COUNTY SO Serial Number: 80-000961
Time of Inspection: 13:52 Date of Inspection: 04/26/2021 Software: 8100.27
Check or Test B | YES | NO
Date and/or Time Adjusted
Diagnostic Check (Pre-Imspection): OK
Yes
. I = | L |
| Alcohol Free Subject Test: 0.000
- B . - Yes_
' Mouth Alcohol Test: Slope Not Met
_ - - Yes
' Interferent Detect Test: Interferent Detect
Yes
' Diagnostic Check (Post-Inspection): OK
Yes -
Alcohol Free [ 0.05g/210L Test 1 0.08g/210L Test [0.20g/210L Test | 0.08 g/210L
Test | (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) | Lot#:201910D Lot#:201908B Lot#:2020052 (g/210L)
| Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
{ S | B | I L | Exp: 02/05/2023
0.000 0.046 0.076 0.194 0.080
0.000 | 0.046 0.076 0.196 0.079
0.000 ‘ 0.047 0.076 0.197 0.079
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performggftﬁiéqigspection in aggg;dance with the provisions of Chapter 11D-8, FAC.
.’l -y :

Sy .
e A -
C-Zé/“ {‘ { V\,/_é,(,/ FRED C HENING

—_ = s —
¢ Signature and Printed Name

04/26/2021
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WAKULLA COUNTY SO

Time of Inspection:

12:46

Date of Inspection:

04/28/2021

Serial Number:
Software: 8100.27

80-000962

0.000

Nunber of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X

) does not comply (

) with Chapter 11D-8, FAC.

Check or Test YES NO
' Date and/or Time Adjusted - o
| No
Diagnostic Check (Pre-Inspection): OK - -
| Yes
Alcohol Free Subject Test: 0.000 -
Yes
Mouth Alcohol Test: Slope Not Met -
3 Yes
| Interferent Detect Test: Interferent Detect
B Yes
Diagnostic Check (Post-Inspection): OK
B Yes |
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ]
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
- Exp: 02/05/2023
0.000 0.050 0.081 0.202 0.081
0.000 0.050 0.080 0.202 0.081
0.050 0.080 0.201 0.080

I certify that I hold a valid Florida Department of Law Enforcement Agency Ingpector Permit and that I

perfo

this i

T:‘L

nspection in accordance with the provisions of Chapter 11D-8, FAC.

N

FRED C HENING

FDLE/ATP Form 40 — March 2004

04/28/2021

Date

Signature and Printed Name



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: GADSDEN COUNTY 8O

Serial Number:

INTOXILYZER 8000

80-000959

Time of Inspection: 15:58 Date of Inspection: 04/22/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met |

Yes |
Interferent Detect Test: Interferent Detect [

Yes |
Diagnostic Check (Post-Inspection): OK |

Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)

Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1

Exp: 03/05/2022
0.000 0.049 0.078 | 0.195 0.082
0.000 0.049 0.079 0.197 0.082
0.000 0.049 0.079 0.198 0.082

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X

) does not comply (

~J
u/ka\

Gol"4¢0:%ﬁ%f;//

7
@gfoﬁﬂ

TesT

£3 R
or E;fp'r€ﬁ>

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
;f e A : FRED C HENING

Signature and Printed Name

~\

FDLE/ATP Form 40 — March 2004

04/22/2021

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

- INTOXILYZER 8000

Agency: QUINCY PD Serial Numbex: 80-000965
Time of Inspection: 14:59 Date of Inspection: 04/13/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
- No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Xes . L.
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.047 0.077 0.194 0.081
0.000 0.047 0.077 0.194 0.080
1 0.000 0.047 0.077 0.194 0.080
Number of Simulators Used: 5 ?ﬁ‘
Remarks: &{P (:/A TE2
NONE ;}L\
- 9 bu
fe &0

& (’; o7

o el

(U

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

f?fiffz”lf/L/q T FRED C HENING B

Signature and Printed Name

04/13/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

Agency: GADSDEN COUNTY SO
Time of Inspection: 11:58

Date of Imspection: 04/27/2021

INTOXILYZER 8000

Serial Number:
Software: 8100.27

80-000959

Check or Test YES | NO
Date and/or Time Adjusted
No
Diagngétic Check (Pre-Inspection): OK o
Yes
Alcohol Free Subject_Test: 0.000 i
o - Yes ]
| Mouth Alcohol Test: Slope Not Met
! Yes
Interferent Detect Test: Interferent Detect
) Yes ) ,
Diagnostic Check (Post-Inspection): OK !
Yes N
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/ilOL )
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
| ) Exp: 03/05/2022
0.000 0.049 0.080 0.202 0.084
0.000 | 0.049 0.080 0.202 | 0.084
0.000 0.049 0.080 0.202 1 0.083

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfo

] T~ ﬁZi—/

d. t is inspection in accordance with the provisions of Chapter 11D-8, FAC.

FRED C HENING

N Signature and Printed Name

04/27/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000965
Software: 8100.27

Agency: QUINCY PD

Time of Inspection: 12:00 Date of Inspection: 04/27/2021

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK |
Yes !
Alcohol Free Subject Test: 0.000 [
Yes
| Mouth Alcohol Test: Slopé-Not Met
B _ Yes
Interferent Detect Test: Interferent Detect
_ Yes B
Diagnostic Check (Post-Inspection): OK
i Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.047 0.077 0.194 0.080
0.000 0.048 0.076 0.193 0.080
0.000 0.047 0.077 0.194 0.080

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

Perfo;ﬁfi%%i:j inspect%ggﬁig accordance with the provisions of Chapter 11D-8, FAC.

A S

L ~ signature and Printed Name

7 FRED C HENING

04/27/2021
Date

FDLEJ/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: JEFFERSON COUNTY SO Serial Number: 80-000956
Time of Inspection: 16:06 Date of Inspection: 04/22/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK o
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
| Yes
| Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK -
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) | Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.046 0.076 0.191 0.079
0.000 0.047 0.076 0.191 0.078
0.000 0.047 0.076 1 0.191 0.079

Number of Simulators Used: 5 //7

Remarks: p—é’yeﬁ%é r‘eg}-
NONE W;"I'\ nor! Eyﬂ.’/tﬁo

50/»! J%’é/

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
Y :

l P

(e}

2 t’/i\ FRED C HENING
Signature and Printed Name

04/22/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

Serial Number: 80-000956
Software: 8100.27

AGENCY INSPECTION REPORT -

Agency: JEFFERSON COUNTY SO

Time of Inspection: 16:32 Date of Inspection: 04/27/2021

Check or Test YES NO
Date and/or Time Adjusted
No
| Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect |
Yes
Diagnostic Check (Post-Inspection): OK
Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L F
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.046 0.077 0.192 0.079
0.000 0.047 0.077 0.193 0.079
0.000 0.047 0.077 0.193 0.080

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perf?ﬁfﬁg%&%is inspection in accordance with the provisions of Chapter 11D-8, FAC,

e

FRED C HENING

Signature and Printed Name

’

04/27/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: JEFFERSON COUNTY SO Serial Number: 80-000954
Time of Inspection: 13:49 Date of Inspection: 04/26/2021 Software: 8100.27
Check or Test ) ) ' YES | ©NO
Date and/or Time Adjusted
[ — - No |
Diagnostic Check (Pre-Imspection): OK |
Yes |
| Alcohol Free Subject Test: 0.000 |
) Yes |
Mouth Alcohol Test: Slope Not Met '
B Yes
Interferent Detect Test: Interferent Detect
_ - - - - ) Yes__n_
Diagnostic Check (Post-Inspection): OK
- - Yes . L
Alcohol Free "~ 1 0.05g/210L Test | 0.08g/210L Test 7 0.20g/210L Test 1 0.08 g/210L
Test (g/210L) | (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 | Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
- S S - S I _ﬂ%/05/2023 g
| 0.000 0.048 0.079 0.197 0.079
0.000 0.049 1 0.079 0.198 0.079 |
0.000 0.049 :0.079 0.198 0.079 J
Number of Simulators Used: §
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC,.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed hig inspection in accordance with the provisions of Chapter 11D-8, FAC.

= °’/(/{’/\~’?Eii FRED C HENING

__-Signature ‘and Printed Name

04/26/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: LIBERTY COUNTY SO Serial Number: 80-000960
Time of Inspection: 11:19 Date of Inspection: 04/13/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
_ No
Diagnostic Check (Pre-Inspection): OK i
2 | Yes
| Alcohol Free Subject Test: 0.000 :
Yes ]
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
| Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test [ 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:34520080A1
B Exp: 02/05/2023
0.000 0.050 | 0.081 0.208 0.079
0.000 0.049 :0.081 0.206 0.079
0.000 0.050 ' 0.081 0.205 0.079
Number of Simulators Used: 5 1;“
—~ T2ST
Remarks: { €A+t’) \'CS 3 E'D
NONE F)(p;f
it 17
) .
he”

The above instrument complies ( X

) does not comply (

Go I

vt ou

) with Chapter 11D-8, FAC.

I certify that I hold a valid Floxida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

. :

FRED C HENING

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

04/13/2021

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

- INTOXILYZER 8000

Agency: LIBERTY COUNTY SO Serial Number: 80-000960
Time of Inspection: 16:50 Date of Inspection: 04/27/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
Yes .
Alcohol Free Subject Test: 0.000 '
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
| Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
| Exp: 03/05/2022
0.000 0.047 0.076 0.192 0.081
0.000 0.048 0.077 0.194 0.081
0.000 0.048 0.077 0.195 0.081 |

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X

) does not comply (

) with Chapter 11D-8, FaC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performe

(£

igs inspection in accordance with the provisions of Chapter 11D-8, FAC.

FRED C HENING

7 9

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

04/27/2021
Date



Alcohol Testing Program

Florida Department of Law Enforcement

Agency: FRANKLIN COUNTY SO
Time of Inspection: 10:00

AGENCY INSPECTION REPORT

Date of Inspection: 04/28/2021

INTOXILYZER 8000

Serial Number: 80-000952

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes |
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
R - Yes B
Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L [
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
Exp: 02/05/2023
0.000 0.048 0.080 0.200 0.081
0.000 0.049 0.080 0.201 0.081
0.000 0.050 0.081 0.202 0.080
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed—this inspection in accordance with the provisions of Chapter 11D-8, FAC.

- __ FRED C HENING
Signature and Printed Name

04/28/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000953
Software: 8100.27

Agency: FRANKLIN COUNTY SO

Time of Inspection: 10:00 Date of Inspection: 04/28/2021

| Check or Test . YES NO
| Date and/or Time Adjusted :
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect "
Yes )
Diagnostic Check (Post-Inspection): OK
I Yes
[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry ‘Gas Std Test
(g/2101L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:34520080A1
Exp: 02/05/2023
0.000 0.047 0.078 0.199 0.081
0.000 0.048 0.079 0.200 0.080
0.000 0.04°9 0.079 0.199 0.08¢0

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfo _this inspectioq/ig accordance with the provisions of Chapter 11D-8, FAC.

: .L//*\,z:ﬂ;rﬂﬂjfd-

i
/ FRED C HENING

Signature and Printed Name

04/28/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Serial Number:

INTOXILYZER 8000

80-000957

Agency: LEON COUNTY SO
Time of Inspection: 11:21 Date of Inspection: 04/12/2021 Software: 8100.27
Check or Test YES | NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK i

Yes J
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L W
Test {g/210L) (g/210L) (g/210L) Dry Gas Std Test

Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)

{(g/210L}

Exp: 10/22/2021

Exp: 08/07/2021

Exp: 02/20/2021

Lot#:04120080A1
Exp: 03/05/2022

0.048

/ 0.000 0.081 0.203 0.080
/ 0.000 |0.047 0.080 0.200 0.080
/ 0.000 | 0.046 0.078 0.198 0.080

Number of Simulators Used: 5

Remarks:
00: Ambient Fail.

The above instrument complies (

X

) does not comply (

N

(bzpemﬁ TesT
h/V¥L\ ner

So /V'4’o/’ ’

ejkp;!é?b

} with Chaptexr 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

i in accordance with the provisions of Chapter 11D-8, FAC.
:E FRED C HENING

is inspect
Z 9

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

04/12/2021

Date



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LEON COUNTY SO Serial Number: 80-000958
Time of Inspection: 16:13 Date of Inspection: 04/27/2021 Software: 8100.27
| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000 |
Yes
Mouth Alcohol Test: Slope Not Met
) Yes
Interferent Detect Test: Interferent Detect
Yes |
Diagnostic Check (Post-Imspection): OK l
Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
| Exp: 03/05/2022
0.000 0.049 0.079 0.198 0.080
0.000 0.049 0.079 0.199 0.081
0.000 | 0.049 0.080 0.200 0.081
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

?' 7 d
£ ATEA FRED C HENING

P i Signature and Printed Name

04/27/2021
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: LEON COUNTY SO

Serial Number:

INTOXILYZER 8000

80-001153

Time of Inspection: 16:01 Date of Inspection: 04/27/2021 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free | 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)

Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.048 0.077 0.196 0.081
0.000 0.048 0.078 0.196 0.081
0.000 ‘ 0.048 0.078 0.197 0.081
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC,

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
peffg;mﬁd‘phfs inspection in accordance with the provisions of Chapter 11D-8, FAC.

/; x\§;4;/b/\,fgfii_—rl

FRED C HENING
Signature and Printed Name

04/27/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -~ INTOXILYZER 8000

Serial Number: 80-000957
Software: 8100.27

Agency: LEON COUNTY SO

Time of Inspection: 15:56 Date of Inspection: 04/27/2021

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.049 0.080 0.199 0.081
0.000 0.049 0.079 0.199 0.081
i0.000 0.049 | 0.079 0.198 0.081

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfo this inspection in accordance with the provisions of Chapter 11D-8, FAC.
AL /Z— FRED C HENING

// k;, o Signature and Printed Name

gq/27/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HAVANA PD Serial Number: 80-000950
Time of Inspection: 13:57 Date of Inspection: 04/26/2021 Software: 8100.27
| Check or Test o - o B YES | NO |
Date and/or Time Adjusted
No ‘
Diagnostic Check (Pre-Imspection): OK
Yes N
Alcohol Free Subject Test: 0.000
i - Yes -
Mouth Alcohol Test: Slope Not Met
S e . _| Yes S
Interferent Detect Test: Interferent Detect
B S = | Yes |
Diagnostic Check (Post-Inspection): OK
I B | Yes | |
Alcohol Free | 0.05g/210L Test | 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L ]
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
| (g/2101L) Lot#:201910D Lot#:201908R Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 | Exp: 05/12/2022 Lot#:34520080A1
- N | R | EBxp: 02/05/2023
0.000 | 0.047 0.075 | 0.197 0.079 .
0.000 | 0.048 0.076 ‘ 0.198 | 0.078 |
| .000 | 0.047 0.077 | 0.128 |O 079
Number of Simulators Used: 5
Remarks:
NONE
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

FDLE/ATP Form 40 — March 2004

d this inspection in accordance with the provisions of Chapter 11D-8, FAC.

FRED C HENING

04/26/2021
Date

'Signature and Printed Name



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: LEON COUNTY SO Serial Number: 80-000958

Time of Inspection: 11:34 Date of Inspection: 04/12/2021 Software: 8100.27
| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imspection): OK
Yes
Alcohol Free | 0.05g/210L Test [ 0.08g/210L Test [ 0.209/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1
_ Exp: 03/05/2022
0.000 0.049 |0.080 0.201 0.080
0.000 0.049 |0.079 0.202 0.080
0.000 0.049 | 0.080 0.201 0.080

Number of Simulators Used: 5

Remarks: ;-
~rrec> 1S
NONE QQPGA'Tb
FE)
A non €y
tvf
Solutte?
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

-w-] ‘; 8 inspection in accordance with the provisions of Chapter 11D-8, FAC.
< A (S
B FRED C HENING

’ N Signature and Printed Name

04/12/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: LEON COUNTY SO Serial Number: 80-001153
Time of Inspection: 11:24 Date of Imspection: 04/12/2021 Software: B100.27
| Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test | 0.08g9/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.047 0.077 0.197 0.080
0.000 0.047 0.078 0.198 0.080
| 0.000 0.047 | 0.078 0.199 0.080
Number of Simulators Used: 5
Remarks: QAT
NONE 'Qef e ™
wi
Tes & /,1479
Cupire”
The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

ifspection Lnche with the provisions of Chapter 11D-8, FAC.
NN FRED C HENING

performe

J

04/12/2021
Date

FDLE/ATP Form 40 — March 2004

Signature and Printed Name




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000773
Software: 8100.27

Agency: LAFAYETTE CO SO

Time of Inspection: 16:46 Date of Inspection: 04/27/2021

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
| Yes _J
| Alcohol Free 0.05g/210L Test ] 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1
Exp: 03/05/2022
0.000 0.047 0.075 0.192 0.079
0.000 0.046 0.076 0.192 0.078
0.000 0.047 0.075 | 0.192 0.079

Number of Simulators Used: S

Remarks:
NONE

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC,

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

A FRED C HENING

Signature and Printed Name

04/27/2021
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

Agency: LAFAYETTE CO SO
Time of Inspection: 16:50

Date of Inspection: 04/27/2021

INTOXILYZER 8000

Serial Number: 80-000776

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:202005A (g/210L)

Exp: 10/22/2021 Exp: 08/07/2021 Exp: 05/12/2022 Lot#:04120080A1

Exp: 03/05/2022
0.000 0.046 0.076 0.194 0.080
0.000 0.048 0.077 0.195 0.081
0.000 ; 0.047 0.077 0.195 | 0.081

Number of Simulators Used: 5

Remarks:
NONE

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8§, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed is inspection in accordance with the provisions of Chapter 11D-8, FAC.
?
) FRED C HENING

7 = = Signature and Printed Name

04/27/2021
Date

FDLE/ATP Form 40 — March 2004



