INSTRUMENT PROCESSING SHEET

I .;llllE L E Agency Boca Raton PD

S/N 80-001183

Florida Department of Date In 10/20/2021

Law Enforcement

DI Completion Date 10/26/2021

®Wship Op/u OH/D Qcwmi OeE

Intake By TDG Quality Checks By TDG Date 10/26/2021 | Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings Q 5L/min - 17mm
O Return from CMI / EE @ Instrument Set Up Verified Q 15L/min - 53mm
R @ R-Value 120 Q 30L/min - 103mm
& Case 8 Handle @ Flow Verification (L/s) Q R-Value
& Kevboard & Drv Gas Shelf Flow Column # ATP101 Q Post Calibration Verification (L/s)
y ry Gas She
& Feet @ Breath Tube 32 mm 0.156 (.139-.169) | Flow Column #
& Ports B Screws Tight 36 mm 0.175 (.156 - .190) 32 mm (.139 - .169)
53 mm 0.246 (.228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.519 (.447 -.547) | 53 mm (.228 - .278)
O Power cord O Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
Q sStatic Bag QU 12v DC Cable Gauge ID # 68639
Notes: Oversize box @ Stability Checks Maintenance By
Simulator | Serial # Lot #/Exp U Battery Replacement
5050 TS O Dry Gas Regulator Replacement
: O Breath Tube Replacement
MPS092 ™40/052022 || G other :
0.080 2020108 DI Temp. Checks By TDG
0SS 10/05/2022 @ Lab Temp °C 20.17
0.200 MP5094 202010D External Digital Therm. ID#: 381198
10/06/2022 @ 34°C +-.2 Serial #: MP5092
0.080 DGS N/A AG026705 ® 34°C +-.2 Serial #: _MP5093
Calibration Adjustment By Department Inspection By TDG
Barometric Pressure Gauge ID# Barometric Pressure ID# 28199
Simulator | Serial # Lot # Expiration Gauge 1013 Instrument 1016
0.000 N/A N/A Mouth Alcohol Solution Lot # 2020-A
0.040 Acetone Stock Solution Lot # 2020-A
0.100 Simulator Serial Number
i e Sbi017
0.300 0.050 MP5092
0.080DGS | N/A 0.080 MP5093
O Post Calibration Adjustment Stability Checks 2200 MPS094
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 QO Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate @ Form 40
0.080DGS | N/A Q Calibration Adjustment Q Other

Notes/Suggested Service:

@ Instrument Complies with Chapter 11D-8, FAC
Q Instrument Does Not Comply with Chapter 11D-8, FAC

@ Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use

@ Conduct an Agency Inspection Before Evidentiary Use

S
Richard A Gebysonedey fcrdn %_ 7 14:29:36
Wi”iams Dag;:o?021.10.27||:16:37 nA'nn'
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2021
Issuing Authority: Alcohol Testing Program
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Florida Department of Law Enforcement
Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-001183
Software: 8100.27

Agency: BOCA RATON PD

Time of Inspection: 10:17 Date of Inspection: 10/26/2021

Check or Test YES NO

Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK
No

Alcohol Free Subject Test: 0.000
No

Mouth Alcohol Test: Slope Not Met
No

Interferent Detect Test: Interferent Detect
No

Diagnostic Check (Post-Inspection): OK
No

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas S5td Test

(g/210L) Lot#: Lot#: Lot#: (g/210L)

Exp: Exp: Exp: Lot#:
Exp:
Number of Simulators Used:
Remarks:
BYPASSED AI TO OPERATE.
. / M-
Not clf;lgnnmcc :a(zL{zon

The above instrument complies {J,,K”T’hoes not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
M) TAYLOR D GUTSCHOW
Signature and Printed Name

10/26/2021
Date

FDLE/ATP Form 40 — March 2004
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BOCA RATON PD

Intoxilyzer - Alcoheol Analyzer

Model 8000 SN 80-001183
10/26/2021

Software: 8100.27

Test g/210L Time
Air Blank 0.000 11522
Control Test 0.050 11522
Air Blank 0.000 17223
Control Test 0.050 11223
Air Blank 0.000 11:24
Control Test 0.051 11225
Air Blank 0.000 171225
Control Test Stats

Average 0.0503

Std Dev 0.0006

Rel Std Dev (%) 1.1471

W

Operator's Signature




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: BOCA RATON PD Serial Number: 80-001183
Time of Inspection: 14:36 Date of Inspection: 10/26/2021 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcchol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010a Lot#:202010B Lot#:202010D (g/210L)

Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG026705
Exp: 09/23/2022

0.000 0.049 0.079 0.198 0.079

0.000 0.050 0.080 0.199 0.078

0.000 0.049 0.079 0.189 0.078

0.000 0.050 0.080 0.199 0.078

0.000 0.049 0.079 0.198 0.078

0.000 0.049 0.079 0.198 0.078

0.000 0.050 0.079 0.198 0.078

0.000 0.050 0.079 0.198 0.077

0.000 0.049 0.080 0.198 0.078

0.000 0.049 0.080 0.198 0.077
Standard Deviations | 0.0005 0.0005 0.0004 0.0005
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies (

X

) does not comply (

) with Chapter 11D-8, FAC.

TAYLOR D GUTSCHOW

I certify tZ;t g Eerfgrmed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Signature and Printed Name

FDLE/ATP Form 41 —Revised August 2005

10/26/2021
Date




L jo | abed Ajend « joedsey « Mubsjul « eones werSold Sunsa] joyoayy :Asoyny Suinssy
lojoadsu| Juswpedaq 120T Arenuef 69 uuod dLV/471A4

'MOHOS1ND A ¥OJAVL areq

1202/92/01 ‘weifo1d Sunsa] [0Yoo|y JUIWIDIOJUF MEBT]
_ Jo juswredaq epuol ays Jo [eacidde uapum noyum
‘[N w1 3da0xa pasnpoudal aq 10U [[eYS JUIWNIOP SIY |

'SPIEPUEIS SZ0L1 DAl /OSI PUE p€ SpIND OS] YHM 20UBPI0IIE Ul SN Y} PALILIL0 pue paedaid sjonuod
prepuess ses A1p yo sa1iddns oy, se11ddns A panpaiooe ue Aq parddns ST Jo sasn ay) ySnoxy [SIN 03 2[qeadel) I SJUSWAINSeaw [0nuod ses L1

"SpIepuels ¢Z0L1 OHI /OSI M 3dueploase ul AS0[0LSJA UoISIdaL]
Aq pareiqes siejeuwiounay) [eNSIp 00+ SOIUYdAINE 3[qeacel} [SIN Y payoayd ale saxnjesoduay Jajewouniay |, " L SIN 03 9]qeadey are saanjesadwa) Joemung

‘Sprepuels SZOLI DHI /OSI PUe $£0LT OSI Ynm
SUBPIOAOE Ul SIARYD 2sayl paiiua0 pue paredaid SOV (SOV) "ou] ‘sweisA§ aunsesuusjunoy) joyod|y Aq paredaid suonnjos Suisn PaIBIQI[BO S JUSLUNLSUL SIY T

NOLLVIWYIOINI ALI'TISVADVIL

"$303y0 Ajiqess 3sod pue a1d pajerdosse oY) ul punoy are Jusunsnipe Aue Jaye pue 910J3q S)[NSaJ JUSLINISUI Y ],

"(€=31) 20UBPYUO0D JO [2A3] 9%EL 66 © O} PassaidXa SI pue BJep SpIM-133]] UO paseq S Aureprasup) ,

"UONBIUSIUOD [OYOO[E 1331E) 3} JO “1aYeaIS S JAAYIIYM ‘946 10 §O0"( F UIYNM 3q ISNUW SINSal uoneIqIed [[V "eLIS)LI0 soueidasoe uonjeIqI[es Aq pajiu] si serg
101¢ /3 ul pautodal are symsal |y

¢00°0 [onuo) sen K11 1012 /3 080°0

£00°0 T01T/3002°0 OCyT  :Pwi uoneiqie)
£00°0 1012 /3 080°0 T202/9C/01 :9ye(] UonRIqIR)
S00°0 1012 /30500 dd NOIVY vO0od :Aously SurumQ

F xALNIVLIAONN €8T100-08 :IoquInN [eLIDS

"0008 19ZA[TX0IU] - $ampasold uondadsu Juswpreds( - 9¢ w0 J1v/I104
WM S0UBPIOIIE Ul PAjeIqI[ed Sem “ou] ‘TIND Aq painjoejnuew ¢ TZTT00-08 JOqUINU [BLAS (008 JOZA[IXOIU] Jo uoneiqies ay) AJIu1a0 03 s SIy

AHOLYHOBY] T
NOILYHEITYD DISNIHO4 w e,
—EEEEE—— N\ 7,
LOGEE 14 “SIAW 11 93113833y IO

NS e AT 06 9jed1}49) uoneIqIjey  mmemer SypEsp

weido1d Sunsa] [oyoay
1UBWa210§ug Me] JO Jusureda(] BpLIO] ] AL



